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1.0 


INTRODUCTION 


Tracor,  Inc.,  performed  a study  of  aircraft  noise 
measuring  systems  for  the  Federal  Aviation  Administration  (FAA) 
under  contract  DOT- FA74WA-3539 . The  study  was  divided  into  two 
phases : 

i . an  evaluation  of  the  ten  most  complete  and 
comprehensive  aircraft  noise  measurement 
systems  in  use  today  in  the  Free  World 

B.  a preliminary  design  study,  the  results 

of  which  will  allow  the  design  of  an  advanced 
aircraft  noise  measurement  and  certification 
system . 

The  results  of  this  study  are  presented  in  two  documents 
corresponding  to  Tasks  A and  B,  respectively.  This  is  the  report 
of  the  results  of  Task  B. 

This  Task  B report  was  revised,  under  contract 
DOT-FATQUA- 3900 , from  the  original  draft  to  provide  separate 

•s 

illustrative  design  examples  for  a research  noise  measurement 
system  and  for  an  aircraft  noise  certification  system.  The 
original  system  design  was  constrained  by  the  requirements  to 
serve  both  as  a research  and  certification  system,  to  function 
for  both  purposes  in  all  weather  conditions,  and  to  be  modularly 
expandable.  Removal  of  these  and  other  constraints  allowed  the 
design  examples  to  be  -optimized  separately  for  the  certification 
and  research  functions. 

For  the  purpose  of  this  report  an  aircraft  noise 
certification  system  is  a system  capable  of  precise  measurement 
and  evaluation  of  single  aircraft  flyovers  for  the  purpose  of 


determining  compliance  with  Federal  Aviation  Regulations  (FAR) 

Part  36  or  International  Civil  Aviation  Organization  (ICAO) 

Annex  16  noise  certif ication  requirements.  Such  certification 
procedures  require  an  accurate  knowledge  of  aircraft  position 
and  detailed  analysis  of  acoustical  flyover  signatures.  A detailed 
spectral  and  temporal  history  of  each  flyover  must  be  produced, 
normally  in  tape-recorded  form. 

The  aircraft  noise  research  system  is  considered  to  be 
a system  for  measuring  aircraft  noise  at  several  locations 
simultaneously  in  real  time  in  the  vicinity  of  a normally  opera- 
ting airport.  In  some  ways,  the  research  system  is  similar  to 
the  airport  noise  monitoring  systems  described  in  the  Task  A report. 
However,  it  has  expanded  capabilities  and  versatility  to  support 
varied  research  objectives.  The  objectives  mav  range  from  measuring 
the  differences  in  single  event  noise  due  to  Ci  anges  in  flight 
profile  of  a certain  aircraft  type  to  studying  he  long  term  effect 
of  weather  on  cumulative  noise  measures. 

This  report  illustrates  the  range  of  performance  that 
may  be  achieved  in  research  and  certification  systems.  Some 
sections  are  approached  frcm  a basic  point  of  view  and  may  be 
superfluous  for  the  reader  familiar  with  the  measurement  of  air- 
craft noise.  The  detailed  design  of  a certification  or  research 
system  is  not  presented,  since  specific  measurement  objectives 
and  operational  features  must  be  established  before  such  a design 
is  developed.  Two  design  examples  are  included,  however,  to 
illustrate  how  operational  features  such  as  portability,  etc., 
affect  subsystem  choices  in  a complete  system  design. 

The  range  of  instrumentation  hardware  and  software 
available  for  either  system  is  considered  in  detail.  The  basic 
subsystems  required  for  the  certification  system  and  the  research 
system  are  similar.  The  required  accuracy,  data  volume,  and 
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operating  manpower,  however,  as  well  as  other  operational  factors, 
will  be  different  for  the  subsystems  of  the  certification  and  the 
research  system.  The  basic  subsystems  are: 

1.  acoutical  data  collection  subsystem 

2.  positional  tracking  subsystem 

3.  weather  data  collection  subsystem 

4.  aircraft  performance  data  subsystem 

5.  data  processing  subsystem  (including  software) 

It  would  be  possible  to  configure  a research  system 
without  all  the  basic  subsystems,  however,  a certification  system 
requires  all  the  subsystems.  The  separate  chapters  for  the 
respective  subsystems  show  several  different  ways  to  accomplish 
the  particular  tasks.  The  relative  merits  of  the  various  tech- 
niques are  described  with  respect  to  salient  engineering  features 
such  as  accuracy,  portability,  manpower,  cost,  etc. 

Finally,  specific  design  objectives  for  a research 
system  and  for  a certification  system  are  hypothesized  separately 
and  illustrative  designs  for  each  are  presented,  using  the 
subsystem  components  previously  discussed. 
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2.0 


GENERAL  DESIGN  CONSIDERATIONS 


This  section  presents  some  general  design  considerations 
that  influence  the  ultimate  choice  of  system  configuration.  Such 
factors  as  research  objectives,  standards,  FAR  Part  36  requirements, 
operational  features,  data  reduction,  operating  environment,  and 
cost  are  discussed.  Any  one  of  these  variables  can  have  a great 
affect  on  the  choice  of  a system  configuration  and  can  even 
dictate  specific  hardware.  As  usual,  cost-performance  tradeoffs 
must  eventually  be  considered. 

It  is  emphasized  that  this  design  study  was  to  determine 
those  design  concepts  with  which  a selectable  level  of  performance 
could  be  achieved.  Thus,  this  study  is  not  an  engineering  design 
effort,  but  rather  provides  a foundation  for  such  an  effort. 

2.1  Basic  System  Requirements 

The  basic  subsystems  required  for  noise  certification 
and  research  systems  are  the  same  and  are  shown  in  the  block 
diagram  of  Figure  2.1.  The  exact  implementation  of  the  elements 
of  the  block  diagram  will  be  influenced  by  both  technical  and 
operational  requirements.  A brief  description  of  the  system  shown 
in  Figure  2.1  will  aid  in  defining  system  requirements  and  design 
constraints.  Included  are  the  various  data  collection  subsystems, 
the  data  transmission  medium,  and  the  data  processing  subsystem. 

Each  of  the  data  collection  subsystems  is  time  synchronized  in 
some  fashion.  Some  preliminary  data  processing  can  be  done  by 
the  data  collection  subsystems  before  transmission  to  a central 
site  for  final  processing  and  analysis.  Transmission  can  be  in 
real  time  via  wire  or  radio  link,  or  delayed  in  time  via  magnetic 
and/or  paper  tape  storage.  The  data  processing  subsystem  can  control 
real  time  operation  of  the  system  or  it  can  be  used  for  post-flight 
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FIGURE  2.1  GENERAL  BLOCK  DIAGRAM  FOR  AN  AIRCRAFT  NOISE 
CERTIFICATION  AND  RESEARCH  SYSTEM 


analysis  of  recorded  data.  In  both  types  of  operation,  the  data 
processing  system  must  apply  corrections  and  combine  the  data  for 
final  processing.  Data  processing  and  analysis  requirements  in 
all  systems  considered  here  are  of  such  complexity  that  a digital 
computer  is  almost  indispensible  as  an  integral  part  of  the  data 
processing  subsystem. 

The  acoustical,  weather,  and  tracking  subsystems  may  all 
be  located  at  separate  geographical  locations,  although  all  will 
be  within  a few  miles  of  the  airport.  The  aircraft  performance 
subsystem  will  be  on  the  test  aircraft.  This  diversity  in  locations 
presents  data  transmission  and  logistical  problems  that  are 
important  system  design  considerations. 

Two  considerations  that  affect  the  system  design  in 
several  ways  are  the  test  site  (airport)  and  data  volume. 

(a)  Test  site  - The  system  requirement  for  portability 
of  all  or  part  of  the  equipment  may  be  imposed  or 
a permanent  installation  at  a particular  airport 
may  be  indicated.  Once  the  airport  is  selected, 
access  to  the  acoustical  monitoring  sites  may  be 
limited  by  roads  and  other  man-made  and  natural 
obstacles.  Each  airport  presents  unique  require- 
ments of  access  for  both  acoustical  and  tracking 
systems  which  will  impact  the  system  design.  The 
choice  of  the  airport  may  be  made  so  that  existing 
tracking  and  data  telemetry  or  other  facilities 
can  be  utilized  for  economy. 

(b)  Data  volume  - The  quantity  of  data  to  be  collected 
will  impact  the  system  design.  This  is  in  turn 
dependent  on  the  research  objective  or,  in  the  case 
of  certification  measurements,  the  number  of 
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certifications  to  be  made.  The  tradeoff  between 
manpower  and  cost  of  automatic  equipment  depends 
mainly  on  the  data  volume. 


2.2  Certification  Noise  Measurement  System  Considerations 

The  specific  measurement  objectives  which  must  be  met 
for  noise  certification  tests  are  given  in  FAR  Part  36  (Appendix  A) 
and  the  specific  items  that  have  major  impact  on  measurement 
system  design  are  summarized  in  this  section. 

2.2.1  General  Design  Considerations 

Certification  tests  are  conducted  by  the  aircraft 
manufacturers  and  are  observed  and  monitored  by  the  FAA.  The 
equipment  is  provided  by  the  aircraft  manufacturer  either  from 
his  own  inventory  or  through  consulting  or  lease  agreements. 

Tests  are  required  only  once  for  a particular  aircraft  configu- 
ration and  typically  require  a few  days  for  data  acquisition. 
Therefore  official  aircraft  certifications  during  any  one  year  in 
the  United  States  are  few;  however,  aircraft  manufacturers  conduct 
similar  tests  repeatedly  for  engineering  evaluation  purposes.  The 
data  volume  requirement  for  any  system  thus  depends  greatly  on  the 
number  of  design  tests  to  be  conducted. 

2.2.2  FAR  Part  36  Requirements 

The  requirements  for  aircraft  noise  certification 
dictate  two  major  refinements  in  the  capabilities  of  aircraft 
noise  monitoring  systems  of  the  type  studied  under  Task  A.  First, 
detailed  spectral  analysis  of  flyover  signatures  is  necessary, 
and  second,  accurate  knowledge  of  aircraft  position  is  required. 

FAR  Part  36  contains  specific  requirements  for  the  collection 
and  analysis  of  acoustical,  weather,  tracking,  and  aircraft 
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performance  data.  Aircraft  noise  certification  requires  the 
aircraft  to  be  operated  specifically  for  the  associated  tests. 
Thus,  the  aircraft  is  an  active  element  in  the  tests  and  may  be 
specially  instrumented  for  this  reason. 

Specific  data  collection  subsystems  are  given  in 
Figure  2.1,  and  a summary  of  their  respective  FAR  Part  36  require- 
ments' are  presented  below: 

1.  Acoustical  data  collection 

a.  sufficient  data  for  one-third  octave  band 
analysis  in  the  standard  24  bands  (50  Hz  to 
10  kHz  inclusive),  sampled  each  half  second. 

Note:  Revision  of  Part  36  requires  data 

collection  at  least  between  10  dB  down  points. 
Also,  a pressure  sensitive  condenser  microphone 
is  specified  and  more  stringent  directivity 
specifications  essentially  require  a microphone 
no  larger  than  1/2  inch  in  diameter. 

b.  three  measurement  locations:  two  for  departures 

and  one  for  arrivals.  Data  from  only  one  depar- 
ture sideline  measuring  site  are  used;  however, 
at  least  four  simultaneous  sideline  measuring 
sites  are  required  to  determine  the  point  of 
maximum  sideline  noise. 


For  subsonic  transport  category  and  turbojet  powered  aircraft. 
Appendix  F of  FAR  Part  36  specified  reduced  requirements  for  tests 
of  propeller  driven  aircraft.  A revision  of  FAR  Part  36  is 
currently  being  considered,  as  published  in  the  Federal  Register 
Thursday,  October  28,  1976  and  attached  as  part  of  Appendix  A of 
this  report.  The  changes  that  have  major  impact  on  the  system 
design  are  noted  in  the  text. 


t. 
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2.  Weather  data  collection 


a.  at  a central  location,  reported  each  hour: 
temperature,  relative  humidity,  atmospheric 
pressure,  and  maximum,  minimum  and  average 
wind  speed  and  associated  directions. 

b.  near  each  microphone,  reported  each  hour: 
wind  velocity  and  temperature. 

c.  temperature  and  humidity  measurements  from 
ground  to  aircraft  test  flight  path  to  determine 
if  temperature  inversion  or  anomalous  wind 
conditions  exist. 

Note:  The  proposed  revision  to  FAR  Part  36 

requires  measurement  of  the  temperature  and 
relative  humidity  from  10  meters  above  the 
acoustical  measuring  site  to  the  altitude  of 
the  aircraft.  Time  interval  between  measure- 
ments must  not  exceed  45  minutes.  The  sound 
propagation  data  may  be  corrected  using  a layered 
model  of  the  atmosphere  with  increments  no  greater 
than  100  feet. 

3.  Tracking  data  collection 

a.  projected  ground  track  and  altitude  within  up 
to  6 nautical  miles  from  the  runway  threshold. 

Note:  The  proposed  revision  to  FAR  Part  36 

deletes  the  6 nautical  mile  requirement  and 
requires  sufficient  data  to  determine  the 
corrections  for  the  approach  angle,  speed,  and 
flight  profile. 

b.  sufficient  data  to  allow  calculation  of  Che 
slant  range  to  the  aircraft  from  each  acoustical 
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measurement  location  for  the  time  of  occurrence 
of  maximum  noise  at  the  measurement  location. 

Note:  The  proposed  revision  to  FAR  Part  36 

requires  that  the  position  of  the  aircraft  be 
recorded  for  the  entire  interval  during  which 
the  measured  aircraft  noise  is  within  10  dB  of 
the  PNLTM  for  each  measurement  location. 

c.  sufficient  data  to  allow  calculation  of  the 
point  of  closest  approach  of  the  aircraft  to 
each  acoustical  measurement  location. 

4.  Aircraft  performance  data  collection 

a.  weight 

b.  airspeed 

c.  engine  performance 

Note:  The  proposed  revision  to  FAR  Part  36 

requires  that  these  data  be  automatically 
recorded  at  an  approved  rate. 

Noise  certification  measurement  positions  required  by 
FAR  Part  36  impact  the  system  design  and  are  illustrated  in 
Figure  2.2.  These  locations  are  summarized  below: 

* 

a.  For  arrivals,  1 nm  out  runway  centerline  measured 
from  the  threshold  point. 

b.  For  departures,  3 . 3 nm  out  runway  centerline 
measured  from  the  brake  release  point. 

c.  For  departures,  sideline  measurements  to  determine 
the  point  of  maximum  noise  along  a line  parallel  to 
the  runway  displaced  0.33  nm  (0.25  nm  for  aircraft 
with  less  than  four  engines). 
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FIGURE  7.7  FAR  PART  36  MEASUREMENT  LOCATIONS 


For  FAR  certification  tests,  specific  flight  paths, 
operating  procedures,  and  weight  limits  are  established  in  advance. 
During  the  tests  acoustical,  weather,  tracking,  and  performance 
data  are  gathered.  Data  processing  requires  one-third  octave  band 
analysis  of  the  acoustical  data  sampled  every  0.5  seconds,  cor- 
rection of  the  acoustical  data  for  variations  in  weather  and 
aircraft  position,  and  an  analysis  of  the  duration  of  the  noise 
above  a specified  threshold.  A single  number  rating  (EPNL)  of 
the  aircraft  noise  at  each  location  is  then  generated,  normalized 
to  standard  conditions.  This  rating  is  then  examined  for  compliance 
with  FAR  requirements  and  a judgement  is  made  regarding  certification. 

2.3  Research  System 

The  aircraft  noise  research  system  should  have  the 
versatility  to  handle  a wide  range  of  experiments.  This  should 
include  the  measurement  of  aircraft  operating  under  normal  flight 
procedures  at  a busy  airport,  as  well  as  aircraft  operated  specifi- 
cally for  noise  tests.  However,  research  studies  of  aircraft  noi  _ 
at  a busy  airport  typically  result  in  handling  of  large  volumes 
of  data  collected  over  extended  periods  of  time.  The  research 
system  can  be  used  to  improve  measurement  techniques,  verify  human 
response  models,  assist  in  noise  abatement  planning,  verify  the 
effect  of  abatement  procedures,  establish  noise  limits,  etc. 

Specific  research  system  functions  are  suggested  below  and  the 
effect  of  these  functions  on  the  system  design  is  considered. 

2.3.1  Typical  Research  Applications 

The  following  list  of  research  applications  represents 
some  of  the  current  questions  that,  when  answered,  would  assist 
in  understanding  and  controlling  the  noise  from  aircraft.  Typical 
research  applications  might  include: 


a.  Atmospheric  effects  on  sound  attenuation 

b.  Effects  of  ground  surface  variations  near  the 
measurement  site 

c.  Excess  attenuation  as  a function  of  angle  of 
incidence  as  this  affects  prediction  of  sideline 
noise 

d.  Comparison  of  data  taken  according  to  FAR  Part  36 
with  data  taken  using  other  standards  and  techniques 

e.  Noise  reduction  due  to  flight  path  modifications 
such  as  two-segment  approaches 

f.  Differences  in  measurements  made  with  different 
equipment  meeting  the  requirements  of  FAR  Part  36 
(different  averaging  techniques,  etc.) 

g.  Correction  techniques  for  high  background  noise 
areas,  particularly  at  sideline  points  where 
atmospheric  attenuation  of  high  frequencies  is 
great 

h.  Validation  of  basic  NEF/L,  noise  model 

dn 

i.  Determination  of  "intrusiveness" 

j . Correlation  of  daily  variations  in  noise  exposure 
with  weather  parameters 

k.  Development  of  fleet  noise  contributions  at  specific 
location  microphones 

l.  Control  and  evaluation  of  preferential  runway 
techniques. 

m.  Monitoring  of  noise  abatement  procedures  to  insure 
compliance 

n.  Statistical  comparison  of  noise  measures  such  as 
SENEL  and  EPNL 
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Operational  System  Design  Considerations  for  a Research 
System 


Each  research  objective  listed  above  presents  unique 
requirements  for  the  research  system  hardware  and  software.  Most 
of  the  objectives  require  the  collection  of  data  over  an  extended 
time  period;  therefore,  automatic  real  time  data  collection  is 
indicated.  In  order  to  collect  long-term  data,  the  equipment 
must  function  in  all  types  of  weather.  Flexibility  is  another 
very  important  consideration  in  choosing  subsystem  components  for 
a research  system. 


Generally,  noise  measurements  are  required  continuously 
at  several  locations.  Some  research  objectives  can  be  accomplished 
with  A-weighted  sound  level  measurements  and  others  require  one- 
third  octave  band  level  data.  Most  currently  used  noise  measures 
may  be  computed  from  one-third  octave  band  data  sampled  every 
0.5  seconds.  To  accommodate  all  the  various  computed  measures 
such  as  Ljn , T^x>  EPNL,  etc.,  a computer  data  collection  and 
analysis  system  is  required.  A computer-based  system  also  provides 
the  needed  flexibility  to  automatically  control  the  various  equip- 
ment systems.  This  allows  anything  from  single  noise  event 
statistics  to  the  compilation  of  total  or  cumulative  measures. 


Some  of  the  research  objectives  require  that  specific 
noise  events  be  correlated  with  the  type  of  aircraft  producing 
the  noise.  This  is  a large  task  when  the  system  is  monitoring 
several  hundred  flights  per  day,  each  of  which  causes  a noise 
event  at  several  measurement  sites.  The  most  direct  way  of 
accomplishing  this  task  is  very  manpower  intensive,  as  it  requires 
visual  observation  of  the  flight  and  manual  coordination  of  a 
computer  entry  identifying  the  aircraft  type,  etc.,  with  the  noise 
event.  When  there  are  limited  numbers  of  flights,  the  events  may 
be  recorded  with  a time  code  and  later  correlated  with  a log  of 
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operations  or  an  audio  recording  of  the  tower  radio.  Full 
automation  of  the  identification  process  is  theoretically  possible 
using  data  from  the  ARTS  III  system,  which  may  be  either  hard 
wired  or  taped  inputs  to  the  noise  system.  However,  access  to 
these  data  may  be  limited  because  of  air  safety  considerations. 

The  flight  track  followed  by  the  aircraft  must  be 
known  accurately  for  some  experimental  studies.  The  acceptable 
tracking  techniques,  depending  on  the  specific  equipment,  can 
vary  from  an  observer  recording  whether  the  flight  went  to  his 
right  or  left  to  an  independent  skin-tracking  radar.  Numerous 
tracking  systems  are  discussed  in  detail  in  Section  4.0;  each 
type  is  best  suited  for  particular  experiments. 

The  requirement  for  weather  information  is  also  dependent 
on  the  specific  experiment.  When  required,  weather  information 
may  vary  from  a single  site  measurement  of  temperature  and  humidity 
to  a detailed  profile  of  temperature  and  humidity  from  ground  level 
to  the  aircraft  flight  path. 

The  choice  of  experiments  has  been  shown  to  greatly 
affect  the  system  requirements.  Before  designing  a specific 
system  the  primary  experimental  objective  should  be  defined 
along  with  secondary  goals.  Then  a detailed  system  can  be  planned 
that  will  be  appropriate  to  the  objective.  Subsystems  that  are 
appropriate  for  such  systems  are  discussed  in  detail  in  following 
sections  and  in  Section  9.0  some  typical  goals  are  established 
and  a research  system  design  evaluated  in  terms  of  these  goals. 

In  system  design,  the  following  performance  criteria  are  used  to 
compare  the  various  subsystems. 

a.  Degree  of  automation 

b.  All  weather  capability 

c.  Real  time  data  and  time  required  for  data  output 
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d.  Portability  and  ease  of  setup 

e.  Modular  expansion  capability 

f.  Accuracy 

g.  Costs 

h.  Versatility  — easily  configured  for  different 
measurement  and  analysis  tasks 

i.  Manpower  requirements  and  support  requirements 

j . Permanent  record  of  data 

k.  Standards 

2.3.3  Applicable  Standards 

Various  national  and  international  standardization 
organizations  have  issued  standards  and  recommended  practices 
which  are  related  to  aircraft  noise  measurement.  Those  which  are 
incorporated  in  FAR  Part  36  by  reference  are  listed  below: 

a.  International  Electrotechnical  Commission, 
Publication  179,  Precision  Sound  Level  Meters, 

1965. 

b.  International  Organization  for  Standardization 
(IEC)  225,  Octave,  Half-octave  and  Third-octave 
Bandpass  Filters  Intended  for  the  Analysis  of 
Sounds  and  Vibrations. 

c.  Society  of  Automotive  Engineers,  Inc.,  Aerospace 
Recommended  Practice  (ARP)  866A,  Standard  Values 
of  Atmospheric  Absorption  as  a Function  of 
Temperature  and  Humidity,  Revised  March  15,  1975. 

For  general  research  and  certification  purposes  it  is  desirable 
to  have  a measurement  subsystem  which  is  capable  of  being  adapted 
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to  comply  with  other  widely  used  standards.  It  is  also  desirable 
to  incorporate  the  requirements  of  certain  standards  into  the  FAR 
Part  36  measurement  technique  when  the  standards  are  applicable 
and  can  clarify  techniques  not  specifically  addressed  therein. 
Standards  considered  for  these  purposes  are  listed  below: 

a.  International  Civil  Aviation  Organization  (ICAO), 
Aircraft  Noise,  Annex  16  to  the  Convention  on 
International  Civil  Aviation,  1971. 

b.  International  Organization  for  Standardization  (ISO), 

R.  507-1970,  Procedure  for  Describing  Noise  Around 

an  Airport. 

c.  International  Electrotechnical  Commission,  29C: 
Electro-Acoustical  Performance  Requirements  for 
Aircraft  Noise  Certification  Measurements,  July  1974. 

d.  International  Organization  for  Standardization,  R 1716- 
1970,  Monitoring  Aircraft  Noise  Around  an  Airport. 

e.  International  Organization  for  Standardization, 

Redraft  R1760,  Procedure  for  Describing  Aircraft 
Noise  Around  an  Airport. 

f.  Society  of  Automotive  Engineers,  Inc.,  Preliminary 
Draft  of  Aerospace  Recommended  Practice  796, 
Measurements  of  Aircraft  Flyover  Noise,  Revised 
April  24,  1974. 

g.  Society  of  Automotive  Engineers,  Inc.,  Proposed 
Aerospace  Recommended  Practice  1264,  Airplane 
Flyover  Noise  Analysis  Systems  used  for  Effective 
Perceived  Noise  Level  Computations,  January  11,  1973. 


American  National  Standards  Institute,  Inc.  (ANSI), 
ANSI  SI. 4-1971,  Specification  for  Sound  Level 
Meters . 

American  National  Standards  Institute,  Inc.,  ANSI 
SI. 11-1966,  Octave,  Half-octave  and  One-third  Octave 
Filter  Sets. 
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ACOUSTICAL  DATA  SUBSYSTEMS 


The  acoustical  data  subsystem  receives  the  noise  at 
several  remote  locations,  analyzes  the  data  in  one-third 
octave  frequency  bands,  conveys  the  data  to  a central  location, 
and  records  the  results  of  the  frequency  analysis.  The  order  of 
these  steps  may  be  changed  and  interim  processing  and  recording 
steps  may  be  inserted  to  meet  specific  operational  requirements. 

The  recording  is  synchronized  in  time  to  allow  coordination  with 
data  from  other  subsystems. 

3.1  Performance  Requirements 

For  this  report,  only  acoustical  data  subsystems  that 
are  capable  of  performing  one-third  octave  band  frequency  analysis 
are  considered.  This  capability  is  a requirement  for  certification 
measurements  and  appropriate  for  a versatile  research  system. 

Systems  that  use  only  a single  weighted  measure  (such  as  dBA)  for 
the  acoustical  data  require  much  simpler  hardware  appropriate 
for  noise  monitoring  systems.  Monitoring  systems  are  described 
in  a companion  report,  Airport  Noise  Monitoring  Systems,  Task  A 
Final  Report,  FAA-RD- 75-216 . 

3.1.1  Certification  System 

The  electrical  and  acoustical  specifications  required  for 
a certification  noise  measurement  system  are  described  in  Appendix  A, 
Section  A36.3  of  FAR  Part  36,  and  the  referenced  international 
standard  1EC  179  (dated  1973)  and  IEC  225  (dated  1966).  FAR  Part  36 
is  attached  as  Appendix  A.  The  detailed  performance  specifications 
of  FAR  36  will  not  be  repeated  here;  however,  some  of  the  general 
requirements  that  influence  system  design  are  listed  below. 

1.  Simultaneous  acoustical  measurements  must  be  made  at 
four  side  line  locations  (2  on  each  side  of  the  runway 
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and  a perpendicular  distance  of  0.35  nm  from  the 
centerline  extension)  and  one  centerline  location 
3 . 5 nm  from  brake  release. 

2.  The  sound  produced  by  the  aircraft  must  be  recorded 

in  such  a way  that  the  complete  information,  including 
the  time  history,  is  retained. 

3.  Data  must  be  recorded  with  a time  code  or  other 
time  synchronization  for  coordination  with  the 
outputs  from  other  subsystems. 

4.  Data  analysis  - One-third  octave  band  levels 

in  24  contiguous  bands  starting  at  50  Hz  must  be 
recorded  every  1/2  second. 

5.  Microphone  - The  microphone  specifications  essentially 
require  a 1/2  inch  (or  smaller)  condenser  type  microphone. 

6.  Single -frequency  acoustical  calibration  and  broad- 
band electrical  calibration  sources  must  be  provided 
for  field  use.  Pure-tone  normal  incidence  pressure 
calibration  of  the  microphone  and  preamplifier  at 
each  one-third  octave  band  center  frequency  must 

be  performed  within  30  days  prior  to  certification 
tests . 

7.  Microphone  windscreens  are  required  for  wind  speeds 
greater  than  6 knots. 

3.1.2  Research  System 

Many  of  the  research  objectives  listed  in  Section  2.0 
require  the  collection  and  analysis  of  the  acoustical  data  in  one- 
third  octave  bands,  as  required  for  the  certif ication  system. 

Therefore  the  collection  of  one-third  octave  noise  data  with  equipment 
meeting  the  requirement  of  FAR  Part  36  Section  A36.3  is  considered 
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minimum  performance  for  the  research  system.  The  electrical  and 
acoustical  equipment  tolerances  described  in  A36.3  are  also  applicable 
to  the  research  system. 

The  research  system  should  maintain  maximum  flexibility 
so  that  the  widest  possible  range  of  experiments  can  be  conducted. 

By  collecting  the  acoustical  data  in  0.5  second  samples  of  the 
one-third  octave  band  levels  the  majority  of  the  detail  is 
retained.  The  data  processing  system  can  be  programmed  to  utilize 
the  portion  of  the  data  necessary  at  any  given  time  for  the  specific 
research  problem. 

Although  the  electrical  and  acoustical  specifications 
for  the  research  system  noise  measuring  subsystem  are  almost  the 
same  as  those  for  the  certification  system,  there  are  other 
requirements  that  influence  the  research  system  design.  Some 
of  these  design  considerations  are: 


a.  There  may  be  many  measurement  locations,  widely 
separated,  and  possibly  located  in  residential 
neighborhoods . 

b.  Experiments  may  require  collection  of  data  for 
long  periods  of  time  (days,  weeks,  or  even  years). 
This  dictates  a high  degree  of  automation  and  real 
time  collection  of  data  at  a central  site. 

c.  A wide  dynamic  range  of  signal  levels  (90  dB  minimum) 
is  required.  This  is  necessary  to  accommodate 
experiments  involving  both  background  noise  and 
aircraft  noise  measurements 
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Equipment  Configurations 


All  possible  equipment  configurations  and  their  general 
performance  characteristics  (such  as  portability,  necessary  opera- 
tional manpower,  ease  of  deployment,  real  time/delayed  output, 
data  transmission,  volume  of  data  storage,  and  cost)  will  not  be 
considered.  Attention  will  be  given  only  to  those  systems  that 
could  be  practically  deployed  to  collect  acoustical  data  at  widely 
separated  field  locations  and  also  provide  operational  or  cost 
advantages . 

3.2.1  Portable  Tape  Recorder  Acoustical  Data  Subsystem 

The  portable  tape  recorder  acoustical  data  subsystem 
shown  in  Figure  3.1  consists  of  portable  instrumentation  packages, 
powered  by  internal  batteries,  that  are  placed  at  each  measurement 
site  just  before  tests  are  to  be  conducted.  The  acoustical  data 
are  recorded  on  analog  tape  and  hand  carried  to  a central  site 
for  one-third  octave  band  analysis.  Data  processing  is  inherently 
delayed  and  can  be  done  through  a single  one-third  octave  band 
analyzer  at  any  location,  even  in  another  city,  depending  on  the 
time  delay  acceptable  between  recording  and  final  data  processing. 
The  tape  recorder  is  turned  on  and  off  by  a radio  link  from  the 
central  site  or  may  be  manually  operated.  The  tape  recorder  is 
turned  on  prior  to  the  arrival  of  the  aircraft  over  the  measure- 
ment site  and  turned  off  a sufficient  time  after  it  has  passed 
jp  for  the  signal  level  to  drop  below  the  range  of  interest.  The 

electrical  calibration  may  be  inserted  before  and  after  each  fly- 
over or  at  the  beginning  and  end  of  the  tape  or  test  sequence. 
Acoustical  calibration  levels  are  inserted  at  the  beginning  and 
end  of  the  test  sequence.  A time  code  synchronization  signal  in 
a format  such  as  IRIG-B  is  recorded  on  the  tape  and  can  be  trans- 
mitted from  the  central  site  or  generated  by  a local  time  code 
generator.  The  electrical  calibration  may  also  be  remotely  or 
manually  controlled. 


3-4 


P ISTONPHONE 


The  small  size  and  weight  of  this  system,  as  well  as 
relatively  low  cost,  make  it  ideal  for  doing  a limited  number  of 
tests  under  controlled  conditions.  It  can  be  carried  from  one 
airport  to  another  easily,  as  no  power  or  communication  lines  are 
required  at  the  measurement  site.  For  certification  measurements, 
the  exact  site  location  must  be  determined  by  a survey  or  other 
appropriate  means.  The  pistonphone  calibration  would  be  common 
to  all  sites. 

The  approximate  total  remote  site  equipment  package 
volume  and  weight  are  1 cubic  foot  and  25  pounds  exclusive  of  the 
tripod  for  mounting  the  microphone.  The  preferred  microphone  is 
a standard  laboratory  type  1/2  inch  condenser  microphone  with 
windscreen . 

The  microphone,  preamplifier,  tape  recorder,  and 
transceiver  can  all  be  items  purchased  commercially.  The  control 
decoding  logic,  insert  calibration,  generator,  and  equalization 
circuitry  can  best  be  custom-built,  using  common  techniques,  and 
can  be  powered  from  the  tape  recorder  battery. 

Because  of  portability  considerations,  a tape  recorder 
using  a maximum  of  7-inch  reels  is  suggested.  This  recorder 
would  provide  48  minutes  of  recording  per  reel  at  7-1/2  inches  per 
second  recording  speed  with  1 mil  tape.  The  tape  recorder  is  a 
three  track  unit,  in  order  to  allow  two  channels  to  be  staggered 
in  gain  to  cover  a very  wide  dynamic  range.  The  third  channel  is 
necessary  to  record  the  IRIG-B  time  code,  which  may  be  transmitted 
to  the  acoustical  data  collection  site  over  a VHF  FM  data  link. 

Some  relevant  equipment  characteristics  are  summarized  in  Table  3.1. 

The  tape  playback  and  one-third  octave  band  analyzer 
are  included  as  part  of  the  acoustical  data  subsystem  so  that  all 
acoustical  subsystems  will  have  a common  output.  This  common 


TABLE  3.1 


EQUIPMENT  SPECIFICATIONS  FOR  PORTABLE 
ACOUSTICAL  DATA  SUBSYSTEM 


Name 

Relevant  Specifications 
and  Characteristics 

Microphone 

1/2  inch  condenser  per  IEC  179 
(tripod  mount) 

Preamplifier 

Preemphasis  of  6 dB/octave, 
starting  at  2 kHz 

Broadband  Calibration 
Signal 

Stab i 1 i ty  + 0.2  dB 

Decoding  Logic  and 
Command 

Calibration  inject  off/on, 
recorder  off/on  , 
standby  for  low  power 

FM  transceiver 

Receiver  sensitivity,  0.35  mV; 
transmitter  power , 2 watts 

Recorder 

Record  and  playback  response 
(direct)  at  7%  ips,  25  Hz  to 
20  kHz 

Signal  to  noise  ratio,  60  dB 
Power,  12V  at  250  mA 

output  is  one-third  octave  band  level  data  sampled  every  0.5  second. 
It  is  in  digital  format  with  a minimum  resolution  of  0.25  dB.  With 
such  a portable  acoustical  data  subsystem,  only  one  set  of  analysis 
equipment  is  required,  which  could  operate  in  a laboratory  environ- 
ment. The  playback  recorder  could  be  one  of  the  data  collection 
recorders.  The  one-third  octave  analyzer  is  common  to  all  acoustical 
data  subsystems  and  a special  section  (Section  3.3)  is  devoted  to 
this  piece  of  equipment. 

3.2.2  Multi-Track  Tape  Recorder  Acoustical  Data  Subsystem 


The  multi-track  tape  recorder  acoustical 
uses  only  one  tape  recorder  to  record  the  acoustica 
several  microphone  sites.  This  technique  provides 
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data  subsystem 
1 data  from 
the  advantages 


of  having  the  audio  data  from  all  the  measurement  sites  available 
in  real  time  at  one  central  location.  The  central  location  would 
typically  be  an  instrument  van  with  a self-contained  power  system 
for  the  recorder  and  other  instrumentation.  Therefore  monitoring 
and  recording  can  be  achieved  reliably  and  with  minimum  manpower. 

A minimum  of  equipment  (microphone  and  cable  driver)  is  required 
at  each  measurement  site.  This  technique  is  ideally  suited  to  the 
collection  of  acoustical  data  from  several  closely  spaced  micro- 
phones and  would  be  cost  effective  in  this  application.  However 
when  measuring  sites  are  widely  spaced,  such  as  on  opposite  sides 
of  an  airport,  or  in  communities,  the  practical  problems  of  cable 
length  and  routing  may  preclude  the  use  of  this  subsystem. 

In  the  configuration  shown  in  Figure  3.2  the  recorded 
data  on  the  analog  tapes  are  hand  carried  to  a data  reduction 
laboratory  for  playback  through  the  one-thi~d  octave  band  spectrum 
analyzer  to  provide  data  for  the  data  reduction  subsystem.  This 
system  can  be  greatly  enhanced,  however,  by  adding  a spectrum 
analyzer  and  minicomputer  to  the  recording  van.  This  would  then 
allow  real  time  computation  of  EPNL  values.  The  practical 
advantages  would  include  the  ability  to  examine  the  data  quickly, 
so  that  any  required  re-runs  or  adjustments  of  the  experimental 
conditions  could  be  made  immediately. 

Reference  calibration  levels  are  provided  by  a pistonphone 
which  is  used  at  least  at  the  beginning  and  end  of  each  test  session 
or  of  each  reel  of  tape.  Background  noise  and  insert  calibrations 
should  be  performed  before  and  after  each  flyover.  The  insert  voltage 
may  be  single  frequency  or  broadband  noise  and  would  be  activated 
by  a separate  control  wire  or  manually  if  the  microphones  are 
closely  spaced. 

All  the  equipment  shown  in  Figure  3.2  is  commercially 
available.  The  microphone  should  be  of  the  standard  laboratory 
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FIGURE  3 . ? MULTI -TRACK  RECORDER  ACOUSTICAL  DATA  SUBSYSTEM  BLOCK  DIAGRAM 


1/2  inch  condenser  type.  The  preamplifier/cable  driver  and  cable 
combination  should  be  given  special  consideration  if  the  cable 
runs  are  greater  than  500  feet.  Acceptable  performance  to  5000  feet 
can  be  achieved  with  standard  equipment  if  proper  signal  limits  are 
observed.  For  longer  runs,  cable  drivers  with  sufficient  reserve 
power  to  drive  the  large  capacitive  loads  should  be  used. 

Improved  frequency  response  can  be  achieved  with  long 
cables  by  matching  the  characteristic  impedance  of  the  line  to 
the  source  and  load  impedances.  Well-designed  cable  reels  are  an 
aid  in  deployment. 

The  requirement  of  FAR  Part  36  for  a dynamic  range  of 
45  dB  in  a one-third  octave  band  for  recording  can  be  met  by  a 
wide  range  of  commercially  available  recorders  with  from  seven 
to  twenty-eight  parallel  tracks.  There  are  recorders  of  both 
direct  and  FM  recording  type  that  meet  these  requirements.  This 
subsystem  configuration  allows  parallel  usage  of  channels  with  a 
common  input,  but  set  to  different  gains  to  achieve  a wide  dynamic 
range  when  needed.  The  time  code  generator  would  produce  an 
IRIG-B  time  code,  which  provides  a time  update  every  second  and, 
by  carrier  cycle  counting,  allows  interpolation  if  finer  resolution 
is  desired. 


The  playback  recorder  may  be  either  the  field  recorder, 
for  economy,  or  a separate  compatible  recorder.  The  one-third 
octave  band  analyzer  is  discussed  later  in  Section  3.3.  The 
expanded  system  with  a real  time  analyzer  and  minicomputer  for 
field  data  reduction  requires  for  hardware  an  analyzer,  mini- 
computer, and  console  printer.  For  such  a system,  a 16  bit,  32K 
word  computer  and  a 30  cps  printer  are  recommended.  This  could 
easily  provide  EPNL  calculations  for  one  site,  with  real  time 
data  input  or  data  played  back  from  tape.  A high  speed  paper 
tape  reader  or  other  auxiliary  means  is  needed  to  load  the 


computer  program.  The  added  computer  equipment  for  real  time 
data  processing  would  at  least  double  the  cost  of  the  acoustical 
data  acquisition  system. 

3.2.3  Real  Time  Remote  Analyzer  System 

The  primary  advantage  of  this  system  is  that  the 
acoustical  data  are  transmitted  from  the  microphone  measuring 
sites  to  the  central  location  over  standard  voice  grade  telephone 
circuits.  Accuracy  is  insured  by  digital  transmission  of  the 
data.  This  convenience  is  achieved  at  the  cost  of  reduced  infor- 
mation and  increased  complexity  and  cost  of  the  remote  site 
electronics.  Telephone  lines  do  not  have  adequate  bandwidth, 
stability,  or  dynamic  range  to  transmit  the  audio  signals 
directly  and  do  not  have  sufficient  bandwidth  to  transmit  the 
digitized  audio  waveform  signals. 

For  this  system,  the  information  rate  is  reduced  by 
analyzing  the  signal  in  one-third  octave  bands  and  transmitting 
all  the  band  levels  every  0.5  second  to  the  central  site.  This 
requires  that  a one-third  octave  analyzer  be  placed  at  each 
remote  site.  Analyzers  are  relatively  expensive  and  are  generally 
designed  for  the  laboratory  rather  than  the  harsh  environments 
found  in  the  field.  It  should  be  noted  that  a system  of  this 
type  is  most  effectively  deployed  on  a permanent  or  at  least 
semipermanent  basis. 

The  one-third  octave  band  data  recorded  every  0.5  second 
meet  most  experimental  objectives;  however,  no  tape  recorded 
analog  data  are  then  available  for  narrow  band  frequency  analysis 
or  averaging  time  experiments.  The  real  time  data  availability 
from  multiple  sites  allows  for  continuous  computer  controlled  data 
collection  for  many  experimental  purposes,  as  described  in  other 
sections  of  this  report. 
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The  system  operation  is  illustrated  in  the  block  diagram 
of  Figure  3.3.  A separate,  complete  set  of  equipment,  as  shown 
in  Figure  3.3,  is  required  for  each  microphone  location.  The 
microphone  signal  is  measured  simultaneously  by  a wide  dynamic 
range  A-weighted  detector  and  a one-third  octave  band  analyzer. 

Both  the  analyzer  and  A-weighted  detector  have  digital  outputs 
that  sample  every  0.5  second  and  are  encoded  into  a single  serial 
bit  stream  for  transmission  to  the  central  location.  The  data 
rate  can  be  less  than  1200  baud,  which  can  be  transmitted  reliably 
over  a voice  grade  telephone  line  using  conventional  data  trans- 
mission techniques  and  hardware.  Therefore,  a new  one-third 
octave  level  for  each  band  and  a separate  A-weighted  level  from 
each  site  are  available  to  the  data  processing  system  every 
0.5  second.  The  calibration  inject  source  and  the  gain  setting 
of  the  analyzer  are  under  computer  control  from  the  central  site 
over  a reverse  channel  on  the  same  telephone  line.  This  allows 
the  analyzer  gain  to  be  set  manually  or  automatically  using  the 
A-weighted  channel  as  a reference.  Also,  the  data  processing  load 
of  the  data  reduction  system  can  be  reduced  by  accepting  only  the 
A-weighted  data  until  events  of  interest  occur,  as  noted  by 
increased  A-weighted  level. 

This  system  can  operate  in  an  unattended  mode  and  is 
best  suited  to  long  term  experiments.  The  hardware  must  therefore 
be  able  to  perform  satisfactorily  outdoors  for  extended  periods 
of  time.  Weatherproof  microphone  systems,  available  commercially, 
are  necessary.  Special  enclosures  should  be  provided  for  the 
analyzer  and  other  electronics  to  protect  these  from  the  elements. 
The  A-weighted  processor  could  be  a separate  monitor  type  remote 
unit  or  could  be  a filter  channel  added  to  the  one-third  octave 
analyzer.  The  one-third  octave  analyzer  hardware  could  be  a 
laboratory  type  analyzer  properly  protected  or  adapted  for  the  heat 
and  cold,  or  a special  analyzer  could  be  designed  and  constructed 
to  meet  the  environmental  requirements.  The  decoding  and  encoding 
logic  are  specially  constructed  to  match  the  analyzer  and  other 
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FIGURE  3.3  REAL  TIME  REMOTE  ANALYZER  ACOUSTICAL  DATA  SUBSYSTEM 


equipment.  The  optimum  design  details  of  such  systems  will  change 
rapidly  with  the  state  of  the  art  in  computer  and  other  electronic 
hardware . 

3.2.4  Real  Time  Compressed  Data  System 

This  acoustical  data  subsystem,  Figure  3.4,  provides 
maximum  flexibility.  The  raw  acoustical  data  (broadband  signals) 
are  transmitted  over  radio  links  in  real  time  for  recording  and 
analysis.  The  acoustical  measuring  site  instrumentation  can  be 
portable,  battery  operated,  and  reasonably  small.  A wide  dynamic 
measurement  range  is  achieved  by  amplitude  compression  of  the 
acoustical  data  for  transmission. 

This  system  is  technically  feasible  and  most  of  the 
hardware  is  available  commercially;  however,  it  is  relatively 
costly  and  some  development  would  be  required  to  implement  the 
data  compression  technique.  This  approach  would  be  most  appro- 
priate where  maximum  flexibility  and  portability  are  required. 

The  availability  of  unassigned  RF  channels  is  dependent  upon  the 
specific  site  chosen  and  therefore  could  be  a limitation. 

Data  transmission  to  the  central  station  is  by  UHF 
radio  link.  Control  of  the  operating  modes  of  the  acoustical 
data  subsystem  is  provided  over  a separate  VHF  transceiver  radio 
link.  Maximum  flexibility  in  system  operation  is  provided  by 
radio  transmission  of  the  broadband  acoustical  data  to  the  central 
station.  The  data  link  cannot  provide  sufficient  dynamic  range 
directly,  therefore,  the  signal  amplitude  is  compressed  in  precision 
steps  and  the  amount  of  compression  is  transmitted  as  a digital 
signal  frequency-multiplexed  with  the  compressed  broadband  audio 
signal.  The  audio  signal  is  re-expanded  in  the  central  station 
data  processing  subsystem,  thus  achieving  the  90  dB  minimum 
dynamic  range. 
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The  physical  hardware  could  be  configured  in  a portable 
package  that  would  operate  in  any  weather  condition.  Its  volume, 
not  including  microphone  and  weather  sensors,  could  be  as  small 
as  four  cubic  feet.  With  careful  attention  to  the  design  of  the 
interface  circuitry,  the  system  could  operate  for  at  least  24  hours 
on  a single  battery.  The  microphone  is  supported  on  a tripod 
four  feet  above  the  ground,  as  required  for  FAR  Part  36  measure- 
ments. Other  mounting  techniques,  such  as  placement  flush  with 
the  ground  or  on  a high  pole,  may  be  desired  for  special  tests. 

It  is  almost  impossible  to  discuss  the  choice  of  a 
microphone  system  without  reference  to  specific  manufacturers; 
therefore,  for  this  particular  discussion,  the  general  guideline 
of  not  referring  to  specific  equipment  types  will  be  set  aside. 
Limiting  the  selection  of  measuring  microphones  intended  for  all 
weather  continuous  outdoor  use  rapidly  limits  the  selection  to 
three-.  a.  Bruel  and  Kjaer  Type  4149  quartz-coated  1/2  inch 
condenser  microphone,  b.  General  Radio  1962-9601  1/2  inch  electret 
microphone,  and  c.  Chesapeake  Instruments  Type  NM-137A  hydrophone. 

A microphone  similar  to  the  (c)  is  also  manufactured  by  the  firm 
of  Bolt  Beranek  and  Newman,  Inc.,  and  by  Bruel  and  Kjaer.  The 
Bruel  and  Kjaer  and  General  Radio  microphones  depend  upon  replace- 
able drying  agents  and  other  mechanical  protection  techniques  to 
provide  the  required  weather  resistance  for  standard  microphones. 

The  Chesapeake  microphone  is  of  an  inherently  weatherproof  sealed 
design;  however,  it  does  not  meet  FAR  Part  36  requirements  because 
it  is  not  a condenser  microphone  and  does  not  have  suitable 
directivity  characteristics. 

The  preamplifier  and  equalization  element  amplifies 
the  microphone  signal  and  flattens  the  audio  signal  spectrum.  The 
equalization  would  normally  consist  of  a boost  in  the  high  frequency 
response.  This  would  tend  to  equalize  the  level  of  the  energy  in 
the  various  one-third  octave  bands,  as  the  aircraft  noise  signal 
measured  on  the  ground  usually  has  lower  levels  in  the  higher 
frequency  bands.  FAR  Part  36  requires  that  the  minimum  and  maximum 
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one-third  octave  band  levels  between  800  Hz  and  11,200  kHz  be  no 
more  than  20  dB  apart.  In  normal  practice  a single  boost  or 
preemphasis  of  20  dB  per  decade  (6  dB  per  octave)  beginning  at 
2 kHz  is  used;  however,  this  should  be  field  changeable  to 
accommodate  long  range  conditions  or  other  special  requirements. 

A broadband  (pink  noise)  electrical  calibration  signal  is  injected 
into  the  microphone  line  ahead  of  the  preamplifier  and  equalization 
circuitry  to  allow  complete  system  electrical  calibration. 

The  equalized  audio  signal  from  the  microphone  goes  to 
the  digital  dynamic  range  compressor,  which  is  essentially  an 
electrically  controlled  1 dB  step  attenuator.  The  amplitude  of 
its  output  signal  is  controlled  to  be  within  a limited  range 
(<5  dB)  for  large  (90  dB)  changes  in  the  input  signal  amplitude. 

The  digital  dynamic  range  compressor  also  provides  a digital 
signal  output  representing  the  attenuator  setting  and  a syn- 
chronizing signal  that  occurs  simultaneously  with  its  change  in 
attenuator  setting.  The  compressed  audio  signal  contains  all 
the  frequency  information  of  the  original  signal;  a digital 
signal  contains  the  range  setting  and  synchronizing  information. 
These  data  are  transmitted  in  frequency  multiplexed  format  using 
the  same  UHF  data  link  transmitter.  At  the  receiving  end  the 
original  wide  dynamic  range  signal  can  be  reconstructed  by  an 
expander  (inverse  digital  compressor)  for  analysis  or  recording. 

The  internal  control  function  of  the  dynamic  range  compressor 
can  be  selected  to  accommodate  the  desired  rate  of  change  of  the 
input  audio  signal.  This  will  determine  how  frequently  the 
digital  range  compressor  must  change  its  setting.  Change  rates 
of  30  per  second  can  easily  be  handled  in  hardware  and  should 
be  sufficiently  fast  for  normal  acoustical  signals. 

The  UHF  data  link  performance  must  be  specified  before 
the  required  overall  system  performance  can  be  determined.  To 
meet  the  desired  system  performance,  a wideband  FM  system  was 
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chosen  that  could  utilize  the  improvement  in  dynamic  range  available 
by  using  a large  modulation  index.  A wideband  system  of  this 
type  would  probably  have  to  operate  in  the  2000  mHz  range  to 
ensure  adequate  electromagnetic  spectrum  availability.  Hardware 
is  available  to  meet  these  requirements.  System  performance 
calculations  show  that  a 75  dB  signal  to  noise  ratio  may  be 
achieved.  These  calculations  were  based  on  a 6 nm  line-of- 
sight  transmission  path,  a data  bandwidth  of  15  kHz,  a modulation 
index  of  10,  and  an  FM  carrier-to-noise  ratio  of  40  dB.  If  a 
30  dB  fade  margin  is  included  in  the  calculation  a signal -to- 
noise  ratio  of  45  dB  will  be  available  for  the  broadband  data. 

Figure  3.5  illustrates  the  dynamic  range  of  the  data 
link.  The  input  signal  is  compressed  to  a level  10  dB  below  the 
maximum  peak  signal  capability  to  allow  instantaneous  peaks  which 
are  10  dB  above  the  compressed  level.  In  the  worst  case  analysis 
with  30  dB  fade  margin,  this  leaves  a 35  dB  range  below  the 
compressed  level  to  account  for  unequal  one-third  octave  band 
levels.  Since  20  dB  is  tne  maximum  spectrum  skew  allowed  by 
FAR  Part  36,  this  35  dB  range  is  more  than  adequate.  Also, 
in  one-third  octave  bands  the  dynamic  range  will  be  greater 
than  that  indicated  for  the  broadband  15  kHz  case,  since  the 
narrower  bandwidth,  lower  frequency  bands  will  have  a greatly 
improved  dynamic  range.  The  combination  of  digital  dynamic  range 
compressor  and  wideband  data  link  thus  provides  for  transmission 
of  the  broadband  acoustical  signal  with  a dynamic  range  of  90  dB 
and  a maximum  third  octave  spectrum  skew  of  35  dB. 


The  frequency  division  multiplexer  has  as  inputs 
the  broadband  (10  Hz  to  15  kHz)  compressed  audio,  the  dynamic 
compressor  level  and  synchronization  signal  in  serial  digital 
format,  and  the  weather  data  signal,  also  in  serial  digital  format. 
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FIGURE  3.5  DATA  LINK  DYNAMIC  RANGE 


The  composite  output  signal  that  modulates  the  wideband  UHF  FM 
transmitter  is  the  compressed  audio  from  10  Hz  to  15  kHz,  a 
subcarrier  at  25  kHz  modulated  with  the  300  baud  digital  range 
compression  signal,  and  a 35  kHz  subcarrier  modulated  with  the 
digital  weather  data  signal. 

The  control  decoding  logic  receives  control  commands 
from  the  computer  through  the  VHF  transceiver  data  link.  Control 
command  functions  are  broadband  insert  calibration,  low  power  standby 
mode,  or  fix  level  of  digital  dynamic  range  compressor.  The  VHF 
FM  transceiver  is  a narrowband  walkie-talkie  type  unit  and  provides 
voice  communication  in  addition  to  control  signal  reception. 

Table  3.2  lists  the  equipment  required  for  the  acoustical 
data  subsystem  together  with  the  most  relevant  specifications.  The 
RF  data  link  equipment  is  specified  in  greater  detail  than  most  of 
the  items  since  its  specifications  are  the  controlling  factor  in 
the  feasibility  of  the  proposed  system.  The  receiving  end  of  the 
data  link  is  also  shown  to  complete  the  data  link  specification. 

3.3  One-Third  Octave  Band  Spectrum  Analysis  Equipment 

All  of  the  acoustical  data  subsystems  include  one-third 
octave  band  analysis  equipment.  The  more  comprehensive  sub- 
systems require  one  set  of  equipment  for  each  measurement  site. 

The  equipment  may  be  located  in  a central  laboratory  or,  in  some 
system  designs,  it  must  be  located  at  the  remote  site  to  preprocess 
the  data  for  transmission  over  limited  bandwidth  data  channels. 

Only  analyzers  that  process  the  24  one-third  octave  bands  in 
parallel  are  considered.  Simple  analysis  equipment  using  tunable 
one-third  octave  fillers  could  be  used  for  a very  limited  amount 
of  data,  and  digital  filtering  and  analysis  using  a general  purpose 
computer  would  be  practical  only  for  organizations  that  already 
have  the  capability  and  desire  to  process  only  a limited  amount 
of  aircraft  noise  data. 
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TABLE  3.2 


EQUIPMENT  FOR  ACOUSTICAL  DATA  SUBSYSTEM 
AND  DATA  LINK 


Name 

Relevant  Specifications 
and  Characteristics 

Microphone 


Preamplifier 


Frequency  Division 
Multiplexer 


Digital  Dynamic  Range 
Compressor 


Broadband  Insert 
Calibration  Generator 

Control  Decoding  Logic 

VHF  FM  Transceiver 


UHF  FM  Transmitter 


Frequency  response  per  IEC  179, 

(0°  incidence,  free  field), 

20  Hz  to  10  kHz  (+1  dB,  -2  dB) 

Dynamic  range  40-140  dBA 

Variable  high  frequency  boost 
equilazation 

3 channel:  10  Hz-15  kHz  analog, 

25  kHz  subcarrier  (4  kHz  BW)  digital, 
35  kHz  subcarrier  (4  kHz  BW)  digital 

Attenuator  accuracy,  +0.1  dB 
Attenuator  steps,  1 dB 
Maximum  change  rate,  30  times/second 
Data  lost  due  to  dead  time,  < 1 ms 

+ 0.2  dB  stability 


Detects  minimum  of  8 codes 

2 watt  transmit  power,  receive 
sensitivity  0.35  V for  20  dB 
quieting 

Output  frequency,  2200-2300  MHz 
Output  power,  1 watt  into  50ii  load, 
1.5:1  VSWR 

Modulation  cype,  true  FM,  positive 
sense 

Frequency  response,  10  Hz  to  500  kHz 
+ 1.5  dB 

Carrier  deviation,  S band,  + 600  kHz 
Power  requirements,  28+4  volts 
(3  500  milliamps 
Antenna,  horn  with  18  dB  gain 
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TABLE  3.2  - Continued 


Name 


Relevant  Specifications 
and  Characteristics 


UHF  Receiver  located  with  Frequency  range,  2200-2300  MHz 

data  processing  subsystem  Noise  figure,  12  dB  maximum 

Image  rejection,  60  dB 
Spurious  response  rejection,  60  dB 
Sensitivity,  -82  dBm  for  A/N  20  dB, 
-102  dBm  noise  floor 
IF  bandwidth,  -3  dB  1 MHz,  -60  dB 
5 MHz 

Input  power,  28  V @ 100  milliamps 
Temperature,  -40°C  to  +70°C 


3.3.1 


Performance  Requirements 


The  electrical  performance  requirements  for  the  one-third 
octave  analysis  equipment  are  established  in  Appendix  A of  FAR 
Part  36,  Paragraph  A36.3(d).  The  detailed  tolerance  and  specifi- 
cation will  not  be  repeated  here;  however,  the  specification 
items  that  have  a large  influence  on  the  system  design  are  listed 
be  low : 


a.  Frequency  analysis  is  performed  in  24  contiguous 
one-third  octave  band  filters  with  center  frequencies 
from  50  Hz  to  10  kHz.  The  passband  ripple  must  be 
less  than  0.5  dB.  The  filter  must  meet  specifications 
of  IEC  Publication  225.  The  frequency  response 
requirement  is  normally  met  using  a Chebyshev  filter 
with  6 poles  (3  resonators) . 

b.  The  detector  for  each  filter  must  operate  over  at 
least  a 60  dB  dynamic  range  and  perform  as  a true 
root-mean-square  (rms)  device  for  sinusoidal  tone 
bursts  having  a crest  factor  up  to  3. 

c.  The  dynamic  response  (proposed  rules)  must  be  such 
that,  when  a 500  ms  duration  sinusoidal  pulse  is 
applied,  the  maximum  output  value  is  4 dB  (+0.5  or 
-1  dB)  less  than  the  value  obtained  for  a steady 
state  sinusoidal  signal  of  the  same  frequency  and 
amplitude . 

d.  When  a steady  state  signal  is  interrupted,  an 
output  value  of  2.5  + 1.0  dB  below  the  initial 
steady-state  response  must  be  achieved  within 
500  milliseconds  after  the  interruption. 
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c.  A single  value  of  the  level  must  be  provided  every 
500  + 5 milliseconds  for  each  of  the  24  one-third 
octave  bands.  The  levels  for  all  of  the  24  one-third 
octave  bands  must  be  obtained  within  a 50  milli- 
second period.  No  more  than  5 milliseconds  of  data 
from  any  500  millisecond  period  may  be  excluded 
from  the  measurement. 

There  are  several  commercially  available  instruments 
that  can  perform  the  one-third  octave  band  analysis.  These 
instruments  are  designed  for  laboratory  use  and  the  cost  range 
is  about  ten  to  twenty  thousand  dollars.  Specific  choices  should 
consider  ease  of  interface  to  other  system  equipment,  convenience, 
special  features  such  as  displays,  variable  integration  periods, 
etc.  Most  instruments  use  analog  filters,  but  at  least  one  uses 
special  purpose  hardware  to  implement  digital  filters  that  meet 
the  specifications.  The  preferred  analysis  procedure  per  FAR 
Part  36  is  squaring  the  one-third  octave  filter  outputs,  averaging 
or  integrating,  and  converting  linear  formulation  to  logarithmic. 
The  detector  (squaring)  and  integration/averaging  function  is 
performed  in  analog  circuitry  in  some  instruments  and  digitally 
in  otheis. 


The  FAR  Part  36  specifications  were  written  when  only 
analog  instruments  were  available.  These  analog  instruments  used 
P.C  averagers  (lealy  integrators)  whose  dynamic  characteristics 
met  the  requirements  of  (c)  above  with  the  appropriate  RC  time 
constant  with  the  average  output  sampled  at  the  required  0.5  second 
rate.  However,  some  new  instruments  use  digital  squaring  and  true 
integration  of  the  squared  values.  If  this  integration  is  carried 
out  for  o.5  second,  at  the  required  sampling  rate  the  instrument 
will  not  pass  the  dynamic  response  test.  This  difficulty  is 
circumvented  in  practice  by  collecting  the  0.5  second  samples  and 
further  processing  them  on  the  digital  computer.  Thus  a new  set 
of  1/2  second  data  points  is  generated  by  the  post -averaging 
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process  such  that  their  values  are  the  same  (within  required 
tolerances)  as  if  the  data  had  been  taken  with  an  analyzer  meeting 
the  dynamic  response  tests.  One  algorithm  used  for  post-processing 
is  an  energy  average  of  the  current  and  two  previous  0.5  second 
data  samples. 

The  corrected  samples  can  be  made  to  fall  closer  to  the 
center  of  the  tolerance  band  by  using  different  percentages  of 
the  energy  accumulated  in  the  last  three  0.5  second  samples,  for 
example,  39  percent  of  the  last  sample,  31  percent  of  the  next 
to  last  sample,  and  30  percent  of  the  second  from  last  sample. 

These  unequal  percentages  approximate  the  exponential  ~esponse 
of  the  analog  averager.  It  may  be  necessary  to  use  the  unequal 
percentages  to  meet  the  attack  and  decay  specifications  of  the 
proposed  revision  to  FAR  Part  36,  as  published  in  Federal  Register 
Thursday,  October  28,  1976. 

It  should  be  noted  that  some  digital  analyzers  also 
provide  an  exponential  averaging  mode. 

3.4  Acoustical  Data  Subsystem  Comparisons 

The  four  acoustical  data  subsystems  discussed  above 
illustrate  a wide  range  of  performance.  Each  system  could  be 
enhanced  and  modified  to  meet  specific  design  objectives.  The 
best  choice  for  a specific  application  can  only  be  made  afr.er 
considering  the  resources  on  hand,  the  amount  of  data  to  be 
collected  and  processed,  the  location  where  the  test  will  be 
conducted,  etc.  Salient  features  of  the  system  are  summarized 
in  Table  3.3.  Systems  of  the  first  three  types  have  been 
constructed  by  various  aircraft  manufacturers  and  government 
organizations.  The  fourth  system  is  included  to  represent  the 
most  comprehensive  system  that  could  be  assembled  lo  meet  a wide 
range  of  objectives.  In  this  time  of  rapidly  developing 
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technology,  the  specific  system  configuration  that  meets  a design 
goal  most  cost-effectively  may  change  rapidly.  Technological 
advances  can  be  expected  to  have  great  impact  on  the  cost  and 
portability  of  one-third  octave  analyzers. 
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4.0 


TRACKING  DATA  SUBSYSTEMS 


The  tracking  data  subsystem  establishes  the  aircraft 
position  in  three  dimensions  as  a function  of  time.  The  time/ 
position  data  are  synchronized  with  the  acoustical  measurements. 

For  certification  tests,  the  positional  data  are  used  to  normalize 
the  acoustical  measurements  to  a set  of  standard  conditions.  For 
research  purposes,  the  positional  data  are  used  to  correlate  the 
acoustical  data  with  ground  tracking,  range,  speed,  etc.,  and/or 
to  evaluate  noise  reduction  procedures  such  as  two  segment  approaches, 
etc.  The  positional  data  subsystem  includes  all  the  equipment 
required  to  track  the  aircraft  and  provide  digital,  time  synchronized , 
positional  data  to  the  data  reduction  subsystem. 

There  is  a wide  range  of  position  locating  techniques 
that  can  meet  the  performance  requirements  for  aircraft  positional 
tracking.  The  hardware  to  implement  some  of  these  techniques  is 
very  costly  and  for  others,  relatively  inexpensive.  No  single 
technique  provides  outstanding  performance  at  a low  price.  Each 
of  the  several  techniques  discussed  below  has  a definite  optional 
price  or  performance  characteristic.  The  optimum  choice  of  tracking 
systems  depends  greatly  on  the  relative  importance  of  specific 
performance  features  and  price.  The  wide  choice  available  is 
illustrated  by  the  many  different  tracking  systems  which  have  been 
used  for  this  purpose  in  the  past.  A partial  list  is  as  follows: 

a.  Aircraft-mounted  camera  with  ground  targets 

b.  Ground-mounted  fixed  camera  and  scaling  of  the 
photograph  to  obtain  range 

c.  Laser  tracker  accurate  to  within  inches 
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d.  Portable  tripod-mounted  theodolites  with  time 
synchronized  motion  picture  cameras  and  tri- 
angulation for  position  location 

e.  Radars  operating  at  10  gHz  and  25  gllz  with 
transponders  on  the  aircraft 

f.  Radar  for  range  with  a coaxially  mounted  tele- 
vision (TV)  camera  for  manual  azimuth  and  elevation 

g.  Fixed  theodolites  with  real  time  azimuth  and 
elevation  data  and  cameras  for  correcting  the 
real  time  data  by  photographic  analysis 

Presented  in  this  section  are  discussions  of  the  basic 
tracking  requirements  for  aircraft  noise  certification  and  research, 
various  candidate  tracking  techniques,  accuracy  and  resolution,  and 
tracking  subsystems  comparisons. 

4.1  Performance  Requirements 

The  tracking  subsystem  performance  requirements  for  a 
certification  noise  measurement  system  are  determined  by  an  "error" 
analysis  of  the  acoustical  data  correction  parameter  when  inter- 
preted according  to  FAR  Part  36.  To  perform  these  corrections 
during  the  time  the  noise  event  is  occurring,  position  must  be 
measured  in  three  dimensions  to  a precision  of  approximately 
+ 6 meters  as  referenced  to  the  microphone  location.  Operational 
considerations  such  as  manpower  requirements  and  data  rate  are 
discussed  in  Section  4.4.  The  requirements  for  a research  system 
may  be  less  stringent  in  accuracy;  however,  many  research  goals 
will  require  large  volumes  of  data  collected  over  extended  periods 
of  time. 
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A.  1 . 1 


Certification  System 


During  noise  certification  tests,  FAR  Part  36  requires 
precision  measurements  of  projected  flight  trajectories  extending 
4 nm  from  the  runway  threshold  for  landings  and  6 nm  from  brake 
release  on  departures.  The  acquisition  of  tracking  data  must  be 
synchronized  in  time  with  the  recording  of  the  acoustical  data.  The 
tracking  data  are  then  used  to  verify  that  the  aircraft  has  followed 
the  appropriate  landing  and  takeoff  profiles,  and  to  correct  the 
acoustical  data  to  represent  a set  of  standard  trajectory  and 
performance  conditions. 

To  best  understand  the  accuracy  and  operational 
characteristics  required  for  the  tracking  system  for  FAR  Part  36 
measurements,  it  is  helpful  to  consider  how  the  tracking  data  are 
used  to  correct  the  acoustical  data  to  standard  conditions  and 
standard  flight  profiles.  Using  the  notation  of  FAR  Part  36,  the 
certification  test  profiles  are  illustrated  in  Figure  4.1. 

For  definition  and  discussion  of  the  various  terminology 
used  here,  the  reader  is  referred  to  FAR  Part  36,  which  is  repro- 
duced for  convenience  in  the  Appendix.  Only  those  terms  required 
for  basic  understanding  and  emphasis  will  be  defined  in  this  text. 
These  requirements  are  based  on  the  current  requirements  of  FAR 
Part  36,  with  the  currently  proposed  rulemaking  changes  noted  where 
these  make  significant  differences  in  system  requirements. 

Referring  to  Figure  4.1,  required  noise  measurement 
locations  are  point  N for  landings  and  point  K for  departures, 
combined  with  additional  symmetrically  located  sideline  measure- 
ment locations  for  departures.  For  landings,  the  nominal  3°  glide 
slope  is  required  from  point  G to  point  I,  where  the  aircraft  tra- 
jectory flattens.  The  maximum  deviation  from  the  3°  slope  for  a 
valid  certification  test  is  +0-5°.  Corrections  may  be  applied  to 
the  acoustical  data  for  deviations  falling  within  this  range.  The 
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departure  profile  is  different  for  each  aircraft  type,  but  similar 
flight  procedures  are  required.  Constant  thrust  and  other  control 
settings  are  required  from  point  C to  point  D,  and  point  D is 
required  to  be  at  least  1000  feet  above  the  ground  for  2-  and 
3-engine  aircraft  and  at  least  700  feet  for  4-engine  aircraft. 

At  point  D,  the  aircraft  must  reduce  power  to  that  required  to 
maintain  a constant  climb  angle  of  at  least  47,  between  point  E 
and  point  F,  or  to  the  power  or  thrust  necessary  to  maintain  level 
flight  with  one  engine  out,  whichever  power  or  thrust  is  greater. 

Of  the  corrections  which  are  applied  to  raw  acoustical 
data  taken  in  FAR  Part  36  noise  certification  measurements,  three 
require  inputs  from  the  tracking  subsystem: 


Symbol  Unit  Meaning 

a.  £.1  EPNdB  PNLT  Correction.  The  correc- 

tion to  be  added  to  the  EPNL 
calculated  from  measured 
data  to  account  for  noise 
level  change  due  to  differ- 
ences in  atmospheric 
absorption  and  noise  path 
length  between  reference 
and  test  conditions. 

b.  i.2  EPNdB  Noise  Path  Duration  Correc- 

tion. The  correction  to  be 
added  to  the  EPNL  calculated 
from  measured  data  to  account 
for  change  in  duration  because 
of  differences  in  flyover 
altitude  between  reference 
and  test  condition. 
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c . £.4 


EPNdB 


Approach  Angle  Correction. 
The  correction  to  be  added 
to  the  EPNL  calculated  from 
measured  data  to  account  for 
noise  level  change  due  to 
difference  between  3°  and 
the  test  approach  angle. 

During  each  pass  of  the  aircraft,  the  maximum  tone-corrected 
perceived  noise  level  (PNLTM)  is  used  in  the  calculation  of  the 
effective  perceived  noise  level  (EPNL)  for  the  flyover.  This 
value  of  EPNL  is  then  corrected  to  represent  standard  conditions. 


The  PNLT  correction  ('  1)  defined  above  corrects  the 
EPNL,  calculated  from  measured  data,  for  differences  in  atmospheric 
absorption  and  noise  path  length  between  reference  and  test  con- 
ditions. The  geometry  describing  landing  profiles  is  illustrated 
in  Figure  4.2.  The  maximum  noise  occurs  after  the  test  aircraft 
has  passed  over  the  measurement  location  (point  N) ; the  angle 
is  typically  in  the  range  of  30  to  60  degrees.  To  apply  the  PNLT 
correction,  the  angle  is  assumed  to  be  constant  and  the  difference 
in  path  length  between  the  measured  path  shown  by  the  line  SN  and 
the  corrected  path  length  shown  by  S^N  is  used  to  correct  the 
acoustical  data.  A similar  procedure  is  used  for  takeoff,  as 
shown  in  Figure  4.3.  The  corrected  or  reference  flight  paths  are 
known  in  advance,  therefore,  the  most  important  measurements  made 
by  the  tracking  system  used  for  the  PNLT  correction  factor  (Al) 
concern  the  flight  profile  at  and  near  the  time  of  occurrence  of 
maximum  PNLT  at  the  measurement  locations. 


bet  ween 
closest 
reft  i on 


The  path  duration  correction  (2)  uses  the  difference 
t hi  i tu.al  and  corrected  distances  at  the  point  of 
approach  to  the  measurement  site  to  calculate  the  cor- 
t ■ i iMired  EPNL  For  landings  these  distances  are 
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shown  in  Figure  4.2  as  TN  and  T^N.  For  takeoffs  the  distances  are 
shown  in  Figure  4.3  as  KR  and  KR  . Note  that  these  occur  at  a 
position  almost  directly  over  the  measurement  site. 

The  third  correction  to  the  acoustical  data  that  requires 
an  input  from  the  tracking  subsystem  is  the  approach  angle  correction 
(4),  which  is  derived  from  the  actual  deviation  from  the  specified 
3°  glide  slope.  Approved  data  relating  the  corrections  and  glide 
error  must  be  supplied  by  the  manufacturer  of  the  aircraft. 

The  tracking  requirements  for  FAR  Part  36  noise 
certification  measurements  are  summarized  as  follows: 


1.  For  flight  track  verification:  continuous  height, 
lateral  position,  and  position  along  the  flight 
track  (i.e.,  three  dimensional  position  data) 
synchronized  in  time  with  acoustical  data,  from 

4 nm  out  on  landing  to  6 nm  from  brake  release 
on  takeoff.  Proposed  changes  in  FAR  Part  36  delete 
the  specific  requirement.  However  tracking  data 
must  be  reported  to  establish  the  flight  track. 

2.  Position  information  used  for  correcting  measured 
acoustical  data: 

a.  Distance  from  the  measured  flight  track  to  the 
noise  measurement  points  corresponding  to  the 
respective  times  of  maximum  noise  at  the  measure- 
ment points 

b.  Distance  from  noise  measurement  points  to  the 
point  of  nearest  approach  (not  required  for 
sideline  measurement  points) 
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c.  Approach  angle  measurement 


Note:  Proposed  changes  in  FAR  Part  36  specifically 

require  precision  tracking  during  the  time  interval 
for  which  the  acoustic  signal  is  10  dB  less  than 
its  maximum  value. 

FAR  Part  36  requires  that  the  tracking  s ys ten  be 
independent  of  cockpit  instruments  and  that  it  be  approved  by 
the  FAA.  The  correction  of  EPNL  data  due  to  flight  track 
variation  is  limited  to  2 EPNdB.  To  establish  a basic  range 
resolution  requirement  for  the  tracking  subsystem,  a limit  of 
+0.5  EPNdB  was  chosen  as  the  maximum  noise  level  error  which 
would  accompany  a certain  range  resolution  error.  To  simpli: 
calculations,  the  noise  level  tolerance  and  range  resolution 
were  assumed  to  be  related  only  by  spherical  spreading.  The 
resulting  maximum  tolerable  range  error  is  approximately  6 of 
the  slant  range  from  the  measuring  point  to  the  aircraft. 

The  geometry  and  accuracy  requirements  of  a tracking, 
system  for  FAR  Part  36  measuremen  are  such  that  there  is  no 
single  system  greatly  superior  to  others  when  manpower,  cost,  reli- 
ability, and  other  practical  concerns  are  taken  into  consideration. 
During  the  course  of  this  study,  the  basic  problem  of  tracking 
within  the  guidelines  of  FAR  Part  36  has  been  considered  in  detail. 
Many  possible  systems  were  analyzed  to  determine  their  acceptability. 

4.1.2  Research  System 

Possible  research  system  objectives,  as  defined  in 
Section  2.0,  include  the  study  of  aircraft  operated  in  normal 
flight  at  an  operational  airport.  The  research  system  also  permits 
study  of  noise  generated  by  specific  aircraft  types  operating  under 
various  flight  or  weather  conditions,  etc.  Therefore  no  specific 
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requirement  should  be  placed  on  the  tracking  subsystem  until  specific 
research  goals  are  established.  The  types  of  research  for  which  the 
various  available  tracking  subsystems  would  be  appropriate  can  be 
established  by  comparing  their  characteristics  as  described  in  the 
following  discussions. 

4.2  Equipment  Configurations 

Presented  and  discussed  in  this  section  are  a number  of 
tracking  techniques  and  systems  which  could  perform  sufficiently 
well  to  be  used  in  FAR  Part  36  certification  tests.  Systems 
presented  here  are  based  upon  existing  hardware  and  require  only 
minor  equipment  modification  and  system  integration.  A compre- 
hensive list  of  such  systems  is  presented  in  Table  4.1  with  an 
analysis  of  their  salient  features. 

In  Table  4.1,  two  levels  of  performance  are  shown 
for  some  systems.  In  each  such  case,  the  better  performance 
is  accompanied  by  increased  initial  cost  and  decreased  ease  of 
portability . 

Radar  location  techniques  have  an  important  advantage 
over  any  optical  system  in  that  they  can  provide  an  all-weather 
capability  that  is  not  limited  by  rain,  fog,  low  ceiling,  or 
other  weather  conditions  restricting  visibility.  Modern  radar 
systems  are  sophisticated,  highly  refined  devices  that  are 
uniquely  suited  for  automatic  tracking  of  aircraft  targets  to  a 
high  level  of  precision  and  accuracy,  particularly  at  long  ranges. 

For  example,  high-resolution  ground-based  radars  can  provide  a 
tracking  precision  of  5 meters  in  range  and  0.1  mil  (rms)  in 
azimuth  and  elevation  under  favorable  conditions. 
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4.2.1 


Radar  Target  Skin  Tracking 


Two  modes  of  radar  operation  have  been  considered  in 
the  present  study:  skin  tracking  and  beacon  tracking.  In  the 
conventional  skin  tracking  mode,  the  radar  system  operates  solely 
on  the  radar  echo  reflected  by  the  target  aircraft  (with  the  entire 
"skin"  of  the  aircraft  contributing  to  the  reflected  signal) . In 
beacon  tracking,  the  aircraft  must  be  specially  equipped  with  a 
microwave  transponder  or  beacon  which  transmits  a pulse  signal  in 
response  to  interrogation  by  the  ground-based  radar. 

Skin  tracking  is  attractive  in  that  it  can  apply  to 
all  aircraft,  and  requires  no  modification  or  additional  equip- 
ment aboard  the  target  aircraft.  Nevertheless,  it  is  doubtful 
that  simple  radar  skin  tracking,  regardless  of  the  level  of  sophis- 
tication of  the  tracking  radar  system,  will  be  satisfactory  in 
meeting  the  accuracy  requirements  in  the  present  application. 

The  tracking  performance  advantages  of  a high  resolution, 
narrow  beam  radar  are  lost  whenever  the  target  subtends  an  angle 
comparable  to  the  antenna  beamwidth.  It  is  difficult  to  define 
the  accuracy  obtainable  by  skin  tracking  of  a large  aircraft  at 

a range  of  6 miles  or  less.  The  azimuth  and  elevation  tracking 
accuracy  at  such  distances  is  not  determined  by  the  angular 
resolution  of  the  radar  system,  but  instead  depends  heavily  upon 
the  complex  reflection  characteristics  of  the  target  aircraft. 

If  one  observes  the  typical  behavior  of  a radar  which 
is  skin  tracking  a close-in  aircraft,  it  will  be  noted  that  the 
radar  tends  to  wander  erratically  over  the  aircraft  structure. 

At  some  times  the  radar  may  appear  to  be  tracking  a specific 
segment  of  the  aircraft  (e.g.,  nose  section,  wing  root,  or 
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nacelle).  Strong  specular  reflections  may  be  occasionally  obtained 
from  extended  sections  of  the  aircraft  (e.g.,  leading  edge  of  one 
wing) . At  such  times  the  angle  tracking  servos  of  the  radar  may 
be  violently  perturbed,  in  an  erratic  and  unpredictable  manner. 

Although  quantitative  accuracy  values  cannot  be 
established  for  the  situation  involving  a large  aircraft  target 
at  relatively  short  ranges,  it  appears  reasonable  to  assume  that 
angle  tracking  errors  can  approach  approximately  the  physical 
limits  of  the  aircraft  structure.  Thus,  for  a multi-engine  jet 
aircraft  on  an  approach  glide  path,  angular  errors  corresponding 
to  the  physical  size  of  the  aircraft  may  represent  height  errors 
of  25  feet  and  lateral  path  errors  in  excess  of  75  feet.  Further- 
more, there  can  be  no  assurance  that  substantially  larger  errors 
will  not  occur  occasionally,  thus  reducing  the  validity  of  the 
tracking  measurements. 

4.2.2  Radar  Beacon  Tracking 

The  intrinsic  tracking  capabilities  of  a precision 
radar  can  be  largely  realized  by  utilizing  a suitable  beacon 
transponder  on  the  aircraft.  Modification  to  the  aircraft 
includes  the  installation  of  a beacon  antenna  and  receiver- 
transmitter  unit.  The  antenna  can  be  a simple  dipole  stub, 
extending  only  an  inch  or  so  from  the  fuselage;  nevertheless, 
its  mounting,  as  well  as  installation  of  the  receiver-transmitter 
unit,  may  present  a problem  on  some  aircraft. 

It  should  be  noted  that  the  standard  ATC  transponder, 
operating  in  the  1.1  gHz  frequency  region,  cannot  fully  fulfill 
the  accuracy/precision  requirements  in  the  present  tracking 
application.  Accordingly,  it  is  necessary  to  install  an  addi- 
tional beacon,  preferably  in  the  Ku  or  an  even  higher  band  to 
achieve  higher  resolution.  The  ground-based  receiving  antenna 
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should  have  a sufficiently  narrow  beam  width  that  ground 
reflections  are  negligible  when  tracking  an  aircraft  at  an 
elevation  of  3°  or  even  lower;  this  implies  the  utilization 
of  the  shortest  possible  wavelength,  together  with  a relatively 
large  aperture  ground  antenna,  so  as  to  achieve  a vertical  beam- 
width  of,  say  1°,  with  low  side  lobes. 

In  summary,  radar  beacon  tracking  with  currently 
available  precision  radar  systems  offers  an  all-weather  perform- 
ance capability  with  an  accuracy  of  0. 1-1.0  mil  in  both  elevation 
and  azimuth,  and  a range  accuracy  of  the  order  of  5-10  meters. 
However,  a major  limitation  in  the  beacon  method  is  the  require- 
ment for  modification  of  each  target  aircraft  to  incorporate  the 
proper  beacon. 

4.2.3  Laser  Tracking 

Recent  advances  in  laser  technology  have  resulted  in 
laser  systems  capable  of  automatically  tracking  aircraft  at  a 
range  of  20  miles  and  with  a positional  precision  measured  in 
inches.  However,  this  performance  requires  the  installation  of 
a retroref lector  array  on  the  target  aircraft  (typically,  a hemi- 
spherical array  of  reflective  prisms,  roughly  8 inches  in  diameter 
and  configured  so  as  to  give  essentially  a uniform  retroref lected 
signal  to  the  ground  tracking  system  for  all  possible  aircraft 
heading  angles) . 

Laser  "skin  tracking"  of  an  aircraft  (without  a retro- 
reflector)  is  not  practical.  First  of  all,  the  maximum  detection 
range  is  a few  thousand  feet  at  most;  limitations  on  laser  power 
output  (to  ensure  eye  safety  for  the  aircraft  crew  as  well  as  any 
"ther  personnel  who  might  be  exposed  to  the  laser  beam)  and  detector 
sensitivity  restrict  the  maximum  operating  range.  Secondly,  as  in 
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the  ease  of  radar  skin  tracking,  the  automatic  tracking  circuits 
are  severely  disturbed  by  signal  energy  reflected  from  various 
sources  on  an  extended  target.  The  use  of  a high  gain  retro- 
reflector,  resulting  in  an  exceedingly  strong  reflected  signal  from 
an  essentially  point  source,  overcomes  both  of  the  above  problems. 

Lasers  can  provide  optical-quality  angular  tracking  in 
elevation  and  azimuth  (resolution  to  + 0.05  mil  is  readily 
possible);  range  tracking  to  + 1 meter  is  also  possible.  Thus, 
a single  laser  tracking  system  installed  in  an  airport  area  so 
as  to  have  unobstructed  view  of  aircraft  during  takeoff  or 
landing,  can  satisfy  the  tracking  accuracy  requirements. 


However,  the  visibility  of  the  laser  beam  is  limited  by 
the  same  factors  that  affect  optical  visibility.  Furthermore, 
the  extremely  narrow  beamwidth  of  the  laser  system  poses  a severe 
problem  in  target  acquisition.  Even  a brief  interruption  of  laser 
tracking,  as  might  be  caused  by  the  aircraft  passing  through  a 
cloud  layer  or  the  retroref lector  being  momentarily  obscured 
during  an  aircraft  maneuver,  results  in  a re-acquisition  problem. 
For  these  reasons,  it  is  highly  preferable  that  laser  tracking  be 
used  in  conjunction  with  a TV,  radar,  and/or  manual  optical 
sighting  acquisition  system.  Radar  can  be  used  as  an  aid  in 
target  acquisition  for  the  laser  system;  furthermore,  the  radar 
system  will  be  useful  in  maintaining  proper  tracking  and  in 
target  re-acquisition  if  the  laser  system  loses  lock  for  any 
reason.  Radar  skin  tracking  provides  sufficient  accuracy  to 
establish  acquisition;  the  laser  tracking  system  provides  the 
precision  data  on  aircraft  location. 


The  laser  tracking  method  has  the  same 
as  the  radar  beacon  approach:  the  method  can  be 
those  aircraft  that  are  suitably  modified  with  a 


basic  limitat  on 
used  only  wit 
special  signal 


4-16 


enhancement  device.  The  retroref lector  required  in  the  laser 
approach  is  perhaps  simpler  to  install  than  a beacon  transponder 
(recent  state-of-the-art  advances  in  microwave  solid-state 
technology  make  this  point  debatable). 

4. 2. A Theodolite  Tracking 

Optical  theodolites  have  been  widely  used  for  precision 
tracking  of  missiles,  aircraft,  and  other  moving  vehicles.  There 
is  a wide  range  of  available  instrumentation.  For  routine  tracking 
of  weather  balloons,  for  example,  an  inexpensive  theodolite,  tripod 
mounted  and  with  a simple  optical  telescope,  is  employed.  At  the 
other  extreme  are  the  highly  complex  phototheodolites  used  for 
tracking  and  recording  the  trajectories  of  supersonic  missiles  or 
maneuvering  target  drones  out  to  extreme  ranges;  these  incorporate 
multiple  telescopes  (some  having  very  large  focal  length,  wide 
aperture  lenses),  precision  drive  mechanisms,  and  provision  for 
cine  camera  recording  of  the  target  during  tracking. 

In  each  case,  however,  the  basic  tracking  function  is 
performed  by  an  operator  who  controls  the  azimuth  and  elevation 
angles  of  the  theodolite  pedestal  (either  manually  or  through 
motor  drive)  so  that  the  cross  hairs  of  the  telescope  remain 
centered  on  the  image  of  the  target.  (If  perfect  tracking  is  not 
maintained  by  the  operator  it  is  possible  to  apply  compensations 
based  on  detailed  analysis  of  the  camera  recordings  which  show 
the  relative  position  of  target  within  the  calibrated  field  of  the 
recording  telescope.  This  analysis,  of  course,  is  time  consuming 
and,  consequently,  should  be  avoided  unless  essential  in  achieving 
specific  accuracy  requirements.) 

With  this  and  all  other  tracking  methods,  it  is 
desirable  to  have  supplemental  photographic  recording  that 
will  permit  detailed  analysis  and  test  data  verification  at 
a later  date.  Accordingly,  provision  should  be  made  for 
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the  installation  of  a suitable  camera  (with  telephoto  lens)  on 
the  theodolite.  A 16  mm  cine  camera,  with  single  exposure  remote 
control,  is  recommended  if  the  system  is  heavily  utilized  on  a 
routine  basis.  A Polaroid-type  camera  may  be  satisfactory  where 
only  an  occasional  aircraft  is  tracked. 

One  configuration  is  a theodolite  located  close  to  the 
touchdown  point,  and  tl  other  located  a mile  or  so  away  and  to 
either  side  of  the  runway  line  extension.  The  aircraft  location 
determination  would  now  be  based  on  the  simultaneous  measurement 
of  the  azimuth  and  elevation  angles  of  the  aircraft  target  as 
seen  by  the  separate  theodolites.  This  standard  triangulation 
method  avoids  the  measurement  of  aircraft  "size."  However,  the 
use  of  two  theodolites  requires  that  the  tracking  be  coordinated 
and  azimuth/elevation  data  from  the  two  theodolites  be  transmitted 
to  some  central  location  where  it  is  processed  so  as  to  give 
required  three-dimensional  target  location  information. 

Theodolite  methods,  properly  instrumented,  provide 
more  than  adequate  tracking  accuracy.  The  two- theodol ite  method 
requires  two  observers  and  some  means  of  data  communication  between 
separated  locations;  also,  the  computational  process  is  not  trivial. 

4.2.5  Photographic  Camera  Scaling 

The  flight  path  of  an  aircraft  can  be  determined  by 
conventional  photographic  means  using  either  an  aircraft-mounted 

or  a ground-based  camera.  The  ground-based  camera  approach  has 
an  obvious  advantage  in  that  it  requires  no  addition  or  modification 
to  the  aircraft. 

One  simple  method  utilizes  one  or  several  upward- look ing 
cameras  installed  at  known  locations  along  the  takeoff  or  landing 
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approach  path.  A photograph  is  taken  of  the  target  aircraft  as 
it  passes  through  the  camera  f ield-of-view.  The  image  size  of 
the  aircraft  on  the  photograph  provides  a quantitative  measure 
of  the  aircraft  slant  range  from  the  camera  (and  height  above 
the  camera  since  the  elevation  angle  is  also  available  on  the 
photograph) . The  optical  system  can  be  readily  calibrated  for 
each  aircraft  type  so  that  simple  measurement  of  the  image  size 
and  position  within  the  camera  f ield-of-view  determines  both  the 
height  and  x-y  coordinates  of  the  aircraft  at  that  instant.  An 
aircraft  height  accuracy  of  1%  can  be  achieved  by  the  camera 
image- seal ing  procedure. 

Either  single  or  multiple  photographic  exposure  during 
flyover  can  be  employed.  Multiple  exposure,  for  example,  at 
precise  1 second  intervals  would  permit  ground-based  determination 
of  aircraft  ground  speed  and  flight  path.  (The  use  of  multiple 
exposures  on  a single  photographic  frame  would  result  in  some 
reduction  in  contrast  and  definition  of  the  aircraft  images  against 
the  sky  background,  but  this  effect  could  be  minimized  by  the  use 
of  appropriate  filters.) 

A fixed  camera  possesses  a limited  f ield-of-view  that 
is  determined  by  camera  orientation,  lens  focal  length,  and  film 
dimensions.  To  cover  an  extended  flight  trajectory  it  is  thus 
necessary  to  use  several  cameras,  suitably  spaced  along  the 
anticipated  path,  so  as  to  provide  quantitative  measurements  at 
selected  locations. 

A wide  variety  of  cameras-  could  be  employed  in  this 
application.  For  example,  a Polaroid  camera  would  be  appro- 
priate if  "instantaneous”  recording  and  data  reduction  were 
required.  A conventional  35  mm  camera , operated  manually  or 
by  automatic  control,  would  be  satisfactory  for  short-term 
or  occasional  operation  with  a moderate  number  of  aircraft; 
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however,  for  fully  routine  recording  of  many  aircraft  on  a 
long-term  basis,  it  would  be  preferable  to  use  a cine  camera, 
either  16  mm  or  35  mm,  with  a large  capacity  film  magazine  and 
single  frame-by-frame  control. 

The  recording  camera  technique  is  well  suif^ed  for 
routine  recording  of  all  landing  and  takeoff  aircraft  on  a daily 
basis.  The  camera  instrumentation  can  be  installed  within  a 
weatherproof  housing  and  actuated  by  remote  control.  Weight, 
space,  and  power  requirements  are  minimal;  the  instrumentation 
package  can  be  easily  installed  on  the  ground,  roof  top,  or  other 
structure  without  extensive  installation  costs.  By  the  addition 
of  an  auxiliary  photoelectric  sensor  which  would  detect  the 
presence  of  an  aircraft  passing  through  a specified  flyover  zone, 
it  would  be  possible  to  have  a completely  automatic  system  that 
would  provide  a permanent  record  on  all  aircraft  using  that 
runway.  Alternatively,  a camera  activation  could  be  initiated  by 
an  acoustical  sensor  so  that  a camera  record  is  obtained  for  any 
aircraft  exceeding  some  specified  threshold  level. 

4.2.6  Closed  Circuit  TV  Camera 

The  remote  monitoring  capabilities  of  a vidicon  TV 
camera  system  can  be  used  to  advantage  in  combination  with  any 
of  the  tracking  methods  described  here.  Thus,  a vidicon  camera 
mounted  on  the  pedestal  of  a tracking  radar  system  would  enable 
remote  visual  monitoring  of  radar  performance;  in  addition,  the 
vidicon  camera  can  be  highly  useful  in  initial  acquisition 
of  the  target  aircraft  and  in  maintaining  accurate  angle  tracking 
in  those  instances  where  radar  skin  tracking  becomes  erratic. 

Similarly,  a vidicon  camera  installed  on  a tracking 
theodolite  would  permit  remote  operator  tracking  of  the  aircraft 
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in  azimuth  and  elevation.  Aircraft  range  can  be  estimated,  as 
in  direct  viewing  through  an  optical  telescope,  by  size  of  the 
aircraft  image  on  a display  monitor.  The  TV  method,  further- 
more, has  the  advantage  that  a single  camera  frame  may  be  selected 
and  "frozen"  on  an  auxiliary  storage  oscilloscope  or  video  recorder 
at  any  time,  thereby  permitting  the  operator  to  make  detailed 
measurements  on  a stationary  image. 

A TV  camera  system  may  also  be  useful  in  conjunction 
with  the  image  scaling  method  using  a vertical-looking  recording 
camera.  The  angular  f ield-of- view  of  the  recording  camera  is 
necessarily  narrow  in  order  that  the  aircraft  image  cover  a signi- 
ficant fraction  of  the  available  film  width;  a wide-angle  TV 
camera,  mounted  by  the  recording  camera,  will  enable  the  operator 
to  locate  and  acquire  the  target  aircraft  well  in  advance  of  the 
flyover  point.  Furthermore,  by  observing  the  aircraft  on  the 
TV  monitor,  the  operator  can  activate  the  recording  camera  at 
the  proper  time,  thus  ensuring  that  each  photograph  includes  a 
full  aircraft  image  within  the  camera  f ield-of-view. 

4.2.7  RF  Ranging  and  Triangulation 

The  position  of  an  aircraft  in  space  can  be  determined 
using  trigonometry  if  the  distance  is  measured  accurately  from 
the  aircraft  to  each  of  three  ground  stations  whose  locations 
are  precisely  known.  In  an  RF  ranging  position  locating  system 
the  range  from  the  aircraft  to  the  ground  station  is  measured  by 
determining  the  total  time  required  for  an  RF  pulse  to  travel  from 
an  interrogator  on  the  aircraft  to  a g round  transponder  and  return. 
Portable  equipment  to  measure  these  ranges  with  i resolution  of 
+ 10  feet  is  commercially  available  F.quipment  that  measures 
more  precisely  by  using  multiple  RF  frequencies  and  measuring  the 
phase  of  returned  signals  is  also  available,  however,  its  response 
time  is  too  long  to  track  an  aircraft  adequately. 
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An  RF  ranging  system  offers  direct  measurement  of  an 
important  parameter,  the  slant  distance  to  the  measurement  micro- 
phone (s).  The  basic  geometry  required  for  accurate  measurement 
of  height  along  the  complete  landing  flight  path  requires  several 
transponder  positions.  Additional  transponders  would  be  required 
to  determine  the  cross  track  position. 

Real  time  data  at  a central  ground  station  requires 
a data  link  from  the  aircraft.  The  requirement  for  multiple 
transponder  locations  may  present  site  selection  problems,  in 
addition  to  increasing  the  number  of  sites  to  be  surveyed. 

Both  the  transponder  and  interrogator  for  this  system 
can  be  operated  from  automobile-type  storage  batteries.  Real 
time  data  can  be  provided  at  one  site  on  the  ground  by  placing 
the  transponder  on  the  aircraft  and  the  interrogator  on  the 
ground.  This  capability  can  be  used  to  measure  range  to  a 
measurement  site  directly,  or  it  can  be  used  in  combination 
with  other  subsystems. 

4.2.8  Special  Tracking  Systems 

The  ARTS  III  system  does  not  provide  aircraft  position 
information  with  adequate  precision  for  certification  noise 
measurements.  The  ARTS  III  system  range  accuracy  is  approximately 
+ 370  feet,  and  the  altitude  reading  is  provided  in  100  foot 
increments.  The  1000  mHz  transponder  used  by  the  ARTS  III 
system  on  most  aircraft  could  possibly  be  used  as  part  of  a 
precision  locating  system  which  used  multiple  receiving  stations 
and  computer  data  processing.  Such  a system  would  use  hyperbolic 
navigation  techniques  and  would  require  considerable  development 
effort,  since  no  hardware  is  currently  available.  The  ARTS  III 
system  is  a primary  component  of  the  national  air  traffic  control 
network  and  therefore  safety  is  a primary  consideration.  Although 


4-22 


technically  feasible,  any  alteration  of  this  system  to  obtain  data 
r ulditional  interrogations  of  the  aircraft  transponder 
■ practical  because  of  safety  considerations.  A detailed 
• . apabilities  of  ARTS  III  is  beyond  the  sccpe  of 

this  project. 

- research  purposes,  the  ARTS  III  system  could  provide 
• both  position  and  aircraft  identification.  One 
• .•  'hat  would  provide  limited  tracking  data  (within 

1 - : It  i md  aircraft  identification  with  a minimum  change  of 

interface-  is  the  1400  baud  data  line  between  NAS  En  Route  Stage  A 
and  ARTS  III.  A listen-only  "tap-off"  of  the  exchanged  data,  with 
a minicomputer  to  sort  out  the  desired  information,  would  be  a 
very  powerful  research  tool.  The  data  messages  exchanged  between 
these  facilities  are  described  in  the  specifications.1 

4.3  Tracking  Accuracy 

The  relative  location  of  the  positional  data  measuring 
equipment  and  the  aircraft  and  acoustical  measuring  site  affects 
the  accuracy  of  the  computed  slant  range  from  the  aircraft  to  the 
acoustical  measuring  site.  It  is  desirable  to  make  slant  range 
determinations  at  several  acoustical  measuring  sites  with  a set 
of  tracking  hardware.  This  section  discusses  the  effect  of 
measurement  equipment  location  on  slant  range  accuracy.  Worst 
case  errors  in  slant  range  have  been  determined  for  several 
geometries,  using  the  basic  range  and  angular  accuracy  specifi- 
cations of  the  tracking  equipment.  The  two  basic  techniques  of 
1)  Range,  Azimuth,  and  Elevation  Tracking,  and  2)  Triangulation 
by  Multiple  Range  Stations  are  considered.  Most  of  the  hardware 
conf igurat ions  whose  basic  accuracies  are  summarized  in  Table  4.1 
fall  within  one  of  these  basic  types. 

ARTS  III  Computer  Program  Functional  Specification,  Interfacility 
Data  Transfer,  NAS-MD-610,  December  1975. 
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A maximum  error  of  67,  in  slant  range  corresponds  to  a 
noise  level  error  of  approximately  0.5  EPNdB,  based  just  on 
spreading  loss.  This  is  postulated  as  a minimum  desired  accuracy. 
As  a uniform  basis  for  comparing  the  various  tracking  systems, 
the  case  of  an  aircraft  arrival  has  been  selected.  The  nominal 
slant  range  chosen  for  comparison  is  that  which  results  from 
point  N,  shown  in  Figure  4.1,  with  an  elevation  angle  of  45°. 

This  is  the  situation  chosen  to  represent  the  point  of  maximum 
noise  and  therefore  is  most  critical  for  slant  range  measurement. 

4.3.1  Range,  Azimuth, and  Elevation  Tracking 


Several  of  the  tracking  subsystems  shown  in  Table  4.1 
measure  range,  aimuth.  and  elevation.  Each  of  these  systems 
has  its  errors  specified  as  range  and  angle  errors.  Once  the 
measurement  geometry  is  fixed,  these  basic  errors  can  be  trans- 
lated first  into  rectangular  coordinate  system  errors,  and 
further  into  slant  range  errors.  The  landing  geometry  places 
the  most  stringent  requirements  on  the  measuring  system,  since 
the  aircraft  is  close  to  the  ground.  In  this  situation  a small 
absolute  altitude  error  will  result  in  a relatively  large  per- 
centage change  in  the  measured  altitude.  For  example,  at  the 
certification  measurement  site  for  landing,  the  aircraft  altitude 
370  feet;  for  a 6%  minimum  range  error  the  altitude  must  be  known 
to  within  + 22.2  feet.  The  absolute  requirements  are  slightly 
less  stringent  at  the  45°  slant  range  point,  which  has  been 
chosen  to  approximate  the  point  of  maximum  noise. 


Figures  4. 4-4. 6 show  the  calculated  tracking 
three  different  tracking  subsystems,  using  the  same  ai 
approach  geometry.  Appendix  B shows  the  procedure  use 
erate  these  plots.  All  range,  azimuth,  and  elevation 
subsystems  have  the  desirable  characteristic  of  requir 
one  tracking  site.  The  tracking  site  for  Figures  4.4- 
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is  located  1000  feet  to  the  side  of  the  runway  at  the  point  of 
touchdown.  The  errors  shown  represent  the  maximum  possible 
deviations  from  a nominal  3°  glide  slope  for  worst  case 
combinations  of  tracking  system  errors  in  height  (H) , cross 
track  (D) , and  distance  along  the  runway  (Y) . These  errors  are 
shown  together  with  the  corresponding  noise  level  error  due  to 
slant  range  (SL)  uncertainty  for  a 43°  elevation  angle  between 
the  measuring  site  and  the  aircraft. 

The  error  data  in  Figure  4.4  were  calculated  for  a 
system  that  has  a range  accuracy  of  + 30  feet  and  an  angular 
accuracy  of  + 1 mil  (0.0562  degrees).  This  corresponds  to  the 
accuracy  commonly  available  with  a portable  radar  system.  The 
system  just  meets  the  0.5  dB  accuracy  requirement  at  the  1 nm 
measuring  point.  Figure  4.5  shows  a considerable  improvement  in 
accuracy  (0.24  EPNdB  at  1 nm  SL)  by  improving  the  range  accuracy 
to  + 10  feet  while  keeping  the  same  angular  accuracy  (+  1 mil) . 
These  data  are  representative  of  the  portable  radar  with  improved 
range  accuracy  or  of  a portable  theodolite  and  RF  ranging  subsystem 
combination.  A characteristic  typical  of  azimuth  and  elevation 
systems  when  operated  at  small  angles  of  elevation  is  that  the 
distance  error  rapidly  becomes  a constant  and  the  height  and 
lateral  displacement  errors  increase  with  increasing  distance 
from  the  measurement  site.  Figure  4.6  shows  the  tracking  system 
maximum  error  for  a system  with  a range  accuracy  of  + 15  feet 
auu  an  angular  accuracy  of  + 0.1  mil. 

The  errors  shown  in  Figure  4.7  are  for  the  same  system 
conditions  as  Figure  4.4,  accuracy  + 30  feet,  + 1 mil  and  a 3° 
approach,  except  that  the  measurement  site  has  been  moved  to 
5000  feet  to  the  side  of  touchdown  point.  This  change  had  little 
effect  on  the  slant  range,  height,  or  distance  errors;  however, 


4-28 


the  cross  track  measurement  accuracy  is  reduced.  Similar  effects 
occur  for  the  more  accurate  measuring  systems. 

Figure  4.8  illustrates  the  calculated  errors  for  the 
first  portable  radar  considered  for  a takeoff  that  follows  a 
simplified  flight  profile  consisting  of  first  a constant  climb 
from  the  end  of  the  runway  to  1000  feet  altitude  at  8000  feet  out, 
then  a 4%  climb.  The  resulting  error  in  slant  range  is  consider- 
ably less  for  this  takeoff  profile  than  for  the  landing  profile 
used  for  Figure  4.7,  as  a result  of  increased  aircraft  altitude. 

The  errors  shown  in  Figure  4.9  apply  to  the  radar  used 
for  Figure  4.8,  but  moved  to  the  opposite  (start  of  roll)  end  of 
the  10,000  foot  runway.  This  puts  the  radar  measurement  site 
10,000  feet  back  along  the  runway  and  5000  feet  off  to  the  side 
from  the  liftoff  point.  This  condition  illustrates  what  might 
be  achieved  by  monitoring  takeoffs  and  landings  in  the  same 
direction  from  one  measurement  position.  The  accuracy  in  slant 
range  is  still  within  the  required  tolerance.  In  practice,  the 
system  would  be  limited  by  ground  reflections  to  a certain 
minimum  elevation  angle  determined  by  the  antenna  beamwidth. 

4.3.2  RF  Ranging  Systems 

An  RF  ranging  system  measures  the  range  from  a 
transceiver  located  on  the  aircraft  to  each  of  three  ground- 
located  reference  transponders.  The  locations  of  the  transponders 
are  accurately  known  ; therefore  the  aircraft  position  can  be 
calculated  from  the  three  range  measurements.  The  range  measure- 
ment hardware  consists  of  an  aircraft  interrogation  unit  with 
digital  range  readout  and  recorder.  The  interrogation  unit  can 
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weigh  less  than  50  pounds  and  consume  less  than  50  watts  of 
electrical  power  from  a 24-30  volt  source.  The  transponder 
weight  is  5 pounds  and  its  power  consumption,  5 watts.  This 
power  requirement  will  allow  several  days  of  operation  on  two 
series-connected  automobile  storage  batteries.  The  operating 
frequency  can  be  either  C-  or  X-band.  Up  to  four  separate  address 
code  transponders  can  be  automatically  scanned,  or  16  can  be  manu- 
ally scanned.  The  system  is  essentially  a radar  without  angular 
measurement  capability.  Range  is  measured  by  measuring  the  ’’ound 
trip  transit  time  of  an  RF  pulse.  Even  when  several  pulses  are 
averaged  to  improve  accuracy,  a single  measurement  of  range  takes 
only  a few  milliseconds. 

The  basic  range  measurement  accuracy  of  the  instrument 
is  + 10  feet.  The  actual  accuracy  achieved,  as  with  all 
other  systems,  depends  upon  the  geometry  of  the  measurement 
situation.  For  the  purpose  of  understanding  this  geometry  in 
relation  to  accuracy,  the  two  dimensional  problem  will  be  analyzed 
first.  Figure  4.10  shows  a typical  two  dimensional  positioning 
system  which  uses  one  interrogator  and  two  transponders.  The 
distance  from  transponder  A to  transponder  B is  known,  and  the 
range  measuring  interrogator  measures  the  range  R^  and  R^ . If  the 
uncertainty  in  range  measurement  is  small  with  respect  to  the 
actual  range,  a differential  range  error  diagram  can  be  constructed, 
as  shown  in  expanded  scale  in  Figure  4.11,  by  erecting  perpen- 
diculars FG,  HD,  FD,  and  GH  about  the  nominal  intersection  point 
(interrogator  location)  each  displaced  a distance  equal  to  the 
range  resolution.  The  intersections  of  these  perpendiculars 
form  a zone  of  error. 

The  errors  in  a coordinate  system  having  the  line  AB 
as  an  axis  are  and  E2.  The  maximum  error  is  E^.  From  this 
type  of  analysis  it  can  be  seen  that  the  positioning  error  in 


cr 

LU 


CD  o 


o 

< 

a 


Ui 


cl 


a 

O 


< 

O 

O 

u 

cr 

Ui 


CL 

UJ 

Q 

z: 

o 

a 

ui 


< 

CL 


FIGURE  4.10  GEOMETRY  FOR  TWO  DIMENSIONAL  RF 
RANGING  POSITION  LOCATING  SYSTEM 


FIGURE  4.11  DIFFERENTIAL  RANGE  ERROR  FOR  A TWO 
DIMENSIONAL  RF  RANGING  SYSTEM 


any  coordinate  system  is  always  greater  than  the  basic  range 
resolution.  The  shape  of  the  error  zone  is  controlled  by  the 
angle  of  intersection  of  the  two  range  lines  CA  and  CB.  The 
error  will  be  a minimum  for  an  intersection  angle  of  90°  and 
the  maximum  possible  error  will  increase  rapidly  after  the  inter- 
section angle  deviates  from  90°  by  more  than  30° , that  is,  for 
intersection  angles  between  60°  and  120°.  For  an  intersection 
angle  of  60°,  the  maximum  positioning  error  is  approximately 
twice  the  range  resolution.  For  an  intersection  angle  of  30°, 
the  maximum  positioning  error  is  approximately  four  times  the 
range  resolution. 

From  this  analysis  some  basic  rules  for  establishing 
transponder  locations  can  be  established.  The  ranging  equipment 
under  consideration  has  a range  resolution  of  + 10  feet.  Therefore 
a system  which  always  maintains  an  angle  of  intersection  greater 
than  60°  would  meet  the  accuracy  requirements.  Accuracy  for  this 
type  of  system  is  not  a function  of  range.  In  locating  the 
position  for  the  transponders,  the  determination  of  distance  out 
and  cross  track  position  can  be  considered  essentially  a two 
dimensional  problem,  since  small  variations  in  aircraft  height 
result  in  negligible  changes  in  the  projected  position  in  the 
horizontal  plane.  For  these  measurements,  one  transponder  located 
near  the  end  of  the  runway  and  one  transponder  located  20,000  feet 
to  each  side  of  the  extension  of  runway  centerline  and  20,000  feet 
out  would  suffice  to  determine  cross  track  and  position  along  the 
extended  centerline.  This  arrangement  would  provide  adequate 
coverage  to  beyond  40,000  feet  from  the  end  of  the  runway. 

The  determination  of  the  third  dimension,  height, 
presents  an  entirely  different  geometry  problem.  Consider  the 
two-dimensional  problem  of  locating  the  aircraft  in  a vertical 
plane  passing  through  the  extended  runway  centerline.  For 
approach  operations,  the  aircraft  will  be  close  to  the  gr 


AD-A042  798  TRACOR  SCIENCES  AND  SYSTEMS  AUSTIN  TEX  F/G  1/3 


preliminary  OESIGN  OF  AN  AIRCRAFT  NOISE  measurement  system  FOR  — ETCOJ) 
JAN  77  B K COOPER  DOT-FATQwA-3900 

UNCLASSIFIED  TRAC0R-T73-AU-9531U  FAA-RD-73-217  NL 


2OF  3 

%&4Z798 


The  approach  condition  presents  the  most  difficult  measurement 
problem,  since  the  height  accuracy  must  be  great  in  order  to 
maintain  a small  percentage  error  in  height.  Ten  transponders, 
spaced  along  the  extension  of  the  runway  centerline,  are  required 
to  measure  the  aircraft  height  when  the  60°  minimum  intersection 
angle  is  maintained. 

The  cost  of  multiple  transponder  units  relative  to 
other  tracking  systems  is  relatively  low;  however,  the  precision 
surveys  and  difficulty  in  obtaining  multiple  sites  with  no 
obstructions  may  present  problems  in  many  locations.  In 
applications  for  which  it  is  not  necessary  to  measure  the 
altitude  accurately  at  all  distances  out  to  40,000  feet  from 
the  end  of  the  runway,  but  for  which  only  accurate  spot  measure- 
ments are  adequate,  this  system  offers  several  advantages.  When 
the  primary  distance  of  interest  is  the  slant  range  from  the 
aircraft  to  a measuring  microphone  location,  the  transponder 
can  be  located  at  the  measuring  microphone  site  for  a direct 
measurement  of  slant  range.  This  system  can  also  be  used  to 
determine  range  in  a combination  system  using  other  techniques 
to  measure  angles.  When  only  one  range  measuring  site  is  required, 
the  interrogator  can  be  ground  located  and  the  transponder  mounted 
on  the  aircraft. 

4.4  General  Performance  Considerations 

"Real  world"  conditions  must  be  considered  in  choosing 
a tracking  subsystem,  once  the  technical  performance  requirements 
are  established.  Official  certification  measurements  are  made 
only  once  for  an  aircraft  configuration;  therefore  a system  would 
be  used  rarely  for  this  purpose.  Although  official  measurements 
are  made  infrequently,  aircraft  manufacturers  make  frequent  tests 
to  determine  the  effects  of  engine  modifications  and  other  vari- 
ables. The  amount  of  testing  and  amount  of  data  required  will 
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influence  cost  versus  performance  tradeoffs.  Most  aircraft 
manufacturers  currently  have  tracking  systems  or  ranges  capable 
of  determining  aircraft  position  adequately  for  certification 
tests.  Each  such  range  is  geared  to  the  respective  level  of 
testing  activity.  These  ranges  are  usually  used  also  for  other 
performance  tests.  In  addition,  there  are  government-owned 
facilities  that  may  be  leased  which  have  theodolite,  radar,  and 
laser  tracking  capabilities.  Radar,  laser,  and  RF  range  tracking 
equipment  may  be  leased  from  commercial  organizations.  Therefore 
for  a limited  series  of  tests,  the  lease  of  an  existing  system 
would  be  very  cost  effective. 

The  tracking  subsystem  requirements  for  a research 
system  depend  on  the  envisioned  research  objectives.  The 
selection  of  an  appropriate  system  should  be  made  according 
\ to  the  previous  discussions  after  consideration  of  additional 

inputs  such  as  the  following: 


a . 

Feasibility  of  placing  a 
on  the  aircraft 

transponder 

or  retroref lector 

b. 

All  weather  operation  or 

clear  weather  operation  only 

c . 

Requirement  for  real  time 

data 

• 

d. 

Cost 



e . 

Portability 

I 

f . 

Ease  of  setup  and  number 

of  stations 

required 

g- 

Operating  labor 

J 

A 

h. 

Documentation  of  data 
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Control  of  subject  aircraft 


i. 

j . Accuracy 

Design  examples  of  tracking  subsystems  for  specific  requirements 
are  given  in  Sections  8.0  and  9.0.  Appendix  B illustrates  the 
procedures  used  to  calculate  the  tracking  accuracy  curves. 
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5.0 


WEATHER  DATA  SUBSYSTEM 


Sound  propagation  and  attenuation  between  the  aircraft 
and  the  ground  measuring  point  are  affected  by  temperature, 
humidity,  wind  direction,  wind  speed,  and  barometric  pressure. 

For  certification  measurements  in  compliance  with  FAR  Part  36, 
the  temperature,  wind  speed,  wind  direction,  and  humidity  must 
fall  within  specified  ranges.  Additionally,  corrections  are 
applied  to  the  acoustical  data  to  account  for  variations  in 
humidity  and  temperature  between  the  aircraft  and  the  acoustical 
measurement  point.  Periodic  recording  of  the  temperature/humidity 
variations  as  a function  of  altitude  must  be  made  so  that  the 
appropriate  corrections  can  be  applied. 

There  are  many  experimental  studies  that  can  be 
conducted  to  contribute  to  the  understanding  of  the  effect  of 
weather  on  the  noise  measured  on  the  ground  from  aircraft  in 
flight.  These  encompass  the  range  from  controlled  experiments 
on  atmospheric  attenuation  to  the  measurement  of  the  average 
noise  level  from  normally  operating  flight  in  broad  weather 
categories.  These  data  could  be  used  in  planning  noise  abate- 
ment procedures  and  in  equitable  policing  of  these  procedures. 

5.1  Types  of  Measurements 

Equipment  is  readily  available  for  measuring  and 
recording  any  of  the  five  weather  parameters  that  affect  sound 
propagation.  Complexity  arises  in  measuring  the  parameters 
along  the  sound  propagation  path  from  the  aircraft  to  each  of 
several  acoustical  measurement  sites.  For  some  research  objec- 
tives, ground  weather  measurements  at  the  acoustical  data  sites 
or  at  a central  location  will  suffice.  For  other  research 
objectives  and  for  certification  tests,  it  is  necessary  to 
measure  as  accurately  as  possible  the  temperature  and  humidity 


variation  with  altitude  and  ground  location.  These  data  may  be 
extrapolated  from  periodic  samplings  using  instrumented  light 
aircraft  or  balloon-borne  instrumentation. 

5.2  Measuring  Equipment 

Standard  instrumentation  for  measuring  temperature, 
wind  speed,  wind  direction,  humidity,  and  barometric  pressure 
with  sufficient  accuracy  for  noise  tests  is  available  from 
numerous  vendors.  Instruments  with  electrical  outputs  are 
available  for  recording  using  charts  or  digital  recording  media. 
Also,  these  instruments  may  be  directly  interfaced  to  a comput- 
erized noise  data  collection  system  for  real  time  inputs. 

Weather  measurements  in  real  time  at  each  acoustical 
measuring  site  may  be  made  by  combining  the  weather  data  with 
the  acoustical  data  in  a digital  multiplexer  for  transmission 
to  a central  monitoring  site.  For  tape  recorded  data,  a digital 
weather  code  can  be  added  to  the  end  of  record  block  containing 
the  calibration  and  background  data. 

Meteorological  instruments  mounted  in  a light  aircraft 
can  collect  data  over  a wide  area  in  a short  period  of  time. 
Sensors  are  available  with  response  time  short  enough  for  con- 
tinuous recording  of  temperature,  dew  point,  and  atmospheric 
turbulence  versus  altitude.  The  system  is  typically  flown  in 
figure-eight  patterns  around  the  microphone  station  to  provide 
representative  measurements  of  the  propagation  path  zone. 

Weather  measurements  as  a function  of  altitude  may  also 
be  made  using  weather  balloons  with  expendable  data  telemetry 
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transmitters.  Standard  radiosondes  and  data  receivers  are 
available  that  measure  temperature  to  an  accuracy  better  than 
1°C  and  humidity,  better  than  27,.  Improved  accuracy  is  probably 
not  required  for  this  application  but  may  be  achieved  using  data 
correction  procedures.  For  special  low  altitude  measurements  in 
the  vicinity  of  a noise  measuring  site  an  instrumented  balloon 
could  be  tethered.  Free  balloon  measurements  are  time  consuming 
and  are  at  the  mercy  of  wind  conditions,  presenting  launch  site 
selection  problems.  Several  releases  may  be  required  to  obtain 
the  required  data  with  good  accuracy. 

The  balloon  position  must  be  known  in  both  altitude 
and  ground  location  to  obtain  a complete  temperature,  humidity 
profile  for  each  measuring  site.  The  wind  speed  and  direction 
information  can  be  derived  from  the  balloon  tracking  data.  The 
balloon  position  may  be  determined  by  several  means: 

a.  two  manual  theodolites 

b.  automatic  laser  tracker  (as  used  for  aircraft) 

c.  one  manual  theodolite  with  laser  ranger 

d.  automatic  radar  range  and  angle  tracking  using  a 
special  two  frequency  transponder  equipped  radiosonde 

The  cost  of  a single  radiosonde  is  in  the  range  of  $50  to 
$150  in  quantities  of  100.  The  simple  tracking  system  (two  hand- 
held theodolites)  and  telemetry  receiver  ground  station  would  cost 
$8000  to  $15,000.  Completely  automatic  data  collection  and 
correction  equipment  is  available,  including  a minicomputer  and 
costing  in  the  neighborhood  of  $100,000. 

Special  weather  measurement  systems  could  be  built  if 
a large  data  volume  makes  them  cost  effective.  Some  techniques 
that  offer  unique  capabilities  are: 
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a.  instrumented  drone  (model)  aircraft 

b.  dropsondes 

c.  instrumented  model  rockets 

d.  special  small  balloons  and  radiosondes  for  short 
ranges 

These  systems  are  not  fully  developed  for  this  application;  however, 
the  continuing  technological  advances  in  miniaturization  of  electronic 
equipment  may  facilitate  further  development. 

The  choice  of  weather  equipment  depends  upon  the  specific 
measurement  objectives  of  a research  noise  measurement  system,  and, 
in  both  weather  and  certification  system  designs,  the  optimal  choice 
will  be  influenced  greatly  by  the  frequency  of  sampling  and  number 
of  locations  required  for  atmospheric  soundings. 
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6.0 


AIRCRAFT  IDENTIFICATION  AND  OPERATIONAL  PARAMETER 
RECORDING  SUBSYSTEMS 


An  aircraft  identification  for  the  purposes  of  noise 
tests  may  include  type,  model,  serial  number,  air  carrier  or 
owner,  weight,  pilot,  and  flight  number.  When  only  one  aircraft 
is  involved,  such  as  in  certification  tests,  the  collection  of 
the  identification  information  is  a trivial  task;  however,  for 
research  measurements,  perhaps  involving  hundreds  of  different 
flights  in  one  day,  accurate  identification  of  aircraft  becomes 
a major  task.  The  on-board  recording  of  aircraft  operational 
parameters  such  as  engine  operating  conditions,  airspeed,  altitude, 
ambient  pressure,  and  temperature,  time-correlated  with  ground 
acoustical  measurements,  may  be  desired  for  controlled  research 
projects.  Also  aircraft  weight,  engine  parameters,  aircraft  con- 
figuration, and  airspeed  are  required  for  certification  measurements . 

6.1  Operational  Parameters 

The  operational  parameters  will  be  recorded  on  the 
aircraft  and  must  be  time  synchronized  with  the  ground  acoustical 
measurements.  The  time  may  be  provided  by  an  on-board  VHF  FM 
receiver  that  picks  up  the  time  code  transmitted  by  the  central 
site  time  code  transmitter  or  may  be  provided  by  an  on-board 
precision  clock  which  is  preset  to  the  time  code  before  flight 
and  checked  afterward. 

The  operational  parameters  may  be  recorded  by  a camera 
that  simultaneously  photographs  the  cockpit  instrument  panel  and 
a time  display.  Alternately  the  operational  data  may  be  recorded 
on  magnetic  tape  along  with  a time  code.  This  instrumentation 
is  usually  present  for  other  tests  when  an  aircraft  is  being 
readied  for  service  and  may  therefore  be  available  for  certifi- 
cation measurements. 
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6.2 


Aircraft  Identification 
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The  correlation  of  certain  noise  events  with  specific 
aircraft  operations  is  required  to  accomplish  many  research  objec- 
tives. The  required  detail  of  data  will  vary  from  confirmation 
that  an  event  was  actually  caused  by  an  aircraft  and  not  some 
extraneous  noise  source,  to  detailed  information  such  as  aircraft 
type,  flight  number,  air  carrier,  pilot,  etc.  Either  of  these 
tasks  may  be  difficult  to  implement  at  a busy  air  terminal  where 
si  leous  arrivals  and  departures  are  occurring  on  parallel 

unways.  Under  these  conditions  simultaneous  noise  events 
different  aircraft  operations  may  occur  at  several  noise 
measurement  sites. 

Automatic  separation  of  aircraft  noise  from  background 
noise  may  be  required  when  long  term  experiments  are  conducted. 

A similar  problem  is  encountered  with  noise  monitoring  systems 
as  described  in  the  Task  A report.  Development  and  validation 
of  techniques  for  separating  aircraft  noise  from  background  noise 
in  the  monitoring  environment  could  be  a major  task  for  a research 
system.  Some  techniques  that  could  be  evaluated  are: 

a.  Time  correlation  of  noise  events  at  several 
microphones  placed  in  line  along  the  flight  path 

b.  Analysis  of  noise  signatures  for  duration,  rise 
t ime , etc. 

c.  Special  filters  and  logic 

d.  Signal  correlation  from  two  microphones 

e.  Directional  microphones  and  arrays 
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f.  Narrow-beam  radar  beacons  aimed  into  the  airspace 
above  the  acoustical  measuring  sites 

The  actual  identification  of  the  aircraft  is  difficult, 
and  more  so  as  the  flight  frequency  increases.  During  many  experi- 
ments, measurements  may  be  made  of  aircraft  under  normal  flight 
conditions;  therefore,  the  aircraft  will  not  necessarily  be 
cooperating  with  the  tests  and  cannot  be  relied  on  for  special 
identification  information.  Noise  events  that  have  been  screened 
to  be  possible  aircraft  events  can  be  correlated  through  a time 
code  with  specific  aircraft  either  in  real  time  or  after  the  fact. 

Several  sources  of  input  information  about  a flight 

are : 


a.  Visual  observation  of  the  flight  operation  can 
provide  type,  air  carrier,  runway,  and  approximate 
flight  path. 

b.  Radio  communication  between  the  con'trol  tower  and 
the  aircraft  can  be  used  to  identify  flight,  air 
carrier,  and  runway. 

c.  Tower  logs  contain  various  kinds  of  identification 
information,  depending  on  the  airport. 

d.  Flight  schedules  can  be  used  when  limited  numbers 
of  flights  occur  or  can  be  used  to  augment  other 
information . 

e.  The  ARTS  III  system  contains  flight  information 
and  arrival  and  departure  times;  however,  access 

to  this  information  may  be  restricted  by  air  safety 
considerations.  Completely  automated  flight 
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identification  is  technically  feasible  using  the 
information  available  on  the  ARTS  III  data  busses. 

The  preferred  technique  for  flight  identification  will 
depend  on  the  specific  experiment  being  conducted.  The  tradeoff 
of  cost,  manpower,  and  desired  data  must  be  made  in  each  instance. 


' - “ 
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7.0 


DATA  PROCESSING  SUBSYSTEM 


This  section  establishes  general  performance 
requirements  of  the  data  processing  subsystem,  and  presents 
some  illustrative  examples  of  hardware/sof t./are  configurations 
which  may  be  apropos  designs  for  particular  requirements.  A 
detailed  design  of  a noise  research  system  satisfying  both 
the  general  requirements  and  other  specific  requirements  is 
given  in  Section  9.0  of  this  report. 

A data  processing  system  is  essentially  a collection 
of  procedures  which  accept  some  input  data  and  produce  desired 
output.  In  the  instance  of  aircraft  noise  measurement  the 
input  will  consist  of  basic  sensor  and  aircraft  identification 
data,  while  the  desired  output  may  be  thought  of  as  a printed 
report  containing  various  information.  Procedures  for  collecting 
and  transforming  the  input  data  may  be  manual  or  automatic, 
but  certain  performance  requirements  on  the  procedures  can  be 
specified  by  examination  of  overall  information  accuracy  and 
capacity  criteria. 

In  order  to  discuss  performance  requirements  of  the 
data  processing  subsystem,  it  is  necessary  to  first  describe 
the  processes  to  be  performed.  Figure  7.1  illustrates  the 
generalized  information  flow  (arrows)  between  processes  (boxes) 
considered  in  this  project.  The  major  subsystems  previously 
described  are  controlled  (enabled,  disabled,  positioned,  etc.) 
by  a SUBSYSTEM  CONTROL  process.  The  output  of  the  major  sub- 
systems relevant  to  a particular  flyover  event  at  a particular 
measurement  site  is  synchronized  in  time,  then  integrated  into 
a noise  event  data  packet  by  the  DATA  SYNCHRONIZATION  AND  INTE- 
GRATION (DSI)  process.  This  event  data  packet  may  also  contain 
information  identifying  the  particular  aircraft  flight  which 
caused  the  event,  generated  by  the  AIRCRAFT  IDENTIFICATION 
process.  Note  that  the  event  data  packet  may  contain  information 
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DATA  BASE  ACCESS 


FIGURE  7.1  GENERALIZED  INFORMATION  FLOW  DIAGRAM  FOR 

AIRCRAFT  NOISE  MEASUREMENT  DATA  PROCESSING 


peripheral  to  the  actual  aircraft  flight  data,  such  as  weather 
stratification  data  or  background  noise  level  data,  but  coincident 
in  time  with  the  noise  event. 

The  FLYOVER  DATA  ANALYSIS  (FDA)  process  receives  the 
event  data  packet  and  performs  whatever  computational  analysis 
is  desired.  The  analysis  may  be  guided  by  an  ANALYSIS  CONTROL 
procedure,  and  will  in  general  produce  one  or  more  types  of 
report  as  the  primary  system  output.  Frequently  it  is  desirable 
to  reference  previous  data  or  collect  new  data  at  various  stages 
of  processing,  so  DATA  BASE  ACCESS  AND  MAINTENANCE  (DBAM)  is  a 
common  system  function. 

Each  data  process  central  to  an  aircraft  noise 
measurement  system  may  be  implemented  in  a variety  of  ways. 

Figure  7.1  represents  the  logical  design  of  any  such  system, 
which  is  independent  of  the  degree  of  automation.  In  particular 
the  processes  described  above  may  be  implemented  as  operational 
procedures,  computer  programs,  special  purpose  hardware  devices, 
or  some  combination  of  each  of  these  methods. 

7.1  Performance  Requirements 

Not  all  of  the  functions  described  above  necessarily 
involve  complex  hardware/software  solutions.  Writing  an  air- 
craft flight  number  on  an  analog  (audio)  recording  tape  box  in 
the  field  and  hand  carrying  the  tape  to  a central  processing 
site  can  provide  the  AIRCRAFT  IDENTIFICATION  subsystem  as  well 
as  part  of  the  DATA  SYNCHRONIZATION  AND  INTEGRATION  process 
for  a certification  system  designed  to  handle  a few  hundred 
noise  records  per  year.  A large-scale  research  system  installed 
at  a major  airport  and  handling  several  hundred  noise  records  per 
day  might  require  on-line  aircraft  identification  from  an  operator, 
or  from  automatic  interrogation  of  the  ARTS  III  network,  and  might 
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integrate  the  identification  data  with  other  subsystem  data  using 
a real  time  computer  system.  The  diversity  of  major  subsystem 
designs  which  might  be  appropriate  for  particular  implementation 
has  been  indicated  in  the  previous  sections  of  this  report;  this 
diversity  yields  a geometrically  proportional  diversity  of  possible 
data  processing  systems.  Thus  only  the  broadest  of  performance 
requirements  can  be  stated  without  specific  design  constraints. 

The  following  paragraphs  describe  the  minimum  performance 
required  by  the  DATA  PROCESSING  subsystem  for  implementation  of  an 
aircraft  noise  measurement  system.  The  primary  assumptions  are 
that  any  system  considered  is  capable  of  performing  aircraft  noise 
measurement  (i.e.,  EPNL  calculations)  with  a degree  of  automation 
sufficient  for  the  load  requirements  of  the  particular  system 
design,  and  that  aircraft  noise  measurement  is  the  principal 
function  of  the  system. 

7.1.1  Subsystem  Input 

The  major  subsystems  all  have  digital  output  which  is 
in  turn  input  to  the  DSI  process.  The  requirement  for  digital 
signal  paths  results  from  the  required  EPNL  capability,  which 
realistically  requires  a digital  computer  to  be  utilized  for  the 
FDA  process.  For  data  processing  design  purposes,  any  hardware 
required  to  get  the  subsystem  input  into  digital  form  will  be 
considered  part  of  that  subsystem.  Although  particular  designs 
may  omit  one  or  more  subsystems  (other  than  the  acoustical  subsystem) , 
the  following  can  be  considered  reasonable  minimum  performance 
requirements  for  the  incoming  data: 

1)  Error  rates.  Data  errors  can  be  introduced 

in  any  digital  transmission  scheme,  and  should  not 
be  ignored.  The  overall  transmission  performance 
criteria  shall  be  that  the  probability  of  undetected 
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data  transmission  errors  shall  be  less  than  0.17, 
per  aircraft  noise  event,  and  that  the  probability 
of  detected  errors  shall  be  less  than  1%.  The  former 
requirement  guarantees  that  less  than  one  aircraft 
noise  measurement  result  out  of  1000  will  include 
erroneous  data  from  transmission  errors;  the  latter 
requirement  insures  that  no  more  than  one  out  of 
every  100  flyovers  must  be  re-processed  or  discarded 
because  of  discovered  transmission  errors.  As  an 
example,  a measurement  system  which  contained  only 
an  acoustical  subsystem  might  be  required  to  have 
an  undetected  bit  error  rate  in  the  raw  data  of 
less  than  one  in  10,  given  that  a flyover  event 
contains  about  10^  bits  of  one-third  octave  band  data. 
This  error  rate  is  easily  achievable  for  some  trans- 
mission schemes  (e.g.,  local  coaxial  cable  or  parallel 
digital  signal  lines) , marginal  for  others 
(digital  cassette) , and  unachievable  without  error 
detection  and  correcting  codes  for  yet  others 
(1200  baud  voice-grade  dial-up  telephone 
lines) . If  more  than  one  subsystem  is  utilized, 
all  data  transmission  errors  shall  be  considered 
in  meeting  the  overall  transmission  performance 
criteria;  however,  it  is  expected  that  the 
acoustical  data  subsystem  will  be  the  area  of 
major  concern  because  of  the  large  amount  of  data 
required  per  event. 

2)  Accuracy.  The  accuracy  of  the  subsystem  output  shall 
not  be  affected  by  the  data  transmission  scheme 
chosen . 

3)  Resolution.  The  resolution  of  the  digital  encoding 
scheme  chosen  shall  be  at  least  as  great  as  the  sub- 
system accuracy.  If  the  acoustical  system  must  be 
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linear  within  0.1  dB  in  some  intensity  range,  then  the 
digital  resolution  of  the  acoustical  data  trans- 
mission system  must  be  0.1  dB  or  less  in  that  intensity 
range;  if  temperature  corrections  must  be  made  to 
the  nearest  degree  Celsius,  the  weather  subsystem 
transmission  must  resolve  at  least  one  degree. 

4)  Repeatability.  The  data  transmission  system  shall 
function  repeatably;  that  is,  identical  subsystem 
output  must  result  in  identical  input  to  the  data 
processing  subsystem,  within  the  error  and  accuracy 
constraints  discussed  above.  This  is  a requirement 
for  the  data  transmission  system,  but  not  necessarily 
for  the  individual  subsystem  input/output  repeatability, 
where  sampling  processes  may  require  more  elaborate 
repeatability  criteria. 

5)  Time  Coding.  Time  information  is  extremely  important 
in  aircraft  noise  measurement  for  aircraft  identi- 
fication as  well  as  data  synchronization.  Each  input 
shall  carry  information  sufficient  to  determine  the 
exact  time  of  each  input  datum  within  accuracies 
which  must  be  specified  for  each  subsystem.  It  is 
generally  preferred  that  the  subsystem  input  data 

be  transmitted  over  independent,  asynchronous  data 
paths  for  maximum  subsystem  independence,  so  suffi- 
cient time  information  must  be  available  for  the  DSI 
to  synchronize  the  input  data. 

7.1.2  Subsystem  Control 

The  SUBSYSTEM  CONTROL  function  shown  in  Figure  7.1 
controls  and  coordinates  the  major  subsystems.  Performance 
requirements  for  SUBSYSTEM  CONTROL  are  so  diverse  that  they  must 
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be  defined  for  the  specific  measurement  system  design.  In  any 
specific  design,  the  SUBSYSTEM  CONTROL  function  shall  be  specified 
in  a manner  which  assures  that  the  control  function  is  achievable. 
In  the  case  of  a fully  automated  system,  this  control  might  be 
exercised  by  the  DSI/FDA  processes  without  manual  intervention. 
Such  a system  might,  upon  detection  of  an  aircraft,  enable  the 
real  time  analyzers,  aim  a radar  antenna,  automatically  collect 
the  data,  and  then  disable  the  unneeded  subsystems.  In  the  case 
of  a portable  certification  system,  the  SUBSYSTEM  CONTROL  might 
consist  of  verbal  instructions  to  a technician  detailing  placement 
of  data  acquisition  systems,  and  some  type  of  telemetered  control 
for  turning  the  systems  on  and  off. 


7.1.3  Analysis  Control 

There  shall  be  an  ANALYSIS  CONTROL  function  which 
controls  any  variable  analysis  path  allowed  by  the  system,  or 
any  interactive  processing  required.  The  input  required  by 
this  function  shall  be  minimal  to  prevent  human  error  and 
to  speed  data  processing  time.  When  it  is  necessary  to  use 
previous  results  or  tabular  data  to  complete  a process  it  is 
expected  that  these  will  be  available  from  the  DATA  BASE  sub- 
system and  will  not  be  re-entered  through  the  ANALYSIS  CONTROL 
system. 


7.1.4  Data  Base  Access  and  Maintenance 

There  shall  be  provision  for  storing  and  retrieving 
computer -readable  information  which  is  to  be  used  repeatedly  in 
normal  system  processing.  Examples  of  such  data  are  atmospheric 
absorption  coefficients,  standard  flight  profiles,  instrument 
correction  factors,  calibration  data,  and  (whenever  possible) 
report  formats.  It  shall  be  easy  to  examine  and  alter  any  data 
contained  in  the  data  base. 
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7.1.5 


Data  Synchronization  and  Integration 


The  function  of  this  system  is  to  collect  the  incoming 
data  from  the  major  subsystems,  extract  data  relevant  to  an  aircraft 
noise  event,  and  compose  a data  packet  for  processing  by  the  analysis 
system.  The  data  packet  shall  be  carefully  specified  to  insure 
that  all  desired  system  analyses  can  be  performed  from  the  data 
packet  and  information  in  the  data  base  system. 

The  primary  purpose  for  the  DSI  is  to  allow  for  flexibility 
in  the  data  input  system.  It  should  be  possible  to  incorporate 
changes  in  the  configuration  of  any  input  subsystem  by  only  changing 
the  portion  of  the  DSI  directly  concerned  with  that  subsystem.  For 
example,  if  it  were  desired  to  change  from  a radar  tracking  system 
to  a laser  tracker,  the  portion  of  the  DSI  handling  the  TRACKING 
interface  might  be  changed,  but  the  data  packet  output  (and  hence, 
the  FDA  and  all  other  "downstream"  processes)  should  remain  unaltered. 
Any  system  design  shall  specify  the  methods  used  to  insure  subsystem 
independence  and  to  perform  input  data  reliability  checks.  The 
data  packet  shall  be  completely  specified,  and  the  types  of  analysis 
allowable  with  the  specified  data  packet  shall  be  listed.  If  the 
sensor  data  is  needed  for  purposes  other  than  noise  event  measure- 
ments, such  as  in  the  monitoring/research  system  described  in 
Section  9.0,  it  may  be  necessary  to  move  the  data  packet  creation 
function  to  FDA  to  allow  FDA  easy  access  to  raw  sensor  data. 

One  system  capability  which  must  be  provided  is  bench 
marking,  and  the  DSI  is  the  preferred  system  for  bench  mark 
incorporation.  Bench  marking  is  comparable  to  calibration  of  an 
analog  system.  A bench  mark  is  simply  a program  and  all  of  its 
required  input  data  which  can  be  re-run  after  any  system  changes 
to  demonstrate  that  the  output  is  unaltered.  As  a minimum  it  should 
be  possible  to  save  selected  data  packets  for  later  use  as  bench 
marks  for  the  FDA  system.  A preferable  procedure  is  to  save  all 
DSI  input  relevant  to  selected  events  so  that  both  the  DSI  and 
the  FDA  may  be  bench  marked. 
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7.1.6 


Flyover  Data  Analysis 


The  heart  of  the  data  processing  subsystem  is  the 
Flyover  Data  Analysis.  As  a minimum,  the  FDA  is  capable  of 
performing  EPNL  analysis  of  "as  measured"  acoustical  data.  For 
a certification  system,  sufficient  ancillary  data  and  processing 
capability  must  be  present  to  correct  the  "as  measured"  data  to 
standard  conditions.  The  minimum  capability  of  EPNL  analysis  is 
sufficiently  complex  as  to  require  some  type  of  computer  pro- 
cessing capability.  A minimum  measurement  system  might  require 
no  more  than  a laboratory  mini-  or  microcomputer  system,  or 
might  execute  in  batch  mode  on  a large,  general  purpose  computer 
system  available  for  other  uses.  A complex  research  system 
could  require  the  capabilities  of  a moderate  to  large  dedicated 
computer  system. 

7.1.7  Output  Reports 

The  system  shall  have  the  capability  of  generating 
reports  suitable  for  permanent  records.  The  reports  to  be 
generated  constitute  the  most  important  output  of  the  system,  and 
shall  be  carefully  designed  to  incorporate  all  relevant  data  in 
a concise,  readable  form.  It  is  desirable  that  the  FDA  system 
be  easily  alterable  to  change  the  format  of  reports  or  to  add  new 
types  of  reports. 


7.2  Data  Processing  Configurations 


The  following  paragraphs  describe  hardware/ software 
configurations  which  might  be  suitable  for  particular  aircraft 
noise  measurement  tasks.  The  key  factors  in  selection  of  a 
configuration  are  data  reduction  complexity  and  volume  of  data 
(number  of  flyovers)  to  be  analyzed.  All  of  the  following  con- 
figurations can  be  designed  to  meet  the  requirements  of  Section  7.1. 
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7.2.1 


Figure  7.2  shows  a typical  minicomputer/real  time  analyzer 
configuration  suitable  for  "as  measured"  analysis.  This  configuration 
and  the  software  necessary  for  EPNL  calculations  are  available  as 
standard  products  from  at  least  one  U.S.  manufacturer.  This  system 
is  suitable  for  "as  measured"  analysis  of  perhaps  100  overflights 
per  day,  given  the  manpower  to  distribute  and  collect  the  analog 
tape  recorders.  This  system  could  also  be  used  for  certification 
type  measurements,  but  the  enormous  amount  of  data  to  be  entered 
manually  for  correction  to  standard  conditions  would  restrict  the 
system  to  a throughput  of  a few  site-flyovers  per  day.  All  of 
the  functions  shown  in  Figure  7.1  except  the  FDA  are  provided 
manually  in  this  configuration;  the  FDA  is  a program  executed  on 
the  system  minicomputer. 

7.2.2  Batch  Processing  Cer t i f icat ion  System 

Figure  7.3  shows  how  a certification  system  might  be 
implemented  using  intermediate  tape  and  card  storage  and  a batch- 
oriented  central  processing  system.  The  acoustical  and  tracking 
systems,  which  produce  large  amounts  of  data  rapidly,  use  digital 
magnetic  tape  for  intermediate  storage  of  the  real  time  data.  The 
weather  and  aircraft  performance  data  are  punched  onto  computer 
cards  manually.  The  data  processing  is  then  performed  by  the 
central  computer  as  a two-step  process:  first,  the  DSI  system, 

a computer  program,  collects  the  data  into  event  data  packets; 
p,  second,  the  FDA  (another  program)  processes  the  packets  and  gen- 

erates the  required  reports.  The  subsystem  control  is  implemented 
by  manual  deployment  of  analog  recorders  and  recording  of  aircraft 
parameters,  etc. 

A system  of  this  design  is  capable  of  more  certification 
measurements  per  day  than  it  is  possible  to  collect  data  for.  The 
limitations  of  such  a system  are  in  long  turn-around  time  and 
consequent  lack  of  immediate  indication  of  the  proper  function  of 
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FIGURE  7.2  TYPICAL  STAND-ALONE  NOISE  MEASUREMENT  SYSTEM 


INTERMEDIATE 
STORAGE  MEDIA 


FIGURE  7.3  CERTIFICATION  SYSTEM  IMPLEMENTED  ON 
A LARGE  SCALE  BATCH  PROCESSOR 


all  subsystems.  Research  functions  which  require  man-machine 
interaction  are  also  difficult  on  this  system,  as  is  incorporation 
of  a large  number  of  measurement  sites. 

7.2.3  Dedicated  Real  Time  Research  System 

Figure  7. A shows  a possible  configuration  suitable  for 
doing  automated  data  collection  from  a large  number  of  measure- 
ment sites  on  a continuing  basis  for  aviation  noise  research.  The 
acoustical  input  comes  from  many  measurement  sites,  while  the  air- 
craft identification  is  provided  by  manual  input  or  by  the  ARTS  III 
system.  Other  systems,  such  as  surface  weather,  may  be  included 
as  appropriate.  The  DSI  and  FDA  functions  are  software  processes 
performed  on  a dedicated  (or  possibly  semi-dedicated)  real  time 
computer  system  of  the  large  minicomputer  size.  The  addition  of 
an  interactive  terminal  such  as  a cathode  ray  tube  (CRT)  terminal 
allows  constant  control  of  the  analysis  process  when  desired. 

A system  such  as  this  would  be  excellent  for  collecting 
large  amounts  of  aircraft  noise  data  in  an  environment  such  as  an 
airport.  Modular  expandability  of  the  DSI  would  allow  more  accurate 
or  additional  subsystem  input  to  be  handled  with  relative  ease. 
However,  operation  at  an  airport  also  implies  that  the  aircraft 
measured  are  not  likely  to  be  either  instrumented  for  operational 
parameter  transmission  or  tracked  by  a high  accuracy  tracking 
system,  so  that  certif ication-type  measurements  would  not  be  a 
normal  function  for  this  system. 
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SUBSYSTEM  CONTROL 


FIGURE  7.4  DEDICATED  REAL  TIME  RESEARCH  SYSTEM 


8.0 


A CERTIFICATION  NOISE  MEASUREMENT  SYSTEM 


A transportable  certification  noise  measurement  system 
is  discussed  in  this  section.  Primary  features  are  analog  tape 
recording  of  the  acoustical  data  at  the  measurement  sites  using 
battery  powered  equipment,  precise  laser  tracking  of  aircraft 
position,  and  a stand-alone  data  processing  system.  This  system 
could  be  taken  to  an  airport  and  set  up  in  approximately  two  days. 
The  configuration  was  chosen  to  be  an  illustrative  design  example 
that  includes  all  the  required  subsystems.  It  may  be  possible  for 
a particular  user  to  eliminate  some  subsystems  by  choosing  a test 
site  that  already  has  tracking  facilities  installed  for  other 
purposes  or  by  utilization  of  existing  computer  facilities  for 
data  reduction. 

8.1  Design  Considerations 

The  certification  system  requirements  are  greatly 
influenced  by  the  fact  that  the  aircraft  is  being  operated 
specifically  for  the  purpose  of  making  the  acoustical  measure- 
ments. This  allows  installation  of  such  aids  as  retroref lectors 
and  instrumentation  recording  devices  in  the  aircraft.  A given 
test  sequence  would  normally  consist  of  approximately  ten  flyover 
measurements  spanning  a few  days  time  span  with  considerable 
inactive  time  between  tests.  Therefore  it  is  reasonable  to  use 
manpower  intensive  analog  recording  techniques  in  which  the 
equipment  is  deployed  daily,  the  system  is  manually  calibrated, 
and  the  resulting  tapes  are  hand  carried  to  a central  processing 
site  for  analysis.  Also,  manual  recording  of  weather  measurement 
data  is  satisfactory. 

Certification  measurements  are  conducted  using  the 
measurement  locations  and  procedures  of  FAR  Part  36.  This  system 
will  perform  measurements  according  to  the  current  version  of  FAR 
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Part  36  and  the  proposed  rule  making  changes  as  attached  in 
Appendix  A.  Equipment  performance  requirements  of  FAR  Part  36 
are  reviewed  in  the  various  subsystem  chapters. 


8.2  System  Configuration 

A block  diagram  of  the  proposed  noise  certification 
measurement  system  is  shown  in  Figure  8.1  The  acoustical  data 
recording  equipment  consists  of  a portable  battery-operated  tape 
recorder,  microphone,  preamplifier,  and  a portable  FM  transceiver 
for  tape  recorder  activation  and  time  code  reception.  The  time 
code  is  broadcast  continuously  from  a central  test  control 
location.  The  off/on  control  of  the  tape  recorders  could  be 
accomplished  using  this  same  transmitter. 

Eight  acoustical  data  recording  packages  are  recommended 
even  though  a certification  measurement  can  possibly  be  made  with 
as  few  as  five  sets. 

A laser  tracking  system  is  proposed  as  the  ideal  system 
for  determining  the  aircraft  position  to  the  required  accuracy. 

It  is  mounted  in  an  instrumentation  van,  thereby  making  it  trans- 
portable. It  only  requires  a tracking  site  and  one  man  to  operate; 
however,  it  requires  a retroref lector  (approximately  6 inches  on 
a side)  attached  to  the  aircraft.  The  laser  tracker  may  also  be 
used  to  level  itself  and  survey  its  own  location  in  reference  to 
the  runway  and  to  locate  the  acoustical  measurement  sites  accurately. 
Tracking  is  automatic  after  manual  acquisition  of  the  target.  A 
TV  camera  is  provided  to  aid  in  acquisition  and  allow  video  recording 
for  documentation.  The  laser  tracker  provides  positional  data  in 
x,  y,  z coordinates  in  real  time  and  records  these  on  a digital 
magnetic  tape  along  with  a time  code. 


8-2 


i 1 r 


1 ACOUSTICAL  DATA  I 

| RECORDING  SUBSYSTEM  | I 

I I L 


■ 1 r 


AIRCRAFT  PERFORMANCE 


1 RECORDING  SUBSYSTEM  1 AIRCRAFT  TRACKING  SUBSYSTEf* 

I I I 


FIGURE  8. 1 


CERTIFICATION  NOISE  MEASl 


DATA  PROCESSING  SUBSYSTEM 


_J 


~l 


r 


TELEVISION 

MONITOR 


VIDEO  TAPE 
RECORDER 


FIGITAL  TAPE 
RECORDER 


TRACKING  SUBSYSTEM  I \ 

1 L 


CATION  NOISE  MEASUREMENT  SYSTEM  BLOCK  DIAGRAM 


TIME  CODE 
GENERATOR 


TIME  CODE 
TRANSMITTER 


WEATHER  DATA  SUBSYSTEM 


n 


j 


8-3 


A portable  telescoping  ten-meter  tower  is  provided  for 
the  weather  instrumentation  at  one  location.  The  wind  speed,  wind 
direction,  barometric  pressure,  temperature,  and  relative  humidity 
will  be  recorded  on  strip  chart (s)  from  sensors  mounted  on  the 
tower.  Weather  balloons  are  used  to  check  for  the  existence  of  non- 
homogenous  temperature/humidity  conditions  between  the  measurement 
sites  and  the  aircraft  position.  A motion  picture  camera  is  mounted 
in  the  aircraft  cockpit  to  photograph  the  instrument  panel  to 
document  engine  settings,  etc.  The  aircraft  clock  will  be  set  to 
the  time  code  clock  immediately  prior  to  each  test. 

The  analog  acoustical  data  tapes  and  the  digital 
tracking  tapes  are  hand  carried  to  the  data  reduction  facility. 

The  data  reduction  facility  is  a stand-alone  minicomputer  system 
which  includes  a one-third  octave  analyzer  and  time  code  reader. 

Data  processing  is  accomplished  in  a sequential  manner  under  soft- 
ware control.  Data  from  the  interim  steps  are  stored  in  the  disc 
memory.  The  processing  is  accomplished  using  straightforward 
system  commands  from  the  control  console.  The  software  is  designed 
to  merge  the  acoustical  data  with  the  tracking  and  weather  data 
and  perform  the  corrections  according  to  the  procedures  of  FAR 
Part  36.  Printing  and  plotting  of  interim  data  and  results  are 
at  the  option  of  the  operator.  The  final  output  is  a corrected 
EPNL  value  for  a flyover.  The  weather  data  are  input  by  typing 
on  the  console  the  values  with  the  appropriate  times. 


8.2.1  Acoustical  Data  Recording  Subsystem 


The  block  diagram  of  the  acoustical  data  subsystem, 
given  in  Figure  8.2,  shows  an  analog  magnetic  tape  recorder  as  the 
basic  data  recording  device.  The  tape  recorder  inherently  limits 
the  amount  of  data  that  can  be  collected  without  replacing  the 
magnetic  tape  reel.  For  portability,  a tape  recorder  using  a 
maximum  of  7 inch  reels  is  suggested.  This  would  provide  48  minutes 
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FIGURE  3.2  ACOUSTICAL  DATA  SUBSYSTEM  BLOCK  DIAGRAM 


I 


of  recording  time  per  reel  at  7-1/2  inches  per  second  tape  speed. 

The  tape  recorder  is  a three  track  unit;  two  channels  may  be 
staggered  in  gain  to  cover  a wide  dynamic  range  and  a third  channel 
records  the  IRIG-B  time  code  which  is  transmitted  to  the  acoustical 
data  collection  site  over  a VHF  FM  data  link.  The  FM  data  link  can 
also  provide  a control  signal  to  start  and  stop  the  recorder,  or 
to  insert  the  broadband  electrical  calibration  signal.  The  FM 
transceiver  is  of  the  commercial  portable  walkie-talkie  type.  The 
combination  of  the  portable  tape  recorder  and  small  FM  transceiver, 
both  of  which  operate  from  internal  batteries,  coupled  with  minimum 
control  and  calibration  circuits,  makes  a very  compact  measurement 
package.  Required  equipment  for  the  acoustical  data  subsystem, 
together  with  the  most  relevant  specifications,  are  given  in 
Table  8.1.  For  this  portable  measurement  package  a standard 
laboratory  1/2  inch  condenser  microphone  with  a foam  windscreen 
is  the  preferred  microphone.  The  preamplifier  equalization  could 
be  built  into  the  tape  recorder  to  minimize  the  size  of  the  portable 
package . 

8.2.2  Weather  Instrumentation 


A telescoping  10  meter  tower  that  is  about  3-1/2  meters 
long  when  contracted  is  used  for  mounting  the  weather  instruments. 
These  instruments  accommodate  the  following  ranges: 


Relative  humidity 
Barometric  pressure 
Wind  direction 
Wind  speed 
Temperature 


0 - 100% 

22  - 32  inches  Hg 
0 - 360  degrees 
2 mph  - 100  mph 
-AO  - +120°F 


The  outputs  are  recorded  on  a chart  for  manual  reading  and  entry 
into  the  data  reduction  system.  Also,  weather  balloons  are  released 
and  tracked,  using  the  laser  tracker  to  determine  their  position 
accurately,  to  obtain  relative  humidity  and  temperature  data. 
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TABLE  8 . 1 


EQUIPMENT  FOR  ACOUSTICAL  DATA  SUBSYSTEM 


Name 


Relevant  Specifications 
and  Characteristics 


Microphone 


Preamp  1 if ier 


1/2  inch  condenser  per  IEC  179 
(tripod  mount) 

Preemphasis  of  6 dB/octave  starting 
at  2 kHz 


Broadband  Calibration  Stability,  +0.2  dB 

Signal 


Decoding  Logic  and 
Command 


F*M  Transceiver 


Recorder 


Calibration  inject  off/on 
Recorder  off/on 
Standby  for  low  power 

Receiver  sensitivity,  0.35  yV 
Transmitter  power,  2 watts 

Record  and  playback  response  (direct) 
at  7%  ips , 25  Hz  to  20  kHz 
Signal  to  noise  ratio  , 60  dB 
Power , 12V  at  240  mA 


flf 

8.2.3  Tracking  Subsystem 

The  laser  tracking  system  is  available  from  at  least 
one  vendor  as  a proven  system.  It  is  a convenient  system  to  use 
because  it  operates  from  a single  location  and  can  be  used  to 
survey  in  its  own  position.  It  has  a self-contained  minicomputer 
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and  therefore  can  do  coordinate  transformation  and  other  convenient 
calculations.  Real  time  printouts  or  plots  may  be  provided  to 
assist  in  determining  if  a run  is  a good  one  and  to  provide  voice 
communication  feedback  to  the  pilot  to  guide  him  along  the  exact 
flight  track  desired.  External  electrical  power  is  required  for 
this  system.  It  can  be  installed  in  a trailer  20  feet  long  that 
would  also  serve  as  the  central  control  point  for  data  collection. 
The  system  specifications  are  given  in  Table  8.2. 

8.2.4  Data  Analysis  Subsystem 

The  hardware  required  for  the  stand-alone  data  analysis 
system  is  shown  in  Figure  8.1.  This  is  a minicomputer  system  with 
the  addition  of  a-  one-third  octave  band  analyzer  and  time  code 
reader.  The  requirement  for  the  one- third  octave  analyzer  were 
given  in  the  acoustical  data  subsystem  description  in  Section  3.3. 
The  time  code  equipment  is  commercially  available  using  several 
data  formats.  The  Interrange  Instrumentation  Group,  IRIG-B,  format 
is  ideal  for  this  application.  After  processing  of  the  analog  tapes 
through  the  one-third  octave  band  analysis  equipment,  the  digital 
band  level  data  are  stored  on  the  disc  for  merging  with  the  other 
data.  From  this  point  on  the  data  analysis  equipment  requirements 
are  similar  to  those  for  the  research  system,  even  though  the 
amount  of  data  to  be  processed  is  less  and  no  real  time  inputs  are 
provided  as  they  are  in  the  research  system.  The  pertinent  speci- 
fications for  this  equipment  are  shown  in  Table  9.1. 

8.3  Data  Processing  Software 

The  software  provided  with  the  system  performs  all  the 
data  handling,  data  manipulation,  and  printing  necessary  for  EPNL 
calculations  according  to  the  procedures  of  FAR  Part  36.  System 
control  is  through  the  console  printer  by  the  use  of  short  commands. 
The  operator  is  not  required  to  understand  computer  programming; 
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TABLE  8.2 

TRACKING  SUBSYSTEM  SPECIFICATIONS 


Parameter 

Specifications 

COVERAGE 

Azimuth : 
Elevation : 

Range : 


+350° 

-3°  to  +105°  (dynamic  specifications  apply 
for  -5°  to  _45°  elevation) 

25  nautical  miles  through  touchdown  and 
rollout  (dependent  on  visibility  conditions) 


SYSTEM  ACCURACY 
Azimuth : 


Elevation : 


Range : 


+ 20  arc  seconds  at  all  ranges  including 
touchdown  and  rollout 

+ 20  arc  seconds  at  all  ranges  including 
touchdown  and  rollout 

+ 1 foot  for  target  ranges  out  to  5 nautical 
miles 

+ 2 feet  for  target  ranges  5 to  10  nautical 
miles 

+ 5 feet  for  target  ranges  at  25  nautical 
miles 


MAXIMUM  ANGULAR  RATE 
IN  AUTOMATIC  MODE 

Azimuth:  500  mrad/sec 

Elevation:  50  mrad/sec 


MAXIMUM  ANGULAR 
ACCELERATION  IN 
AUTOMATIC  MODE 

Azimuth : 

Elevation : 


2 

80  mrad/sec 

2 

80  mrad/sec 


DATA  SAMPLE  RATE 


100,  50,  20,  10  samples  per  second  (switch 
selectable) 
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TABLE  8.2  - Continued 


Parameter 

Specif ications 

DATA  ENCODERS 

Azimuth : 

18  bits 

Elevation : 

18  bits 

Range : 

18  bits 

Az  Error : 

5 bits 

El  Error: 

3 bits 

LEVELING  ACCURACY 

+ 0.025  mrad 

ENVIRONMENTAL 

CONDITIONS 

(OPERATING) 

Ambient  temperature  0°F  to  110°F 
Relative  humidity  0 to  1007, 

Wind  0 to  50  knots 

however,  the  system  is  designed  in  such  a way  that  a skilled  operator 
can  easily  perform  additional  jobs  not  covered  in  the  basic  commands. 
This  will  require  an  operating  system  similar  to  the  one  discussed 
in  Section  9.3,  the  requirements  will  not  be  repeated  here.  The 
research  system  discussed  in  Section  9.3  also  has  the  capability  of 
performing  FAR  Part  36  measurements;  therefore  all  the  subroutines 
required  are  included  in  that  software  discussion. 

8.4  Summary  Specifications  and  Costs 

The  performance  features  and  costs  of  the  recommended 
certification  noise  measurement  system  are  given  in  this  section. 
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This  system  was  intended  to  be  as  generally  useful  as  possible. 

In  this  respect  it  is  totally  self-sufficient  as  it  does  not 
depend  on  inputs  from  a separate  tracking  system  or  use  of  external 
computer  facilities.  In  specific  tests  where  existing  recording, 
tracking,  weather,  and/or  data  processing  equipment  is  available, 
the  cost  may  be  considerably  reduced  and  the  system  configuration 
may  be  quite  different  and  still  meet  the  measurement  objectives. 
Most  of  the  practical  subsystem  approaches  have  been  discussed  in 
the  preceding  subsystem  chapters. 

8.4.1  Performance  Characteristics 

Acoustical  data  system: 

2-  track  analog  tape  recorder 

1/2  inch  condenser  microphone  with  windscreen 
Time  code  transceiver 

Data  recorded  on  1/4  inch  magnetic  tape 

Tracking  system: 

Laser  tracking 
Only  one  site  required 
Range  20  miles 
Accuracy:  range,  + 1 meter 

angle  , + 0.5  mil 

Retroref lector  mounted  on  aircraft 
TV  system  for  acquisition  and  data  recording 
^ Digital  data  output  recorded  on  9 track  tape 

Aircraft  data  system: 

Cockpit  camera  for  monitoring  instrument  panel 

Weather : 

10  meter  portable  telescoping  tower  with  relative 

humidity,  barometric  pressure,  temperature,  wind 
speed,  wind  direction  instruments 
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Radiosonde  balloons  for  recording  temperature  and 
relative  humidity  variables  with  height 
Portable  temperature,  wind  speed,  wind  direction, 

relative  humidity  instruments  for  site  measurements 

Software : 

Flexible  operating  system  capable  of  program  development 
and  editing 

Application  programs 

a.  acoustical  data  analysis  (one-third  octave) 

b.  merge  acoustical,  tracking,  and  weather  data 

c.  calculate  PNL 

d.  calculate  EPNL 

e.  apply  position  and  weather  corrections 

f.  print  and  plot 

(This  program  prints  and/or  plots  the  stored 
data,  interim  calculations,  and  final  results. 
The  operator  has  control,  using  simple  keyboard 
commands,  of  results  to  be  plotted.) 

Data  processing  system: 

Data  inputs 

Acoustical  data  from  analog  tape 
Tracking  data  from  digital  tape 
Other  data  and  control  through  keyboard 
One-third  octave  band  spectrum  analyzer 
Time  code  reader 
Disc 

Minicomputer 

Printer 

Plotter 

9 track  digital  tape  deck 
Control  console 
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8.4.2 


Costs 


The  cost  of  the  recommended  certification  system  would 
be  between  $505K  and  $1.25M.  These  costs  include  the  purchase 
of  the  equipment  and  assembly  of  the  separate  equipment  items 
into  an  operational  system  by  a contractor.  The  lower  price 
would  be  illustrative  of  a minimum  system  with  limited  operator 
conveniences.  The  higher  price  would  include  the  purchase  of 
more  expensive  hardware  for  all  items  thereby  providing  better 
system  reliability  and  more  convenient  operation.  Also  the 
ultimate  procurement  specification  and  therefore  the  price  will 
be  influenced  by  the  detailed  task  requirements,  including  how 
much  the  system  will  be  used  and  where,  as  well  as  the  importance 
placed  on  rapid  data  analysis  and  other  system  features. 

The  cost  breakdown  in  Table  8.3  is  for  a complete 
system.  The  system  cost  is  dominated  by  the  cost  of  the  laser 
tracker;  however,  this  cost  is  justified  in  portability  and 
accuracy  achieved  by  this  system  in  relation  to  any  other 
alternatives.  Other  alternatives  are  given  in  detail  in 
Section  4.0.  Some  lower  cost  tracking  techniques  can  be  used 
to  meet  limited  objectives  but  for  a complete  FAR  Part  36  system 
that  would  be  used  for  actual  certification  tests  the  laser 
tracker  is  recommended.  For  a limited  number  of  tests  it  would 
be  possible  to  share  the  existing  laser  tracking  system  at  NAFEC 
with  other  active  programs  or  to  lease  a system  from  a commercial 
system  owner. 

The  basic  hardware  costs  for  a typical  certification 
system  using  good  quality  equipment  is  shown  in  Table  8.4.  These 
costs  represent  the  hardware  shown  in  the  block  diagram  of 
Figure  8.1. 
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TABLE  8 . 3 


CERTIFICATION  SYSTEM  COSTS  FOR  SYSTEM 
WITH  8 SETS  OF  ACOUSTICAL  DATA  COLLECTION  EQUIPMENT 


Acoustical  data  set  (total  for  8 sets) 

/V 

Weatl  -rr  equipment 
Software 

Data  processing  and  recording  central  site 
Tracking  system 

Aircraft  performance  data  system 


Cost  Range 


Radiosondes  cost  $50  to  $150  each  in  quantities  of  100  or  greater 


TABLE  8.4 


TYPICAL  CERTIFICATION  SYSTEM  EQUIPMENT  COSTS 


P P . Co  s t 

System  Component 

Acoustical  Data  Subsystem 

Microphone  $ 2 700 

Tape  recorder  5 300 

Receiver  and  control  (each  site)  3 100 

$ 11  100 

Data  Processing 

Analog  tape  recorder  $ 5 300 

One-third  octave  band  analyzer  13  500 

Computer  22  000 

Time  code  generator/reader  3 500 

Disc  16  900 

Digital  tape  6 500 

Console  printer  3 300 

Line  printer  3 500 

Plotter  5 000 

$ 79  500 

Aircraft  Performance  Subsystem 

Cockpit  camera  $ 2 200 

Time  code  receiver  and  display  5 500 

$ 7 700 

Aircraft  Tracking 

TV  camera  and  recorder  $ 30  000 

Laser  tracker  425  000 

Digital  tape  5 000 

Time  code  generator  3 500 

Time  code  transmitter  1 800 

$465  300 
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TABLE  8. A - Continued 


TYPICAL  CERTIFICATION  SYSTEM  EQUIPMENT  COSTS 


System  Component  Cost 


Weather  System 

Tower  (portable)  $ 1 500 

Sensors  3 000 

Recorders  (strip)  3 000 

Balloon  receiver  5 200 

Recorder  digital  and  scanner  4 000 

$ 16  700 


\ 
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9.0 


A RESEARCH  NOISE  MEASUREMENT  SYSTEM 


A noise  measurement  system  designed  to  meet  a broad 
range  of  research  objectives  is  described  in  this  section.  In 
keeping  with  the  FAA  responsibility  in  aircraft  noise  research, 
this  system  is  directed  primarily  toward  the  measurement  and  study 
of  aircraft  generated  noise  in  the  vicinity  of  an  airport  and  the 
effect:  on  this  noise  of  such  variables  as  weather,  aircraft  flight 
procedures,  etc. 

This  design  presents  overall  performance  capabilities 
and  is  not  a detailed  technical  specification.  Therefore  specifi- 
cations are  given  only  where  they  contribute  to  the  understanding 
of  the  system  operation  or  are  necessary  to  illustrate  a capability 
Specific  research  objectives  were  defined  in  Section  2.3.1.  The 
system  is  capable  of  making  measurements  to  FAR  Part  36  require- 
ments when  augmented  with  special  positional  tracking  aids  such 
as  a transponder,  but  is  not  especially  oriented  toward  these  kinds 
of  tests. 

9.1  Design  Considerations 

To  meet  the  largest  number  of  research  objectives,  it 
is  obvious  that  data  must  be  collected  over  long  periods  of  time 
and  thus  that  large  volumes  of  data  may  be  generated.  These 
considerations  dictate  that  a real  time  computer  controlled  data 
collection  system  must  be  used,  capable  of  collecting  data  without 
operator  intervention  for  48  hours  or  longer.  As  in  any  research 
environment,  flexibility  and  adaptability  of  the  equipment  is 
important.  The  needed  flexibility  is  provided  by  the  minicomputer 
through  software  control  of  the  data  collection  and  analysis  proces 

For  versatility  it  should  also  be  possible  to  manually 
enter  time  correlated  data,  such  as  aircraft  type,  into  the  system 


and  tie  these  data  to  specific  noise  and  other  events  for  later 
processing.  The  greatest  flexibility  in  the  acoustical  data  col- 
lection and  analysis  would  be  provided  by  having  the  raw  50  Hz  to 
10  kHz  band  acoustical  data  brought  to  the  central  data  collection 
site.  The  transmission  of  these  100  dB  dynamic  range  broadband 
acoustical  signals  from  many  measurement  locations  within  a several 
mile  radius  of  the  airport  presents  technical  and  practical  problems. 
However,  at  the  cost  of  additional  microphone  site  hardware  (one- 
third  octave  analyzer  and  digital  data  transmission  equipment)  it 
is  possible  to  reduce  the  data  rate  so  that  these  data  may  be 
collected  using  standard  voice  grade  telephone  lines.  Transmitting 
at  a 1200  baud  rate,  the  one-third  octave  band  levels  may  each  be 
updated  every  0.5  second.  This  convenience  is  not  achieved  without 
some  loss  of  capability.  Specifically,  there  are  experiments  that 
require  narrow  band  frequency  analysis,  greater  than  0.5  second 
sample  rates,  fast  averaging  time,  audio  signal  correlation,  and 
audio  tape  recording  of  the  broadband  audio,  none  of  which  could 
be  performed  with  this  version  of  the  system. 

The  remote  microphone  site  hardware,  including 
microphones,  must  be  suitable  for  continuous  operation  in  field 
environments.  The  duration  of  the  experiments  and  permanency 
of  the  measuring  site  locations  make  it  practical  to  provide 
telephone  lines  and  electrical  power  to  the  sites. 

Some  of  the  research  goals  require  that  aircraft 
location  be  known  as  a function  of  time.  As  this  system  is 
intended  to  measure  aircraft  during  normal  operation  at  a busy 
airport,  it  is  impossible  to  provide  tracking  aids  on  each  air- 
craft. Therefore,  a versatile  tracking  subsystem  consisting  of  a 
10  gHz  radar,  augmented  by  a coaxially  mounted  TV  camera,  was 
selected.  In  the  auto  acquisition,  skin  tracking  mode,  this 
system  can  provide  real  time  data  without  an  operator.  Video 
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recording  of  the  TV  picture  can  be  used  for  manual  aircraft  type 
identification.  Several  of  the  other  tracking  subsystems  described 
in  Section  4.0  provide  unique  capabilities  that  are  ideally  adapt- 
able to  specific  research  projects  and  should  be  used  to  augment 
this  system  as  needed. 

9.2  System  Configuration 

A complete  block  diagram  of  the  proposed  research 
system  is  shown  in  Figure  9.1.  Each  acoustical  monitoring  site 
is  connected  to  the  central  data  recording  and  analysis  site  by 
two  voice  grade  telephone  lines.  One  line  is  used  for  the  digital 
data  representing  the  measured  acoustical  and  weather  parameters. 

This  data  line  also  carries  simultaneous  digital  control  signals 
from  the  central  site  to  the  acoustical  monitoring  sites  for 
control  of  such  functions  as  calibration  and  analyzer  gain  setting. 
The  second  line  carries  the  audio  signal  from  the  acoustical  site 
to  the  central  site  for  source  identification  and  other  purposes. 

The  audio  must  be  frequency  band  limited  and  amplitude  compressed 
to  be  compatible  with  telephone  line  specifications. 

The  weather  parameters  of  wind  speed,  wind  direction, 
barometric  pressure,  temperature,  and  relative  humidity  are 
digitized  and  multiplexed  into  the  same  data  stream  as  the 
digital  data  representing  the  acoustical  levels.  The  data  set 
transforms  the  serial  digital  data  stream  into  a frequency 
modulated  format  for  transmission  over  the  telephone  line. 

The  system  is  configured  to  accommodate  up  to  32  acoustical 

data  sites  simultaneously  with  some  constraints  in  data  processing 
as  noted  in  a later  section.  The  acoustical  da' a site  may  be 
located  anywhere  that  telephone  lines  and  electrical  power  can  be 
provided . 
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FIGURE  9-1  RESEARCH  SYSTI 


AIRCRAFT  TRACKING  EQUIPMENT 


RESEARCH  SYSTEM  BLOCK  DIAGRAM 


The  tracking  system  is  a 10  gHz  radar  with  a coaxially 
mounted  TV  camera.  This  system  is  intended  to  provide  three 
dimensional  aircraft  location  correlated  in  time  with  the  acous- 
tical measurements.  Operating  without  transponders,  its  accuracy 
is  not  sufficient  for  certification  measurements;  however,  when 
properly  located  relative  to  the  flight  path  under  study  (see 
Section  4.0  for  limitations),  it  can  economically  provide  suffi- 
cient accuracy  for  a broad  range  of  experiments.  It  can  obviously 
track  only  one  aircraft  at  a time  and  is  best  used  with  an  operator 
for  target  acquisition;  however,  it  would  be  possible  to  preprogram 
the  auto  acquisition  three  dimensional  window  in  space  for  special 
research  projects.  The  TV  tracking  can  be  used  for  target  acqui- 
sition, enhancement  of  angular  resolution,  recording  of  the  aircraft 
type  for  later  identification,  and  other  purposes.  A special 
digital  multiplexer  would  transmit  the  three-dimensional  coordinates 
to  the  central  recording  and  processing  site. 

The  versatile  data  recording  and  processing  site  has  a 
minicomputer  with  several  peripherals  as  shown  in  Figure  9.1  for 
data  storage,  output  display  printing  and  plotting,  and  system 
control.  All  the  equipment  interactions  are  controlled  by  the 
system  software,  which  allows  collection  and  analysis  to  be  tailored 
to  the  specific  experiment.  Special  software  routines  available 
on  the  disc  could  be  combined  in  various  ways  for  each  specific 
experiment.  The  operator  controls  the  system  through  the  keyboard 
on  the  console  teleprinter.  Through  this  console  the  prepared 
programs  and  special  programs  are  combined  to  meet  the  specific 
research  objectives.  The  operator  may  also  input  special  data  such 
as  aircraft  identification  through  this  device. 

The  digital  acoustical  and  weather  data  are  received 
continuously  and  simultaneously  from  the  measurement  locations. 

The  tracking  data  are  also  received  continuously.  This  is  a 
tremendous  amount  of  data  and  it  is  impractical  to  record  each 
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0.5  second  sample  of  data  sent  from  each  site  continuously; 
therefore,  the  software  Selects  data  that  represent  an  aircraft 
flyover  and  combines  these  into  a data  packet  for  the  flyover 
(event  data),  which  may  be  stored  for  later  detailed  analysis 
such  as  EPNL  calculations,  etc.  Also,  these  data  may  be  processed 
immediately  and  simultaneously  with  detailed  data  event  storage 
to  provide  long  term  parameters  (cumulative  measures)  such  as 
histograms,  T time  above  a threshold,  HNL,  etc.,  converting 
these  data  to  hourly  averages  and  thus  greatly  reducing  the  storage 
requirements . 


When  convenient,  the  stored  event  and  cumulative  data 
can  be  analyzed  by  statistical  techniques,  assembled  in  reports, 
or  used  for  any  other  special  application. 

9.2.1  Acoustical  Data  Site  Equipment 

The  acoustical  data  site  equipment  combines  the  weather 
and  acoustical  data  subsystems;  however,  either  subsystem  may  be 
used  without  the  other  if  both  types  of  data  are  not  needed  at  a 
site.  The  site  equipment  can  be  assembled  from  commercially 
available  equipment,  except  for  the  digital  multiplexer  and  the 
weather  digitizer,  which  are  straightforward  custom  interfaces 
between  the  acoustical  and  weather  instruments  and  the  data  set. 

The  complete  instrumentation  package,  exclusive  of  microphone  and 
weather  sensors,  could  be  housed  in  a weatherproof  box  30  x 24  x 20 
inches,  mounted  on  the  telephone  pole  that  supports  the  microphone 
and  weather  sensors.  The  recommended  microphone  would  be  a weather 
protected  1/2  inch  diameter  microphone  with  integral  windscreen. 

The  acoustical  signal  is  processed  by  the  one-third  octave  band 
analyzer.  The  analyzer  provides  a digital  output  for  each  of  the 
24  one-third  octave  band,  0.5  second  samples.  To  provide  for 
continuous  data  collection  with  little  dead  time,  the  octave  band 
levels  are  dumped  in  a very  short  time  to  a first-in/ first-out 
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memory  in  the  digital  data  multiplexer,  where  they  are  stored  for 
serial  transmission  during  the  sample  interval.  This  allows 
sampling  all  the  data  channels  at  the  same  instant  in  time.  The 
d namic  range  of  the  analyzer  is  60  dB  and  the  gain  may  be  adjusted 
in  10  dB  steps  under  program  control  from  the  central  site.  In 
parallel  with  the  analyzer,  there  is  an  A-weighted  channel  that 
detects  and  digitizes  the  signal  over  a 100  dB  dynamic  range.  The 
digital  output  of  the  A-weighted  channel  is  also  sampled  each 
0.5  second  and  stored  in  the  multiplexer  for  transmission.  The 
resolution  of  the  acoustical  data  channels  is  0.25  dB  minimum  and 
0.1  dB  preferred.  A reference  calibration  level  is  applied  to  all 
the  acoustical  data  by  periodic  insertion  of  a pink  noise  signal 
into  the  microphone  line.  This  signal  calibrates  all  the  one- 
third  octave  bands  and  the  A-weighted  channel.  The  calibration 
is  under  program  control  or  can  be  introduced  by  the  operator  with 
a keyboard  command.  The  calibrate  control  command  is  a special 
character  transmitted  by  the  central  site  computer  which  is 
recognized  by  hardwired  logic  in  the  calibrate  control  circuitry. 

The  weather  sensors  are  commercial  devices  available 
from  several  manufacturers.  These  normally  have  analog  outputs, 
which  must  be  converted  to  digital  form  before  transmission  to 
the  central  site. 


The  parameters  to  be  measured  are: 


Relative  humidity 
Barometric  pressure 
Wind  direction 
Wind  speed 
Temperature 


0 - 100% 

22  - 32  inches  Hg 
0 - 360  degrees 
2 mph  - 100  mph 
-40  - +120°F 


The  analog  outputs  are  digitized  for  transmission  to 
the  central  site  by  combining  the  weather  data  with  the  acoustical 
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data  in  the  digital  multiplexer.  The  data  handling  requirements 
are  discussed  in  the  following  section. 

9.2.2  Data  Transmission  Equipment 

The  transmission  of  the  acoustical  and  weather  data, 
both  at  a rate  of  one  sample  each  0.5  second,  can  be  accomplished 
using  1200  baud  transmission  equipment.  The  1200  baud  rate  is 
the  lowest  standard  rate  that  will  transmit  all  the  data.  Using 
a standard  baud  rate  allows  the  system  to  interface  with  the 
computer  using  readily  available  hardware.  The  data  set  frequency 
modulates  the  serial  data  stream  for  transmission.  The  data 
transmitted  are  asynchronous,  using  a 10  bit  code  which  allows 
7 bits  of  data  and  start,  stop,  and  parity  bits  for  each  "character." 
(A  character  means  one  of  these  packets  of  7 bit  of  data.)  Normally 
these  7 bits  represent  the  ASCII  format  of  numbers,  letters,  and 
symbols . 


The  one-third  octave  band  analyzer  produces  three  BCD 
digits  of  data  per  channel  for  each  of  the  24  channels  for  each 
0.5  second  sample.  The  A-weighted  channel  also  produces  three 
BCD  digits  per  0.5  second  sample.  A frame  synchronization  char- 
acter, one  status  character,  and  a longitudinal  check  character 
are  added  for  data  integrity.  Weather  information  of  three  digits 
are  also  required.  Two  digits  represent  the  value  and  one  digit 
the  parameter  identifier,  e.g.,  temperature.  Therefore,  for  weather 
a readout  of  the  value  of  each  parameter  will  be  provided  every 
5th  frame  or  2.5  seconds. 

By  packing  the  three  digit,  12  bit  BCD  data  into  two 
7 bit  characters  instead  of  using  three  ASCII  characters,  the 
data  rate  may  be  kept  below  1200  baud.  This  format  also  retains 
the  capability  for  a parity  bit  and  frame  status  bit  in  each 
character,  thus  retaining  two  of  the  advantages  of  the  ASCII 
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format.  The  data  are  formatted  in  0.5  second  frames  by  the  digital 
multiplexer.  Each  0.5  second  frame  will  have  60  characters.  The 
frame  is  illustrated  below. 


0.5  Second  Frame 


SYNC 


STAT  1 

A 

21J 

1 

1 

1 j 

,24j 

M 

WP 

i 

1 

WD 

1 T 


LC 


<e- 


60  Characters 


The  frame  synchronization  character  (SYNC)  is  a unique  identifier 
for  the  beginning  of  the  frame.  The  second  character  (STAT)  is  a 
status  character  that  indicates  the  gain  setting  of  the  spectrum 
analyzer,  the  calibrate  on/off  for  acoustical  data,  and  other 
special  conditions  at  the  acoustical  data  site.  The  next  two 
characters  represent  the  A-weighted  sound  level  packet  in  two 
7 bit  characters.  The  next  48  characters  represent  the  band 
levels  for  the  24  one-third  octave  bands,  with  two  characters 
required  for  each  band  level.  The  next  character  (WP)  indicates 
which  weather  parameter  is  being  transmitted  and  the  next  two 
characters  (WD)  contain  the  value  of  the  weather  parameter  being 
transmitted.  The  LC  character  is  a longitudinal  parity  check 
character.  The  four  remaining  character  times  are  held  in  the 
marking  condition  to  insure  frame  synchronization. 

9.2.3  Data  Storage  and  Analysis  Equipment 

The  data  storage  and  analysis  is  performed  by  a real 
time  minicomputer  system.  Acceptable  computers  with  compatible 
peripherals  are  available  from  several  vendors.  Real  time  inputs 
are  received  from  the  32  acoustical  data  sites  as  well  as  the 
tracking  radar.  These  real  time  inputs  are  multiplexed  into  the 
computer  by  a cunnuni cat  ion  multiplexer  internal  to  the  computer 
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hardware.  Under  program  control,  the  computer  routes  these  data 
to  the  disc  for  storage,  with  or  without  interim  processing.  Only 
data  from  sites  exposed  to  aircraft  noise  events  are  retained  in 
detail.  The  computer  can  automatically  define  probable  aircraft 
events  based  on  level,  duration,  etc.,  and  automatically  store  the 
data  at  such  times.  Detailed  data  at  other  times  are  used  only 
for  cumulative  measures  and  then  discarded.  Detailed  data  would 
normally  be  stored  on  the  disc  in  "event"  blocks  identified  by 
time  of  occurrence.  The  detailed  data  could  then  be  further 
processed  and  new  parameters  calculated  that  would  reduce  the  data 
storage  requirements,  thereby  releasing  the  raw  data  storage  space. 

The  one-third  octave  band  spectra  and  PNLT  time 
histories  can  be  stored  in  digital  format  on  the  disc  or  magnetic 
tape.  A minimum  of  200  time  histories,  each  lasting  30  seconds 
and  consisting  of  sixty  0.5  second  samples  of  each  of  the  24  one- 
third  octave  band  levels,  can  be  stored  on  a single  disc  pack  along 
with  appropriate  header,  tracking,  and  calibration  information. 

A single  disc  pack  could  easily  store  2000  PNLT  time  histories. 

A permanent  data  bank  of  the  time  histories  or  spectra  can  be 
assembled  by  transferring  the  data  from  the  disc  to  the  digital 
magnetic  tape  periodically. 

The  several  output  peripherals  — CRT,  console 
teleprinter,  line  printer,  X-Y  plotter  — provide  the  versatility 
of  output  that  makes  the  research  system  adaptable  to  the  various 
experimental  goals. 

The  time  code  generator  provides  accurate  time  to  the 
computer  for  recording  with  the  input  data. 

The  status  display  is  a map  indicating  each  monitoring 
location  by  a pilot  lamp  which  is  turned  on  under  computer  control 
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to  show  activity  at  that  site.  Also  meters  or  a CRT  display 
showing  the  A-weighted  sound  level  at  each  site  are  provided 
for  operator  convenience. 

The  pertinent  specifications  for  the  lata  processing 
subsystem  hardware  are  given  in  Table  9.1. 

9.2.4  Tracking  Data  Subsystem 

The  research  system  tracking  data  subsystem,  shown  in 
Figure  9.1,  is  composed  basically  of  an  X-band  radar  and  a tele- 
vision (TV)  camera  equipped  with  a telephoto  lens  having  a remotely 
controlled  zoom  capability.  Also,  in  order  to  measure  aircraft 
position  according  to  FAR  Part  36  requirements,  tracking  of  a 
particular  "spot"  on  the  aircraft  is  required.  For  this  partic- 
ular purpose,  the  aircraft  must  be  equipped  with  a radar  transponder 
which  transmits  a signal  upon  radar  interrogation. 

The  tracking  system  can  operate  in  several  modes  with 
corresponding  different  levels  of  accuracy.  Possible  modes  of 
operation  are  these: 

a.  Radar  transponder  mounted  on  aircraft. 

b.  Radar  skin  tracking 

c.  Radar  skin  tracking  for  range  determination  combined 
with  manual  TV  tracking  for  azimuth  and  elevation 
information . 

The  radar  transponder  method  provides  the  greatest  tracking 
accuracy,  since  it  provides  a fixed  point  on  the  aircraft  as  a 
target.  However,  special  installation  of  the  transponder  on  the 
aircraft  is  required,  limiting  this  application  to  certification 
tests  and  special  research  projects. 
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Radar  skin  tracking  is  available  for  studies  in  which 
transponder  installation  is  not  practical.  The  accuracy  is  reduced 
from  that  achievable  with  the  transponder  to  the  basic  radar 
accuracy,  degraded  by  the  uncertainty  of  the  point  of  reflection. 
Variations  of  approximately  the  size  of  the  aircraft  may  be 
encountered.  The  television  system  may  be  used  to  aid  in  target 
acquisition  and  to  enhance  azimuth  and  elevation  accuracy,  especially 
when  ground  reflections  interfere  with  the  radar  signals. 

With  proper  location,  the  basic  radar  system  will  provide 
sufficient  accuracy  to  meet  FAR  Part  36  noise  certification  require- 
ments. The  slant  range  to  the  aircraft  at  the  point  of  maximum 
noise  can  be  measured  sufficiently  well  that  the  worst-case  cor- 
rection to  the  noise  level  due  to  position  inaccuracy  is  less  than 
0.5  dB.  This  radar  system  is  small  enough  so  that  it  can  be 
mounted  on  a central  station  van  containing  the  required  data 
processing  equipment.  Hardware  is  available  from  at  least  one 
vendor . 

The  recommended  unit  is  an  X-band  radar,  which  uses  a 
4 foot  diameter  parabolic  reflector.  Range  and  angular  resolution 
available  are  + 10  meters  and  + 1 mil  (0.056  degrees),  respectively. 
An  alternative  radar  system  to  provide  greater  accuracy  would  be 
much  larger  and  more  complex,  requiring  a separate  trailer  and  van. 
Nominal  range  and  angular  resolution  available  from  this  type  of 
radar  system  are  + 5 meters  and  +0.1  mil,  respectively.  Either 
radar  system  normally  requires  an  operator;  however,  either  can 
be  programmed  to  search  and  acquire  targets  automatically.  Both 
radar  sets  provide  digitally  encoded  elevation  and  azimuth  data 
for  input  to  the  data  processing  system. 


9.2.5 


Other  Inputs 


The  proposed  hardware  configuration  shown  in  Figure  9.1 
provides  several  possibilities  for  the  input  of  data  other  than 
the  weather,  acoustical,  and  tracking  data  normally  available  in 
real  time.  Many  experiments  may  need  additional  data  such  as 
aircraft  type  identification,  air  carrier,  etc.  These  special 
types  of  data  may  be  input  to  the  system  manually  through  the 
keyboard,  by  magnetic  tape,  or  in  real  time  through  a spare  1200 
baud  channel  or  special  computer  interface.  Several  of  the  possible 
input  arrangements  will  be  described  to  illustrate  how  they  are 
accommodated  in  the  system. 

Information  such  as  aircraft  type,  air  carrier,  etc., 
may  be  manually  entered  into  the  system  through  the  CRT  or  console 
printer  keyboard.  Sources  for  such  data  available  to  the  operator 
may  include: 

a.  Visual  observations 

b.  Tower  radio 

c.  TV  monitor 

d.  Daily  flight  log 

The  burden  of  correlating  these  data  with  the  noise  events  may  be 
placed  on  the  computer  or  on  the  operator.  The  difficulty  of  such 
correlation  increases  with  the  frequency  of  noise  events.  It  is 
possible  for  noise  events  from  different  flights  to  occur  simul- 
taneously, presenting  a difficult  correlation  problem  which 
probably  would  require  additional  information  to  solve. 

Special  computer  programs  are  required  for  either  manual 
or  computer  correlation  of  the  flight  identification  data  and  noise 
events  for  any  reasonable  number  of  flights.  With  manual  correlation, 
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each  noise  event  for  a measurement  location  appears  on  the  CRT  and 
the  operator  labels  it  with  the  desired  information  in  real  time. 
This  is  similar  in  operation  to  the  noise  monitor  system  in 
Frankfurt,  as  described  in  the  Task  A report.  If  the  computer 
performs  the  event  correlation,  the  operator  types  in  the  desired 
data  with  the  time  of  occurrence  and  the  computer  then  makes  the 
decision  based  on  the  time  of  the  event. 


The  keyboard  is  used  for  several  types  of  inputs  such 

as : 

a.  System  commands 

b.  Program  development 

c.  Weather  observations  from  an  independent  weather 
system 

d.  Special  conditions  of  any  type 


The  9-track  magnetic  tape  machine  may  be  used  for  input 
of  data  records  generated  on  this  system  or  on  another  system  with 
a compatible  tape  unit.  It  may  also  be  used  for  archival  storage 
of  data  and  for  transferring  data  from  this  system  to  another 
system.  For  large  volumes  of  real  time  data,  special  computer 
interfaces  might  be  required,  or  these  data  could  be  formatted  to 
be  compatible  with  one  of  the  existing  1200  baud  points. 

Real  time  or  tape  input  from  the  ARTS  III  system  could 

provide  automatic  input  of  the  aircraft  type  and  other  data  as 

well  as  coarse  tracking  data.  Access  to  these  data  will  necessarily 

be  controlled,  as  any  interference  with  the  ARTS  III  system  could 

present  a safety  hazard.  (See  Section  4.2.8  for  more  detail.) 

3Cooper,  B.  K. , and  Richard  D.  Edmiston.  Airport  Uoise  Monitoring 
Systems.  Final  Task  A Report  Number  FAA-RD-75-216 , November  1975. 
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9.3 


Data  Processing  for  the  Research  System 


The  data  processing  system  described  here  is  a complete 
research  facility,  capable  of  performing  a wide  variety  of  tasks. 

The  nature  of  this  mission  requires  maximum  versatility  as  well 
as  ease  of  use.  This  is  the  system  design  philosophy  represented 
here.  The  design  requires  the  system  to  be  capable  of  airport 
noise  monitoring  (including  non-aviation  and  ambient  noises) , FAR 
Part  36  type  measurements  and  moderate  data  base  management.  Besides 
the  minimum  requirements  of  Section  7.1,  the  system  is  capable  of 
supporting  on-going  program  development  and  investigative  research 
while  concurrently  acquiring  data  in  a real  time,  multiprogramming 
environment.  The  data  proce. sing  system  is  intentionally  over- 
designed;  unneeded  features  may  be  left  unimplemented,  but  should 
not  be  omitted.  The  data  processing  functions  shown  in  Figure  7.1 
are  implemented  entirely  in  software,  in  the  highest  level  language 
possible,  to  facilitate  future  system  expansion  and  alterations. 

The  system  described  here  is  based  on  a dedicated  large 
scale  minicomputer,  consisting  of  a central  processor,  disc  and 
magnetic  tape  drives,  line  printer,  x-y  plotter,  CRT  terminal, 
peripheral  interface  logic,  and  sufficient  memory  to  run  con- 
currently at  least  the  data  acquisition  and  program  development 
tasks.  A typical  current  generation  system  might  be  a 16  bit 
minicomputer  with  less  than  1.0  microsecond  basic  instruction 
time,  64K  to  96K  (K  = 1024)  words  of  main  memory  with  memory 
allocation  hardware,  hardware  floating  point  arithmetic  instructions, 
and  disc  capacity  of  at  least  5 million  characters  with  less  than 
50  millisecond  access  time. 

The  system  operates  in  real  time  with  multiple  inputs 
and  outputs.  Its  software  must  be  capable  of  supporting  the  many 
standard  peripherals  and  special  interfaces  in  an  interrupt  mode 
such  that  no  real  time  data  are  lost.  The  software  requirements 
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include  a real  time  operating  system  application  programs  for 
processing  for  aircraft  noise  analysis,  and  utility  programs  for 
program  development. 

For  continued  hardware  and  software  support,  the 
software  operating  system  should  be  built  using  the  software 
operating  system  of  a major  minicomputer  manufacturer.  The  data 
processing  hardware  should  be  from  the  same  manufacturer,  as 
should  all  peripherals  within  reason.  One  of  the  functions  of 
the  operating  system  is  to  allow  the  user  to  prepare  special 
application  programs  easily,  using  high  level  computer  languages 
such  as  Basic  and  Fortran.  Figure  9.2  shows  the  division  of 
the  research  system  between  vendor  and  contractor  supplied 
component  s . 

9.3.1  Vendor  Suppl ied  Software 

Sini»  developing  a complete  s >ftware  system  I >r  a 
mi ni conput er  requires  many  man-years  of  effort  and  minicomputer 

manufacturers  have  already  expended  a great  deal  ot  effort  in 
developing  general  purpose  software  systems,  it  is  reasonable 
and  cost  effective  to  spend  a relatively  small  amount  ot  time  in 
selecting  a general  purpose  software  system  and  applying  it  to 
specitic  situation.  The  primary  program  in  a software  system 
is  the  iperating  systeu..  It  is  the  responsibility  ot  the  operating 
svste  to  handle  all  communication  between  one  or  more  application 
programs  and  the  outside  world,  which  includes  all  hardware  periph- 
eral devices  such  as  discs,  CRT  terminals,  one-third  oct.ve 
analyzers,  printers,  and  plotters.  Other  programs  in  a software 
system  are  aids  in  developing  application  programs.  These  aids 
include  such  programs  as  compilers,  assemblers,  and  relocating 
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The  operating  system  selected  should  have  the  following 

features : 

a.  Real  Time  Operation  - The  operating  system  will 
buffer  input/output  so  that  an  application  program 
need  not  be  held  up  by  slow  devices.  There  will  be 
provision  for  executing  tasks  on  the  basis  of  elapsed 
time  and  time  of  day.  A multitask  monitor  will 
coordinate  the  needs  of  several  logical  tasks  within 
one  program.  There  will  be  provision  for  adding 
handlers  of  nonstandard  devices  to  the  operating 
system. 

b.  Disc  Based  Operating  System  - The  operating  system 
will  reside  on  and  be  conveniently  loadable  from 
the  disc.  It  will  handle  loading  from  disc  of  all 
programs  and  program  overlays,  and  will  provide  for 
versatile  ciisc  file  organization. 

c.  Program  Development  - All  of  the  programs  used  in 
the  program  development  sequence  will  run  under 
the  supervision  of  the  real  time  operating  system. 

d.  Device-Independent  Input/Output  - The  operating 
system  will  handle  all  input/output  in  such  a way 
that  physical  source  and  destination  media  may  be 
specified  at  execution  time.  The  disc  files  may 
be  substituted  for  CRT  terminal  input  or  line 
printer  output,  or  for  any  other  peripheral  device. 

It  will  be  possible  to  add  handlers  for  special 
hardware  devices  to  the  operating  system. 

e.  Overlays  and  Chaining  - The  operating  system  will 
load  program  segments  from  disc  files  under  appli- 
cation program  control.  The  operating  system  will 
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be  capable  of  loading  and  executing  programs  under 
application  program  control,  in  addition  to  operator 
control . 

f.  Multi- Programming  - The  operating  system  will  support 
concurrent  execution  of  at  least  two  independent  pro- 
grams. One  program,  the  foreground,  may  have  priority 
over  the  second,  the  background.  System  hardware 
resources  will  be  divided  between  the  two  programs. 
Higher  levels  of  multi-programming  are  acceptable. 

The  following  program  development  aids  will  be  supplied 
by  the  computer  manufacturer: 

a.  Symbolic  Text  Editor  - The  editor  will  allow  easy 
creation  and  revision  of  both  symbolic  program 
source  code  and  symbolic  data  disc  files. 

b.  Compilers  - ALGOL  and  Fortran  compilers  will  process 
source  code  disc  files  and  output  assembler  source 
code  disc  files  or  relocatable  binary  disc  files. 

c.  Assembler  - The  asembler  will  process  assembler 
source  code  disc  files  and  output  relocatable  disc 
files . 

d.  relocating  Loader  - The  loader  will  load  several 
relocatable  binary  disc  files  into  executable  core 
memory  image  disc  files. 

9.3.2  Contractor  Supplied  Software 

The  contractor  shall  be  required  to  provide  all 
specialized  software  for  the  measurement  system,  as  well  as  to 
integrate  that  special  software  into  the  operating  system  to 
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provide  a single,  comprehensive  research  tool.  In  particular, 
the  contractor  shall  provide  working  software  to  implement  the 
following  functions,  which  were  described  in  Section  7.0: 

a.  Extend  the  operating  system  to  allow  Data  Synchroni- 
zation. Integration  (DSI) , and  Subsystem  Control 
(SC)  over  the  special  hardware  subsystems. 

b.  A flexible  Flyover  Data  tlysis  (FDA)  system  to 
perform  the  actual  monitoring  and  measuring  functions. 

c.  An  Analysis  Control  (AC)  capability  to  allow  an 
operator  to  dynamically  change  the  analysis 
procedure . 

d.  A skeletal  Data  Base  Access  and  Management  (DBAM) 
system . 

e.  The  above  functions  shall  be  implemented  in  as 
modular  a manner  as  possible,  using  Building  Blocks 
which  will  be  available  for  later  system  expansion. 

With  reference  to  Figure  9.2,  the  DSI  and  SC  functions 
reside  in  the  vendor-supplied  extension  to  the  operating  system 
labeled  DEVICE  AND  FILE  CONTROL.  The  remaining  contractor  supplied 
functions  collectively  are  the  AIRCRAFT  NOISE  ANALYSIS  SYSTEM.  It 
is  important  to  note  that  the  RESEARCH  SYSTEM  must  support  con- 
current NOISE  ANALYSIS  and  PROGRAM  DEVELOPMENT  capabilities. 

9.3.3  Data  Synchronization  and  Integration  (DSI) 

This  function  will  be  an  extension  to  the  device  control 
capabilities  already  existing  within  the  operating  system.  The 
contractor-supplied  peripheral  sensor  devices  will  generate  program 
interrupts  as  data  arrives,  just  as  do  the  vendor  devices.  The 
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DSI  will  de-rault Lp  : g data  as  shown  schematically 

in  Figure  9 } for  the  acoustical  and  weather  sensor  subsystem. 
Referring  to  the  site  data  transmission  format  shown  in  Section 
9.2.2,  the  DSI  accepts  ASCII  bytes  from  many  sites  as  they  arrive 
in  time,  and  builds  a data  packet  of  current  conditions  at  each 
site  for  use  by  FDA.  The  creation  of  event  data  packets  will  be 
performed  by  FDA  in  this  system  because  of  the  monitoring 
requirements . 

The  DSI  also  receives  tracking  information  from  the 
tracking  radar,  and  may  optionally  receive  data  from  ARTS  III. 

In  each  case  DSI  accepts  input  data  from  the  hardware  device 
and  stores  it  in  an  appropriate  table  in  the  CPU  memory.  The 
resulting  data  tables  serve  as  input  to  the  lyover  Data  Analysis 
(FDA)  process.  The  DSI  function  also  will  output  data  to  the 
status  display,  showing  current  dBA  levels  and  status  conditions 
at  each  monitoring  site  on  display  meters  and  lights. 

To  efficiently  perform  its  function,  DSI  may  reference 
control  information  to  determine  which  peripheral  devices  are 
currently  enabled.  Additionally,  provision  must  be  made  for 
data  stream  benchmarking  by  DSI.  It  will  be  possible  to  copy 
all  incoming  data  to  a disc  file,  or  to  accept  time  synchronized 
data  from  a disc  file  (or  other  appropriate  device,  such  as 
magnetic  tape)  rather  than  from  the  normal  peripheral  devices. 

The  objective  of  benchmarking  is  to  allow  raw  data  to  be  saved 
for  later  processing  in  a manner  that  is  as  transparent  as 
possible  to  the  whole  system.  These  data  may  be  used  to  examine 
the  effect  of  program  changes  on  known  data  by  processing  the 
data  first  on  the  standard  system,  then  again  on  a revised  system. 
Benchmarking  capability  is  generally  required  on  any  complex 
system  which  is  expected  to  experience  frequent  change  due  to 
system  improvements  and  extensions. 
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9.3.4 


fc 


Subsystem  Control 


(SC) 


This  function  is  essentially  the  opposite  of  the  DSI 
function:  control  information  is  taken  from  tables  in  the  CPU 

memory  and  sent  to  the  special  hardware  devices,  thus  allowing 
for  complete  automation  of  the  subsystem  control  function.  Table 
entries  are  made  by  either  FDA  or  the  Analysis  Control  (AC) 
process,  and  buffered  to  the  hardware  by  the  Subsystem  Control 
function,  using  the  operating  system  for  actual  data  transfers. 

The  Subsystem  Control  will  also  maintain  various  status  indicators 
which  communicate  the  state  of  each  peripheral  to  the  rest  of  the 
system.  The  precise  form  of  the  control  function  is  device 
dependent,  but  all  controllable  functions  of  any  subsystem  are 
supervised  by  the  Subsystem  Control  process. 

Table  9.2  shows  hardware  functions  which  are  under 
software  control.  Any  of  these  functions  may  be  controlled  by 
either  the  FDA  or  AC  processes.  The  contractor  will  have  the 
option  of  implementing  ENABLE/DISABLE  functions  in  hardware 
(i.e.,  turning  on  or  off  the  device),  or  in  software  (i.e., 
allowing  continued  input  from  the  device,  but  ignoring  the  data). 
CALIBRATION  functions  must  cause  a known  calibration  signal  (i.e., 
pink  noise  for  acoustical  sensors)  to  be  injected  into  the 
peripheral  device,  and  result  in  incoming  data  being  flagged  as 
"calibration  data"  by  DSI.  Calibration  data  will  be  deleted 
from  normal  input  data. 


The  tracking  system  is  assumed  to  be  under  program 
control,  and  unattended.  The  WINDOW  n control  defines  a window 
over  site  n to  be  searched  by  the  radar  to  acquire  a target. 

When  the  ACQUIRE  n command  is  issued,  the  subsystem  control  must 
scan  window  n until  a target  is  acquired  within  the  specified 
window,  or  until  the  tracking  system  is  issued  a RELEASE  command. 
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TABLE  9.2 

PERIPHERAL  HARDWARE  FUNCTIONS  UNDER  SOFTWARE  CONTROL 


Subsystem 

Function 

Result 

Site 

Location 

Acoustical 

ENABLE  RMSn 

DSI  accepts  dBA  data 

n 

DISABLE  RMSn 

DSI  rejects  all  data 

n 

ENABLE  RTAn 

DSI  accepts  dBA  and  RTA 
data 

n 

DISABLE  RTAn 

DSI  rejects  RTA  data 

n 

CALIBRATE  RMSn 

DSI  accepts  calibration 
data,  calibration  circuitry 
enabled 

n 

Weather 

ENABLE  RMSn 

Also  enables  weather  sensors 

n 

DISABLE  WXn 

DSI  rejects  weather  sensor 
data 

a 

Tracking 

ENABLE  TRAC 

DSI  accepts  radar 
coordinates  (radar 
activated) 

Radar 

DISABLE  TRAC 

DSI  rejects  radar  data; 
radar  disengaged 

Radar 

WINDOW  n 

Define  r,p,o  window  for 
site  n 

n 

ACQUIRE  n 

Acquire  target  in  window  n 

n 

RELEASE 

Release  current  target 

Status 

Display 

FULL 

Full  scale  all  meters 
for  calibration 

Display 

ZERO 

Zero  all  meters  for 
calibration 

Display 

ALARM 

Sound  alarm  for  5 seconds 
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The  Status  Display  requires  minimal  control  to  allow 
setting  the  meter  deflection  and  checking  for  alarm  functioning 

Figure  9.4  is  an  expanded  view  of  parts  of  Figure  9.2, 
and  shows  the  logical  information  flow  between  the  peripheral 
devices,  DSI  and  SC,  and  the  ANALYSIS  SYSTEM. 

9.3.5  Flyover  Data  Analysis  (FDA) 

The  most  critical  function  in  any  aircraft  noise 
measurement  system  is  the  analysis  of  aircraft  noise  events, 
which  is  performed  by  the  FDA  function.  In  the  research  system 
design,  FDA  carries  the  additional  burden  of  noise  monitoring 
for  both  aircraft  and  background  noise,  as  well  as  the  responsi- 
bility for  automated  control  of  the  peripheral  sensor  devices. 

The  design  of  the  FDA  for  the  research  system  must  be  modular 
and  flexible,  allowing  for  changes  in  any  of  the  system  functions 
with  minimum  inpact  on  the  whole  system.  The  FDA  performs  the 
following  tasks: 

a.  Sensor  monitoring  and  event  detection 

b.  Event  processing 

c.  Daily  report  generation 

Each  of  the  first  two  tasks  above  is  complex,  and  the 
monitoring  task  is  time  critical.  The  descriptions  that  follow 
assume  the  computer  used  is  a minicomputer  with  a maximum  of 
32,768  words  of  directly  addressable  user  space,  hardware  memory 
allocation  to  allow  several  users  (or  tasks)  to  partition  the 
total  CPC  memory  of  64K  to  96K  (K  = 1024)  words  between  their 
needs  (subject  to  the  32K  maximum  for  each  user),  and  that  some 
facility  exists  for  two  tasks  to  access  the  same  physical  CPU 
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FIGURE  9. A INFORMATION  FLOW  BETWEEN  SPECIAL  PERIPHERAL  DEVICES, 
ncT  qp  AND  THE  NOISE  ANALYSIS  SYSTEM 


memory  (shared  memory) . These  assumptions  characterize  current 
generation  large  scale  minicomputer  systems,  although  precise 
details  of  vendor  implementations  differ.  In  the  following 
descriptions  a "task"  will  be  assumed  to  be  an  independently 
executing  program  which  is  allocated  its  needed  memory  as  a 
"partition"  of  the  whole  physical  memory.  Figure  9.5  illustrates 
two  tasks  and  their  memory  requirements  in  a simple  two  way 
division  of  52K  total  memory  into  22K  and  32K  word  partitions. 

t 

TASK  B 
PARTITION 

f 


TASK  A 
PARTITION 

I 

t 


TASK 

B 

MEMORY 

SHARED 

MEMORY 


20K 


t 

2K 

T 

A 


TASK 

A 

MEMORY 


30K 


FIGURE  9.5  SIMPLIFIED  MEMORY  PARTITIONING 
FOR  TWO  USER  TASKS 


Sensor  Monitoring  and  Event  Detection  Task  - The 
monitoring  task  accepts  current  sensor  input,  computes  cumulative 
noise  exposure  measures,  and  detects  the  beginning  of  noise  events. 
The  cumulative  exposure  data  are  stored  in  tables  for  later  access 
by  the  report  generating  task,  while  event  data  are  passed  on  to 
the  event  processing  task  as  event  data  packets. 

For  each  of  up  to  32  acoustical  sensors,  A-weighted 
sound  pressure  levels  are: 
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1.  Energy- integrated  to  compute  HNL  and  L^n  for  the 
day 

2.  Analyzed  for  the  total  time  above  a selected  level, 

T . 
xx 

These  cumulative  dBA  data  for  each  RMS  are  stored  in  cumulative 
data  tables,  along  with  hourly  samples  of  the  weather  data 
(averaged  over  all  sites) , and  data  counts  indicating  the  total 
amount  of  valid  data  received  from  each  RMS  for  the  day.  These 
tables  will  occupy  approximately  2K  words  of  shared  memory,  and 
will  be  used  by  the  daily  report  generator  task. 

The  monitor  task  will  compare  incoming  dBA  data  for 
each  RMS  with  a single  event  noise  threshold  level  (SENT)  for 
that  RMS.  A typical  noise  event  is  shown  in  Figure  9.6.  When 
the  noise  level  (NL)  first  exceeds  that  threshold  event  data  begins 
to  be  collected  into  an  event  data  packet.  These  event  data 
include,  for  every  0.5  second: 

1.  Noise  level  in  dBA 

2.  The  one-third  octave  band  spectrum  if  the  RTA  for 
the  RMS  is  enabled. 

3.  The  weather  sensor  data  if  the  weather  sensor  is 
enabled . 

4.  Positional  information  for  any  target  within  the 
tracking  window  defined  for  the  RMS,  if  tracking 
is  enabled. 

In  addition,  the  time  of  the  start  of  the  event  and  the  RMS 
number  are  entered  into  the  event  data  packet.  These  data  will 
be  used  by  the  event  processing  task;  they  include  all  available 
sensory  information  concerning  the  event.  As  soon  as  the  event 
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dBA 


FIGURE  9.6  TIME  HISTORY  OF  A NOISE  EVENT 


is  completed  (by  the  NL  dropping  to  below  the  SENT) , the  event 
packet  is  written  out  to  a temporary  disc  file,  and  the  event 
processing  task  is  notified  that  the  disc  data  packet  is  pending 
disposition.  The  temporary  event  data  packet  table  is  large 
enough  to  store  at  least  three  simultaneous  30  second  events 
with  all  sensors  enabled,  or  about  5K  words.  The  monitor  task 
will  turn  on  optional  sensors  currently  enabled  for  the  monitoring 
site  when  the  event  is  detected,  and  turn  off  the  sensors  when  the 
event  terminates,  using  the  peripheral  device  control  tables  shown 
in  Figure  9.4. 

The  monitoring  task  must  respond  to  input  data  in 
real  time,  and  so  is  extremely  time  critical.  If  32  RMS  sites 
are  active,  the  monitoring  task  has  to  process  each  site's  data 
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frame  in  less  than  15  milliseconds  on  the  average.  This  rate 
is  achievable  in  he  above  design,  but  the  monitor  task  cannot 
direct  input  or  output  with  slow  I/O  devices.  The  event 
i.ifa  packet  output  to  disc  is  the  only  normal  mode  I/O  allowed, 
uni  it  must  be  buffered  through  the  operating  system.  Error 
'nditions  may,  of  course,  generate  messages  to  the  operator's 
nsole  The  information  flow  through  the  monitoring  task  is 
hown  in  Figure  9.7. 

Event  Processing  and  FAR  Part  36  Analysis 

The  event  processing  task  accepts  input  data  on  noise 
events,  rejects  nonaircraft  noise,  collects  summary  data  on 
aircraft  noise  events,  and  performs  FAR  Part  36  analyses  whenever 
required . 


Noise  events  which  have  both  their  single  event  level 
(SEL)  and  their  effective  duration  within  a range  of  values 
specified  for  the  particular  RMS  will  be  considered  to  be  air- 
craft noise  events;  all  other  noise  events  (barking  dogs,  wind, 
trucks,  etc.)  are  rejected.  The  SEL  and  duration  windows  are 
specified  in  the  RMS  analysis  parameter  tables  shown  in  Figure  9.7. 


Aircraft  noise  summary  data  are  the  same  cumulative 
measures  computed  by  the  monitoring  task  for  the  total  noise 


environment  at  each  RMS:  HNL , L 


and  T 


These  measures  are 


Jdn  ’ xx 

computed  from  the  noise  level  time  histories  of  aircraft  events, 
assuming  that  there  are  no  other  noise  sources.  Calculation  of 
"aircraft  only"  Ljn  allows  investigation  of  the  incremental 
impact  of  aircraft  noise.  These  cumulative  data  are  stored  in 
aircraft  noise  cumulative  data  tables  for  use  by  the  daily 
report  generator. 


Each  aircraft  noise  event  will  be  analyzed  as  completely 
as  possible.  If  RTA  data  are  available,  PNL  and  PNLT  will  be 
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computed,  as  will  EPNL.  If  tracking  information  is  available 
the  EPNL  will  be  corrected  to  nominal  flight  track  data.  If 
the  weather  correction  switch  for  the  RMS  is  "on,"  the  RTA  data 
will  be  corrected  to  standard  conditions,  and  new  EPNL  values 
computed.  These  analyses  produce  the  following  summary  data: 

Time,  RMS,  SEL,  EPNL  (uncorrected),  EPNL  (flight  path  corrected), 
and  EPNL  (weather  and  flight  path  corrected) . The  remaining 
data  are  the  RTA  values  for  each  half  second,  and  the  PNL,  PNLT, 
and  dBA  values  for  each  time  frame.  Any  of  the  summary  or  detailed 
data  may  be  either  printed  (or  plotted)  in  report  form,  or  saved 
on  disc  for  the  data  base.  The  events  to  be  printed  and/or  saved 
may  be  selected  by  an  SEL  threshold  for  the  RMS,  with  events 
of  lower  SEL  values  rejected.  This  threshold  is  distinct  from 
the  SENT  parameter  used  for  event  definition. 

The  data  processing  design  above  relies  on  rational 
parameter  settings  to  control  the  data  selected  for  printing 
or  storage.  The  RTA  data  should  be  enabled  in  only  a few  RMS 
sites,  and  only  summary  EPNL  or  SEL  data  saved  for  long  term 
research  projects,  since  collection  of  detailed  time  histories 
will  use  all  available  disc  space  rapidly.  The  information 
flow  for  the  event  processing  task  is  shown  in  Figure  9.8. 

Daily  Report  Generation 

The  daily  report  generation  task  prints  the  results  of 

the  cumulative  daily  analyses  performed  by  the  monitor  and  event 

processor  tasks,  does  daily  system  calibration,  and  saves  the 

daily  report  data  on  disc.  The  cumulative  measures  reported 

and  saved  are:  L,  and  T . Additional  data  reported,  but 

dn  xx  r 

not  saved  include:  HNL  data,  percent  data  sample,  calibration 
results,  and  a daily  weather  summary.  The  acoustical  data  are 
recorded  first  for  aircraft  noise  only,  and  then  for  all  other 
noises  (excluding  aircraft  noise),  with  appropriate  indication 
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FICURE  9.8  EVENT  PROCESSOR  TASK  INFORMATION  FLOW 


9-37 


when  the  separation  cannot  be  accurately  performed.  The 
information  flow  for  the  daily  report  generation  task  is  shown 
in  F igure  9.9. 

9.3.6  Analysis  Control  (AC) 

The  analysis  control  function  determines  the  exact 
analyses  to  be  performed  by  the  system,  within  the  design 
limitations  of  FDA.  The  implementation  of  AC  is  conceptually 
very  simple:  all  analysis  is  controlled  by  the  RMS  analysis 

parameters  and  peripheral  device  control  tables  shown  in 
Figures  9.7  and  9.8.  The  AC  function  is  implemented  as  a key- 
board command  interpreter  which  simply  changes  values  in  one 
of  these  two  tables.  All  data  necessary  to  direct  automatic 
analysis  exists  in  one  of  these  two  tables:  RMS  location, 

nominal  flight  tracks,  target  windows,  SENT,  event  data  save/ 
report  switches,  RMS/RTA  enabled/disabled  switches,  etc.  For 
convenience  in  switching  research  environments,  a SAVE/REPLACE 
capability  is  provided  which  allows  AC  to  save  (or  replace) 
the  current  tables  i~  (by)  a disc  file.  The  information  flow 
for  the  analysis  control  task  is  shown  in  Figure  9.10. 

9.3.7  Data  Base  Access  and  Management  (DBAM) 

The  foundation  for  an  extendable  data  retrieval  system 
is  provided  by  the  DBAM  function.  The  file  structure  will  be 
defined  for  the  two  data  types  maintained:  daily  and  event 

data.  DBAM  provides  facilities  for  deleting  or  correcting  files 
produced  by  FDA,  entering  manual  aircraft  identification  data,  and 
for  elementary  analyses  by:  scattergram  or  regression  plots  of 

data,  such  as  daily  for  aircraft  by  day  or  by  month;  creation 

of  cumulative  summary  reports  for  any  specified  period  of  time; 
and  file  access  for  special  data  analysis.  The  contractor  will 
insure  that  the  skeletal  DBAM  provided  is  easily  extendable  for 
o aer  specific  research  needs.  The  information  flow  for  DBAM  is 
shown  in  Figure  9.11. 
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FIGURE  9.9  DAILY  REPORT  TASK  INFORMATION  FLOW 
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FIGURE  9.10  ANALYSIS  CONTROL  INFORMATION  FLOW 
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FIGURE  9.11  DATA  BASE  ACCESS  AND  MANAGEMENT  INFORMATION  FLOVJ 
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9.3.8 


Building  Blocks 


Throughout  all  software  implementation  it  is  desirable 
to  develop  as  many  independent  modules  (i.e.,  subroutines)  as 
possible  to  facilitate  future  development.  Typical  modules 
would : 


Perform  a system  calibration 

Calculate  PNL,  given  a RTA  spectrum 

Calculate  PNLT,  given  a RTA  spectrum 

Get  an  event  time  history 

Plot  a spectrum 

Plot  a function  versus  time 

Compute  ground  track  error  and  altitude  error  as 

functions  of  time  given  aircraft  position  as  a 
function  of  time  and  nominal  flight  path 

Track  an  aircraft  from  outer  marker  to  runway 
threshold 

This  set  of  building  blocks  aids  a programmer  or  operator  in 
responding  quickly  to  one-of-a-kind  problems. 
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9.4 


Summary  Specifications  and  Costs 


The  most  pertinent  performance  characteristics  and 
specifications  of  the  recommended  research  noise  measurement 
system  are  summarized  in  this  section.  Also  a range  of  antici- 
pated costs  for  such  a system  is  given,  including  subsystem  cost 
breakdown.  To  the  experienced  system  designer,  most  of  the 
features,  listed  and  unlisted,  can  be  deduced  from  the  system 
block  diagram  of  Figure  9.1.  The  features  listed  are  those 
that  are  considered  important  in  fulfilling  research  objectives. 

9.4.1  Performance  Characteristics 

Real  time  data  inputs: 

a.  Acoustical  (each  site): 

A-weighted  acoustical  data  sampled  every  0.5  second 
A-weighted  dynamic  range,  100  dB 
A-weighted  resolution  0.25  dB  minimum,  0.1  dB 
preferred 

24  one-third  octave  bands  beginning  at  50  Hz  center 
frequency  and  ending  at  10  kHz  center  frequency 
each  band  level  sampled  every  0.5  second, 
one-third  octave  band  level  dynamic  range, 

60  dB,  with  range  changing  to  cover  100  dB 
total  range 

b.  Weather: 

Any  or  all  parameters  may  be  sampled  at  each 
acoustical  measurement  site  or  independent  weather 
measurement  sites.  Each  parameter  is  sampled 
every  2.5  seconds. 
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L. 


Relative  humidity 
Barometric  pressure 
Wind  direction 
Wind  speed 
Temperature 

c.  Tracking: 

^ Single  target  tracking 

Range  + 30  feet 

Azimuth  + 1 mil 
Elevation  + 1 mil 

Note:  accuracy  limite 

tracking  mode. 


0 - 100% 

22  - 32  inches  Hg 
0 - 360  degrees 
2 mph  - 100  mph 
-40  - +120°F 


by  radar 


by  size  of  aircraft  in  skin 


System  performance: 

a.  Simultaneous  monitoring  of  acoustical  and  weather 
parameters  from  32  sites. 

b.  One-third  octave  band  level  data  from  up  to  6 sites 
stored  simultaneously. 

c.  Real  time  EPNL  calculations  for  3 sites  simultaneously. 

d.  Three  dimensional  position,  time  correlated  with 
acoustic  measurements,  provided  by  a 10  gHz  radar. 

e.  Software  orovided  for  data  storage  and  analysis. 

f.  Optical  real  time  ARTS  III  interface  for  aircraft 
identification  (type,  air  carrier,  etc.)  and  coarse 
tracking . 
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g.  Manual  aircraft  identification  input  through 
keyboard  such  as  aircraft  type,  air  carrier,  pilot, 
and  destination. 

h.  Noise  event  and  cumulative  noise  measure  processing. 

i.  Noise  events  correlated  with  aircraft  position  and' 
aircraft  identification. 

Data  transmission: 

Digital  frequency  shift  keying  (FSK)  data  transmission 
of  acoustical  and  weather  data  on  the  same  line  from  the 
acoustical  measuring  sites  to  the  central  processing 
site. 

Baud  rate:  1200 

Telephone  line:  voice  grade  full  duplex  (4  wire) 

per  Bell  System  Specification  3002 
Data  set:  Bell  System  202  or  equivalent 


Software : 

Operating  systems 
Application  programs 

Data  processing  hardware: 

Printing  Single  event,  cumulative  data  reports, 

and  tracking  data 

Plotting  Acoustical  and  positional  data 

Recording  Noise,  weather,  tracking  data  for 

reference  or  further  processing 
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9.4.2 


Costs 


The  cost  of  a complete  research  system  installed  with 
sixteen  acoustical  monitoring  and  weather  measurement  sites  is 
estimated  to  be  between  $697K  and  $1.456M.  Although  only  sixteen 
units  are  installed  initially  the  system  should  accept  data  from 
32  sites.  These  costs  will  be  influenced  by  variables  such  as 
maintenance  requirements,  warranty,  training,  installation  details, 
and  telephone  line  rentals.  A breakdown  of  the  system  costs  is 
shown  in  Table  9.3. 

There  are  many  variations  of  system  complexity  that 
will  affect  the  costs  and  which  should  be  considered  when  system 
procurement  specifications  are  prepared.  The  complexity  should 
be  adjusted  to  reflect  the  relative  importance  of  the  experimental 
objectives  at  the  time  of  procurement.  All  five  weather  parameters 
may  not  be  needed  at  all  measurement  sites  or  weather  measurements 
may  be  needed  at  sites  where  no  acoustical  measurements  are  needed. 
The  A-weighted  sound  level  may  be  sufficient  at  some  sites,  thereby 
eliminating  the  need  for  an  expensive  one-third  octave  band  analyzer 
at  every  site.  The  cost  of  the  tracking  system  is  also  a signifi- 
cant portion  of  this  system.  The  most  cost  effective  tracking 
system  is  highly  dependent  upon  the  specific  research  objective 
as  discussed  previously  and  should  be  selected  to  meet  the  specific 
goals  as  defined  in  the  final  procurement  specifications  for  a 
research  system. 

The  estimated  hardware  costs  for  a typical  research 
system  using  quality  current  production  equipment  is  shown  in 
Table  9.4.  Cost  for  the  remote  data  collection  site  equipment  is 
shown  on  a per  site  basis.  The  equipment  breakdown  corresponds  to 
the  research  system  block  diagram,  Figure  9.1. 
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TABLE  9.  3 

RESEARCH  SYSTEM  COSTS  FOR  SYSTEM  WITH 
SIXTEEN  MONITOR  SITES 


System  Component  I Cost  Range 


Acoustical  site  based  on  16  sites 

$224K 

$448K 

Weather  site 

48K 

128K 

Software 

75K 

2 5 OK 

Tracking 

275K 

450K 

Data  storage  and  analysis 

75K 

180K 

$697K 


$1 . 456M 


TABLE  9.4 


TYPICAL  RESEARCH  SYSTEM  EQUIPMENT  COSTS 


System  Component Cost 

Tracking  System 

TV  cameras  and  recorders  $ 28  000 

Tracking  radar  320  000 

Digital  multiplexer  and  data  set  7 000 

$355  000 

Acoustical  Data  Collection  Equipment  ' 

One-third  octave  band  analyzer  $ 9 500 

Data  set  and  multiplexer  (each  site)  6 000 

$ 15  500 

Weather  Data  Collection  Equipment 

Sensors  $ 2 500 

Multiplexer  1 200 

$ 3 700 

Data  Analysis  Equipment 

Computer  $ 51  100 

Disc  11  900 

Digital  track  tape  9 900 

Console  printer  3 300 

Line  printer  8 500 

Plotter  5 000 

CRT  4 450 

Time  code  generator  3 500 

Data  set  6 400 

Status  display  5 000 

Audio  monitor  2 100 

$111  150 
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10.0 


SUMMARY  OF  RESULTS 


The  work  performed  on  this  project  was  divided  into 
two  distinct  tasks,  each  of  which  resulted  in  a separate  report. 
The  present  report  documents  the  work  done  on  Task  B,  which  is 
the  preliminary  design  of  an  aircraft  noise  measurement  system 
for  certification  and  research.  As  a minimum,  such  a system 
must  provide  a sufficient  data  collection  capability  to  meet 
the  requirements  of  Federal  Aviation  Regulation  Part  36.  This 
requires  one-third  octave  band  analysis  of  the  acoustical  data 
as  well  as  positional  tracking  adequate  to  apply  the  slant  range 
correction  of  FAR  Part  36.  This  report  discusses  available 
systems  hardware  and  techniques  for  performing  these  detailed 
measurements.  The  Task  A report  documents  the  currently  used 
techniques  and  equipment  for  aircraft  noise  monitoring.  In 
these  reports  aircraft  noise  monitoring  means  a continuous 
assessment  of  aircraft  noise  at  several  locations  in  the  vicinity 
of  the  airport,  performed  on  a long-term  basis  with  a permanent 
system.  This  is  usually  done  in  terms  of  single  number,  weighted 
sound  level,  sampled  once  or  twice  per  second,  in  contrast  to 
the  detailed  spectral  data  required  for  certification  and  research 
measurements . 

10.1  Task  A Results 

Ten  monitoring  systems  in  the  United  States  and  Europe 
were  visited  to  collect  first-hand  information  on  system  operation 
and  hardware.  Each  of  these  systems  is  described  in  detail  in 
the  Task  A report.  The  information  provided  will  be  of  special 
interest  to  airport  operators  or  others  planning  to  acquire  a 
noise  monitoring  system.  These  systems  fall  into  two  distinct 
categories:  (1)  event -oriented  systems  that  collect  and  retain 

one  or  more  measures  of  each  noise  event,  (2)  exposure-oriented 
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systems  that  m . • • i daily  and/or 

hourly  basis  A - - - . - • ; . < 1 data  at 

least  once  pet  ..  . • • • 114  <t  :<  n.  therefore, 

the  capability  ix  . . ind  cumulative 

exposure  data,  giver  ■ ■ i ' ice,  most  systems 

produce  some  data  > t ea  , > » ■ . ■ - - ■ ; ented  system  requires 

a large  amount  of  manpower  t no  .*  ill  n ise  events  as  to 
flight  number,  carrier,  etc  . as  this  is  1 manual  process.  This 
can  fce  done  by  real  time  entry  into  a log  or  computer  terminal 
or,  for  a limited  number  of  flights,  it  can  be  done  after  the 
fact  using  an  operations  log  supplied  by  others. 

In  an  exposure-oriented  system,  typified  by  most  recent 
United  States  systems,  many  of  which  were  designed  to  meet  the 
requirements  of  the  California  law,  the  cumulative  exposure  level 
is  the  primary  measure.  However,  a limited  number  of  partic- 
ularly noisy  events  can  be  logged  on  system  printouts  and  pro- 
visions are  usually  made  to  correlate  these  events  with  flight 
numbers  by  listening  to  a playback  of  the  tower  radio  channels. 

The  radio  communications  recording  has  a time  code  which  can  be 
correlated  with  the  time  of  the  event. 

Monitoring  system  hardware  consists  of  remote  and 
central  station  equipment.  The  former  includes  a microphone 
mounted  on  a pole  in  the  community,  with  associated  signal 
processing  equipment  installed  in  a weatherproof  enclosure  near 
the  base  of  the  pole.  The  signal  processing  equipment  converts 
the  audio  signal  from  the  microphone  to  a sound  level  and  trans- 
mits this  level,  as  a digital  or  frequency  encoded  signal,  on  a 
telephone  line  to  the  central  monitoring  site.  The  most  recent 
system  designs  in  Europe  and  the  United  States  use  digital  data 
transmission.  A minicomputer  at  the  central  site  collects  the 
data  and  performs  the  necessary  calculations  and  other  functions 
to  generate  reports  of  events  or  cumulative  exposure  level  on  a 
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teleprinter.  United  States  systems  tend  to  cover  a wider  dynamic 
range  than  the  European  systems.  Also,  United  States  systems 
typically  use  hydrophone  type  microphones,  while  European  systems 
tend  to  use  condenser  microphones. 

Each  of  the  systems  studied  fully  met  the  requirements 
for  which  it  was  purchased.  Each  system  tended  to  be  tailored 
in  both  hardware  and  software  to  meet  specific  noise  abatement 
program  needs  at  the  particular  airport.  On  the  basis  of  the 
system  usage  observed  at  major  airports , it  is  expected  that 
future  systems  will  be  closely  integrated  with  the  respective 
airport  noise  abatement  programs  and  will  provide  the  following 
special  outputs: 

a.  Single  event  excess  reports 

b.  Airport  noise  reports 

c.  Community  noise  reports 

d.  Air  carrier  performance  reports 

10.2  Task  B Results 

Task  B,  as  reported  in  this  volume,  is  the  preliminary 
design  of  an  aircraft  noise  measurement  system.  This  design  is 
intentionally  general  in  order  to  illustrate  the  range  of  perfor- 
mance that  is  achievable  using  existing  technology.  A complete 
aircraft  noise  measurement  system  consists  of  subsystems  for: 

a.  Acoustical  data  collection 

b.  Aircraft  positional  tracking 


10-3 


c.  Weather  data  collection 


d.  Aircraft  identification  and  operating  parameter 
recording 

e.  Data  processing  and  recording 

Several  approaches  to  the  design  of  each  of  these 
subsystems  are  discussed  in  the  separate  subsystem  chapters. 

Each  technique  has  certain  advantages  and  disadvantages  which 
must  be  weighed  in  the  final  engineering  design  of  a system, 
taking  into  account  specific  measurement  objectives  as  well  as 
test  site  and  data  volume  requirements.  Measurement  objectives 
could  vary  from  occasional  performance  of  FAR  Part  36  certifi- 
cation measurements  to  continuing  research  on  the  effectiveness 
of  noise  abatement  procedures  in  all  weather  conditions  for  all 
aircraft  using  a major  airport.  The  subsystem  concepts  discussed 
include  equipment  and  techniques  to  cover  this  broad  range  of 
obj  ectives . 


Two  prototypical  complete  measurement  systems  are 
described,  each  applicable  to  a certain  range  of  measurement 
objectives.  One  example  is  a certification  noise  measurement 
system  which  is  transportable  and  requires  several  operating 
personnel;  this  is  particularly  suited  to  making  a limited  number 
of  measurements  in  good  weather,  as  required  for  certification 
to  FAR  Part  36.  This  system  employs  analog  tape  recording  of 
the  acoustical  data  and  precise  laser  tracking  of  aircraft 
position . 


The  second  measurement  system  example  is  a completely 
automatic  permanently  installed  system.  While  this  system  is 
capable  of  FAR  Part  36  measurements,  it  is  optimized  for  collection 
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of  large  volumes  of  data  and  is  designed  to  serve  many  research 
objectives.  Although  automatic  in  operation,  it  would  have  many 
preprogrammed  functions  and  would  support  a staff  of  research 
scientists  and  computer  specialists  in  achieving  its  maximum 
utility . 
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APPENDIX  A 

CURRENT  FAR  PART  36 
AND  PROPOSED  RULES  CHANGES 


§ 35.41 


Title  14 — Aeronautics  and  Space 


(c)  Variable-pitch  propellers.  Compli- 
ance with  this  paragraph  must  be  shown 
for  a propeller  of  the  greatest  diameter 
for  which  certification  is  requested.  Each 
variable-pitch  propeller  <a  propeller  the 
pitch  setting  of  which  can  be  changed 
by  the  flight  crew  or  by  automatic  means 
while  the  propeller  is  rotating)  must  be 
subjected  to  one  of  the  following  tests: 
<1)  A 100-hour  test  on  an  engine  with 
the  same  power  and  rotational  speed 
characteristics  as  the  engine  or  engines 
with  which  the  propeller  is  to  be  used. 
Each  test  must  be  made  at  the  maximum 
continuous  rotational  speed  and  power 
rating  of  the  propeller.  If  a takeoff  rat- 
ing greater  than  the  maximum  continu- 
ous rating  Is  to  be  established,  and  addi- 
tional 10-hour  block  test  must  be  made 
at  the  maximum  power  and  rotational 
speed  for  the  takeoff  rating. 

‘ 2 ) Operation  of  the  propeller  through- 
out the  engine  endurance  tests  prescribed 
In  Part  33  of  this  subchapter. 

[Doc.  No.  2095.  29  FR  7468.  June  10.  1964,  a« 
emended  by  Arndt.  35-2.  32  FR  3737,  Mar.  4 
1907] 

§33.41  I*  unrtional  test. 

(a)  Each  variable-pitch  propeller 
must  be  subjected  to  the  applicable 
functional  tests  of  this  section.  The 
same  propeller  used  in  the  endurance 
test  must  be  used  In  the  functional  tests 
and  must  be  driven  by  an  engine  on  n 
test  stand  or  on  an  aircraft. 

< h > Manually  controllable  propellers 
500  complete  eyclcs  of  control  must  be 
made  throughout  the  pitch  and  rota- 
tional speed  ranges 

' c>  A Uomatically  controllable  pro- 
pellers. 1,500  complete  cycles  of  control 
must  be  made  throughout  the  pitch  and 
rotational  speed  ranges. 

f d • Feathering  propellers.  50  cycles 
of  feathering  operation  must  be  made. 

<e)  Reversible-pitch  propellers.  200 
complete  cycles  of  control  must  be  made 
from  the  lowest  normal  pitch  to  the 
maximum  reverse  pitch. 

§35.13  Special  led*. 

The  Administrator  may  require  any 
addit  nal  tests  he  finds  necessary  to 
substantiate  the  use  of  any  unconven- 
tional features  of  design,  material,  or 
construction. 

§ 35.15  Tcurdcmn  inspection* 

<a>  After  completing  the  tests  pre- 
scribed in  this  subpart,  the  propeller 


must  be  completely  disassembled  and  a 
detailed  Inspection  must  be  made  of  the 
propeller  parts  for  fatigue,  wear,  and 
distortion. 

(b)  After  the  inspection  the  applicant 
must  make  any  changes  to  the  design  or 
any  additional  tests  that  the  Adminis- 
trator finds  necessary  to  establish  the  air- 
worthiness of  the  propeller. 

§ 35.47  Propeller  adjustments  and  parts 
replacements. 

The  applicant  may  service  and  make 
minor  repairs  to  the  propeller  during  the 
tests.  If  major  repairs  or  replacement 
of  parts  are  found  necessary  during  the 
tests  or  in  the  teardown  inspection,  the 
parts  in  question  must  be  subjected  to 
any  additional  tests  the  Administrator 
finds  necessary. 

PART  36 — NOISE  STANDARDS:  AIRCRAFT 
TYPE  AND  AIRWORTHINESS  CERTI- 
FICATION 


Subpart  A — General 
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Chapter  I — Federal  Aviation  Administration 


40  O.BC.  1354.  1431.  1423.  End  1431:  sec.  6(c) 
(40  U.S.C.  1655(c)),  unle33  otherwise  noted. 

Source:  The  provisions  of  this  Part  36  con- 
tained In  Docket  No.  9337,  34  FJt.  18364,  Nor. 
18.  1969.  unless  otherwise  noted. 

Subpart  A — General 

§ 36.1  Applicability. 

(a)  This  Part  prescribes  noise  stand- 
ards for  the  Issue  of  the  following  certifi- 
cates : 

( 1 1 Type  certificates,  and  changes  to 
those  certificates,  and  standard  air- 
worthiness certificates,  for  subsonic  trans- 
port category  large  airplanes,  and  for 
subsonic  turbojet  powered  airplanes  re- 
gardless of  call  gory. 

(2)  Type  certificates  and  changes  to 
those  certificates,  and  standard  air- 
worthiness certificates  and  restricted 
category  airworthiness  certificates,  for 
propeller  driven  small  airplanes,  except 
airplanes  that  are  designed  for  ‘ agricul- 
tural aircraft  operations”  as  defined  in 
} 137.3  of  this  chapter,  as  effective  on 
January  1,  1906,  or  for  dispensing  fire 
fighting  materials. 

(b>  Each  person  who  applies  under 
Part  21  of  this  chapter  for  a type  or  air- 
worthiness certificate  specified  in  this 
Part  must  show  compliance  with  the  ap- 
plicable requirements  of  this  Part,  in 
addition  to  the  applicable  airworthiness 
requirements  of  this  chapter. 

(c)  Each  person  who  applies  under 
Part  21  of  this  chapter  for  approval  of  an 
acoustical  change  described  in  § 21  93(b) 
of  this  chapter  must  show  that  the  air- 
plane complies  with  5 36.7  of  this  Part 
In  addition  to  the  applicable  airworthi- 
ness requirements  of  this  chapter. 

(d)  Each  person  who  applies  for  the 
original  issue  of  a standard  airworthi- 
ness certificate  for  a subsonic  transport 
category  large  airplane  or  for  a turbojet 
powered  airplane  under  5 21  183,  must, 
regardless  of  date  of  application,  show 
compliance  with  the  applicable  provi- 
sions of  this  Part  (including  Appendix 
C),  as  effective  on  December  1,  1969,  for 
airplanes  that  have  not  had  any  flight 
time  before — 

(1)  December  1,  1973,  for  airplanes 
with  maximum  weights  greater  than 
75,000  lbs.,  except  for  airplanes  that  are 
powered  by  Pratt  and  Whitney  Turbo 
Wasp  JT3D  series  engines ; 

<2)  December  31,  1974,  for  airplanes 
with  maximum  weights  greater  than 
75,000  lbs.  and  that  are  powered  by  Pratt 
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and  Whitney  Turbo  Wasp  JT3D  series 
engines;  and 

(3)  December  31,  1974,  for  airplanes 
with  maximum  weights  of  75,000  lbs. 
and  less. 

(e>  Each  person  who  applies  for  the 
original  issue  of  a standard  airworthi- 
ness certificate  under  5 21.183,  or  for  the 
original  issue  of  a restricted  category 
airworthiness  certificate  under  {21.185, 
for  a propeller  driven  small  airplane 
that  has  not  had  any  flight  time  before 
January  1,  1980,  must  show  compliance 
with  the  applicable  provisions  of  this 
Part. 

(Title  I of  the  National  Environmental 
Policy  Act  of  1969  (42  BSC.  4321  ct  scq.); 
and  Executive  Order  11514.  March  5,  1970.) 

| Doc.  No  13243,  Arndt.  38-4,  40  FR  1034, 
Jan.  6,  1975| 

§ 36.2  Special  retroactive  requirements. 

(a)  Notwithstanding  { 21.17  of  this 
chapter,  and  Irrespective  of  the  date  of 
application,  each  applicant  covered  by 
5 36.201(b)  and  <c)  ( 1),  and  sec.  C36.5  of 
Appendix  C to  this  part  who  applies  for  a 
new  type  certificate,  must  show  compli- 
ance with  the  applicable  provisions  of 
this  part. 

<b>  Notwithstanding  {21.101(a)  of 
tills  chapter,  each  person  who  applies  for 
an  acoustical  change  to  a type  design 
specified  In  {2193(b)  of  this  chapter 
must  show  compliance  with  the  appli- 
cable provisions  of  this  part. 

| Docket  No,  9337,  34  FJt.  18364,  Now.  18.  1069; 
14  FR  19026.  Nov  29,  19C9| 

g 36.3  Cnmpnliliilily  with  airworthiness 
reqn  i rrmen  b*. 

It  must  be  shown  that  the  airplane 
meets  the  airworthiness  regulations  con- 
stituting the  type  certification  basis  of 
the  airplane  under  all  conditions  In 
which  compliance  with  this  part  Is 
shown,  and  that  all  procedures  used  In 
complying  with  this  part,  and  all  pro- 
cedures and  Information  for  the  flight 
crew  developed  under  this  part,  are  con- 
sistent with  the  airworthiness  regulations 
constituting  the  type  certification  basis 
of  the  airplane. 

g 36.5  I. imitation  of  part. 

Pursuant  to  49  U.S.C.  1431(b)(4),  th« 
noise  levels  In  this  part  have  been  deter- 
mined to  be  as  low  as  Is  economically 
reasonable,  technologically  practicable, 
and  appropriate  to  the  type  of  aircraft 
to  which  they  apply.  No  determination  Is 
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made,  under  this  part,  that  these  noise 
levels  are  or  should  be  acceptable  or  un- 
acceptable for  operation  at.  Into,  or  out 
of.  any  airport. 

§ 36.7  Aroualicnl  clinugr. 

(a)  Subsonic  transport  category  large 
airplanes  and  turbojet  powered  airplanes. 
For  subsonic  transport  category  large 
airplanes  and  turbojet  powered  airplanes 
for  which  an  acoustical  change  approval 
is  applied  for  under  § 21.93(b)  of  this 
chapter,  the  following  apply: 

(1)  If  the  airplane  can  achieve  the 
noise  limits  prescribed  in  Appendix  C 
of  this  Part,  or  lower  noise  levels,  prior 
to  the  change  in  type  design,  it  may  not 
exceed  the  noise  limits  prescribed  in  Ap- 
pendix C after  the  change  in  type  design. 

(2)  If  the  airplane  cannot  achieve  the 
noise  limits  prescribed  in  Appendix  C 
of  this  Part  prior  to  the  change  in  type 
design,  it  may  not.  after  the  change  in 
type  design,  exceed  the  noise  levels  cre- 
ated prior  to  the  change  In  type  design, 
measured  and  evaluated  as  prescribed  in 
Appendices  A and  B of  this  Part.  For 
airplanes  covered  by  this  subparagraph 
for  which  application  for  acoustical 
change  approval  Is  made  after  Septem- 
ber 17,  1971,  the  following  must  be  com- 
plied with,  in  addition  to  the  applicable 
provisions  of  Appendices  A and  B of  this 
Part,  in  determining  the  takeofT  and  side- 
line noise  levels  of  the  airplane: 

(i)  There  may  be  no  reduction  in 
power  or  thrust  below  the  highest  air- 
worthiness approved  power  or  thrust, 
during  the  tests  conducted  before  and 
after  the  change  in  type  design. 

(II)  For  the  noise  levels  measured  and 
evaluated  before  and  after  the  change  In 
type  design,  the  test  day  speeds  and  the 
acoustic  day  reference  speed  must  be  the 
minimum  approved  value  10  knots, 
or  the  all-engine-operating  speed  at 
35  feet  (for  turbine  engine  powered  air- 
planes). or  50  feet  (for  reciprocating  en- 
gine powered  airplanes) , whichever  speed 
Is  greater  as  determined  under  the  regu- 
lations constituting  the  type  certification 
basis  of  the  airplane.  The  tests  must  be 
conducted  at  the  test  day  speeds  ±3 
knots.  Noise  values  measured  at  the  test 
day  speeds  must  be  corrected  to  the 
acoustic  day  reference  speed. 

(III)  During  the  tests  conducted  before 
the  change  In  type  design,  the  quietest 
airworthiness  approved  configuration 
available  for  the  highest  approved  take- 
ofT weight  must  be  used. 


(b)  Propeller  driven  small  airplanes. 
For  propeller  driven  small  airplanes  In 
the  normal,  utility,  acrobatic,  transport, 
and  restricted  categories  for  which  an 
acoustical  change  approval  is  applied  for 
under  § 21.93(b)  of  this  chapter  after 
January  1.  1975,  the  following  apply: 

(1)  If  the  airplane  was  type  certifi- 
cated under  Appendix  F of  this  Part  prior 
to  the  change  In  type  design,  it  may  not, 
after  the  change  in  type  design,  exceed 
the  noise  limit  that  was  applied  to  that 
approval. 

(2)  If  the  airplane  was  not  type  cer- 
tificated under  Appendix  F but  can 
achieve  the  noise  limits  prescribed  In 
§ F36.301  (b)  of  that  Appendix  prior  to 
the  change  in  type  design,  it  may  not  ex- 
ceed those  limits,  measured  and  cor- 
rected as  prescribed  in  Appendix  F,  after 
the  change  In  type  design. 

(3)  If  the  airplane  cannot  achieve  the 
noise  limits  prescribed  in  5 F36. 301(b)  of 
Appendix  F prior  to  the  change  in  type 
design,  it  may  not,  after  the  change  in 
type  design,  exceed  the  noise  levels 
created  prior  to  the  change  in  type  de- 
sign, measured  and  corrected  as  pre- 
scribed in  Appendix  F. 

(Title  I of  the  National  Environmental 
Policy  Act  of  1969  (42  U S.C.  4321  et  seq  ): 
and  Executive  Order  11514.  March  5,  1970.) 
(Doc.  No.  13243,  Amdt.  38-4,  40  FR  1034, 
Jan.  6.  1975;  40  FR  2797,  Jan.  16.  1975:  40 
FR  6347,  Feb.  11.  19761 

Subpart  B — Subsonic  Transport  Category 
Large  Airplanes  and  Turbojet  Powered 
Airplanes 

| 36.101  Noise  measurement. 

The  noise  generated  by  the  airplane 
must  be  measured  under  Appendix  A of 
this  part  or  under  an  approved  equiva- 
lent procedure. 

S 36.103  Noise  evaluation. 

Noise  measurement  Information  ob- 
tained under  } 36.101  must  be  evaluated 
under  Appendix  B of  this  part  or  under 
an  approved  equivalent  procedure. 

Subpart  C — Noise  Limits 
S 36.201  Noise  limits. 

(a)  Compliance  with  this  section  must 
be  shown  with  noise  levels  measured  and 
evaluated  as  prescribed  In  Subpart  B of 
this  part,  and  demonstrated  at  the  meas- 
uring points  prescribed  In  Appendix  C 
of  this  part. 
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(b)  For  airplanes  that  have  turbojet 
engines  with  bypass  ratios  of  2 or  more 
and  for  which — 

(1)  Application  was  made  before  Jan- 
uary 1.  1967,  It  must  be  shown  that  the 
noise  levels  of  the  airplane  are  no  greater 
than  those  prescribed  In  Appendix  C of 
this  part,  or  are  reduced  to  the  lowest 
levels  that  are  economically  reasonable, 
technologically  practicable,  and  appro- 
priate to  the  particular  type  design;  and 

(2)  Application  was  or  Is  made  on  or 
after  January  1,  1967.  It  must  be  shown 
that  the  noise  levels  of  the  airplane  are 

1 no  greater  than  those  prescribed  In  Ap- 
pendix C of  this  part. 

<r>  For  airplanes  that  do  not  have 
turbojet  engines  with  bypass  ratios  of  2 
or  more  and  for  which — 

(1)  Application  was  made  before  De- 
cember 1.  1969,  It  must  be  shown  that 
the  lowest  noise  levels,  reasonably  ob- 
tainable through  the  use  of  procedures 
and  information  developed  for  the  flight 
crew  under  3 36.1501  are  determined: 
and 

(2)  Application  was  or  Is  made  on  or 
after  December  1,  1969,  It  must  be 
shown  that  the  noise  levels  of  the  air- 
plane are  no  greater  than  those  pre- 
scribed In  Appendix  C of  this  part. 

(d>  For  aircraft  to  which  paragraph 
(b)  <1 > of  tills  section  applies  and  that 
do  not  meet  Appendix  C of  this  part,  a 
time  period  will  be  placed  on  the  type 
certificate.  The  type  certificate  will  speo- 
lfy  that,  upon  the  expiration  of  this  time 
period,  the  type  certificate  will  be  subject 
to  suspension  or  modification  under  sec- 
tion 611  of  the  Federal  Aviation  Act  of 
1958  (49  U.8.C.  1431)  unless  the  type 
design  of  aircraft  produced  under  that 
type  certificate  on  and  after  the  expira- 
tion date  is  modified  to  show  compliance 
with  Appendix  C.  With  respect  to  any 
possible  suspensions  or  modifications  un- 
der this  paragraph,  the  certificate  holder 
shall  have  the  same  notice  and  appeal 
lights  as  are  contained  In  section  609  of 
the  Federal  Aviation  Act  of  1958  (49 
tf.SC  1429). 

Subpart  D | Reserved] 

Subpart  E [Reserved] 

Subpart  F — Propeller  Driven  Small 
Airplanes 

§ 36. SOI  Noise  limits. 

(a)  Compliance  with  this  subpart  must 
be  shown  for — 


(1)  Propeller  driven  small  airplanes 
for  which  application  for  the  Issuance 
of  a type  certificate  In  the  normal,  util- 
ity, acrobatic,  transport,  or  restricted 
category  Is  made  on  or  after  October  10, 
1973;  and 

(2)  Propeller  driven  small  airplanes 
for  which  application  Is  made  for  the 
original  issuance  of  a standard  airwor- 
thiness certificate  or  restricted  category 
airworthiness  certificate,  and  that  have 
not  had  any  flight  time  before  January  1, 
1980  (regardless  of  date  of  application) . 

(b)  Compliance  with  this  subpart  must 
be  shown  with  noise  levels  measured  and 
corrected  as  prescribed  In  Parts  B and 
C of  Appendix  F,  or  under  approved 
equivalent  procedures. 

(c>  For  airplanes  covered  by  this  sec- 
tion, It  must  be  shown  that  the  noise 
level  of  the  airplane  is  no  greater  than 
the  applicable  limit  prescribed  in  Part  D 
of  Appendix  F. 

(Title  I of  the  National  Environmental 
Policy  Act  of  10C.9  (42  U.S.C.  4321  et  seq.): 
and  EO  11514,  Mar.  5,  1970.)  [Docket  No. 
13243,  40  FR  1034.  Jan.  C.  19751 

Subpart  G — Operating  Limitations  and 
Information 

§ 36. ISO  1 Procedures  and  olher  infor- 

mation. 

All  procedures,  and  other  Information 
for  the  flight  crew,  that  are  employed 
for  obtaining  the  noise  reductions  pre- 
scribed In  this  Part  must  be  developed. 
This  must  Include  noise  levels  achieved 
during  type  certification. 

(Title  I of  the  National  Environmental 
Policy  Act  of  19C9  (42  use  4321  et  seq  ); 
and  EO  11514,  Mar  5.  1970.)  [Docket  No. 
13243.  40  PR  1035.  Jan.  6,  1975| 

§ 36.158I  Mu  minis,  mnrkings,  and  plac- 
ards. 

(a)  If  an  Airplane  Flight  Manual  is 
approved,  the  approved  portion  of  the 
Airplane  Flight  Manual  must  contain 
procedures  and  other  Information  ap- 
proved under  5 36.1501.  If  an  Airplane 
Flight  Manual  is  not  approved,  the  pro- 
cedures and  Information  must  be  fur- 
nished In  any  combination  of  approved 
manual  material,  markings,  and  plac- 
ards. 

(b)  The  following  statement  must  be 
furnished  near  the  listed  noise  levels; 

No  determination  has  been  made  by  the 
Federal  Aviation  Administration  that  the 
noise  levels  of  this  airplane  are  or  should  be 
acceptable  or  unacceptable  for  operation  at. 
Into,  or  out  of,  any  airport. 
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(c)  For  subsonic  transport  category 
large  airplanes  and  turbojet  powered  air- 
planes, for  which  the  weight  used  in 
meeting  the  takeoff  or  landing  noise  re- 
quirements of  this  Part  is  less  than  the 
maximum  weight  or  design  landing 
weight,  respectively,  established  under 
the  applicable  airworthiness  require- 
ments, those  lesser  weights  must  be  fur- 
nished, as  operating  limitations,  in  the 
operating  limitations  section  of  the  Air- 
plane Flight  Manual. 

(d)  For  propeller  driven  small  air- 
planes for  which  the  weight  used  in  meet- 
ing the  flyover  noise  requirements  of  this 
Part  is  less  than  the  maximum  weight 
by  an  amount  exceeding  the  amount  of 
fuel  needed  to  conduct  the  test,  that 
lesser  weight  must  be  furnished,  as  an 
operating  limitation,  in  the  operating 
limitations  section  of  an  approved  Air- 
plane Flight  Manual,  in  approved  manual 
material,  or  on  an  approved  placard. 

te)  Except  as  provided  in  paragraphs 
(c)  and  <d>  of  this  section,  no  operating 
limitations  are  furnished  under  this  Part. 

(Title  I of  the  National  Environmental  Policy 
Act  of  3 9G9  (42  U S C.  4321  et  seq  );  and  EO 
11514.  Mar  5.  1970.)  [Docket  No.  13243,  40 
FR  1036.  Jan.  6.  1975 1 

AprrNDtx  A — A pick  a rr  Noisb  Measurement 
Unt>es  136.101 

8ectlon  A36.1.  Noise  certification  test  and 
measuremcn  conditions—  (a)  General.  This 
section  pr. scribes  the  conditions  under 
which  noise  type  certification  teste  must  he 
conducted  and  the  measurement  procedures 
that  must  be  used  to  measure  the  noise 
made  by  the  aircraft  for  which  the  test  (e 
conducted 

(b)  General  test  conditions  (1)  Testa  to 
show  compliance  with  established  noise  type 
certification  levels  must  consist  of  a series 
of  takeoffs  and  landings  during  which  meas- 
urements must  be  tAken  at  the  measuring 
polnte  defined  In  Appendix  C of  this  part 
The  sideline  noise  measurements  must  also 
be  made  at  symmetrical  locations  on  each 
aide  of  the  runway  On  each  test  takeoff, 
simultaneous  measurements  must  be  made 
at  the  sideline  measuring  points  on  both 
■Ides  of  the  runway  and  also  at  the  takeoff 
flyover  measuring  point  If  the  height  of  the 
ground  at  each  measuring  point  differs  from 
that  of  the  nearest  point  on  the  runway  by 
more  than  20  feet,  corrections  must  be  made 
as  defined  In  f A.Ifl.Kd)  of  this  appendix. 

(2)  Locations  for  measuring  noise  from 
an  aircraft  In  flight  must,  be  aurrounded  by 
relatively  flat  terrain  having  no  excessive 
sound  absorption  characteristics  such  as 
might  be  caused  by  thick,  matted,  or  tall 


grass,  shrubs,  or  wooded  areas.  No  obstruc- 
tions which  significantly  Influence  the  sound 
field  from  the  aircraft  may  exist  within  a 
conical  space  above  the  measurement  posi- 
tion, the  cone  being  defined  by  an  axis  nor- 
mal to  the  ground  and  by  a half -angle  78* 
from  this  axis. 

(3)  The  teste  must  be  carried  out  under 
the  following  weather  conditions: 

(1)  No  rain  or  other  precipitation. 

Ml)  Relative  humidity  not  higher  than 
90  percent  or  lower  than  80  percent. 

fill)  Ambient  temperature  not  above 
36’  F.  and  not  below  41*  F at  10  meten 
above  ground. 

ilv)  Airport  reported  wind  not.  above  10 
knots  and  crowwtnd  component  not  abovs 
6 knots  nt  10  niet-Tfl  above  ground 

fv)  No  temperature  Inversion  or  anoma- 
lous wind  conditions  that  would  significantly 
nfTerl  the  noise  level  of  tho  aircraft  when 
the  noise  Is  recorded  at  the  measuring  points 
defined  In  Appendix  G of  this  part 

fc)  Aircraft  testing  procedure 9.  fl)  The 
aircraft  testing  procedures  and  noise  meas- 
urements must  be  conducted  and  processed 
In  n?'  approved  manner  to  yield  the  noise 
evaluation  measure  designated  as  Effective 
Perceived  Noire  Level,  EPNL,  In  units  of 
El’NdD.  as  described  m Appendix  B of  this 
part. 

(2)  The  aircraft  height  and  lateral  posi- 
tion relative  to  tho  extended  centerline  of 
the  runway  must  be  determined  by  a method 
independent  of  normal  flight  Instrumenta- 
tion such  as  radar  tracking  theodolite  trl- 
angulnMon.  or  photographic  scaling  tech- 
niques to  be  approved  by  the  FAA. 

(3)  The  aircraft  position  along  the  flight 
path  must  be  related  to  the  noise  recorded 
at  the  noise  measurement  locations  by  means 
of  synchronising  signals.  The  position  of  the 
aircraft  must  be  recorded  relative  to  the 
runway  from  a point  at  least  4 nautical 
miles  fr/VW  lluesnoid  id  Wll^Mown  during 
the  approach  and  a*  least  6 nautical  miles 
from  the  start  of  roll  during  the  takeyfl. 
■~T4)  Tlie  iskt'OTT  tret  may  be  conducted  at 
a weight  different  from  tho  maximum  take- 
off weight  at.  which  noise  certification  Is  re- 
quested if  tho  necessary  EPNL  correction  does 
not  exceed  2 EPNdB  The  approach  tost 
may  be  conducted  at  a weight  different  from 
the  innxlmum  landing  weight  at  which  noise 
certification  Is  requested  provided  the  neces- 
sary EPNL  correction  doe*  not  exceed  1 
EPNdB  Approved  dnta  may  be  used  to  deter- 
mine the  variation  of  EPNL  with  weight  for 
both  takeoff  and  aproach  test  conditions 

(6)  The  tnkcoff  test  must  meet  the  con- 
ditions of  5 C36  7 of  Appendix  C of  this  part. 

(6)  The  approach  test  must  be  conducted 
with  the  aircraft  stabilized  and  following  a 
3*  * 0 5*  approach  angle  and  must  meet  the 
conditions  of  5 36.9 

(d)  Measurements  fl)  Position  and  per- 
formance data  required  to  mak*  th*  cor- 
rections referred  to  in  I A30.S(e)  of  this 
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•ppendlx  must  be  Automatically  recorded  at 
in  Approved  bampling  rate.  Measuring  equip- 
ment must  be  approved  by  the  FAA. 

(2)  Position  and  performance  data  must 
be  corrected,  by  the  methods  outlined  In 
|A36  3(ri)  of  this  appendix  to  standard  pres- 
wre  at  s^a  level,  an  ambient  temperature  of 
77*  F.,  a relative  humidity  of  70  percent,  and 
wro  wind 

(3)  Acoustic  data  must  be  corrected  by  the 
methods  of  ( A30  3(d)  of  this  appendix  to 
itandard  pressure  at  sea  level,  an  ambient 
temperature  of  77*  F.,  and  a relative  humid- 
ity of  70  percent.  AcougIIc  data  corrections 
must  also  be  made  for  a minimum  distance 
of  370  feet  between  the  aircraft's  approach 
path  and  the  approach  measuring  point,  a 
takeoff  path  vertically  above  the  flyover 
measuring  point  and  for  differences  of  more 
than  20  feet  In  elevation  of  measuring  loca- 
tions relative  to  the  elevation  of  the  nearest 
point  of  the  runway. 

(4)  The  airport  tower  or  another  facility 
must  be  approved  for  uso  as  the  location  at 
which  measurement**'  of  atmospheric  param- 
eters are  representative  of  those  condi- 
tion s existing  over  the  geographical  area  In 
which  aircraft  noise  measurements  arc  made. 
However,  the  surface  wind  velocity  and  tem- 
perature must  be  measured  near  the  micro- 
phone at  the  approach,  sideline,  and  take- 
off measurement  locations  and  the  tests  are 
not  acceptable  unless  the  conditions  con- 
form to  § A30  1(b)(3)  of  this  appendix. 

(ft)  Enough  sldrllne  measurement  sta- 
tions must  be  used  during  tests  eo  that  the 
maximum  sideline  noise  is  clearly  defined 
with  respect  to  location  and  level. 

Section  A30.2  Measurement  of  aircraft 
aoixe  received  c n the  ground — (a)  General. 

(1)  These  measurements  provide  the  data 
for  determining  one- third  octave  bana  noise 
produoed  by  aircraft  during  testing  proce- 
dures. at  specific  observation  stations,  os  a 
function  of  time. 

(2)  Methods  for  determination  of  the  dis- 
tance from  the  observation  stations  to  the 
aircraft  Include  theodolite  trlangulatlon 
techniques,  scaling  aircraft  dimensions  on 
photographs  made  as  the  aircraft  Alee 
directly  over  the  measurement  points,  radar 
altimeters,  and  radar  tracking  systems  The 
method  used  must  be  approved. 

(3)  Sound  pressure  level  data  for  noise 
type  certification  purposes  must  be  obtained 
with  approved  acoustical  equipment  and 
measurement  practices. 

(b)  Measurement  system.  (1)  The  acousti- 
cal measurement  system  must  consist  of 
approved  equipment  equivalent  to  t h s 
following : 

(I)  A microphone  system  with  frequency 
response  compatible  with  measurement  and 
analysis  system  accuracy  as  stated  In  para- 
graph (c)  of  this  section. 

(h)  Tripods  or  similar  microphone  mount- 
ings that  minimize  interference  with  the 
sound  being  measured. 


(ill)  Recording  and  reproducing  equip- 
ment characteristics,  frequency  response,  and 
dynamic  range  compatible  with  the  response 
and  accuracy  requirements  of  paragraph  (c) 
of  this  srclJon. 

(Iv)  Acoustic  calibrators  using  sine  wavo 
or  broadband  noise  of  known  sound  pressure 
level,  if  broadband  noise  Is  used,  the  signal 
must  be  dc:  erlbcd  In  terms  of  Its  average 
and  maximum  rms  value  for  a nonovcrlond 
signal  level. 

(v)  Analysis  equipment  with  the  response 
and  accuracy  requirements  of  paragraph  (d) 
of  this  section. 

(c)  Sensing,  recording,  and  reproducing 
equipment.  (1)  The  sound  produced  by  the 
aircraft  shall  be  recorded  in  such  a way  that 
the  complete  Information,  time  history  in- 
cluded, Is  retained.  A magnetic  tape  recorder 
Is  acceptable. 

' (2)  The  characteristics  of  the  system  must 

comply  with  the  recommendations  given  In 
International  Electrotechnical  Commission 
(IEC)  Publication  No.  179  with  regard  to  the 
sections  concerning  microphone  and  ampli- 
fier characteristics.  The  tcit  and  specifica- 
tions of  IEC  Publication  No.  179  entitled: 
"Precision  Sound  Level  Meters”  are  Incorpo- 
rated by  reference  Into  this  part  and  arw 
made  « part  hereof  as  provided  In  0 UjB.O. 
052(a)(1)  and  1 CFR  Tart  20.  This  pub- 
lication was  published  in  1965  by  the  Bureau 
Central  dc  In  Commission  Electrotechnique 
Internationale  located  at  1,  rue  de  Varembe, 
Geneva,  Switzerland,  and  copies  may  be  pur- 
chased at  that  place.  Copies  of  this  publica- 
tion are  available  for  examination  at  thw 
DOT  Library,  Federal  Office  Building  10A 
Branch  and  at  the  Office  of  Noise  Abatement 
both  located  at  Headquarters,  Federal  Avia- 
tion Administration,  800  Independence  Ave- 
nue, Washington,  D C.  Moreover,  copies  of 
this  publication  arc  available  for  examina- 
tion at  the  Regional  Offices  of  the  FAA. 
Furthermore,  a historic,  official  file  will  be 
maintained  by  the  Office  of  Noise  Abatement 
and  will  contain  any  changes  made  to  this 
publication. 

(3)  The  response  of  the  complete  system 
to  a sensibly  plane  progressive  sinusoidal 
wave  of  constant  amplitude  must  He  within 
the  tolerance  limits  specified  In  IEC  Publica- 
tion No.  179,  over  the  frequency  range  45  to 
11.200  Hz. 

(4)  If  limitations  of  the  dynamic  range 
of  the  equipment  make  It  necessary,  high 
frequency  preemphasls  must  be  added  to 
the  recording  channel  with  the  converse  de- 
emphasls  on  playback.  The  preemphasls 
must  be  applied  such  that  the  Instantaneous 
recorded  sound  pressure  level  of  the  noise 
signal  between  800  and  11,200  Hz  does  not 
vary  more  than  20  dB  between  the  maximum 
and  minimum  one-third  octave  bands 

(ft)  The  equipment  must  be  acousf ically 
calibrated  using  facilities  for  acoustic  free- 
fleld  calibration  and  electronically  calibrated 
as  stated  in  paragraph  (d)  of  this  section. 
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(8)  A windscreen  must  be  employed  with 
the  microphone  during  nil  measurements  of 
aircraft  noise  when  the  wind  speed  is  In 
excess  of  8 knots.  Corrections  for  any  in- 
sertion loss  produced  by  the  windscreen,  as 
a function  of  frequency,  must  be  applied  to 
the  measured  data  and  the  corrections  ap- 
plied must  be  reported 

(d)  Analysis  equipment.  (1)  A frequency 
analysis  of  the  acoustical  signal  shall  be  per- 
formed using  one-third  octave  niters  comply- 
ing with  the  recommendations  given  in  In- 
ternational Electrotechnical  Commission 
(IEC)  Publication  No  225.  The  text  and  spec- 
11  oatlons  of  IEC  publication  No  225  en- 
titled “Octave,  Half-Octave  and  Third-Oc- 
tave Band  Filters  Intended  for  the  Analysis 
of  Sounds  and  Vibrations”  are  incorporated 
by  reference  Into  this  port  and  are  made  a 
part  hereof  as  provided  In  5 U.S.C.  652(a)  (1) 
and  1 CFR  Part  20.  This  publication  was 
published  In  1908  by  the  Bureau  Central  de 
la  Commission  Electrotechnique  Interna- 
tional e located  at  1.  rue  de  Varembe.  Geneva, 
8wlt7erland.  and  copies  may  be  purchased 
at  that  place.  Copies  of  this  publication  are 
available  for  examination  at  the  Office  of 
Noise  Abatement  and  at  the  DOT  Library, 
Federal  Office  Building  10 A Branch  both  lo- 
cated at  Headquarters.  Federal  Aviation  Ad- 
ministration. 800  Independence  Avenue, 
Washington,  DC.  Moreover,  copies  of  this 
publication  are  available  tor  examination  at 
the  Regional  Offices  of  the  FAA.  Furthermore 
a historic,  official  file  will  be  maintained  by 
the  Office  of  Noise  Abatement  and  will  con- 
tain any  changes  made  to  this  publication. 

(2)  A set  of  24  consecutive  one-third  oc- 
tave filters  must  be  used.  The  first  filter  of 
the  set  must  be  centered  at  a geometric  mean 
frequency  of  60  Hz  and  the  last  of  10  kHz. 

(3)  The  analyzer  Indicating  device  must 
be  analog,  digital,  or  a combination  of  both. 
The  preferred  sequence  of  signal  processing 
Is: 

(I)  Squaring  the  one-third  octave  filter 
outputs; 

(II)  Averaging  or  integrating;  and 

(11!)  Linear  to  logarithmic  conversion. 

The  indicating  device  must  have  a minimum 
crest  factor  capacity  of  3 and  shall  measure, 
within  a tolerance  of  ± 1 .OdB,  the  true  root- 
mean-square  (rms)  level  of  the  signal  in 
each  of  the  24  one-third  octavo  bands.  If 
other  than  a true  rms  device  Is  utilized,  it 
must  be  calibrated  for  nonslnusoldal  signals 
and  time  varying  levels.  The  calibration  must 
provide  means  for  converting  the  output 
levels  to  true  rms  values. 

(4)  The  dynamic  response  of  the  analyzer 
to  input  signals  of  both  full-scale  and  20 
dB  less  than  full-scale  amplitude,  shall  con- 
form to  the  following  two  requirements: 

(1)  When  a sinusoidal  pulse  of  0.6-second 
duration  at  the  geometrical  mean  frequency 
of  each  one-third  octave  band  Is  applied  to 


the  Input,  the  maximum  output  value  shall 
read  4 dB  *-1  dB  less  than  the  value  obtained 
for  a steady  state  sinusoidal  signal  of  ths 
same  frequency  and  amplitude. 

(11)  The  maximum  output  value  shall  ex- 
ceed the  final  steady  state  value  by  0.5  ±0J 
dB  when  a steady  state  sinusoidal  signal  at 
the  geometrical  mean  frequency  of  each  one- 
third  octave  band  Is  suddenly  applied  to  the 
analyzer  Input  and  held  constant 

(5)  A single  value  of  the  rms  level  must 
be  provided  every  0.6  ±0.01  second  for  each 
of  the  24  one-third  octave  bands  The  levels 
from  all  of  the  24  one-third  octave  bands 
must  be  obtained  within  a 60-mllllsecond 
period.  No  more  than  6 milliseconds  of  data 
from  any  0 5-second  period  may  be  excluded 
from  the  measurement. 

(6)  The  amplitude  resolution  of  ths 
analyzer  must  be  at  least  0 25  dB. 

(7)  Each  output  level  from  the  analyzer 
must  be  accurate  within  ±1.0  dB  with  re- 
spect to  the  Input  signal,  after  all  systematic 
errors  have  been  eliminated  The  total  sys- 
tematic errors  for  each  of  the  output  levels 
must  not  exceed  ±3  dB.  For  contiguous  filter 
systems,  the  systematic  correction  between 
adjacent  one-third  octave  channels  may  not 
exceed  4 dB. 

(fl)  The  dynamte  range  capability  of  ths 
analyzer  for  display  of  a single  aircraft  noise 
event  must  be  at  least  65  dB  In  terms  of  the 
difference  between  full-scale  output  level 
and  the  maximum  noise  level  of  the  analyzer 
equipment. 

(0)  The  complete  electronic  system  must 
be  subjected  to  a frequency  and  amplitude 
electrical  calibration  by  the  use  of  sinusoidal 
or  broadband  signals  at  frequencies  covering 
the  range  of  45  to  11.200  Hz,  and  of  known 
amplitudes  covering  the  range  of  signal  levels 
furnished  by  the  microphone.  If  broadband 
signals  are  used,  they  must  be  described  in 
terms  of  their  average  and  maximum  rms 
values  for  a nonovcrload  signal  level. 

(e)  Noise  measurement  procedures.  (1) 
The  microphones  must  be  oriented  so  that 
the  maximum  sound  received  arrive*  as 
nearly  as  reasonable  In  the  direction  for 
which  the  microphones  are  calibrated.  The 
microphones  must  be  placed  so  that  their 
sensing  elements  are  approximately  4 feet 
above  ground. 

(2)  Immediately  prior  to  and  after  each 
test,  a recorded  acoustic  calibration  of  the 
system  must,  be  made  In  the  field  with  an 
acoustic  calibrator  for  the  two  purposes  of 
checking  system  sensitivity  and  providing 
an  acoustic  reference  level  for  the  analysis 
of  the  sound  level  data. 

(3)  For  the  purpose  of  minimizing  equip- 
ment or  operator  error,  field  calibrations 
must  be  supplemented  with  the  use  of  an 
Insert  voltage  device  to  place  a known  signal 
at  the  Input  of  the  microphone.  Just  prior 
to  and  after  recording  aircraft  noise  data. 

(4)  The  ambient  noise.  Including  both 
acoustical  background  and  electrical  noise 
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of  the  measurement  system.  must  be  re- 
corded and  determined  In  the  test  area  with 
the  system  gain  set  at  levels  which  will  be 
used  for  aircraft  noise  measurements. 

Section  A3B.3  Reporting  and.  correcting 
measured  data — (a)  General.  Data  represent- 
ing physical  measurements  or  corrections  to 
measured  data  must  be  recorded  In  perma- 
nent form  and  appended  to  the  record  except 
that  corrections  to  measurements  for  normal 
equipment  response  deviations  need  not  be 
reported.  All  other  corrections  must  be  ap- 
proved. Estimates  must  be  made  of  the  Indi- 
vidual errors  Inherent  In  each  of  the  opera- 
tions employed  in  obtaining  the  final  data. 

(b)  Data  reporting.  (1)  Measured  and 
corrected  sound  pressure  levels  must  be  pre- 
sented In  one-third  octave  band  levels 
obtained  with  equipment  conforming  to 
the  standards  described  In  I A38.2  of  this 
appendix. 

(3)  The  type  of  equipment  used  for  meas- 
urement and  analysis  of  all  acoustic  aircraft 
performance  and  meteorological  data  must  be 
reported. 

(3)  The  following  atmoepberlc  environ- 
mental data,  measured  at  hourly  Intervals  or 
less  during  the  test  period  at  the  observation 
points  prescribed  In  I A36.1  (d)(4)  of  this 
appendix,  must  be  reported: 

(I)  Air  temperature  in  degrees  Fahrenheit 
and  relative  humidity  In  percent. 

(II)  Maximum,  minimum,  and  average 
wind  In  knots  and  their  direction. 

(III)  Atmospheric  pressure  In  inches  of 
Mercury. 

(4)  Comments  on  local  topography,  ground 
cover,  and  events  that  might  Interfere  with 
sound  recordings  must  be  reported. 

(6)  The  following  aircraft  Information 
must  be  reported: 

(I)  Type,  model,  and  serial  numbers  (If 
any)  of  aircraft  and  engines. 

(II)  Oross  dimensions  of  aircraft  and  lo- 
cation of  engines. 

(ill)  Aircraft  gross  weight  for  each  teat 
run. 

(Iv)  Aircraft  configuration  such  as  flap 
and  landing  gear  positions. 

(v)  Airspeed  In  knota. 

(vl>  Engine  performance  In  pounds  of  net 
thrust,  engine  pressure  ratios,  Jet  exit  tem- 
peratures. and  fan  or  compressor  shaft 
rev. /min.  as  recorded  by  cockpit  Instruments 
and  manufacturer’s  data. 

(vll)  Aircraft  height  In  feet  determined 
by  a method  Independent  of  cockpit  Instru- 
mentation such  as  radar  tracking  theodolite 
trl  angulation,  or  approved  photographic 
techniques. 

(6)  Aircraft  speed  and  position  and  engine 
performance  parameters  must  be  recorded 
at  an  approved  sampling  rate  sufficient  to  cor- 
rect to  the  noise  type  certification  reference 
conditions  prescribed  In  I A38  3(c)  of  this 
appendix.  Lateral  position  relative  to  the 


extended  centerline  of  the  runway,  configu- 
ration, and  gross  weight  must  be  reported. 

(c)  Noise  type  certification  reference  con- 
dition*— (1)  Meteorological  condition*.  Air- 
craft position  and  performance  data  and  the 
noise  measurements  must  be  corrected  to 
the  following  noise  type  certification  refer- 
ence atmospheric  conditions: 

(a)  Bra  level  pressure  of  3116  psf  (76  cm 
mercury ) . 

(b)  Ambient  temperature  of  77*  F. 
(ISA  -f  10’C.). 

(c)  Relative  humidity  of  70  percent, 

(d)  Zero  wind. 

(3)  Aircraft  condition*  The  reference  con- 
dition for  takeoff  Is  the  maximum  weight  ex- 
cept os  provided  In  | 36.1681(b). 

The  reference  conditions  for  approach  axe: 

(a)  Design  landing  weight,  except  as  pre- 
sided In  | 36.1681(b), 

(b)  Approach  angle  of  3 

(c)  Aircraft  height  of  370  feet  above  noise 
measuring  station. 

(d)  Data  corrections.  (1)  The  noise  data 
must  be  corrected  to  the  noise  type  certifi- 
cation reference  conditions  as  stated  In 
I A36.3(c)  of  this  appendix.  The  measured 
atmospheric  conditions  must  be  those  ob- 
tained In  accordance  with  | A36.1  (d)(4)  of 
tbls  appendix.  Atmoepberlc  attenuation  of 
sound  requirements  are  given  In  I A36.6  of 
this  appendix. 

(2)  The  measured  flight  path  must  be 
corrected  by  an  amount  equal  to  the  dif- 
ference between  the  applicant's  predicted 
flight  paths  for  the  test  conditions  and  for 
the  noise  type  certification  reference  con- 
ditions. Necessary  corrections  relating  to  air- 
craft flight  path  or  performance  may  be  de- 
rived from  approved  data  other  than  cer- 
tification test  data.  The  flight  path  correction 
procedure  for  approach  noise  must  be  made 
with  reference  to  a fixed  aircraft  height  of 
370  feet  and  a glide  angle  of  3'.  The  effective 
perceived  noise  level  correction  must  be  lees 
than  2 EPNdB  to  allow  for: 

(a)  The  aircraft  not  passing  vertically 
above  the  measuring  point. 

(b)  The  difference  between  370  feet  and 
the  actual  minimum  distance  of  the  air- 
craft’s T1&  antenna  from  tbe  approach  meas- 
uring points. 

(c)  The  difference  between  the  actual  ap- 
proach angle  and  3\ 

Detailed  correction  requirements  are  given 
In  i A36  6 of  this  appendix. 

(3)  If  aircraft  sound  pressure  levels  do 
not  exceed  the  background  sound  pressure 
levels  by  at  least  10  dB  In  any  one-third 
octave  band,  approved  corrections  for  the 
contribution  of  background  sound  pressure 
levels  to  observed  sound  pressure  levels  must 
be  applied. 

(e)  Validity  of  remits.  (1)  Tbe  test  re- 
sults must  produce  three  average  EPNL  vwl- 
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um  and  their  00  percent  confidence  limits, 
each  be  ing  the  Arithmetic  avernge  of  the  cor- 
rected acoustical  measurements  for  all  valid 
test  runs  at  the  takeoff,  nppmach.  and  side- 
line measuring  points,  respectively.  If  more 
than  one  acoustic  measurement  system  Is 
used  at  any  single  measurement  location 
(such  as  for  the  symmetrical  sideline  meas- 
uring points) . the  resulting  data  for  each  test 
run  must  be  averaged  as  a single  measure- 
ment. 

(3)  The  minimum  sample  size  acceptable 
for  each  of  the  three  certification  measuring 
points  Is  six . The  samples  must  be  large 
enough  to  eetabllsh  statistically  for  each  of 
the  three  average  noise  type  certification 
levels  a 00  percent  confidence  limit  not  ex- 
ceeding ±1.5  KPNdB.  No  test  result  may  be 
omitted  from  the  average  process  unless 
otherwise  specified  by  the  FA  A. 

(3)  The  average  EPNL  values  and  their 
90  percent  confidence  limits  obtained  by  the 
foregoing  process  must  be  those  by  which 
the  noise  performance  of  the  aircraft  Is 
assessed  against  the  noise  type  certification 
criteria,  and  must  be  reported. 

Section  A36.4  Symbols  and  units — (a) 
Orneral.  The  symbols  used  In  Appendixes 
A and  B of  this  part  have  the  following 
meanings. 


Symlxxl  Unit 


<l)  or  I 


blent  atmospheric  relative 
humidity. 

Frequency  Bond  Index.  The 
i mrneriee)  Indicator  that 
denotes  eny  one  of  the  t4 
ene-thlrd  octave  bonds  with 
geometrical  mean  freqoooolM 
(ran  M)  to  10,000  Ht. 


n noy. 


n(i,  k) noy. 


n(k) nay. 


N(k) nay. 


Symbol 

Unit 

Meaning 

ant 

. . Antilo/jardhm  to  the  Pore  10. 

c<»> 

dB 

. Tone  Correction.  The  factor 
to  be  added  to  I'NL(k)  to 
account  for  the  presence  of 
-S|>actral  Irregularities  such 
as  tone*  at  the  k th  Increment 
of  time. 

P(b),  p(e) .. 

PNL 

d 

aee 

. . Duration  Time.  The  length  of 
the  significant  noise  time 
history  living  the  time  In- 
terval between  the  limits  of 
t(l)  and  t(2)  to  the  nearest 
second. 

PNL(k)... 

D 

« 

..  Durst ioa  Correction.  The  factor 
to  be  added  to  PNLM  to 
account  for  the  duration  of 
the  noise. 

EPNL 

KPNdB 

..  Ff retire  Perceived  Soite  UvH. 
The  value  of  PNI-  adjusted 
for  both  the  presence  of  dis- 
crete frequencies  and  the 
time  history.  (The  unit 
KPNdB  la  used  Instead  of 
the  unit  dB.) 

PNLM.... 
PNLT 

KO-rfl. — 

Ha. 

..  Frequency.  The  geometrical 
mean  frequoncy  for  the  l-th 
one-lhlrd  octave  band. 

ro.w — 

dB 

..  DtUa-dB.  The  difference  bo- 
tween  the  original  and 
background  sound  press  ore 
levels  In  the  l-th  one-tblrd 
octave  band  at  the  k-th 
Interval  of  time 

PNLTfk/.. 

ft 

dB 

..  dP-Dovon.  The  level  to  be 
subtracted  from  PNLTM 
that  deflnoa  the  duration 
of  the  nol.se. 

B 

* 

..  Relative  Humidity  The  am- 

PNLTM._  PNdB. 


. Time  Increment  Index.  The 
numerical  indicator  that  de- 
notes tin*  number  of  equal 
time  increments  Hint  hove 
elapsed  from  n reference 
rero. 

. Logarithm  to  the  Hate  10. 

. Son  Dit  untmuity  Coordinate. 
The  I or  n value  of  the  Inter* 
section  point  of  the  straight 
linos  representing  llio  varia- 
tion of  SI'L  wilh  log  n. 

. Soy  Inrene  Slope.  The  recip- 
rocals of  the  slopes  of  the 
Straight  lines  representing 
the  vtt.  itlon  of  SPL  with 
log  n. 

. Perceieed  Ndtinen.  The  per- 
ceived noisiness  at  any 
Instant  of  tlmo  that  occnn 
In  a specified  frequenoy 
range. 

. Perceieed  Snhinett.  The  per- 
ceived noisiness  at  tliek-tb 
Instant  of  tune  (hat  oocnrt 
In  the  l-th  one-lhlrd  octave 
hand. 

. Maximum  Perceived  So'iinett. 
The  mailuium  value  nf  all 
of  tho  24  values  of  n(l)  that 
occurs  at  thek-th  Instant  ef 
time. 

. Total  Perceived  Soleinett.  The 
total  perceived  noisiness  at 
tho  k-th  instant  of  lime  cal- 
culated from  tho  24-lnstan- 
taneous  values  of  n(l,  It). 

Soy  Slot*.  The  slopes  of  thr 
straight  linos  rtpreAcntlng 
the  variation  of  STL  with 
log  n. 

. Perceived  Soite  Level.  The  per- 
ceived noise  levol  at  any 
Instant  of  time  (the  unit 
PNdll  Is  used  Instead  of  tbs 
unit  dB). 

. Perceieed  Soite  Level.  The  per- 
ceived noise  level  calculated 
from  the  24  values  of  SI’L 
(l.k)  at  the  k-th  Increment 
nf  time.  (The  unit  PNdB  la 
used  Instead  of  the  unit  dBj 

Maxima  m Perceived  Soite 
I*vel.  The  maximum  value 
of  PNL.k)  that  occurs 
during  I ho  aircraft  flyover. 
(The  unit  rNdll  Is  used  In- 
stead of  the  unit  dll.) 

. Tone  Corrected  Perceived  Solve 
Level.  Tbs  value  of  PNL 
adjusted  for  the  presence  ol 
spectral  Irregularities  (dis- 
crete frequencies)  at  any  la- 
slant  of  time.  (The  unit 
PNd  n is  used  Instead  of  the 
unit  dn.) 

Tone  Corrected  Perceired  Soite 
Level.  TIm>  value  of  PNL(k) 
adjusted  for  the  present*  of 
discrete  freqt.  *-**lee  that 
o curs  at  tho  k-th  Increment 
of  time.  (The  unit  PNdll  Is 
uaed  Instead  of  tl>e  unit  dB.) 

Mar  mum  Tone  Corrected  Per- 
ceived Soite  Level.  The  maxi- 
mum value  of  PNLTfk) 
that  <»ccurt  during  the  air- 
craft flyover.  (The  unit 
PNdB  la  uaed  Instead  of  the 
unit  dB.) 
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8yrobol  Unit  Meaning 


•(l.k) dB 


As(l,k)...  dll 
•'(l.k) dn 


•(l.k) dll 

BPL dn  re 

0.0002 

micro- 

bar. 

8PL(a) dll  re 

0.0002 

micro- 

bar. 

BPL(b).  dn  r « 

8PL(c)  0.0002 
micro- 
bar. 

BPL(f.k)..  dll  ro 
0 0002 
mlcro- 
Inr. 

BPL'd.  k)  dn  re 

0.0002 
micro- 
bar. 

•PL"(I,  k).  dll  ra 
a 0002 

micro  bar 


BPLI dn  re 

0 0002 
mletobar 


BPLU dn  re 

00002 

mlcrobar 


I aaa 

1(1),  C(D....  aaa. 

At aaa. 

T MC. 


T *P 

of dB/feet 

of'..  de/iooo.. 

faot. 


Sloj>e  of  Sound  I'nssure  l.ertl. 
Tlta  change  In  level  l*tween 
adjacent  ono-l  bird  octave 
bnml  sound  pi««-.tirc  le\  els 
nt  tho  f-tfi  baud  f tr  the  k-th 
Instant  of  lime. 

Change  in  Slojie  of  Sound 
I 'ref  mi  re  Level. 

Adjusted  Slope  »f  Sound  Pres- 
sure l/crel.  Tlu*  chance  In 
level  between  adjacent 
adjiLsted  one-third  octave 
band  sound  pressure  levels 
at  the  l-lh  band  for  the  k -th 
Instant  of  time. 

Average  Slujie  of  Sound  Pres- 
ture  lAvel. 

Sound  I'ressure  Level.  The 
sound  pressure  lo\  el  at  any 
Instant  of  tune  that  occurs 
inasj«-ci’  oil  frequency  range. 

Sou  Discontinuity  Coordinate. 
The  SPI.  value  of  the  Inter- 
section point  of  the  straight 
lines  representing  the  varia- 
tion of  K f'f,  wif  li  log  n. 

Noy  liitcrffjii.  The  intercepts 
on  the  Rl’l/-a»ls  of  the 
sti  night  lines  route  tenting 
t tic  ^ niHtfon  of  STL  « tth 
log  n. 

Sound  Pressure  l feel.  'I  be 
sound  prc.-'Siue  level  «t  the 
k-th  In-taut  of  time  that 
occurs  in  the  l-tii  one-third 
octavo  band 

Adjusted  Sound  Pressure  Level. 
The  'tij-l  approximation  to 
background  level  In  the  i-tb 
one-thb  d octave  baud  for 
the  k-th  Instant  of  time. 

JiackffT  'und  Sound  I'ressure 
l.erel.  The  final  approxima- 
tion to  Imrkgiound  level  In 
the  f-th  omvthfrd  octave 
hand  for  tho  k-th  Instant 
of  time. 

Maiimum  Sound  I'ressure 
I*vel  The  sound  pressure 
level  that  occurs  in  the  l-tb 
one-third  octave  hand  of 
the  spectrum  for  I'NLTM. 

Corrected  Maiimum  Sound 
I’retiure  Level.  The  sound 
pressure  level  that  occurs  In 
the  1-th  one  third  octave 
band  of  the  spectrum  for 
PNfLTM  corrected  for 
atmospheric  sound  aleorp- 
tlon. 

Elapsed  Time.  The  length  of 
time  measured  from  a 
reference  tero 

Time  Limit.  The  beginning 
and  end  of  the  significant 
noise  time  history  defined 
by  h. 

Time  Increment  The  equal 
Increments  of  time  for  which 
PNL(k)  and  PNLT(k)  are 
calculated. 

Sormaltung  Time  Constant. 
The  length  of  time  used  as 
a reference  In  the  Inlogratlon 
method  for  computing 
duration  corrections 

. Temperature  The  ambient 
atmospheric  temperature. 

. Tett  Atmospheric  Absorption. 

. The  al mospherle  attenua- 
tion of  sound  thst  occurs  In 
the  l-th  one-tblrd  octave 
band  for  the  maasured  at- 
mospheric temperature  and 
ralatlv#  humidity. 


Symbol  Unit  Meaning 


aio dU/feet.  Reference  Atmospheric  Absorp- 

ado' dll/1000  (inn  The  atmospheric  at- 

foet.  teniiAtum  of  sound  that  oc- 

curs In  the  i th  one-th  rd 
ocfnva  hand  In  the  refereno • 
atmospheric  fomjwntura 
ami  relative  humidity. 

5 degrees  ...  First  Constant  Climb  1 ngle. 

y degrees Second  Cunslont  Climb  Angle. 

I.. doyraos.  71r utt  Cutback  Angles.  The 

• degrees.  siuMes  defining  tho  fiolnts 


on  the  takeoff  flight  t»af  h at 
which  thrust  reduction  Is 
•farted  and  ended  respec- 
tively 


S degrees Approach  Angle. 

9... degrees Takeoff  Noise  Angle.  The  angle 

I'etwoen  the  flight  path  and 
noise  path  for  takeoff  opera- 
tion It  Is  Ideinicnl  for  both 
mens'll od  and  corrected 
flight  paths. 

X degrees Approach  Noise  A ngle.  The 


angle  between  the  night 
path  and  the  noise  path  for 
approach  operation,  ft  Is 
Identical  for  both  measured 
and  corrected  flight  pallia. 

41 F.PNdB.,  VNI.L  Correction.  Tho  rorroO- 

tlon  In  ho  added  to  I ho 
KPN  I.  calculated  from 
measured  data  to  account 
for  noise  level  changes  due 
to  differences  In  atnmspherlo 
absoiption  and  noise  path 
length  between  reference 
and  test  conditions. 

A2 F.PNdB..  Noise  /’ml)  Duration  Cnrrcc- 

tlon.  The  correction  to  be 
added  to  the  KPN  l<  calcu- 
late 1 f mn  measined  data  to 
account  for  noise  level 
changes  due  to  the  noise 
duration  l>ecniise  of  differ- 
ences In  flyover  altitude 
between  reference  and  lost 
condition. 

A3 KPNdB..  Weight  Correction.  Tho  rorreo- 

tion  to  be  added  to  t he 
KPNL  calculated  from 
measure*!  data  to  account 
for  noise  lovel  changes  due 
to  differences  between  mail- 
mum  and  test  aircraft 
weights. 

44 EPNdB..  Approach  Angle  Correction. 

The  correction  to  be  added 
to  the  KPNL  calculated 
from  measured  data  to 
account  for  noise  lovel 
changes  due  to  differences 
between  3*  and  the  test 
approach  angle. 


A A B feet.  Takeoff  Profile  Changes.  Tb# 

4/9 degrees.  changes  In  the  basic  parara- 

Ay degrees.  eterg  defining  the  takeoff 

A3 degrees  profile  due  to  differences 

At degrees.  between  reference  and  teat 

conditions. 


Flight  Provtls  Identification  Positions 


Position  Description 

A Start  of  takeoff  roll. 

B Liftoff. 

C Start  of  first  constant  climb. 

D Start  of  thrust  reduction. 

E Start  of  second  constant  climb. 

Ec Start  of  second  constant  climb  on 

corrected  flight  path. 
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Flight  Profile  Identification 
Positions — Continued 


Position  Description 

F End  of  noise  certification  takeoff 

flight  path. 

Fc End  of  second  constant  climb  on 

corrected  flight  path. 

0  Start  of  noise  certification  ap- 

proach flight  path. 

Or Start  of  noise  certification  ap- 

proach on  reference  flight  path 

H Position  on  approach  path  di- 

rectly above  noise  measuring 
station. 

1  Start  of  level  off. 

It Start  of  level  off  on  reference  ap- 

proach flight  path. 

J Touchdown. 

K Takeoff  noise  measuring  station 

L Sideline  noise  measuring  station 

(not  on  flight  track). 

M End  of  noise  type  certification 

takeoff  flight  track. 

N Approach  noise  measuring  station. 

O Threshold  of  approach  end  of 

runway 

P Start  of  noise  type  certification 

approach  flight  track. 

Q Position  on  measured  takeoff 

flight  path  corresponding  to 
PNLTM  at  station  K. 

Qc Position  on  corrected  takeoff 

flight  path  corresponding  to 
PNLTM  at  station  K. 

R Position  on  measured  takeoff 

flight  path  nearest  to  station  K. 

Rc Position  on  corrected  takeoff 

flight  path  nearest  to  station  K. 

8 Position  on  measured  approach 

flight  path  corresponding  to 
PNLTM  at  station  N. 

8r Position  on  reference  approach 

flight  path  corresponding  to 
PNLTM  at  station  N. 

T — Position  on  measured  approach 

flight  path  nearest  to  station  N. 

Tr PoslMon  on  reference  approach 

flight  path  nearest  to  station  N. 

X Position  on  measured  takeoff 

flight  path  corresponding  to 
PNLTM  at  station  L. 


Flight  Profile  Dmtancfs 


Distance 

Unit 

Meaning 



ah 

fact 

Length  of  Takeoff  Roll.  The 
distance  along  ihe  runway 
between  the  start  of  takeoff 
roll  and  lift  off. 

AK 

tot 

. Takeoff  Measurement  Distance. 
The  distance  from  the  start 
of  roll  to  the  takeoff  noise 
measurement  station  along 
the  extended  centerline 
of  the  runway. 

I)tctanr»  Unit  Mamin* 


AM feet 


KQ feet. 

KQo ...  feet. 

KR feet. 

KRo feet 

LX feet 

NO feet 

N0 feet 

NBt 1mA 

NT feet. 

NTr feet. 


ON feet 


OP feet 


Takeoff  Flight  Track  Dittance. 
The  distance  from  the  start 
of  roll  to  llw  takeoff  flight 
track  position  along  the 
extenled  ccntei  lino  of  the 
runway  for  which  the 
position  of  the  aircraft 
need  m»  longer  1*  recorded. 

A lemur td  I'akenff  Soite  Path. 

'I  lie  distance  from  station 
K to  the  measured  aircraft 
position  Q 

Corrected  Takeoff  h'oite  Toth. 
The  distance  from  station 
K to  the  corrected  aircraft 
position  Qc. 

Measured  Takeoff  Afimmum 
Distance.  The  distance  from 
station  K to  point  It  on  tha 
measured  flight  path 

Corrected  Takeoff  Minimum 
Pittance.  The  distance  from 
station  K to  point  Itcon 
tho  corrected  flight  path. 

Meatured  Sideline  finite  Path. 
The  distance  from  station 
L to  the  measured  aircraft 
position  X . 

Aircraft  Approach  Height.  The 
vortical  distance  hot  ween 
tho  aircraft  and  the  ap- 
proach measuring  station. 

Meatured  Approach  h'oite 
Path.  Tho  distance  from 
station  N to  tho  measured 
aircraft  |>nsitlon  8. 

Reference  Approach  Nolee 
Path.  Tho  distance  from  st»- 
tlon  N to  the  reference  air- 
craft position  Sr. 

Measured  Approach  Minimum 
Dittance.  The  distance  fron 
station  N to  point  T on  thi 
measured  flight  path. 

Reference  Approach  Minimum 
Distance.  The  distance  from 
station  N to  point  Tr  on  tbe 
corrected  flight  path;  it 
equals  369  feet 

Approach  Measurement  Dit- 
tance. The  distance  from  the 
runway  threshold  to  the  ap- 
proach measurement  stntlon 
along  the  extended  center- 
line of  the  runway 

Approach  Plight  Track  Pit- 
tance. The  distance  from  the 
runway  threshold  to  the  ap- 
proach flight  track  position 
along  the  extended  renter- 
line of  the  runway  for  which 
tho  position  of  the  aircraft 
neoa  no  longer  be  recorded. 


Section  A36.0  Atmospheric  attenuation  of 
sound — (a)  General.  Tho  atmospheric  at- 
tenuation of  sound  must  be  determined  In 
accordance  with  the  curves  of  Figure  16 
presented  In  8AE  ARP  866  or  by  the  simplified 
procedure  presented  below.  SAE  ARP  866  la 
a publication  entitled:  ’‘Standard  Values  of 
Atmospberlo  Absorption  as  a Function  of 
Temperature  and  Humidity  for  Use  In 
Evaluating  Aircraft  Flyover  Noise"  and  the 
recommendations  presented  therein  are  In- 
corporated by  reference  Into  this  Part  and 
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%rt  made  a part  hereof  as  provided  In  8 U 6 C. 
123 (ft)  ( 1 ) ftnd  1 CFR  Pftrt  30.  This  publica- 
tion wfts  published  on  August  81,  1064,  by 
the  Society  of  Automotive  Engineers.  Inc., 
looftted  ftt  2 Pennsylvania  Plaza.  New  York. 
N.Y.  10001.  and  copies  may  be  purchased 
st  that  place.  Copies  of  this  publica- 
tion are  available  for  examination  at  the 
DOT  Library.  Federal  Office  Building  10A 
Branch  and  at  the  Office  of  Noise  Abatement 
both  located  at  Headquarters,  Federal  Avia- 
tion Administration.  800  Independence  Ave- 
nue. Washington,  DC.  Moreover,  copies  of 
this  publication  are  available  for  examina- 
tion at  the  Regional  Offices  of  the  FAA.  Fur- 
thermore. a historic,  official  die  will  be 
maintained  by  the  Office  of  Noise  Abatement 
and  will  contain  any  changes  made  to  this 
publication. 

(b)  Reference  condition t.  For  the  refer- 
ence atmospheric  conditions  of  temperature 
and  relative  humidity  equal  to  77*  F.  and  70 
percent,  respectively,  and  for  all  other  con- 
dltlons  of  temperature  and  relative  humidity 
where  their  product  Is  equal  to  or  greater 
than  4.000,  the  sound  absorption  must  be  ex- 
pressed by  the  following  equation: 

alo'  = 0/600  (dB/ 1,000  ft.) 

alo'  is  the  atmospheric  attenuation  of  sound 
that  occurs  In  the  1-th  one-third  octave 
band  for  the  reference  atmo&pbertc  condi- 
tions and  fl  Is  the  geometrical  mean  fre- 
quency for  the  1-th  one- third  octave  band. 


(c)  Nonreference  conditions.  (1)  For  all 
atmospheric  conditions  of  temperature  and 
relative  humidity  where  their  product  Is 
equal  to  or  less  than  4.000,  the  relationship 
between  sound  absorption,  frequency,  tem- 
perature. and  humidity  must  be  expressed 
by  the  following  equation: 

500al7fi=  (2/3)  (11/3) -(HT/l. 000)  1 

ai'  is  the  atmospheric  attenuation  of  sound 
that  occurs  In  the  1-th  one- third  octave 
band  for  a relative  humidity  of  H percent 
and  a temperature  o.’  T*  Pahrenhelt. 

(2)  Figure  Al  graphically  Illustrates  the 
simplified  relationship.  The  second  equation 
represents  the  inclined  line  which  Is  valid 
for  all  values  of  HT  up  to  and  Including 
4,000.  For  all  values  of  4,000  and  greater,  the 
horizontal  line,  represented  by  the  first 
equation.  Is  valid.  The  minimum,  reference, 
and  maximum  values  of  humidity  and  tem- 
perature are  indicated  In  Figure  Al. 

Section  A30.G  Detailed  correction  proce- 
dures— (a)  General.  If  the  noise  type  certifi- 
cation test  conditions  are  not  equal  to  the 
noise  certification  reference  conditions,  ap- 
propriate positive  corrections  must  be  made 
to  the  EPNL  calculated  from  the  measured 
data.  Differences  between  reference  and  teet 
conditions  which  lead  to  positive  corrections 
can  result  from  the  following: 

(1)  Atmospheric  absorption  of  sound  tin- 
der test  conditions  greater  than  reference. 
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HUMIDITYX  TEMPERATURE,  HT/1000,  % °F 

FIGURE  Al.  SIMPLIFIED  RELATIONSHIP  BETWEEN  ATMOSPHERIC 
SOUND  ATTENUATION,  FREQUENCY,  HUMIDITY, 

AND  TEMPERATURE. 
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(2)  Test  flight  pat h at  higher  altltuds 
than  referenoe,  and 

(8)  Test  weight  leas  than  marl  mum. 

negative  corrections  are  permitted  It  the 
atmospheric  absorption  of  60und  under  test 
conditions  is  1cm  than  reference  an  also 
If  the  test  flight  path  la  at  a lower  altitude 
than  reference. 

The  tAkeoff  teat  flight  path  can  occur  at  a 
higher  altitude  than  reference  If  the  meteor- 
ological conditions  permit  superior  aero- 
dynamic performance  ("cold  day"  effect) 
Conversely,  the  “hot-  day"  effect  can  cause 
tb^  takeoff  teat  flight  path  to  occur  at  a 
lower  altitude  than  reference.  The  approach 
test  flight  path  can  oocur  at  either  higher 
or  lower  altitudes  than  reference  Irrespec- 
tive of  the  meteorological  conditions. 

The  correction  procedures  presented  In  the 
following  discussion  consist  of  one  or  more 
of  five  possible  values  added  algebraically  to 
the  EPNL  calculated  os  If  the  tests  were  con- 
ducted completely  under  the  noise  type  certi- 
fication reference  conditions.  The  flight  pro- 
files must  be  determined  for  both  takeoff  and 
approach,  and  for  both  reference  and  test 
conditions.  The  test  procedures  require  noise 
and  flight  path  recordings  with  a synchro- 
nized time  signal  from  which  the  test  profile 
can  be  delineated.  Including  the  aircraft 
position  for  which  TNLTM  la  observed  at  the 
noise  measuring  station.  For  takeoff,  a flight 
profile  corrected  to  reference  conditions  may 
be  derived  from  manufacturer’s  data,  and  for 
approach,  the  reference  profile  la  known. 

Tho  noise  paths  from  the  aircraft  to  the 
noise  measuring  station  corresponding  to 
PNLTM  axe  determined  for  both  the  t&'t 


and  reference  profiles.  The  SPL  values  Ln  th» 
spectrum  of  PNLTM  are  then  corrected  far 
the  effects  of . 

(1)  Change  ln  atmospheric  sound 
absorption, 

(2)  Atmospheric  sound  absorption  on  th* 
change  in  noire  path  length. 

(3)  Inverse  square  law  on  the  change  la 
noise  path  length. 

The  corrected  values  of  SPL  are  then  con- 
verted to  PNLT  from  which  Is  subtracted 
PNLTM.  The  difference  represents  the  correc- 
tion to  be  added  algebraically  to  the  KPNL 
calculated  from  the  measured  data. 

The  minimum  distances  from  both  tbs 
test  and  reference  profiles  to  the  noise  meas- 
uring station  are  calculated  and  used  to 
de  i mine  a noise  duration  correction  dus 
to  the  change  ln  the  altitude  of  aircraft  fly- 
o *t.  The  duration  correction  Is  added  algs- 
b dc&lly  to  the  EPNL  calculated  from  t he 
. aoucured  data. 

From  anproved  data  Ln  the  form  of  curve* 
or  tablt*  giving  tho  variation  of  EPNL  with 
takeoff  weight  and  also  for  landing  weight, 
corrections  are  determined  to  be  added  to 
the  EPNL  calculated  from  the  measured  data 
to  account  for  noise  level  changes  due  to 
differences  between  maximum  and  teert  air- 
craft weights 

From  approved  data  ln  the  form  of  curve* 
or  tables  giving  the  variation  of  EPNL  with 
approach  angle,  corrections  are  determined 
to  be  added  algebraically  to  the  EPNL  cal- 
culated from  measured  data  to  account  tor 
nolso  level  changes  dus  to  differences  be- 
tween 3*  and  the  test  approach  angle. 

(b)  Takeoff  profiles.  Figure  A2  Illustrate* 
a typical  takeoff  profile.  The  aircraft  begins 


F 


FIGURE  A2.  MEASURED  TAKEOFF  PROFILE. 
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the  takeoff  roll  at  point  A.  lifts  off  at  point  tween  the  measured  and  corrected  takeoff 

B.  and  initiates  the  first  constant  climb  at  Might  profiles  can  then  be  used  to  determine 

point  C at  an  angle  0.  The  noise  abatement  the  corrections,  which  if  positive,  must  b« 

thrust  cutback  Is  started  at  point  D and  applied  to  the  EPNL  calculated  from  the 

completed  at  point  E where  the  second  con-  measured  data. 

•taut  climb  Is  defined  by  the  angle  3 (usu-  Note  Under  reference  atmospheric  con- 
ally  expressed  In  terms  of  the  gradient  In  dldon6  nnd  with  maximum  takeoff  weight, 

percent).  the  gradient  of  the  second  constant  climb 

The  end  of  the  noise  type  certification  angle,  a.  is  specified  to  be  not  IcRa  than  4 

takeoff  flight  p;vth  Is  represented  by  aircraft  percent.  However,  the  actual  gradient  will 

position  F whose  vertical  projection  on  the  depend  uj>on  the  test  atmospheric  condl- 

OJght  track  (extended  centerline  of  the  run-  lions,  assuming  maximum  takeoff  weight 

way)  la  point  M.  The  position  of  the  aircraft  and  the  parameters  characterizing  engine 

must  be  recorded  for  a distance  AM  of  at  performance  are  constant  (rpm,  epr,  or  any 
least  6 nautical  miles.  other  parameter  used  by  the  pilot). 

Position  K is  the  takeofl  noise  measuring  Figure  A4  Illustrates  portions  of  the  raeas- 
statlon  whose  distance  AK  Is  specified  as  3 5 ured  and  corrected  takeoff  flight  paths  ln- 
nautlcal  miles  Position  L Is  the  sideline  noise  eluding  the  significant  geometrical  relation- 

measuring  station  located  on  a line  parallel  ships  influencing  sound  propagation.  EP 

to  and  a specified  distance  from  the  runway  ropresents  the  measured  second  constant 

centerline  where  the  noise  level  during  take-  flight  path  with  climb  angle  y.  and  EcFc 
off  Is  vrreatest.  represents  the  corrected  second  oonstant 

The  takeoff  profile  Is  defined  by  the  fol-  flight  path  at  reduced  altitude  and  with  re- 
lowing five  parameters.  AB,  the  length  of  diiced  climb  angle  0— AS. 
takeofl  roll;  fl.  the  first  constant  climb  angle;  Position  Q represents  the  aircraft  location 
y,  the  second  constant  climb  angle;  and  on  the  measured  takeoff  flight  path  for  which 

I and  e.  the  thrust  cutback  angles.  These  five  PNLVM  is  observed  at  the  noise  measuring 

parameters  are  functions  of  the  aircraft  per-  station  K.  and  Qc  Is  the  corresj>ondlng  posJ- 

forinance  and  weight  and  the  atmospheric  tlon  on  the  corrected  flight  path.  The  meos- 

oondltlone  of  temperature,  pressure,  and  ured  and  corrected  noise  propagation  i>aths 

wind  velocity  nnd  direction.  If  the  test  con-  are  KQ  and  KQc.  respectively,  which  form 

dltlons  are  not  equal  bo  the  reference  condl-  the  same  angle  0 with  their  flight  paths, 

tlous.  the  corresponding  test  and  reference  Position  It  represents  the  point  on  the 
profile  p.unmeters  will  be  different  as  shown  measured  takeoff  flight  path  nearest  the 

in  Figure  A3.  The  profile  parameter  changes.  noise  measuring  station  K,  and  Rc  La  the 

Identified  as  AAB.  A/5,  An:.  AA  and  A*,  can  corresponding  position  on  the  corrected 

be  derived  from  the’  manufacturer's  data  flight  path.  The  minimum  distance  to  the 

(approved  by  the  FA  A)  and  ran  used  to  measured  and  corrected  flight  paths  are  ln- 

deflne  the  flight,  profile  corrected  to  the  dlcated  by  the  lines  KR  and  KRc.  reaper - 

reference  conditions.  The  relationships  be-  tlvely,  which  are  normal  to  their  flight  paths. 


A AB 


FIGURE  A3.  COMPARISON  Of  MEASURED  AND 
CORRECTED  TAKEOFF  PROFILES. 


1 


App.  A Title  14 — Aeronautics  and  Space 


K 


FIGURE  A4.  TAKEOFF  PROFILE  CHARACTERISTICS 
INFLUENCING  SOUND  PROPAGATION. 

(o)  Approach  profile*,  Figure  A5  Ulus-  p.  The  position  of  the  aircraft  must  be  re  - 

trmtes  a typical  approach  profile.  The  begin-  corded  for  a distance  OP  from  the  runway 

nlng  of  the  noise  type  certification  approach  threshold  O of  at  least  ♦ nautical  miles 
pronie  is  represented  by  aircraft  position  a The  aircraft  approaches  at  an  angle  e 

whose  vertical  projection  on  the  flight  track  passes  vertically  over  the  noise  measuring 

(extended  centerline  of  the  runway)  is  point  station  N at  a height  of  NH.  begins  the  level 
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FIGURE  A6.  COMPARISON  OF  MEASURED  AND 
CORRECTED  APPROACH  PROFILES. 


off  At  position  I,  and  touches  down  at  posi- 
tion J.  The  distance  ON  Is  specified  as  1.0 
nautical  mile. 

The  approach  profile  is  defined  by  the  ap- 
proach angle  . and  the  height  NH  which  are 
functions  of  the  aircraft  operating  conditions 
controlled  by  tte  pilot.  If  the  measured  ap- 
proach profile  parameters  are  different  from 
the  corresponding  reference  approach  param- 
eters (3*  and  370  feet,  respectively,  as  shown 
In  Figure  A8) , corrections,  If  positive,  must 
be  applied  to  the  EPNL  calculated  from  the 
measured  data. 

Figure  A7  illustrates  portions  of  the  meas- 
ured and  reference  approach  flight  paths 
including  the  significant  geometrical  rela- 
tionships Influencing  sound  propagation. 
OI  represents  the  measured  approach  path 
with  approach  angl#  t,  and  Qrlr  represents 


the  reference  approach  flight  path  at  lower 
altitude  and*  approach  angle  of  8*. 

Position  8 represents  the  aircraft  locati  » 
on  the  measured  approach  flight  path  fc. 
which  PNLTM  Is  observed  at  the  noise  mess- 
uilng  station  N.  and  8r  la  the  corresponding 
position  on  the  reference  approach  flight 
path.  The  measured  and  corrected  noise 
propagation  paths  are  N8  and  N8r,  respec- 
tively. which  form  the  same  angle  X with 
their  flight  paths. 

Poeltlon  T represents  the  point  on  the 
measured  approach  flight  path  nearest  the 
nol6«  measuring  station  N.  and  Tr  Is  the 
corresponding  point  on  the  reference  ap- 
proach flight  path.  The  minimum  distances 
to  the  measured  and  reference  flight  peths 
are  Indicated  by  the  lines  NT  and  NTT,  re- 
spectively, which  are  normal  to  their  flight 
paths. 


FIGURE  A7.  APPROACH  PROFILE  CHARACTERISTICS 
INFLUENCING  SOUND  PROPAGATION. 
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Non:  The  reference  approach  flight  path 
la  defined  by  v = 3 and  Nil  = 370  feet.  Con- 
sequently. NTr  can  alao  be  defined;  NTr  = 309 
feet  to  the  nearest  foot  and  la.  therefore, 
ocmaldered  to  be  one  of  the  reference 
parameters. 

(d)  PNLT  correction*.  Whenever  the  am- 
bient atmospheric  condition?  of  tempera- 
ture and  relative  humidity  dllTcr  from  the 
reference  condition*)  (77'  P.  and  70  percent, 
respectively ) and  whenever  the  measured 
takeofl  and  approach  flight  paths  differ  from 
the  corrected  and  reference  flight  pnthe  re- 
apectlvely.  It  may  be  necessary  or  desirable 
to  ap.  ly  corrections  to  the  ETNL  values  cal- 
culated from  the  measured  data  If  the 
corrections  are  required,  they  must  be 
calculated  aa  described  below. 

Referring  to  the  takeoff  flight  path  shown 
In  Figure  A4.  the  spectrum  of  PLNTM  ob- 
served at  station  K.  for  the  aircraft  at  po- 
sition Q.  Is  decomposed  Into  lta  Individual 
8PL1  values  A set  of  correoted  value*  are 
then  computed  an  follows: 

SPLlc  = SPL1  f (ai  — alo)  KQ 

4 alo  (KQ  -KQc) 

420  log  (KQ,  KQc) 

where  8PL1  and  SPLlc  are  the  measured  and 
corrected  sound  pressure  levels,  respectively. 
In  the  1-th  ona-thlrd  octave  band.  The  first 
correction  term  accounts  for  the  effect#  of 
ehange  In  atmospheric  sound  absorption 
where  al  and  alo  are  the  sound  absorption 
coefficients  for  the  test  and  reference  at- 
mospheric conditions,  respectively,  for  the 
1-th  one- third  octave  band  and  KQ  la  the 
measured  takeoff  nolee  path.  The  second 


correction  term  accounts  for  the  effects  at 
atmospheric  sound  absorption  on  the  change 
In  the  noise  path  length  where  KQc  la  the 
corrected  takeoff  nolae  path.  The  third  cor- 
rection term  accounts  for  the  effect#  of  the 
Inverse  square  law  on  the  change  In  the 
noise  path  length. 

The  corrected  values  of  8PI.lc  are  then 
converted  to  PNLT  and  a correction  term 
calculated  aa  follows: 

M — PNLT  — I’NLTM 

which  represents  the  correction  to  be  added 
algebraically  to  the  EPNL  calculated  from 
the  measured  data. 

The  same  procedure  Is  uted  tor  the  ap- 
proach flight  path  except  that  the  values 
for  SPLlc  relate  to  the  approach  noise  paths 
shown  In  Figure  A7  aa  follows: 

SPLlc  = SPL1+  (al  — alo)  N3 
4 alo  (NS-NSr) 

4 20  log  (N8  NSr) 

where  NS  and  NSr  are  the  measured  and 
reference  approach  noise  paths,  respectively. 
The  remainder  of  the  procedure  la  the  same 
as  for  the  takeoff  flight  path. 

The  same  procedure  la  used  for  the  side- 
line flight  path  except  that  the  values  for 
SPLlo  relate  only  to  the  measured  sideline 
noise  path  as  follows: 

SPLlc -SPU-f  ( al-ato ) LX 

where  LX  Is  the  measured  sideline  nolst  path 
from  station  L (Figure  A2)  to  position  X of 
the  aircraft  for  which  PNLTM  la  observed  at 
station  L.  Only  the  correction  term  acoounV 
lng  for  the  effects  of  change  In  atmospheric 


EPNL 


AIRCRAFT  TAKEOFF  WEIGHT 

FIGURE  A8.  TAKEOFF  WEIGHT  CORRECTION  FOR 
EPNL  AT  3.5  NAUTICAL  MILES 
FROM  BRAKE  RELEASE. 
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sound  absorption  la  considered.  The  differ* 
«nce  between  the  measured  and  corrected 
noise  path  lengths  are  assumed  negligible 
for  the  sideline  flight  path.  The  remainder 
of  the  procedvire  Is  the  same  as  for  the  takeoff 
flight  path. 

(e)  Duration  corrections.  Whenever  the 
measured  takeoff  and  approach  flight  paths 
differ  from  the  corrected  and  reference  flight 
paths,  respectively.  *t  may  bo  nece6crry  or 
desirable  to  apply  duration  corrections  to 
the  F.PNL  valuce  calculated  from  the  meas- 
ured data.  If  the  corrections  arc  required, 
they  snail  be  calculated  as  described  below. 

Referring  to  the  takeoff  flight  path  shown 
In  Figuro  A4.  a correction  term  Is  calculated 
u follows: 

^3=  —10  log  (KR/KRc) 

which  reprerents  the  correction  to  be  added 
si  gob  rale  ally  to  the  EPNL  calculated  from 
the  measured  data.  The  lengths  Kit  and  KRc 
are  the  measured  and  corrected  takeoff 
minimum  distances,  respectively,  from  the 
noise  measuring  station  K to  the  mesvsurcd 
and  corrected  flight  paths.  The  negative  sign 
Indicates  that,  for  the  particular  cose  of  a 
duration  correction,  the  EPNL.  calculated 
from  tbo  measured  data  Is  reduced  If  the 
measured  flight  path  la  at  a greater  altitude 
than  the  corrected  flight  path. 

The  same  procedure  Is  used  for  the  ap- 
proach flight  path  oxcept  that  the  correction 
relates  to  the  approach  minimum  distances 
shown  In  Figure  A7  as  follows  : 


A2  = — 10  log  (NT/360) 

where  NT  Is  tho  measured  approach  mini- 
mum distance  from  the  noise  measuring  sta- 
tion N to  the  measured  flight  path  and  369 
feet  is  the  minimum  distance  from  station 
N to  the  reference  flight  path. 

No  duration  correction  Ls  computed  for 
the  sideline  flight  path  because  the  differ- 
ences between  the  measured  and  corrected 
flight  paths  are  assumed  negligible. 

(f)  Weight  corrections.  Whenever  the  air- 
craft weight,  during  cither  the  nolso  type 
certification  takeoff,  sideline,  or  approach 
test,  is  less  than  tho  corresponding  maximum 
takeoff  or  landing  weight,  a correction  must 
be  applied  to  the  EPNL  value  calculated  from 
tho  measured  data.  The  corrections  are  deter- 
mined from  approved  data  in  tho  form  of 
tables  or  curves  such  as  schematically  Indi- 
cated in  Figures  A8  an.l  A9  Tho  data  must 
be  applicable  to  tho  noise  typo  certification 
reference  atmospheric  conditions. 

(g)  Approach  angle  corrections.  Whenever 
the  aircraft  approach  angle  during  the  nolso 
type  certification  approach  test  la  greater 
than  3’.  a correction  must  he  applied  to  tho 
FPNL  value  calculated  from  the  measured 
data.  Tho  corrections  are  determined  from 
approved  data  In  the  form  of  tables  or  curvaw 
such  as  schematically  Indicated  In  Figure 
A 10.  The  data  must  be  applicable  to  the 
noise  type  certification  reference  atmos- 
pheric conditions  and  to  the  test  landing 
weight. 


AIRCRAFT  LANDING  WEIGHT 

FIGURE  A9.  APPROACH  WEIGHT  CORRECTION 
FOR  EPNL  AT  1. 0 NAUTICAL  MILE 

FROM  RUNWAY  THRESHOLD. 
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EPNL 


FIGURE  A10.  APPROACH  ANGLE  CORRECTION  FOR 
EPNL  AT  1.0  NAUTICAL  MILE 
FROM  RUNWAY  THRESHOLD. 


Arrunnx  B — Ancmarr  N^ia  Evaluation 
Dma  | 86.103 

Section  B36.1  General.  The  procedures  In 
this  Appendli  must  be  used  to  determine  the 
noise  evaluation  quantity  designated  as 
effective  perceived  noise  level.  KPNL.  under 
136  103.  These  procedures,  which  use  the 
physical  properties  of  noise  measured  as  pre- 
scribed by  Appendix  A of  this  part,  consist 
of  the  following: 

(a)  The  24  one- third  octave  bands  of 
sound  pressure  level  are  converted  to  per- 
ceived noisiness  by  means  of  a noy  table.  The 
noy  values  are  combined  and  then  converted 
to  Instantaneous  perceived  noise  levels, 
PWL(k). 

(b)  A tone  correction  factor.  C(k).  Is  cal- 
culated for  each  spectrum  to  acoount  for  the 


subjective  response  to  the  presence  of  the 
maximum  tone. 

(c)  The  tone  correction  factor  Is  added  to 
the  perceived  noise  level  to  obtain  tone  cor- 
rected perceived  noise  levels.  PNLT(k),  at 
each  one-half  second  Increment  of  time.  The 
Instantaneous  values  of  tone  corrected  per- 
ceived noise  level  are  noted  with  respect  to 
time  and  the  maximum  value.  PNLTli.  Is 
determined. 

PNLT(k)  = PNL(k)  +C(k) 

(d)  A duration  correction  factor.  D.  Is 
computed  by  Integration  under  the  curve  of 
tone  corrected  perceived  noise  level  versus 
time. 

(e)  Effective  perceived  noise  level,  EPNL.  Is 
determined  by  the  algebraic  sum  of  the  maxi- 
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mum  ton*  corrected  perceived  noUe  level  end 
the  duration  correction  factor. 

EPHL  = PNLTM  + D 

Section  B38J  Perceived  noise  level.  In- 
stantaneous perceived  noise  levels,  PNL(k), 
must  be  calculated  from  Instantaneous  one- 
third  octave  band  sound  pressure  levels, 
SPL(l.k),  as  follows: 

Step  1.  Convert  each  one-third  octave 
band  BPL(l.k).  from  60  to  10,000  Ha.  to  per- 
ceived noisiness,  n(l_k),  by  reference  to 
Table  Bl.  or  to  the  mathematical  formulation 
of  the  noy  table  given  In  I BM.7  at  this 
appendix. 

Step  2.  Combine  the  perceived  noisiness 
values.  n(l.k),  found  In  step  1 by  tbs 
following  formula: 


N(k)-e(k)+0.U  [[f  n(l,k)]-.(k>] 

II 

-0.M*(k)+0.15£  n(U  k) 
i-i 

where  n(k)  Is  the  largest  of  the  34  values  o t 
n(ljk)  and  N(k)  Is  tho  total  perceived 
noisiness. 

Step  3.  Convert  the  total  perceived  noisi- 
ness. N(k) . Into  perceived  notes  level,  PNL(k), 
by  the  following  formula: 

PNL(k)  =40.0  + 83 J log  W(k) 
which  Is  plotted  In  Figure  Bl.  PNL(k)  may 
also  be  obtained  by  chooelng  N(k)  In  the 
1,000  Hz  column  of  Table  Bl  and  then  read- 
ing the  corresponding  value  at  8 PL  (Ik) 
which,  at  1,000  Hz.  equals  PNL(k) . 


Total  Pmcvlvod  Nollinwi,  N,  noyi. 
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Section  B36.3  Correction  for  spectral  Ir- 
regularities.  Noise  having  pronounced  Irreg- 
ularities In  the  spectrum  (for  example,  dlo- 
crete  frequency  components  or  tones),  must 
be  adjusted  by  the  correction  factor  C(k) 
calculated  as  follows: 

Step  l.  starting  with  the  corrected  sound 
pressure  level  In  the  80  Ha  one-third  octave 
band  (band  number  3),  calculate  the 
changes  in  sound  pressure  level  (or  “slopes-) 
In  the  remainder  of  the  one- third  octave 
bands  as  follows: 

s(3,k)  = no  value 

8(4_k)  = 8PL(4.k)  -8PL(3Jt) 


•(140  =8PL(lJk)  — 8PL|  (1 — 1 ) *k) 


s(24,k)  = SPL  (2440  -SPL(23,k) 

Step  2.  Encircle  the  value  of  the  slope, 
s(l.k).  where  the  absolute  value  of  the 
change  In  slope  Is  greater  than  6;  that  la, 
where 

!As(l.  k)|-|s(l.  k)-sl(l-l),  k]l>8. 

Step  3.  (a)  If  the  encircled  value  of  the 
•lope  •(l.k)  la  positive  and  algebraically 
preater  than  the  slope  s((l  — l),k].  encircle 
SPL(l.k). 

(b)  If  the  encircled  value  oi  tne  slope  s(i40 
Is  eero  or  negative  and  the  slope  s(l— l),kj 
la  positive,  encircle  (8PL[(t— l),k]) 

(c)  Por  all  other  cases,  no  sound  pressure 
level  value  Is  to  be  encircled. 

Step  4.  Omit  all  SPL(l.k)  encircled  In  Step 
8 and  compute  new  sound  pressure  levels 
SPL'(l.k)  as  follows: 

(a)  Por  nonenclrcled  sound  pressure  levels, 
let  the  new  sound  pressure  levels  equal  the 
original  sound  pressure  levels, 

SPL'(i.k)  =SPL(!,?r> 

(b)  Por  encircled  sound  pressure  levels  In 
bands  1-23,  let  the  new  sound  pressure  level 
equal  the  arithmetic  average  of  the  preceding 
and  following  sound  pressure  levels, 

8P!/(!.k)-()4)(8PL((l-l).k)  + 8PM(H>l),k)l 

(c)  If  the  sound  pressure  level  In  the 
highest  frequency  band  (1  = 24)  Is  encircled, 
let  the  new  sound  pressure  level  In  that 
band  equal 

SPL'  (24. k)  =8PL(23.k)  + s(23.k). 

Step  5.  Recompute  new  slopes  s'  (l.k),  in- 
cluding one  for  an  Imaginary  25-th  band,  as 
follows : 

•'(8.  k)  = s'(4.  k) 

■'(4,  k)  =8PL'(4,  k)  — 8PL'(3,  k) 


s'(l,k)  = 8PL'(140  — 8PL'|(l—  1)  ,k) 


s'(24,  k)  -:SPL* (24,  k)  — 8PL'(23.  k) 
s’(25,  k)  =a'(24,  k) 

Step  6.  Por  1 from  3 to  23.  compute  the 
arithmetic  average  of  the  three  adjacent 
slopes  as  follows: 

i(l,k)  =(1/8)  (s' (1.  k)  + s'|  (1  + 1).  k] 
+s'|(l+2).  k|  | 

Step  7.  Compute  final  adjusted  one-third 
octave-band  sound  pressure  levels,  SPL'' 
(l.k),  by  beginning  with  band  number  3 and 
proceeding  to  band  number  24  as  follows: 

8PL  "(8.  k)  =8PL(3.  k) 

SPL" (4.  k)  =8PL"  (3.  k)  -4-s(8.k) 


SPL" (l.k)  =SPL"(  (1  — l),k)+s|(l  — l),k) 


SPL" (24.  k)  =SPL"(23.  k)  +s(23.  k) 

Step  8.  Calculate  the  differences.  P(l,k). 
between  the  original  and  the  adjusted  sound 
pressure  levels  as  follows: 

P(l.k)  = SPL(i.k)  -SPL  "(l.k) 
and  note  only  value  greater  than  zero 

Step  9.  For  each  of  the  24  one-third  octave 
bands,  determine  tone  correction  factors  from 
the  sound  pressure  level  differences  F(ljc) 
and  Table  B2. 

step  10.  Designate  the  largest  of  the  tons 
correction  factors,  determined  In  Step  9.  as 
C(k).  An  example  of  the  tone  correction 
procedure  Is  given  In  Table  B3. 

Tone  corrected  perceived  noise  levels 
PNLT(k)  are  determined  by  adding  the  C(k) 
values  to  corresponding  PNL(k)  values,  that 
is, 

PNLT(k)  =PNL(k)  +C(k) 

Por  any  1-th  one-third  octave  band,  at  any 
k-th  Increment  of  time,  for  which  the  tone 
correction  factor  Is  suspected  to  result  frcnr 
something  other  than  (or  In  addition  to)  an 
actual  tone  (or  any  spectral  Irregularity 
other  than  aircraft  noise),  an  additional 
analysis  may  be  made  using  a filter  with  a 
bandwidth  narrower  than  one-third  of  an 
octave.  If  the  narrow  band  analysis  cor- 
roborates that  suspicion,  then  a revised  valus 
for  the  background  sound  pressure  level. 
SPL" (l.k).  may  be  determined  from  ths 
analysis  and  used  to  compute  a revised  tons 
correction  factor.  P(l.k),  for  that  particular 
one-third  octave  band 

Section  B36.4  Maximum  tone  correct eo 
perceived  noise  level.  The  maximum  toua 
corrected  perceived  noise  level.  PNLTM,  Is 
the  maximum  calculated  value  of  the  tons 
corrected  perceived  noise  level.  PNT.T(k) . cal- 
culated In  accordance  with  the  procedure  of 
| B36.S  of  this  Appendix.  Figure  B2  Is  an  ex- 
ample of  a flyover  noise  time  history  where 
the  maximum  value  la  clearly  Indicated. 
Half-second  time  Intervals.  At.  are  small 
enough  to  obtain  a satisfactory  noise  time 
history. 
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Frequency 
f,  HZ 

Level 
Difference 
F,  dB 

Tone 

Correction 
C,  dB 

F ^ 3 

0 

50^  f ^ 500 

3 ^ F 20 

F/6 

20  ^ F 

3 1/3 

F ^ 3 

0 

500  «£  f 5000 

3^  F 20 

F/3 

20  ^ F 

6 7/3 

F ^ 3 

0 

5000  ^ f «£  10000 

3 ^ F ^20 

F/6 

20  ^ F 

3 1/3 

Table  B2..  Tone  Correction  Factors 
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Table  B3.  Example  of  Tone  Correction  Calculation 
for  n Turbo fan  Engine 


If  there  are  no  pronounced  Irregularities  In 
the  spectrum,  then  the  procedure  of  I B3G.3 
of  this  Appendix  would  be  redundant  since 
PNLT(k)  would  be  Identically  equal  to 


PNL(k)  For  this  case.  PNLTM  would  bo  the 
maximum  value  of  PNL(k)  and  would  equal 
PNLM. 

Section  B30.S  Duration  correction.  The 
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Flyover  Time  t,  sec. 

Figure  B2.  Example  of  Perceived  Noise  Level  Corrected 
for  Tones  as  a Function  of  Aircraft  Flyover 
T ime 


durattou  correction  factor  D la  determined 
by  the  Integration  technique  defined  by  the 
expression : 

D-IOlox  [ (1/T)J  ant  M'NLT/10)  «lt] -PNLTM 

where  T Is  a norrnallzJng  time  constant. 
PNLTM  la  the  maximum  value  of  PNLT,  and 
t(l)  and  t(2)  nrc  the  limits  of  the  significant 
noh-e  time  history 

Since  PNLT  Is  calculated  from  measured 
value*  of  SPL.  there  will.  In  general,  be  no 
obvious  equation  for  PNLT  as  a function  of 
time.  Consequently,  the  equation  can  be  re- 
written with  a summation  sign  instead  of  an 
integral  sign  as  follows: 

[<*/•  I ■! 

(1/T)  2-  At  ant  lPNLT(k)/10)  J - PNLTM 

whero  At  Is  the  length  of  the  equal  Incre- 
ments of  time  for  which  PNLT(k)  Is  calcu- 
lated and  d Is  the  time  interval  to  the 
nearest  1 0 second  during  which  PNLT(k)  Is 
within  a fpeclfled  value,  h.  of  PNLTM. 

Half-second  time  Intervals  for  At  are  small 
enough  to  obtain  a aatlsfactory  history  of  the 
perceived  noise  level  A shorter  time  Interval 
may  be  selected  by  the  applicant  provided 
aproved  limits  and  constants  are  used. 

The  following  values  for  T,  At.  and  h.  must 
be  used  in  calculating  D: 

T=  10  sec. 

At  =0  6 sec,  and 
h = 10  dB. 


Using  the  above  values,  the  equation  for  D 
becomes 

I>  10  In*  [ ant  |I'NLT(k)/101  J - PNLTM  - 13 

where  the  Integer  d Is  the  duration  time 
defined  by  the  points  that  are  10  dB  less 
than  PNI.TM. 

If  the  10  drj-down  points  fall  between  cal- 
culated PNLT(k)  values  (the  usual  case), 
the  applicable  limits  for  the  duration  time 
must  he  chosen  from  the  PNLT(k)  values 
closest  to  PNLTM—  10.  For  those  cases  with 
more  than  one  peak  value  of  PNLT(k).  the 
applicable  limits  must  be  chosen  to  yield  the 
largest  possible  value  for  the  duration  time. 

If  the  value  of  PNLT(k)  at  the  10  dB- 
dov/n  point 8 Is  90  PNdB  or  less,  the  value  of 
d may  be  taken  as  the  time  Interval  between 
the  Initial  and  the  final  times  for  which 
PNLT(k)  equals  90  PNdB. 

Section  B30  6 Effective  perceived  noise 
level.  The  total  subjective  effect  of  an  air- 
craft llyover  is  designated  "cllectlve  per- 
ceived noise  level."  EPNL,  and  Is  equal  to 
the  algebraic  sum  of  the  maximum  value  of 
tho  tone  corrected  perceived  noise  level, 
PNLTM.  and  the  duration  correction.  D 
That  Is. 

FIPNL  - PNLTM  4 D 

where  PNLTM  and  D are  calculated  under 
M B30  4 and  B30  f>  of  this  appendix. 

The  above  equation  can  be  rewritten  by 
substituting  the  equation  for  D from  | B30.5 

of  this  appendix,  that  la. 
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KPNL-IOIffli;  [ L IPNLT(k)/IO|]-I3 

Section  B387  Mathematical  formulation 
of  noy  tables.  The  relationship  between  Bound 
pressure  level  and  perceived  noisiness  given 
In  Table  B1  la  Illustrated  In  Figure  B3.  The 
variation  of  SPL  with  log  n for  a given  one- 
third  octave  band  can  be  expressed  by  either 


one  or  two  straight  lines  depending  upon  th* 
frequency  range.  Figure  B3(a)  illustrates  the 
double  line  case  for  frequencies  below  400 
Hz.  and  above  6.300  Hz  and  Figure  B3(b) 
Illustrates  the  single  line  case  for  all  other 
frequencies. 

The  Important  aspects  of  ths  mathematical 
formulation  are: 
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1 the  slope*  of  the  etr&lght  Unee.  p(b) 

end  pic). 

2.  the  Intercepts  of  the  lines  on  the  SPt#- 
exls.  SPL(b).  and  SPL(c),  and 

3.  the  coordinates  of  the  discontinuity, 
BPL(a) . and  log  n(a). 

The  equations  are  as  fol’ows: 

Case  1.  Figure  B3(a) , f <400  Hr. 

f >6300  Hz. 

p(c)SPL(b)  -ptb)SPL(c) 

SPL(a)  = 

p(c)  -p(b) 

SPL(c)  -SPL(b) 

logn(a)  = 

plb)  -p(c) 

(a)  SPL(b)  <,  SPL  <,  SPL(al . 

EPL-SPL(b) 

n = ant 

P(b) 

(b)  SPL  >;SPL(a). 

SPL-SPL(c) 

n = ant 

pic) 

(c)  0 <log  n < log  n(a) . 

SPL  pd>)  logn  + SPL(b) 

(d)  logn>li<gn(al. 

SPL  = p(c)  log  n + SPI»(c) 

Case  2.  Figure  B3(b) . 400  <f  <6300  Hz. 

(a)  SPL^SPL(c). 

SPL-  SPL(c) 
n = ant , 

P(c) 

(b)  log  n SO. 

SPL-p(e)  !ogn  + SPL(c) 

Let  the  reciprocals  of  the  slopes  be  defined  as, 
M(b)  =l/p(b) 

M(c)  =l/p(c> 

Then  the  equations  can  be  written, 

Caje  J.  Figure  B3(a),  f<400  Hz. 

r>6300  Hz. 


SPL(a)  = 


M(b)SPL(b)  — Mfc)SPL(c) 


log  n(a)  =- 


M(b)-M(c) 

M(b)M(cj  |SPL(c)  — SPL(b) ) 
M(c)  — MTb) 

(a)  SPL(b)£SPL£SPL(a). 

n . ant  Mib)  |SPL-SPL(b) ) 

(b)  SPL  iSPL(a). 

n ant  M(c)  |SPL-SPL(c)  1 
I ci  0 < log  n < log  n ( a) . 

log  n 

8PL=M,bj+8PL(b> 

(d)  log  n 2; log  u (a). 

log  n 


SPL 


M(c) 


+ SPL(c) 


Case  2 Figure  133(b).  400  <f  <6300  Hz. 

(a)  srL>SPL(c). 

n -;aut  M(C)  |SPL-SPL(c)  1 
< b)  logn  >0. 

HPL=  4 SPL(c) 

M (C) 

Table  B4  lists  the  values  of  the  Important 
constants  necessary  to  calculate  sound 


pressure  level  as  a function  of  perceived 

noisiness. 

Appendix  C — Noise  Levels  for  Subsonic 

Transpout  Category  and  Turbojet 

Powered  Airplanes  Under  4 36.201 

Section  G36.1  Noise  measurement  and 
evaluation.  Compliance  with  this  appendix 
must  be  shown  with  noise  levels  measured 
and  evaluated  ns  prescribed,  re -pec Lively,  by 
Appendix  A and  Appendix  13  of  this  part,  or 
under  approved  equivalent  procedures. 

Section  C3G.3  Noise  measuring  points. 
Compliance  with  the  noise  level  standard* 
of  § C36.5  must  be  shown — 

(a)  For  takeoir,  at  a point  35  nautical 
miles  from  the  start  of  the  takeoff  roll  on  the 
extended  centerline  of  the  runway; 

(b)  For  approach.  »>t  a point  1 nautical 
mile  from  the  threshold  on  the  extended 
centerline  of  the  runway;  und 

( c ) For  lh*»  sideline,  at  the  point,  on  a line 
parallel  to  and  0 25  nautical  miles  from  the 
extended  centerline  of  the  runway,  where 
the  noise  lev**!  af'er  liftoff  Is  greatest.  e::cept 
that,  for  a’rplanes  powered  by  more  than 
three  turbojet  engines,  this  distance  must 
be  0.35  nautical  miles. 

Section  C3G.5  Noise  levels — fa)  General. 
Except  as  provided  In  paragraphs  (b)  aud 

(c)  of  this  section,  it  must  be  shown  by 
lllght  test  that  the  noise  levels  of  the  air- 
plane. at  the  measuring  points  prescribed  in 
§ 30.3,  do  not  exceed  the  following  (with 
appropriate  interpolation  between  weights); 

(1)  For  approach  and  sideline,  108 
EPNdB  for  maximum  *lghts  of  600.000 
pounds  or  more,  less  2 EPNdB  per  halving 
of  the  600.000-pound  maximum  weight  down 
to  102  EPNdB  foT  maximum  weights  of  76.- 
000  pounds  and  under. 

(2)  For  takeoff,  108  EPNdB  for  maximum 
weights  of  600.000  pounds  or  more,  lees  6 
EPNdB  per  halving  of  the  600,000-pound 
maximum  weight  down  to  93  EPNdB  for  max- 
imum weights  of  75.000  pounds  and  under. 

(b)  Tradeoff.  The  noise  levels  In  paragraph 
fa)  may  be  exceeded  at  one  or  two  of  the 
measuring  points  prescribed  In  I C36.3,  If — 

(1)  The  sum  of  the  exceedance*  1*  not 
greater  than  3 EPNdB; 

(2)  No  exceedance  Is  greater  than  2 
EPNdB;  and 

(3)  The  exceedances  are  completely  offset 
by  reduction*  at  other  required  measuring 
points. 

fc)  Prior  applications.  For  application* 
made  beforo  December  1.  1909.  for  airplanes 
powered  by  more  than  three  turbojet  engine* 
with  bypass  ratios  of  two  or  more,  the  value 
prescribed  In  paragraph  (b)(1)  of  this  sec- 
tion may  not  exceed  6 EPNdB  and  the  value 
prescribed  In  paragraph  (b)(2)  of  thl*  *eo- 
tlon  may  not  exceed  3 EPNdB. 

Section  C36.7  Takeoff  test  conditions.  <n> 
Except  as  provided  In  4 33.7(a)(2)  of  this 
Part,  this  section  applies  to  all  takeoffs  con- 
ducted In  showing  compliance  with  this 
Part. 
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Bond 

(i) 

t 

HZ 

M(b) 

SPL 

(h) 

dB 

SPL 

(a) 

dB 

M(c) 

SPL 

(>) 

dB 

1 

50 

0.0-13478 

A4 

91.0 

0.030103 

52 

2 

63 

0.040570 

60 

85.9 

51 

3 

80 

0.036831 

56 

87.3 

49 

4 

100 

" 

53 

79.9 

*' 

47 

5 

175 

0.035336 

51 

79.8 

46 

6 

160 

0.0333^3 

48 

76.0 

" 

45 

7 

700 

" 

46 

74.0 

43 

8 

250 

0.032051 

44 

74.9 

12 

9 

315 

0.030675 

4? 

94.6 

41 

10 

400 

- 

- 

- 

" 

40 

1 1 

500 
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- 

- 

12 

630 

- 

- 

- 

" 

" 

13 

- 

- 

- 

" 

14 

- 

- 

- 

" 

*• 

15 

1250 

- 

- 

- 

38 

16 

1600 

- 

- 

- 

0.029960 

34 

17 

2000 

- 

- 

- 

37 

18 

2500 

- 

- 

- 

30 

19 

31  50 

- 

- 

- 

29 

20 

4000 

- 

- 

- 

" 

” 

21 

50CO 

- 

- 

- 

" 

30 

72 

6300 

- 

- 

- 

" 

31 

mam 

8000 

0 047785 

wmm 

rmmm 

wmm 

mm 

10000 

" 

o 

msm 

E2 

Tabic  P<*.  Constants  fot  Mo  the  mot ically  For  mu  (a ted  NOV  Values 


(b)  Takeoff  power  or  thrust  must  be  uae<1 
from  the  start  of  the  takeoff  to  the  point 
at  which  an  altitude  of  at  least  1.000  feet 
above  the  runway  In  reached,  except  that, 
for  airplanes  powered  by  more  than  three  tur- 
bojet engines,  thl6  altitude  must  not  be  less 
than  700  feet. 

I r ) Upon  reaching  the  altitude  specified 
in  paragraph  (b)  of  this  section,  the  power 
or  thrust  may  not  be  reduced  below  that 
power  or  thrur.t  that  will  provide  level  flight 
with  one  engine  Inoperative,  or  below  that 
power  or  thrust  that  will  maintain  a climb 
gradient  of  at  least  4 percent,  whichever 
power  or  thrust  Is  greater. 

(d|  A sf#ced  of  at  least  V'j  f 10  knots  must 
be  attained  a.s  noon  as  practicable  after  lift- 
off. ar.d  must  be  maintained  throughout  the 
takeoff  noise  tent 

(e)  A constant  takeoff  configuration,  se- 
lected by  the  applicant,  must  be  maintained 
throughout  the  takeoff  noise  test,  except 
that  the  landing  gear  may  be  retracted 

Section  C36  9 Approach  test  conditions 
(a)  This  section  applies  to  all  approaches 
conducted  In  showing  compliance  with  this 
part. 


(b)  The  airplane's  configuration  must  be 
that  used  In  showing  compliance  with  the 
landing  requirements  in  the  alrworthlneM 
regulations  constituting  the  type  certifica- 
tion basis  of  the  airplane  If  more  than  on* 
configuration  Ik  used  In  showing  compliance 
with  the  landing  requirements  In  the  air- 
worthiness regulations  constituting  the  typ« 
certification  basis  of  the  airplane,  the  con- 
figuration that  |b  most  critical  from  a nolss 
standpoint  must  be  used. 

(c|  The  approaches  must  be  conducted 
with  a steady  glide  angle  of  3*  ±0  6*  and 
must  be  continued  to  a normal  touchdown 
with  no  alrfrnme  configuration  change 

<d)  A steady  approach  speed  of  not  leas 
thnn  1 30  V,  * 10  knots  must  be  established 
and  maintained  over  the  approach  measur- 
ing point. 

(e)  All  engines  must  be  operating  at  ap- 
proximately the  same  power  or  thrust. 

| Docket  No.  9337.  34  F R 18364.  Nov  18.  i960, 
as  amended  by  Arndt.  36  1.  34  Fit  18811, 
Nov  25.  1960  34  FR  19025.  Nov.  29.  1969; 

Arndt  No  ■ 1 19  FR  4 18  \ EX  c 19  1974; 
Arndt.  No  30  4.  40  FR  1035,  Jan  G.  1975) 
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Appendix  F — Noise  Requirements  for  Pro- 
peller-Driven Small  Airplanes 

PART  A — GENERAL 

Section  F36  1 Scope . This  appendix  pre- 
scribes limiting  noise  levels,  and  procedures 
for  measuring  noise  and  correcting  noice 
data,  for  the  propeller  driven  small  airplanes 
specified  in  § 36  1. 

PART  B — NOISE  MEASUREMENT 

Section  F36  101  General  test  conditions. 

(a)  The  test  area  must  be  relatively  flat  ter- 
rain having  no  excessive  sound  absorption 
characteristics  such  as  those  caused  by  thick, 
matted,  or  tall  grass,  by  shrubs,  or  by  wooded 
areas  No  obstructions  which  significantly  In- 
fluence the  sound  field  from  the  airplane  may 
exist  within  a conical  space  above  the  meas- 
urement position,  the  cone  being  defined  by 
an  axis  normal  to  the  ground  and  by  a half- 
angle 75  degrees  from  this  axis. 

(b)  The  tests  must  be  carried  out  under 
the  following  conditions: 

(1)  There  may  be  no  precipitation. 

(2)  Relative  humidity  may  not  be  higher 
than  90  percent  or  lower  than  30  percent. 

( 3 > Ambient  temperature  may  not  be  above 
86  degrees  F.  or  below  41  degrees  F.  at  33' 
above  ground.  If  the  measurement  site  is 
within  1 n.m.  of  an  airport  thermometer  the 
airport  reported  temperature  may  be  used. 

( 4 1 Reported  wind  may  not  be  above  10 
knots  at  33'  above  ground.  If  wind  velocities 
of  more  than  4 knots  are  reported,  the  flight 
direction  must  be  aligned  to  within  ^15 
degrees  of  wind  direction  and  flights  with 
tail  wind  and  head  wind  must  be  made  In 
equal  numbers.  If  the  measurement  site  Is 
within  1 n m.  of  an  all  port  anemometer,  the 
airport  reported  wind  may  be  used. 

(5)  There  may  be  no  temperature  inver- 
sion or  anomalous  wind  condition  that  would 
significantly  alter  the  noise  level  of  the  air- 
plane when  the  noise  Is  recorded  at  the  re- 
quired measuring  point. 

(6)  The  flight  test  procedures,  measuring 
equipment,  and  noise  measurement  proce- 
dures must  be  approved  by  the  FAA. 

f 7 1 Sound  pressure  level  data  tor  noise 
evaluation  purposes  must  be  obtained  with 
acoustical  equipment  that  complies  with 
sect  ion  P’36  103  of  this  appendix. 

Section  F36  103  Acoustical  measurement 
system  The  acoustical  measurement  system 
must  consist  of  approved  equipment  equiva- 
lent to  the  following: 

(a)  A microphone  system  with  frequency 
response  compatible  with  measurement  and 
analv  is  system  accuracy  as  prescribed  In 
section  F36  105  of  this  appendix 

(b)  Tripods  or  similar  microphone  mount- 
ings that  minimize  Interference  with  the 
•ound  being  measured. 


(c)  Recording  and  reproducing  equipment 
characteristics,  frequency  response,  and  dy- 
namic range  compatible  with  the  response 
and  accuracy  requirements  of  section  F36  105 
of  this  appendix 

(d)  Acoustic  calibrators  using  sine  wave 
or  broadband  noise  of  known  sound  pressure 
level  If  broadband  noise  Is  used,  the  signal 
must  be  described  in  terms  of  its  average 
and  maximum  root-mean-square  (rms) 
value  for  nonovcrload  signal  level. 

Section  F36  105  Sensing,  recording,  and  re- 
producing equipment. 

la)  The  noise  produced  by  the  airplane 
mu:  t he  recorded.  A magnetic  tape  recorder 
Is  acceptable. 

(hi  The  characteristics  of  the  system  must 
comply  with  the  recommendations  in  Inter- 
national Electrotechnical  Commission  (IEC) 
Publication  No.  179,  dated  1973.  concerning 
microphone  and  amplifier  characteristics.  The 
text  and  specifications  of  IEC  Publication  No. 
179,  dated  1973.  and  entitled  "Precision 
Sound  Level  Meters’*  are  Incorporated  by 
reference  Into  this  appendix  and  arc  made 
a part  hereof  as  provided  In  5 U.8.C.  552(a) 
and  1 CFR  Part  51.  This  publication  was 
published  in  1965  and  revised  In  1373  by  the 
Bureau  Central  dc  la  Commission  Electro- 
technique  Internationale  In  Geneva.  Switzer- 
land It  Is  available  for  purchase  from  the 
following  sources:  (l)  Bureau  Central  dc  la 
C’ornnn:  Ion  Electrotechnique  Internationale, 
1.  rue  dc  Varembe.  Geneva,  Switzerland;  and 
l2t  American  National  Standard  Institute, 
1430  Broadway.  New  York  City,  New  York 
10018.  The  matter  Is  available  for  Inr  pectlon 
at  the  following  locations:  (1)  FAA  Head- 
quarters DOT  Branch  Library,  and  Office  of 
Environmental  Quality,  BOO  Independence 
Avenue  SW..  Washington,  DC;  (2)  FAA 
Regional  Offices,  in  t lielr  respective  cities; 
and  (3)  Office  of  the  Federal  Register.  1100 
I/’  Street  NW..  Washington.  DC 

(c)  The  response  of  the  complete  system 
to  a sensibly  plane  progressive  sinusoidal 
wave  of  constant  amplitude  must  lie  within 
1 1 tolerance  limits  specified  in  IEC  Publica- 
tion No  179.  dated  1973,  over  the  frequency 
range  45  to  1 1.200  Hz. 

(d)  If  limitations  of  the  dynamic  range 
of  the  equipment  make  it  necessary,  high 
frequency  pre-emphasis  must  be  added  to  the 
recording  channel  with  the  converse  de-em- 
phasfs  on  playback.  The  pre-emphasis  must 
be  applied  su-*'  that  the  instantaneous 
recorded  sound  pressure  level  of  the  noise 
signal  between  800  an  J 11.200  11/  does  not 
vary  more  than  20  dB  bet,,  -mi  the  maximum 
and  minimum  one-third  oct»*  •»  bands. 

I c ) if  requested  by  the  Adinliin<trator.  toe 
recorded  noise  signal  must  be  road  through 
an  A"  filter  with  dynamic  characteristics 
designated  ’slow."  as  defined  In  IEC  Pub- 
lication No.  179.  dated  1973  The  output 
signal  from  the  filter  must  be  fed  to  a rectlfy- 
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ing  circuit  with  square*  law  rectification,  inte- 
grated with  time  constants  for  charge  and 
discharge  of  about  1 second  or  800  milli- 
seconds 

»f>  The  equipment,  must  be  acoustically 
calibrated  using  facilities  for  acoustic  free- 
hold calibration  and  It  analysis  of  the  tape 
recording  Is  requested  by  the  Administrator, 
the  analy  -Is  equipment  shall  be  electronically 
calibrated  by  a method  approved  by  the 
FAA 

(g  A windscreen  must  be  employed  with 
microphone  during  all  measurements  of  air- 
craft noise  when  the  wind  speed  is  in  ex- 
cess of  6 knots. 

Section  F36.107  Noise  measurement  proce- 
riu  res. 

(a)  The  microphones  must  b^  oriented  In 
a known  direction  so  that  the  maximum 
sound  received  arrives  as  nearly  as  possible 
In  the  direction  for  which  the  microphones 
are  calibrated.  The  microphone  sensing  ele- 
ments must  be  approximately  4'  above 
ground. 

ib)  immediately  prior  to  and  after  each 
tes4.  a recorded  acoustic  calibration  of  the 
system  mu  t be  made  In  the  field  with  an 
ncorstic  calibrator  for  the  two  purpores  of 
checking  system  sensitivity  and  providing  an 
moustic  reference  level  for  the  analysis  of 
the  sound  level  data. 

<c)  The  ambient  noise,  including  both 
acoustical  background  and  electrical  noise  of 
the  measurement  systems,  must  be  recorded 
and  determined  in  the  test  area  with  the  sys- 
tem gain  set  at  levels  that  will  be  used  for 
a'rcrrft  noise  measurements.  If  aircraft 
sound  pressure  levels  do  not  exceed  the  back- 
ground sound  pressure  levels  by  at  least  10 
dB(.\).  approved  corrections  for  the  contri- 
bution of  background  round  pressure  level 
to  the  observed  sound  pressure  level  must  be 
applied. 

Section  F30  100  Data  recording,  reporting, 
and  approval. 

(a)  Data  representing  physical  measure- 
ments or  corrections  to  measured  data  must 
bo  r**(  orded  in  permanent  form  and  appended 
to  the  record  except  that  corrections  to  meas- 
urements for  normal  equipment  response 
deviations  need  not  be  reported.  All  other 
corrections  must  be  approved  Estimates 
must  be  made  of  the  individual  errors  In- 
herent in  each  of  the  operations  employed 
in  obtaining  the  final  data. 

(b)  Measured  and  corrected  sound  pres- 
sure levels  obtained  with  equipment  con- 
forming to  the  specifications  described  In 
section  F3C  105  of  this  appendix  must  be 
reported. 

(O  The  type  of  equipment  used  for  meas- 
urement and  analysis  of  all  acoustic,  air- 


plane performance,  and  meteorological  data 
must  be  reported 

id)  The  following  atmospheric  data, 
measured  immediately  before,  after,  or  dur- 
ing each  test  at  the  observation  points  pre- 
scribed in  section  F36  101  of  this  appendix 
must  be  reported 

( 1 ) Air  temperature  and  relative  humidity. 

(2)  Maximum,  minimum,  and  average 
wind  velocities 

ie)  Comments  on  local  topography,  ground 
cover,  and  events  that  might  Interfere  with 
sound  recordings  must  be  reported 

if)  The  following  airplane  Information 
must  be  reported : 

(1)  Type,  model  and  serial  numbers  (if 
any)  of  airplane",  engines,  and  propellers. 

12)  Any  modifications  or  nonstandard 
equipment  likely  to  afTect  the  noire  char- 
acteristics of  the  airplane. 

(3)  Maximum  certificated  takeoff  weights. 

(4)  Airspeed  In  knots  for  each  overflight 
of  the  measuring  point. 

(5)  Engine  performance  in  terms  of  revo- 
lutions per  minute  and  other  rcle  ant  param- 
eters for  each  overllight. 

(6)  aircraft  height  in  feet  determined  by 
a calibrated  altimeter  in  the  aircraft,  ap- 
proved photographic  techniques,  or  approved 
tracking  farllitie  . 

< g ) Aircraft  speed  and  position  and  engine 
performance  parameters  must  he  recorded 
at  an  approved  sampling  rate  snfTi'lcnt  to 
ensure  compliance  with  the  test  procedures 
and  conditions  of  this  appendix. 

Section  F36.1  11  Flight  procedures 

(a)  Tests  to  demonstrate  compliance  with 
the  noise  level  requirements  of  this  appen- 
dix must  Include  at  least  six  level  flights  over 
the  measuring  station  at  a height  of  1.000’ 
±30'  and  ♦ 10  degress  from  the  zenith  when 
passing  overhead. 

(b)  Overflight  must  be  performed  at  rated 
maximum  continuous  power,  stabilized 
speed  with  propellers  synchronized  and  with 
the  airplane  m the  cruise  configuration  ex- 
cept that.  If  the  speed  at  maximum  continu- 
ous power  would  exceed  the  maximum  speed 
authorized  in  level  flight,  accelerated  flight 
Is  acceptable. 

TART  C — DATA  CORRECTION 

Section  F36.201  Correction  of  data 

(a)  Noise  data  obtained  when  the  tem- 
perature Is  outside  the  range  of  f>8  degrees 
F.  * 9 degrees  F , or  the  relative  humidity 
is  below  40  percent.  mu:,t  be  corrected  to  77 
degrees  F.  and  70  percent  relative  humidity 
by  a method  approved  by  the  FAA. 

(b)  The  performance  correction  prescribed 
In  paragraph  (c)  or  tills  section  must  be 
uj.cd  It  must  be  determined  by  the  method 
described  In  this  appendix,  and  must  be 
added  algebraically  to  the  measured  value 
It  Is  limited  to  5 dB(  A) . 
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(c)  The  performance  correction  must  bo 
computed  by  using  the  following  formula: 


AdB  =60-20 


(n,430-D„.)R  C + 50 

'v,“ 


Where : 

Dw,  Takeoff  distance  to  50  feet  at  maximum 
certificated  takeoff  weight. 

R C Certificated  best  rate  of  climb  (fpm). 

Vr  — Speed  for  best  rate  of  climb  In  the 
same  units  as  rate  of  climb. 

(d)  When  takeoff  distance  to  50'  Is  not 
listed  as  approved  performance  Information, 
the  figures  of  1375'  for  single-engine  air- 
planes and  1600'  for  multi-engine  airplanes 
must  be  used. 

Section  F36  203  Validity  of  results. 

(a)  The  test  results  must  produce  an 
average  dB(A)  and  Its  90  percent  confidence 
Umtls.  the  noise  level  being  the  arithmetic 
average  of  the  corrected  acoustical  measure- 
ments for  all  valid  test  runs  over  the  meas- 
uring point. 

(b)  The  samples  must  be  large  enough  to 
establish  statistically  a 90  percent  confidence 
limit  not  to  exceed  ±1.5  dB(  A ) . No  test 
result  may  be  omitted  from  the  averaging 
process,  unless  omission  Is  approved  by  the 
FA  A. 

PART  D — NOISE  LIMITS 

Section  F36  301  Aircraft  noise  limits. 

(a)  Compliance  with  this  section  must  be 
shown  with  noise  data  measured  and  cor- 
rected as  prescribed  In  Parts  B and  C of  this 
appendix. 

(b)  For  airplanes  for  which  application 
for  a type  certificate  Is  made  on  or  after 
October  10,  1973,  the  noise  level  must  not 
exceed  68  dB(A)  up  to  and  Including  air- 
craft weights  of  1.320  pounds  (600  kg  ).  For 
weights  greater  than  1.320  pounds  up  to 
and  Including  3.630  pounds  (1.660  kg.)  the 
limit  Increases  at  the  rate  of  1 dB/165  pounds 
(1  dB/75  kg.)  to  82  dB( A)  at  3.630  pounds, 
after  which  It  Is  constant  at  82  dB( A)  up  to 
and  Including  12.500  pounds.  However,  air- 
planes produced  under  type  certificates  cov- 
ered by  this  paragraph  must  also  meet  para- 
graph (d)  of  this  section  for  the  original 
Issuance  of  standard  airworthiness  certifi- 
cates or  restricted  category  airworthiness 
certificates  If  those  airplanes  have  not  had 
flight  time  before  the  date  specified  In  that 
paragraph. 

(c)  For  airplanes  for  which  application 
for  a type  certificate  Is  made  on  or  after 
January  1,  1975,  the  noise  levels  may  not 
exceed  the  noise  limit  curve  prescribed  In 
paragraph  (b)  of  this  section,  except  that 
80  dB(A)  may  not  be  exceeded  at  weights 
from  and  Including  3.300  pounds  to  and  In- 
cluding 12,500  pounds. 


(d)  For  airplanes  for  which  application 
Is  made  for  a standard  airworthiness  cer- 
tificate or  for  a restricted  category  airworthi- 
ness certificate,  and  that  have  not  had  any 
flight  time  before  January  1.  1980,  the  re- 
quirements of  paragraph  (c)  of  this  section 
apply,  regardless  of  date  of  application,  to 
the  original  Issuance  of  the  certificate  for 
that  airplane. 

(Title  I of  the  National  Environmental 
Policy  Act  of  1969  (42  U.SC.  4321  et  seq  >; 
and  EO  11514.  Mar.  5.  1970  ) (Docket  No. 
13243.  40  FR  1035.  Jan.  6.  1975;  40  FR  6347. 
Feb.  11,  1976) 

PART  37— TECHNICAL  STANDARD 

ORDER  AUTHORIZATIONS 

Subpart  A — General 

Sec. 

87  1 Applicability. 

37.3  TSO  authorization  required. 

37.5  Application  and  Issue. 

37.7  General  rules  governing  holders  of 
TSO  authorizations. 

37  9 Approval  for  deviation. 

87  11  Design  changes. 

37.11  Recordkeeping  requirement*. 

37.15  FA  A Inspection. 

87.17  Reporting  of  failures,  malfunc- 
tions. and  defects. 

87.19  Noncompliance. 

87.21  Transferability  and  duration. 

37.23  Incorporation  by  reference. 

Subpart  B — Technical  Standard  Orders 
•7.111  Cargo  and  baggage  compartment 
s m > k e detection  Instruments — 
TSO-Clb. 

•7.112  Airspeed  Indicator  (pitot  static)  — 
TSO~C2b. 

87*1 13  Turn-and-sllp  Indicator  (TSO-C3b). 
•7.114  Bank  and  pitch  Instruments  (Indi- 
cating gyro-stablllzed  type)  (gy- 
roscopic horizon,  attitude  gyro)  — 
TSO-C4C. 

87.115  Direction  Instrument,  non-magnetlc, 
gyro-stablllzed  type  (directional 
gyro)  — TSO-C5c. 

•7.116  Direction  Instrument.  mngnctlo 
(gyro-stablllzed  type) — TSO-CBc. 
•7.117”  Direction  Instrument,  magnetic,*  non- 
stablUzed  type  (magnetic  com- 
pass) — TSO-C7C. 

•7.118  Rate  of  climb  indicator,  pressure 
actuated  (vertical  speed  Indica- 
tor) —TSO-C8b. 

87  119  Automatic  pilots— TSO-C9C. 

87.120  Aircraft,  altimeter,  pressure,  actu- 
ated, sensitive  t^pe — TSO — ClOb. 
•7.121  Fire  detectors  (thermal  sensing  snd 
Ionization  firming  types) — TSO 
Clld. 


•177 


I 


PROPOSED  CHANGES 


THURSDAY,  OCTOBER  28,  1976 


PART  II: 


DEPARTMENT  OF 
TRANSPORTATION 

Federal  Aviation 
Administration 


AIRCRAFT  NOISE 
MEASUREMENT  AND 
EVALUATION 
SPECIFICATIONS 


Proposed  Rulemaking 


47U2 


PROPOSED  RULES 


DEPARTMENT  OF 
TRANSPORTATION 

federal  Aviation  Administration 
[ 14CFR  Part  36] 

| Docket  No  16221:  Notice  No  76  21) 

AIRCRAFT  NOISE  MEASUREMENT  AND 
EVALUATION  SPECIFICATIONS 

Proposed  Rule  Making 

The  Federal  Aviation  Administration  is 
eonsidci  ing  amending  Fai  t 35  o(  the  Fed- 
eral Aviation  Regulations  < 14  CFR  Part 
36)  to  amend  the  procedures  and  stand- 
ards for  conducting  noise  type  certifica- 
tion and  acoustical  change  tests  con- 
tained in  Appendices  A and  B.  to  revise 
the  form  by  which  certain  standards  and 
procedures  are  incorporated  by  reference 
in  Part  3G,  to  redesignate  certain  pro- 
visions, and  to  provide  a table  of  sections 
in  each  Part  36  appendix. 

Interested  persons  are  invited  to  par- 
ticipate in  the  making  of  the  proposed 
rule  by  submitting  such  written  data, 
views,  or  arguments  as  they  may  desire. 
Communications  should  identiiy  the  reg- 
ulatory docket  or  notice  number  and  be 
submitted  in  duplicate  to:  Federal  Avia- 
tion Administration.  Office  of  the  Chief 
Counsel.  Attention:  Rules  Docket.  AGC- 
24,  800  Independence  Avenue  SW„  Wash- 
ington, DC.  30391.  All  communications 
received  on  or  before  December  30.  197C, 
will  be  considered  by  ihe  Administrator 
before  taking  action  on  the  proposed  rule. 
The  proposals  contained  in  ibis  notice 
may  be  changed  in  the  light  of  comments 
received.  All  comments  submitted  will  be 
available,  both  before  and  after  '.he  clos- 
ing date  for  comments,  m Ihe  Rules 
Docket  for  examination  by  interested 
persons 

Any  poison  may  obtain  a ropy  of  this 
Notice  of  Proposed  Rule  Making  iNPRM  i 
by  submilting  a request  to  the  Federal 
Aviation  Administration.  Office  of  Public 
Affairs.  Attention:  Public  Information 
Center.  AI’A-430.  600  Independence  Ave- 
nue. SW  . Washington,  DC.  20591,  or  by 
calling  (202 1 426-8058.  Communications 
mast  identify  the  notice  number  of  this 
NPRM.  Persons  interested  in  being 
placed  on  a mailing  list  for  future 
NPRMs  should  also  request  a copy  of  Ad- 
visory Circular  No.  11-2  v.  Inch  describes 
the  application  procedure 

BArKGROl'NU 

Public  laws  90-411  and  92-574  were 
enacted  to  pro\  idc  both  present  and  fu- 
ture relief  and  protection  to  the  public 
health  and  well  are  from  noise  and  sonic 
boom  from  mil  aircraft  Under  these 
Acts,  tiie  Administrator  of  the  Federal 
Aviation  Administration  'FAA',  after 
cousultution  with  the  Secretary  of 
Transportation  and  the  Administrator  of 
the  Environmental  Prelection  Agency 
<EJ’A>.  Is  rc>|>on..ible  lor  the  adoption 
and  amendment  oi  rules  which  prescribe 
the  necessary  standards  and  regulations. 

On  November  3 l‘J6fi  the  Federal  Avia- 
tion Administration  iFAA>  adopted  Fart 
3G  of  Die  Federal  Aviation  Regulations 
< FAR* i entitled  "Noise  Standards-  A!r- 
erufl  Type  Certification''  <34  Fit  18355; 


November  18.  1969'  FAR  Part  36  con- 
tains several  apiiendices  in  which  the 
teelinleal  specifications  for  demonstrat- 
ing compliance  with  Part  36  are  pre- 
scribed Ap|)ciidices  A and  B of  FAR  Part 
36  contain  the  specifications  for  con- 
ducting noise  type  certification  tests  and 
for  evaluating  the  noise  data  in  terms 
of  Effective  Perceived  Noise  Level 
i KPN  I,  i . These  appendices  have  been 
modified  slightly  since  their  adoption  in 
1969.  Appendix  C of  Part  36  prescribes 
noise  level  limits  for  new  designs  of  sub- 
sonic transport  category  and  turbojet 
powered  aircraft  for  which  an  applica- 
tion for  type  certificate  was  made  on  or 
after  January  1.  1967.  As  adopted,  Part 
36  also  contained  provisions  for  prevent- 
ing the  escalation  of  noise  levels  regard- 
ing growth  or  follow-on  versions  of  those 
types  of  aircraft  in  production  and  for 
which  application  for  a type  certificate 
was  made  prior  to  January  1,  19C7.  Sub- 
sequent amendments  added  Appendix  F 
prescribing  noise  standards  for  propel- 
ler-driven small  airplanes  and  amended 
provisions  regarding  limited  new  produc- 
tion of  old.  nonconforming  aircraft  types. 
The  FAA  currently  has  under  considera- 
tion several  other  proposals  including 
standards  for  other  types  of  aircraft 
tSSTs,  helicopters,  STOLs.  etc.)  and  for 
various  aircraft  operations  and  ain>ort 
noise  standards.  Some  of  these  proposals 
were  submitted  to  the  FAA  by  the  EPA 
under  the  Noise  Control  Act  ol  1972. 

Tli is  notice  of  proposed  rule  making 
i NPRM  i proposed  to  adopt  specific  sub- 
stantive and  clarifying  amendments  in 
the  test  and  analysis  instrumentation 
specification,  calibration  procedures,  me- 
teorological test  conditions,  end  data  cor- 
rection procedures.  Procedural  changes 
in  tiie  calculation  of  E’PNL  are  also  pro- 
posed. Tlie  FAA  proposes  to  make  these 
amendments  applicable  to  FAR  Part  30 
noise  certification  tests  made  after 
March  31.  1977,  or  30  days  after  publica- 
tion of  the  final  amendment,  whichever 
occurs  later. 

PitorosLD  Provisions 

The  proposed  amendment  to  Ap- 
pendix A involves  a rather  extensive  re- 
vision which  would  he  accomplished 
within  the  general  framework  of  the 
current  appendix.  The  FAA  believes  that 
some  orgnizationnl  revision  is  necessary 
to  better  accommodate  the  logical 
sequence  of  the  expanded  specifications. 
However,  only  relatively  minor  amend- 
ments are  proposed  for  Appendix  U.  The 
FAA  proposes  editorial  changes  to  re- 
do lg.nate  certain  provisions  in  Ap- 
pendices A and  B to  conform  with  the 
format  generally  used  throughout  the 
FARs  To  provide  greater  ease  m 
Identifying  and  citing  the. provisions  In 
the  appendices  to  Part  36.  the  FAA  pio- 
ixises  to  provide  a "table  of  sections"  at 
the  beginning  of  the  respective  ap- 
pendices and  to  designate  the  respective 
unUosignatod  provisions  of  certain  para- 
graphs and  sections  of  Appendix  B. 
J inally,  the  FAA  proposes  to  amend  Kub- 
part  A of  Part  36  to  add  a new  S 36  9 to 
prescribe  the  Incorporations  by  refer- 
ence contained  In  Part  36  under  5 IT  S O. 


552< a > and  1 CFR  Part  51  and  to  pro- 
vide the  required  statements  of  Identifi- 
cation and  availability  of  Incorporated 
published  material.  If  tills  proposal  Is 
adopted,  the  present  separate  provisions 
tn  Appendices  A.  B.  and  F,  which  con- 
tain the  required  statements  regarding 
Incorporation  by  reference,  would  be  re- 
vised. 

The  following  discussion  highlights 
portions  of  the  proposed  amendment  to 
FAR  Part  36: 

A.  Proposed  Revised  Appendix  A 

1.  Noise  certification  test  and  meas- 
urement conditions  < proposed  5 A36.1 1 . — 
This  section  prescribes  the  conditions 
under  which  noise  certification  tests 
would  be  conducted  and  tiie  measure- 
ment procedures  that  would  be  used  to 
measure  the  noise  made  by  the  aircraft 
These  provisions  would  apply  to  tests 
conducted  after  March  31.  1977,  or  30 
days  after  publication  of  the  final  amend- 
ment, whichever  occurs  later. 

The  FAA  proposes  to  prescribe  in  a 
single  section  all  the  requirements  for  an 
approved  test  site.  While  most  of  the  pi  o- 
visions  of  this  proposed  section  are  al- 
ready contained  in  Appendix  A.  it  is  felt 
that  they  should  be  grouped  together 
Additional  requirements  are  proposed 
regarding  an  independent  measurement 
of  sideline  noise  if  test  site  conditions 
make  simultaneous  takeoff  and  sideline 
measurements  impractical. 

A modification  cf  the  meteorologi- 
cal specification  also  is  proposed . The 
temperature  and  relative  liumiditv  con- 
ditions under  which  testing  is  allowed 
would  be  amended  to  conform  with  pro- 
posed ICAO  limits  or  to  adopt  a minor 
variation  of  the  proposed  ICAO  limits 
Basically,  those  ICAO  limits  would  not 
allow  testing  when  the  sound  attenua- 
tion rate  in  the  one-third  octave  band 
centered  at  8 kHz  is  greater  than  10 
dE  100  meters.  However,  the  FAA  is  also 
considering  adoption  -of  a 12  dB  100 
meters  sound  attenuation  rate  limit  at 
the  same  frequency.  This  proposed  alter- 
native to  the  ICAO  limit  would  be  less 
restrictive  than  the  ICAO  proposal 
Comments  are  specifically  invited  con- 
cerning the  alternative  proposals  and  the 
reasons  why  one  sound  attenuation  rate 
would  be  preferable  in  Uv>  test  meteoro- 
logical specification.  The  ICAO  proposed 
limits  would  also  expand,  under  certain 
conditions,  the  permissible  temperature 
ranee  from  the  present  41  66  degrees  p 
to  36-93  decrees  F and  the  permissible 
relative  humidity  ranee  from  the  nri  s'  i ' 
30-90  percent  to  20-95  percent  The  p ■'  .\ 
believes  that  amendments  should  lie 
adopted  that  reflect  current  knowlei'"e 
and  state-o'-the-art  regardin'',  calcula- 
tion of  atmospheric  attenuation  of  sound 
energv.  Based  on  its  certification  experi- 
ence. the  FAA  believes  that  the  cu'ient 
weather  "window"  Is  too  restrictive  of 
some  combinations  of  temperatures  and 
relative  humidities  while  allowing  some 
unsubstantiated  corrections  In  other 
combinations.  The  FAA  also  proposes  a 
new  weather  specification  to  require  that 
the  temperature  and  relative  humidity 
to  be  within  the  "window"  from  (lie  mii- 


HDIRAl  RtGISif  V.  VOt.  41.  NO  JOT— IMUkSDAY,  OCIOM4  ?«,  1926 


PROPOSED  RULES 


•17313 


face  measuring  station  to  the  altitude  of 
the  aircraft.  More  specific  restrictions 
would  be  placed  upon  anomalous  relative 
humidity  and  wind  conditions.  Kach  of 
these  proposals  grew  out  of  FA  A certifi- 
cation experiences  and  a need  to  provide 
regulatory  guidance  for  use  by  the  FAA 
regional  authorities. 

The  FA  A believes  that  to  ensure  the 
accuracy  of  noise  level  corrections  under 
proposed  5 A36.ll.  the  requirements  for 
aircraft  test  weights  should  be  amended 
to  require  the  takeoff  weight  to  be 
within  five  percent  of  the  certification 
weight  and  the  approach  weight  to  ex- 
ceed 90  percent  of  the  maximum  land- 
ing weight. 

2.  Measurement  ol  aircraft  noise  re- 
ceived on  the  ground  (proposed 
5 A33.6>. — The  measurements  prescribed 
in  proposed  { A36.3.  like  those  in  cur- 
rent ; A36.2,  provide  the  data  for  deter- 
minuig  the  one-third  octave  band  noise 
produced  by  aircraft  at  specific  obser- 
vation stations,  as  a function  of  time. 
However,  the  instrumentation  perform- 
ance specifications  have  been  signifi- 
cantly revised.  These  changes  incorpo- 
rate experience  with  actual  certifications 
by  both  the  FAA  and  ICAO  over  the 
past  six  years. 

Three  general  guidelines  were  fol- 
lowed in  the  preparation  of  these  pro- 
posals. First,  the  FAA  intended  to  spe- 
cify both  systems  and  components  that 
would  give  results  with  maximum  accu- 
racy and  repeatability  from  test-to-test 
and  site-to-site.  Second,  the  proposals 
were  prepared  to  avoid  requiring  instru- 
ments of  any  single  brand  name  or  man- 
ufacturer. Third,  the  sjrecifications  pro- 
vide performance  requirements  that 
are  generally  mcasureable  and  verifi- 
able in  the  field,  rather  than  design 
parameters  requiring  sophisticated  lab- 
oratory equipment  or  technical  mathe- 
matical analyses  The  FAA  believes  that 
these  specifications  would  enhance  com- 
pliance by  taking  greater  advantage  of 
readily  obtainable  FAA  approved  data 
and  manufacturer's  specifications. 

In  addition,  this  proposal  provides 
more  detailed  specifications  for  micro- 
phones (and  their  accessories i , tape  re- 
corders, analysts  equipment,  and  cali- 
brators. These  revisions  are  pnmarily 
based  upon  experience  with  actual  cer- 
tifications and  reports  of  some  difficulty 
In  understanding  the  current  more  gen- 
eral language  While  the  proposals  do 
not  substantially  change  the  npph<  avion 
of  procedures,  the  proposals  would  pre- 
scribe unproved  procedures  and  mar- 
ines which  should  result  in  more  uni- 
form data  One  of  the  new  features  of 
this  proposal  is  the  introduction  of  a 
new  paragraph  on  calibiation  i proposed 
|A36  3t>>.  This  paragraph  would  re- 
quire standardization  of  both  calibra- 
tion procedures  and  implementation 
schedules  to  provide  more  uniform  and 
repeatable  data  by  minimizing  unac- 
counted for  equipment  variability  and 
oiwralor  error. 

3 Reporting  and  correcting  measured 
data  (proposed  I A36  5). — Under  thr  pro- 
mised rule,  data  representing  physical 
nieasuremenls.  or  corrections  to  meas- 


ured data  (including  corrections  to 
measurements  for  equipment  response 
deviations)  must  be  recorded  In  perma- 
nent form  and  appended  to  the  record. 
AH  corrections  would  bo  reported  and 
subject  to  approval.  The  proposal  per- 
mits certain  estimates  of  the  individual 
errors  inherent  In  each  of  the  operations 
employed  m obtaining  the  filial  data. 

The  proposal  clarifies  the  established 
procedure  by  expressly  providing  for  a 
correction  of  any  difference  between  the 
test  engine  rating  and  the  reference  en- 
gine rating.  Additional  standards  are 
also  provided  for  determining  flic  va- 
lidity of  test  results  when  more  than  one 
test  site  is  used  to  demonstrate  compli- 
ance. 

4.  Symbols  and  unit  (proposed 
SA36.7). — Under  the  proposal,  current 
section  A3C.4  would  be  redesignated  but 
would  remain  substantively  unchanged 
in  content. 

5.  Atmospheric  attenuation  of  sound 
( proposed  5A36.9). — Under  the  current 
provisions  of  Appendix  A (5  A36.5),  the 
measured  one-third  octave  band  spec- 
tra are  corrected  to  the  reference-day 
conditions.  Under  the  proposal  (proposed 
§ A36.9  > . this  correction  would  be 
amended  to  better  account  for  the  dif- 
ferences in  the  atmospheric  attenuation 
of  sound  between  the  test-day  condi- 
tions and  the  reference-day  conditions 
along  the  entire  sound  propagation  path 
between  the  aircraft  and  the  microphone. 

FAA  experience  has  shown  that  the 
measurement  of,  and  correction  for,  non- 
reference  meteorological  conditions  are 
exceedingly  critical  to  obtaining  consist- 
ent and  repeatable  test  results.  The  FAA 
believes  that  more  d' tailed  meteorolog- 
ical data  are  needed  and  should  be  re- 
quired. Specifically,  current  (test-time) 
meteorological  observations  of  the  tem- 
perature and  relative  humidity  are 
needed  over  the  whole  sound  propagation 
path  from  the  aircraft  to  the  surface. 
To  avoid  localized  anomalous  conditions 
that  often  occur  near  the  ground,  the 
surface  meteorological  measurements 
would  continue  to  be  made  10  meters 
above  the  surface. 

Under  the  proposed  5 A36  9,  if  the  at- 
mospheric absorption  coefficients  vary 
over  the  sound  propagation  path  by  more 
than  ±0  3 dB  1,000  feet  In  the  3150  Hz 
one-third  octave  band  from  the  attenua- 
tion rate  defined  by  the  surface  meteor- 
ological measurements,  applicants  would 
be  required  to  base  atmospheric  attenu- 
ation corrections  upon  the  mean  atten- 
uation rate  for  each  one-third  octave  over 
tile  entiie  length  ol  the  sound  propaga- 
tion patii.  However,  the  absence  of  inver- 
sions in  both  temperature  and  relative 
humidity  during  compliance  testing 
would  no  longer  be  a limiting  factor  in 
tlic  test  sequence. 

The  FAA  believes  the  propo?  ed  amend- 
ments would  provide  technologically  ade- 
quate means  for  correcting  noise  data 
t Mat  are  obtained  under  some  atmos- 
pheric rondi  ions  under  which  testing 
is  piolnbitcd  under  tlic  < uncut  Appendix 
A.  Taken  together,  the  revisions  of 
f J A3G  1 and  A36  9 would  provide  im- 
proved data  rciN-alnbiilly  and  Increase 


tlic  number  of  days  during  which  tests 
may  be  conducted. 

6.  Detailed  correction  procedures  (Pro- 
posed 5 36.11) . — If  the  noise  certification 
test  conditions  do  not  conform  lo  the 
noi.se  certification  reference  conditions, 
appropriate  positive  correction  must  be 
made  by  the  EPNL  calculated  from  the 
measured  data.  Under  the  proposed 
§ A3C  11.  the  provisions  of  current  5 A3G.G 
would  not  be  a significantly  modified; 
however,  the  proposed  rule  would  pie- 
scribe  a procedure  which  allows  correc- 
tions to  be  made  for  testing  at  a non- 
standard location. 

For  some  aircraft  which  exhibit  ex- 
ceptionally low  noise  levels  during  take- 
off, the  FAA  believes  that  it  may  be 
necessary  to  bring  the  3.5  nautical-mile 
measuring  station  lo  a point  closer  to  the 
start  of  roll  to  assure  recording  the  com- 
plete flyover  noise  history.  The  fly-over- 
noise/time  history  would  include  t lie  10 
dB-down  points  from  PNLTM  both  be- 
fore and  al  ter  the  time  of  PNLTM,  as  re- 
quired under  current  5B36  5 (proposed 
5B36.13).  The  EPNL  value  computed 
from  these  measurements  must  then  be 
corrected  to  the  value  that  would  have 
occurred  at  the  3.5  nautical  mile  refer- 
ence measuring  point.  Two  procedures 
for  making  these  corrections  would  be 
prescribed  under  the  proposed  amend- 
ment. 

B.  Phoposed  Amendment  of  Appendix  B 

. 1.  Table  B1  (in  proposed  IB3C.3). — 
Perceived  noisiness  is  expressed  units  of 
“noys”  and  Is  based  upon  the  mathemat- 
ical formulation  given  in  § B3G.13.  Table 
B1  was  included  in  current  Appendix  B 
to  provide  a ready  reference  for  these  ap- 
plicants who  elect  not  to  calculate  noy 
values  from  the  formula.  While  the  orig- 
inal table  contains  values  down  to  1.00 
noy,  lower  values  are  sometimes  required 
in  the  calculation  of  EPNL  for  low  noise 
aircraft.  Thus,  the  FAA  believes  Table 
B1  should  be  revised  to  provide  those 
lower  values.  Such  a revised  table  was 
prepared  by  the  Society  of  Automotive 
Engineers  and  published  In  ARP  865.  The 
International  Standards  Organization 
concurred  with  the  revision  (1SO/IC 
43/SCI,  revised  March  3.  1975).  ICAO 
currently  has  under  consideration  a sim- 
ilar revision.  The  FAA  believes  that 
Table  B2  should  also  be  amended  to  con- 
form to  the  expanded  Table  Bl. 

2.  Revision  ol  pscudotovc  elimination 
procedures  (Tables  B2  and  B3  in  j rro- 
posed  S§  B36.3  and  B36  5).— -The  FAA 
proposes  to  amend  Table  B2  to  account 
for  tone  level  differences  less  than  3 0 
decibels  in  amplitude,  since  t lie  current 
tabic  provides  no  tone  correction  for 
these  level  difference  values.  Tabic  B2 
was  originally  constructed  to  avoid  the 
possibility  thnt  false  tones,  ''pseudo- 
tones,"  would  be  mistakenly  identified 
during  the  data  processing.  These  pseu- 
dotones  result  from  interference  pat- 
terns in  tile  sound  field  near  the  earth's 
surface  during  an  aircraft  flyover.  How- 
ever. FAA  noise  certificatlou  experience 
with  the  pscudotouc  problem  indicates 
that  sucli  precautions  are  no  longer  nec- 
essary. Since  similar  action  has  been 
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taken  by  ICAO,  the  FAA  proposes  to  re- 
move the  3 0 decibel  lower  limit  on  the 
level  ditterence  used  to  cletcrinine  the 
tone  correction.  If  the  propo'ed  amend- 
ment! to  Table  B2  It  adopted,  the  exam- 
ple contained  In  Table  B3  would  also  re- 
quire minor  chances'  Thus,  this  proposal 
also  contemplates  such  amendments  to 
Table  113. 

A revised  and  expanded  discussion  on 
the  methods  for  Identifying  and  eliml- 
nitinc  p eudotones  is  provided  in  pro- 
posed 5 B36.5  im > and  (n).  The  FAA 
believes  these  provisions  are  needed  to 
clarify  the  prescribed  methodolocy  in  tlic 
noise  certification  procedure. 

3.  Correction  for  spectral  irrrnularitirs 
iProtiosed  5 7136  5). — Tlie  FAA  proposes 
to  add  two  new  paragraphs  after  the  cur- 
rent last  undesi  mated  paragraph  of 
current  1 B36  3 (promised  8B36.5).  The 
first  new  paragraph  would  prescribe  the 
exclusion  of  certain  tones  (resulting  from 
ground-plane  reflection)  from  calcula- 
tions of  corrections  for  spectral  irregu- 
larities. The  second  paragraph  would 
prescribe  the  evaluation  of  the  fne  one- 
half  second  noise  level  samples  around 
the  initially  calculated  PNi/I  M.  The  FAA 
believes  that  occasionally  the  current 
ten-step  procedure  for  calculating  cor- 
rections for  spectral  irregularities  yields 
incorrect  values.  The  procedure,  con- 
tained in  current  8 B36  3,  tends  to  under- 
eompensate  for  tones  occurring  in  fre- 
quencies near  the  crossover  point  be- 
tween adjacent  one-third  octave  filters. 
The  FAA.  ICAO.  SAE  and  others  have 
considered  several  proposed  methods  for 
overcoming  tins  deficiency.  After  con- 
sideration « f the  side  effects  of  the  other 
methods,  the  FAA  believes  that  the  pro- 
cedure proposed  5,1  tb"  paragraph  is  the 
most  appropriate  and  consistent. 

C.  ErrrrTivt:  Date 

The  FAA  proposes  to  make  the  pro- 
posals contained  in  tins  NPRM.  applica- 
ble to  each  noise  certification  test  con- 
ducted after  Maxell  31.  1977,  or  30  days 
after  publication  of  Die  final  amend- 
ment. whichever  occurs  later. 

In  considering  Die  dale  to  propose  for 
compliance  with  Die  amended  specifica- 
tions and  procedures,  the  FAA  believes  it 
necessary  to  take  into  account  that,  if 
adopted,  these  new  provisions  could,  in 
some  cases  require  additional  Instru- 
mentation or  revisions  to  existing  data 
processing  and  analysts  computer  pro- 
grams Although  Die  proposed  revisions 
generally  follow  already  established 
practices  the  FAA  is  avvaic  Dial  some 
potent.al  applicants  may  have  had  lit- 
tle or  no  leccnt  noise  certification  ex- 
perience lor  these  persons,  the  proposed 
changes  may  impose  some  burden.  To 
ensure  a reasonable  lauiod  lor  these 
changes  to  be  made.  Dir  FAA  proposes 
that  compliance  u illi  Die  revised  Appcil- 
diccs  A and  D be  rcc.uncd  for  tests  con- 
ducted after  March  31.  1977.  or  30  days 
after  publication  of  Die  final  amendment 
whichever  occurs  later. 

D.  Incorporations  it  Ktrticxa 

While  published  materials  which  aic 
Incorporated  by  reference  In  Part  36  un- 


der 5 US  C 552(a)  and  1 CFR  P.iit  51 
are  currently  proscribed  In  the  substan- 
tive provisions  of  Die  respective  appen- 
dices. the  FAA  proposes  to  add  a new 
5 36.9  to  Suhpart  A which  would  contain 
the  required  statements  of  identification 
and  availability  of  these  materials  By  so 
doing,  the  FAA  believes  that  tile  reada- 
bility of  the  effected  rules  would  be  im- 
proved and  the  need  tor  repetitive  mate- 
rial would  be  kept  to  a minimum.  The 
new  § 36  9 would  also  serve  as  a techni- 
cal bibliography  and  reference  source  for 
information  regarding  Die  incorporated 
materials.  Under  the  proposal,  the  incor- 
porating provision  would  contain  only  a 
reference  identifying  Die  material  which 
is  adopted  as  part  of  that  rule.  The  F.AA 
proposes  to  adopt  the  material  incor- 
porated by  reference  according  to  the 
date  of  the  material  specified  in  the  ref- 
erence and  proposed  . 5 36.9(c).  Notice 
and  public  procedure  will  precede  the 
adoption  of  any  subsequent  editions  of 
incorporated  materials. 

K.  Evaluation  of  Impacts  of  the  Pro- 
posed Rule 

The  proposed  rule  primarily  concerns 
tost  procedure  amendments  which  would 
govern  the  specifics  of  conducting  and 
reporting  noise  certification  tests.  It 
would  neither  raise  nor  lower  the  pre- 
scribed noise  levels  and  would  not  re- 
quire additional  tests  to  be  performed 
during  the  certification  process.  As  a re- 
sult there  would  be  little  or  no  change 
in  the  noise  levels  of  aircraft  certificated 
to  the  proposed  rule  and  there  would  be 
no  anticipated  change  (either  increasing 
or  decreasing)  in  the  amount  of  fuel 
U'cd  to  conduct  the  tests  or  the  amount 
of  engine  emissions  produced  during  the 
tests.  Since  the  proposed  rule  would  re- 
quire no  additional  limitations  on  their 
in-service  operations  or  performance,  no 
increase  in  fuel  usage  or  emissions  is  an- 
ticipated to  result  from  aircraft  certifi- 
cated to  the  proposed  standard 

Tlie  proposed  rule  would  be  more 
stringent  than  the  current  rule  In  the  re- 
quirement for  noise  certification  test 
equipment,  in  the  specification  of  the 
weather  conditions,  and  in  correction  of 
test  data  to  standard  conditions.  The 
increased  stringency  could,  in  Lome 
cases,  increase  Die  applicant's  costs  of 
noise  type  certification.  However,  the 
FAA  believes  that  those  costs  could  be 
offset  by  savings  that  would  accrue  from 
increased  repeatability  of  the  data  Cur- 
rent industry  practice  is  to  design  and 
build  aircraft  u mg  a tolerance  below 
the  actual  noise  level  goals.  The  require- 
ment for  Dus  tolerance  arises  from  un- 
certainties in  the  repeatability  of  the 
data  from  tests  under  Die  current  Part 
36  procedures.  Thcrelore.  the  FAA  be- 
lieves that  by  Increasing  Die  repeatabil- 
ity of  the  data,  tlie  proposed  rule  would 
contribute  to  reduced  costs  by  eliminat- 
ing unnecessary  design  features  or  per- 
formance limitations  which  would  be  In- 
troduced solely  to  meet  the  tolerance 
requirements. 

Tlie  rule  proposed  In  this  novice  has 
been  reviewed  In  accordance  wlUi  Ex- 
ecutive Order  11821,  entitled  "Infla- 


tionary Impact  Statements"  (39  FR 
•11501;  November  29.  1974)  and  It  has 
been  determined  that  tlie  preparation  <>i 
an  Inflationary  Impact  statement  is  not 
necessary. 

F.  Authority 

This  notice  of  proposed  ride  ninkinc  i- 
issued  under  aulimrity  of  Secs,  pep  i- 
601.  603.  and  611  of  Die  Federal  Aviano  > 
Act  of  1958.  as  amended  (49  U.S.C.  IB-1 
(8).  1421.  1423,  and  1431);  sec.  6ri->  of 
the  Department  of  Transportation  Ac  ' 
(49  U.SC  1655(0);  Title  I of  the  Na- 
tional Environmental  Policy  Act  of  me1) 
(42  U S C.  4321  et  seq  > . and  Exc'  v r .• 
Order  11514.  March  5.  1970. 

In  consideration  of  tlie  foregoing  'be 
Federal  Aviat'on  Administration  pro- 
poses to  amend  Part  36  of  the  Federal 
Aviation  Regulations  < 14  CFR  Part  36'  a' 
follows: 

Subpait  A — General 

1.  Subpart  A of  Part  36  would  be 
amended  to  add  a new  8 36.9  reading  as 
follows: 

§ 36.9  InroriKinifions  |>\  reference. 

<a)  General.  This  part  prescribes  cer- 
tain standards  and  procedures  which  a :C 
not  set  forth  in  full  text  in  the  lule.  Those 
standards  and  procedures  are  contained 
in  published  material  which  is  reason- 
ably available  to  the  class  of  persons  af- 
fected and  has  been  approved  for  incor- 
poration by  reference  by  the  Director  of 
the  Federal  Register  under  5 U.S.C.  ! 532 
(a)  and  1 CFR  Part  51. 

(b>  Incorporated  matter.  ( 1 ' Each 
publication,  or  part  of  a publication, 
which  is  referenced  but  not  set  forth  in 
full-text  in  this  part  and  which  is  iden- 
tified in  paragraph  (c>  of  this  section  i:> 
hereby  incorporated  by  reference  and' 
made  a part  of  Part  36  of  this  chapter 
with  the  approval  of  the  Director  of  tiie 
Federal  Register. 

(2)  Incorporated  matter  which  is  sub- 
ject to  subsequent  chnngp  is  incorporated 
by  reference  according  to  the  specific 
reference  and  to  the  identification  state- 
ment. Adoption  of  each  subsequent 
change  in  incorporated  matter  will  be 
made  under  Part  11  of  this  chapter  and  1 
CFR  Part  51. 

« c > Identification  statement.  The 
complete  title  or  description  which  iden- 
tifies each  published  matter  incorpoi - 
ated  by  reference  in  this  part  is  as 
follows : 

'll  International  Electrotechnical 
Commission  ilECi  Publications.  1 1 1 
Publication  No  179.  entitled  ' Pi i ci.uo.i 
Sound  Level  Meters.”  dated  1973. 

'ill  Publication  No  225.  entitled  Oc- 
tave. Half-Octave.  Third  Octave  Band 
Filters  Intended  for  the  Analysis  of 
Sounds  and  Vibations.”  dated  1966 

(2)  Society  of  Automotive  Engineers 
iSAEi  Publications.  <i>  (SAEi  ARP 
86GA,  entitled  "Standard  Values  of  At- 
mospheric Absorption  as  a Function  of 
Temperature  and  Humidity  for  Use  in 
Evaluating  Aircraft  Flyover  Noise," 
dated  Marcli  15,  1975. 

ill)  I Reserved  I 

(d>  A i (inability  lor  purchase  Pub- 
lished material  Incorporated  by  refer- 
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cnee  in  this  part  may  be  purchased  at 
the  price  established  by  the  publisher  or 
distributor  at  the  following  mailing 
addresses : 

111  IEC  publications  lil  The  Bureau 
Central  de  la  Commission  Electrotech- 
ni(|iie  Internationale,  1,  rue  de  Varembe, 
Geneva.  Switzerland. 

(ii>  American  National  Standard  In- 
stitute. 14110  Broadway,  New  York  City, 
New  York  10018 

i'M  SAE  publications  Society  of  Auto- 
motive Engineers.  Inc . 400  Common- 
wealth Drive.  Warrentown,  Pennsyl- 
vania 15090 

<ci  Availability  tor  inspection  A copy 
of  each  publication  incorporated  by 
reference  in  this  part  is  available  for 
public  inspection  at  the  following  loca- 
tions : 

(1)  FA  A Office  ot  Environmental  Quality. 
Room  939B  Headquar ’ers.  Federal  Aviation 
Administration.  800  Independence  Avenue. 
SW..  Washington.  DC 

(2)  Department  of  Tr-nspt  rtation.  Branch 
Library.  Room  930.  Headquarters.  Federal 
Aviation  Admlnlstra*  :cn.  800  Independence 
Aw  i no.  sw  , Washing:!  n D.C 

(3i  The  respective  Re.srr.al  Offices  of  the 
Federal  Aviation  Adn  i:.  '.ration  as  follows: 

(1)  New  F.'ngland  Recir*nal  Oflice.  12  Now 
England  Executive  Hark.  Burlington.  Massa- 
chusetts. 

(ill  Eastern  Regional  Office.  Federal  Build- 
ing. JFK  International  Airport.  Jamaica,  New 
York 

(ill)  Southern  Rei.cnal  Office.  3100 
Whipple  Street.  East  Po.m  Georgia 

(Iv)  Great  Lakes  H'  . . Oflice,  2300  East 
Devon.  Des  Plaines.  Illir.o.s 

(v)  Central  Regional  Ofhce.  601  East 
TvveHth  Street  City,  Missouri. 

(vi;  South  .vest  Rcgi  Office.  4400  Blue 
Mound  Hoad.  Forth  Worth.  Texas. 

( v l»  | Rocky  Mountain  Regional  Office. 
10255  East  25th  Avenue  . Aurora.  Colorado. 

(vili)  Northwest  Rt.i  hal  Office.  F'AA 

Building.  9010  East  Marginal  Way  South, 
King  County  Interr.af  * ;:1  Airport  (Boeing 
Field),  Seattle.  Wash:!.,  ton 

(Ixi  Western  Reeior.  vl  Office.  15000  Avia- 
tion Boulevard.  Ha\vt.ur.,c.  California 

(x)  Alaskan  Regional  Office  632  Sixth 
Avenue.  Anchorage.  Ala.  -.a 

(xl)  Pacific-Asia  Regional  Office.  1833 

Kolakoua  Avenue.  Honolulu,  Hawaii. 

(xll)  European  Regional  Office.  Tour 

Madou  Building.  1.  Place  Madou,  1020 

Brussels.  Belgium 

(4)  The  Office  of  the  F’edcral  Register. 
Room  8401.  1100  * L"  Street.  NW  . Washing- 
ton. D C. 

API’ENDIX  A 

2 The  heading  to  Appendix  A would 
be  amended  to  add  a table  of  sections 
and  Appendix  A would  be  revised  to  read 
as  follows. 

Appendix  A — Aircraft  Noise  Measure- 
ment Under  § 30.101 

Sec 

A3C  1 Noise  certification  test  and  measure- 
ment conditions. 

, A36  3 Measurement  of  aircraft  noise  re- 
ceived on  the  ground. 

A36  5 Reporting  and  correcting  measured 
data 

A 36  7 Symbols  and  units. 

A 36  9 Atmospheric  attenuation  of  sound 

A36  1 1 Detailed  correction  jrrocedurcs. 

I A3G  I Noise  eertification  test  and  measure- 
ment iondittons. 

(a)  General.  This  aectlon  prescribes  the 
conditions  tinder  which  aircraft  noise  cer- 


tlffcatlon  testa  must  be  conducted  and  the 
measurement  procedures  that  must  be  used 
to  measure  aircraft  noise  during  each  test 
conducted  after  March  31.  1977  (or  the  date 
30  days  after  publication  of  the  final  amend- 
ment. whichever  occurs  later). 

(b)  Test  site  requirements.  (1)  Tests  to 
show  compliance  with  established  alrcrnft 
noise  certification  levels  must  consist  of  a 
series  of  takeoffs  and  approaches  during 
which  measurements  must  be  taken  at  noise 
measuring  stations  located  at  the  measuring 
points  prescribed  in  § C3G.3  of  Appendix  C 
of  this  part. 

(2)  On  each  test  takeoff,  simultaneous 
measurements  should  be  made  at  the  sideline 
noise  measuring  stations  on  each  side  of  the 
runaway  and  also  at  the  takeoff  noise  meas- 
uring station.  However.  If  test  site  conditions 
make  It  Impractical  to  simultaneously  meas- 
ure takeoff  and  sideline  noise,  and  If  each 
of  the  other  sideline  measurement  require- 
ments is  met.  independent  measurements 
may  be  made  of  the  sideline  noise  under 
simulated  flight  path  techniques  If  the  ref- 
erence flight  path  includes  a power  cutback 
before  the  maximum  possible  sideline  noise 
level  is  developed,  the  reduced  sideline  noise 
level  which  is  the  maximum  value  developed 
by  the  simulated  flight  path  technique  must 
be  the  certificated  sideline  noise  value. 

(3)  If  the  height  of  the  ground  at  a noise 
measuring  station  differs  from  that  of  the 
nearest  point  on  the  runway  by  more  than 
20  feet  corrections  must  be  made  as  pre- 
scribed in  § A3G  5( d ) of  this  appendix. 

(4)  The  location  of  each  noise  measuring 
station  must  be  surrounded  by  relatively 
flat  terrain  having  no  excessive  sound  ab- 
sorption characteristics,  such  as  might  be 
caused  by  thick,  matted,  or  tall  grass,  shrubs, 
or  w ooded  areas 

(5)  An  airport  tower,  or  other  facility,  used 
to  obtain  required  measurements  of  meteoro- 
logical conditions  at  the  test  site  must  be 
approved  In  accv»rdance  with  3 A3G  9(b)(1)  of 
this  appendix 

(6)  During  the  period  when  the  flyover 
noise  time  record  Indicates  the  noise  meas- 
urement is  within  10  dB  of  FNLTM,  no  ob- 
struction that  significantly  influences  the 
sound  field  from  the  aircraft  may  exist; 

(i)  For  a takeoff,  approach,  or  sideline 
measurement  station,  within  c conical  space 
above  the  measuring  position  (the  point  on 
the  ground  vertically  below  the  microphone) . 
the  cone  being  defined  by  an  axis  normal  to 
the  ground  and  by  a half-angle  80  degrees 
from  this  axis;  and 

(11)  For  a sideline  noise  measurement  sta- 
tion. above  the  line  of  sight  between  the 
microphone  and  the  aircraft. 

(7)  A minimum  of  four  sideline  noise 
measurement  stations  must  be  used  to  define 
the  maximum  .sideline  noise  with  respect  to 
location  and  level  as  required  by  3 C36.3  of 
Appendix  C of  this  part  One  of  the  micro- 
phones must  be  placed  symmetrically  with 
respect  to  one  of  the  other  microphones  so 
that  i lie  maximum  noise  on  either  tide  of  the 
aircraft  can  be  determined  analv tically. 

(C)  Weather  restrictions.  The  tests  must  tie 
conducted  under  the  following  atmospheric 
conditions 

( 1 ) No  ram  or  other  precipitation. 

(2)  Ambient  air  temperature  between  36 
degrees  F and  95  degrees  F (2  2 degrees  C 
and  35  degrees  Cl.  Inclusively,  over  that  por- 
tion of  the  sound  propagation  path  between 
the  airplane  and  a point  10  meters  above 
the  ground  at  the  noise  measuring  station. 

(3)  Relative  humidity  and  ambient  tem- 
peruture  over  that  pot  lion  of  the  sound  prop- 
agation patli  between  the  airplane  and  a 
point  10  ineteis  above  the  ground  at  the  noLse 
measuring  station  is  such  thut  the  sound 
ivUrnuatton  In  the  one-third  octave  band 
centered  at  8 kll/.  Is  not  greater  than  10  dB' 
100  meter*  | alternative  proposal ; "12  dB  100 
meters"|  and  the  relative  humidity  Is  be- 
tween 20  percent  and  05  percent,  inclusively. 


(4)  Airport  reported  wind  velocity  10  me- 
ters above  ground  does  not  exceed  10  knots 
and  the  crosswind  component  docs  not  ex- 
ceed 6 knots. 

(5)  No  anomalous  wind  conditions  (In- 
cluding turbulence)  which  will  significantly 
affect  the  noise  level  of  the  aircraft  when 
the  noise  Is  recorded  at  each  noise  measur- 
ing station. 

(d)  Aircraft  testing  procedures ( 1)  The 
aircraft  testing  procedures  and  noise  meas- 
urements must  be  conducted  and  processed 
in  an  approved  manner  which  yields  live 
noise  evaluation  measure  designated  as  Ff- 
fectlve  Perceived  Noise  Izcvcl  (EPNL)  In  units 
of  EPNdB.  as  prescribed  in  Appendix  B of 
this  part. 

(2)  The  aircraft  height  and  lateral  posltl' n 
relative  to  the  extended  centerline  of  the 
runway  must  be  determined  by  an  F’AA  an- 
proved  method  which  Ls  Independent  of 
normal  (light  Instrumentation,  such  as  radar 
tracking,  theodolite  triangulation.  Ias°r  tra- 
Jectography.  or  photographic  scaling  tech- 
nioues. 

(3)  The  aircraft  position  along  the  flight 
path  must  be  related  to  the  noise  recorded 
ot  the  noise  measuring  stations  bv  means  of 
synchronizing  signals  at  an  approved  sam- 
pling rate.  The  position  of  the  aircraft  must 
be  automatically  recorded  relative  to  the 
runway  during  the  entire  time  period  In 
W'hlch  the  recorded  signal  is  within  10  dB 
of  PNLTM.  Measuring  and  sampling  equip- 
ment must  be  approved  bv  the  FA  A. 

(4)  F.ach  takeoff  te  t must  meet  the  con- 
ditions of  $ C36.7  of  Appendix  C of  this  part 

(5)  Tf  a takeoff  test  series  Is  conducted  at 
weights  other  than  the  maximum  takeoff 
weight  for  which  noise  certification  is  re- 
ouested.  the  following  additional  require- 
ments apply: 

(1)  At  least  one  takeoff  test  must  be  con- 
ducted at  a weight  at.  or  above,  the  maxi- 
mum certification  weight. 

(H)  Each  test  weight  must  be  within  *5 
percent  of  the  maximum  certification  weight 

(ill)  The  weight  correction  required  un- 
der 3 A3G  11  of  this  appendix  may  not  exc  eed 
2 0 EPNdB.  (Approved  data  must  he  Used 
to  determine  the  variation  of  EPNL  w ith 
weight  for  takeoff  test  conditions  i 

(6)  Each  approach  test  must  be  conducted 
with  the  aircralt  stabilized  and  following  a 
3.0  degree  .*  o 5 degree  approach  ingle  and 
must  meet  the  requirements  of  5 C36  0 of  Ap 
pendix  C of  this  part. 

(7)  If  approach  test  series  fs  conducted  at 
weights  other  than  the  maximum  landing 
weight  for  which  certification  Is  requested, 
the  following  additional  requirements  applv: 

(I)  At  least  one  approach  test  must  be 
conducted  at  a weight  at.  or  above,  the  maxi- 
mum landing  weight 

(it)  Each  test  weight  must  exceed  90  per- 
cent of  the  maximum  landing  weight 

(iii)  The  weight  correction  required  under 
I 36.11  of  this  appendix  may  not  exceed  1 0 
EPNdB  (Approved  d.ita  must  he  used  to  de- 
termine the  variation  ot  EPNL  with  weight 
for  approach  test  conditions) 

(8)  Alrcrnft  performance  data  sufficient  to 
make  the  correction  required  under  $ A 36  5 
of  this  appendix  must  Ik*  automatically  re- 
corded at  an  approved  sampling  rate  using 
FAA  approved  equipment 

( A3G  3 Measurement  of  aircraft  none  re- 
ceived on  the  ground  (a)  General  — (It  The 
measurements  prescrll>ed  In  tills  section  pro- 
vide the  data  lor  determining  the  ore-third 
octave  band  noise  produced  by  all  craft  dur- 
ing testing  procedures,  at  specific  noise 
measuring  stations,  ns  a function  of  time 

(21  Sound  pressure  level  data  for  aircraft 
noise  certification  purposes  must  be  obtained 
with  approved  acoustical  equipment  and 
measurement  practices. 

(3)  Paragraphs  (b),  (c).  and  (d)  of  tills 
aectlon  prescribe  the  required  equipment 
specifications.  Paragraphs  (e)  and  (f)  pre- 
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APPENDIX  B 


TRACKING  ACCURACY  CALCULATIONS 

The  procedures  used  to  calculate  the  maximum  tracking 
errors  shown  in  Figures  4.4  through  4.9  are  given  in  this 
appendix.  These  figures  illustrate  the  uncertainty  in  the 
determination  of  the  aircraft  position  for  one  geometry  (radar 
location  with  respect  to  runway  and  flight  path)  for  radar 
tracking  systems  with  several  different  angular  and  range 
accuracies.  The  positional  uncertainty  is  translated  into  a 
slant  range  uncertainty  and  converted  to  dB.  This  slant  range 
error  represents  the  worst  case  error  that  can  occur  in  the 
corrections  applied  to  the  acoustical  data  when  correcting  the 
acoustical  measurements  to  compensate  for  the  difference  between 
3°  and  the  measured  flight  track.  The  slant  range  is  the 
distance  from  the  aircraft  to  an  observation  point  on  the  ground. 
An  angle  of  45°  was  chosen  between  the  ground  and  the  slant 
range  line  to  approximate  the  point  of  maximum  noise. 

The  maximum  error  in  height,  cross  track  position, 
along  track  position,  and  slant  range  due  to  the  angular  and 
range  resolution  accuracy  of  the  tracking  hardware  was  computed 
using  trigonometry.  These  calculations  were  carried  out  using 
a computer  program  in  three  dimensions.  The  procedure  used 
will  be  illustrated  using  a two  dimensional  model  shown  in 
Figure  B.l.  In  this  simplified  model  the  tracking  system  is 
located  at  the  point  of  touchdown,  T.  The  aircraft  is  following 
a nominal  3°  glide  slope.  The  tracking  system  has  a range 
accuracy  of  + 30  feet  as  illustrated  by  the  line  ce  and  an 
angular  accuracy  of  + 1 mil  as  illustrated  by  e . 

The  first  step  in  determining  the  maximum  error  at 
one  distance  out  (TN')  is  to  determine  the  nominal  position  for 
a true  3°  glide  slope  at  this  distance.  Then  the  tolerance  in 


(Not  to  scale) 


FIGURE  B . 1 TWO  DIMENSIONAL  TRACKING  GEOMETRY  FOR 
POSITION  ERROR  CALCULATIONS 
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angle  (+  1 mil)  and  range  (+  30  feet)  are  added  to  the  nominal 
values.  In  this  two  dimensional  example  the  points  a,  b,  c,  and 
d are  generated  representing  the  various  possible  combinations 
of  tolerance  and  therefore  the  worst  case  limits  of  the  combined 
tolerances.  These  limit  points  are  projected  onto  the  new 
coordinate  system  to  determine  the  error  in  the  new  coordinate 
system.  In  the  example  the  maximum  error  along  the  track  would 
be  represented  by  the  line  a'N'  as  a',  the  projection  of  a,  is  the 
furtherest  away  from  the  projection  of  N.  This  procedure  would 
be  repeated  for  the  other  planes. 

The  slant  range  error  converted  to  dB  represent  the 
uncertainty  in  sound  level  that  is  attributable  to  the  spreading 
loss  correction.  This  is  again  a positional  uncertainty  so 
the  same  position  limits,  a,  b,  c,  and  d,  as  shown  in  Figure  B.l 
are  applicable.  Figure  B.2  shows  the  relationship  of  these 
limit  points  and  the  corresponding  slant  range  lines.  The 
slant  range  line  M^N  is  the  slant  range  distance  calculated 
for  the  position  N"  out  from  the  end  of  the  runway.  The  slant 
range  error  in  dB  for  location  error  position  b is: 

M,  b 

dB  = 20  log  rj— r.- 
6 MnN 

This  error  is  computed  for  each  location,  a,  b,  c,  and  d,  and 
the  largest  error  is  the  maximum  slant  range  error. 
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FIGURE  E . 2 TRACKING  GEOMETRY  FOR  SLANT 
RANGE  ERROR  CALCULATIONS 
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